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Foreword 


Revolutionary advances in the diagnostic and therapeutic procedures for the management of 
male infertility that foreshadow a growing role of andrology testing are the future of this field. 
Millions of men are evaluated yearly across the United States with a growing variety of fertility 
tests. The days of the simple Makler chamber-generated semen parameters have been supple- 
mented with computer-assisted semen analysis, as well as advanced semen tests such as oxida- 
tive stress and DNA fragmentation assessments. Increasingly, these tests are allowing improved 
diagnostic accuracy and stratification to appropriate treatment options. 

This state-of-the-art laboratory manual contains protocols that can be used daily in the 
investigation of male infertility. In its 24 chapters, the book covers most of the common routine 
and advanced testing that is available at the present time. This text is unique in its emphasis in 
presenting test protocols in detail that allow immediate use in a clinical laboratory setting. It 
has a number of hand-drawn, artistic presentations of key equipment and procedures which 
add to the clarity. At the beginning of the text, information is presented to place clinical aspects 
of male infertility in context of the role of semen testing. It contains important chapters on 
quality management, competency assessment, licensing, and accreditation which allow a lab 
to provide the highest quality of testing while remaining compliant with applicable laboratory 
standards. The protocols are arranged from the routine to the advanced laboratory procedures 
in daily use. It emphasizes simple, concise protocols which can be readily transferred into 
practice. The information on assisted reproduction-associated procedures including prepara- 
tion for IUI specimens and cryopreservation techniques represents time-tested best practices 
from one of the busiest andrology laboratories in the country. 

Drs Agarwal, Gupta, and Sharma combine their over 50 years of experience in running a 
state-of-the-art clinical andrology laboratory to provide an indispensable resource for thou- 
sands of clinicians, reproductive professionals (andrologists, embryologists), laboratory tech- 
nicians, as well as other students of andrology lab testing. This experienced team has authored 
dozens of texts related to all aspects of male fertility. Their current book is a one of a kind 
work—a must-read for all with an interest in providing the highest quality and most accurate 
andrology testing for their patients. 

In the growingly complex world of sperm testing, they have provided a simple, elegant 
resource. It will be a welcome addition to your bookshelves, and I expect you will find it valu- 
able on a regular basis. I hope you will enjoy it! 


September 25, 2015 Edmund Sabanegh Jr., MD 
Department of Urology 

The Cleveland Clinic 

Cleveland, OH, USA 
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1 Introduction 


Ever since Antonie van Leeuwenhoek first described the 
microscopic appearance of spermatozoa in 1677 [1], studies 
of semen parameters have gone through major advance- 
ments, enhancing our understanding of male fertility. In 
2010, the World Health Organization (WHO) updated its ref- 
erence values for semen analysis, in an attempt to provide 
sound reference ranges capable of interpreting patients’ fer- 
tility status and/or deviation from the norm [2]. Unfortunately, 
the basic semen analysis test remains of limited value in 
understanding the functional capacity of sperm and in pre- 
dicting the likelihood of pregnancy. 

Modern-day growing practice of intracytoplasmic sperm 
injection (ICSI) has unveiled an interest in exploring tests of 
sperm function. Reasons for this interest were observations 
that sperm count, motility, and morphology did not parti- 
cularly affect ICSI outcome nor predict spontaneous concep- 
tion [3-5]. Consequently, several sperm function tests 
were developed, such as viability, antisperm antibody tests, 
acrosome reaction, and oxidative stress/total antioxidant 
capacity. 

In this chapter, we aim to present a practical guide on dif- 
ferent diagnostic modalities used in the evaluation of male 
infertility. 
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2 Primary Goals for Evaluation of Infertile 
Male 


A 2010 American Urological Association (AUA) best practice 
statement clearly identified conditions in which evaluation of 
the male partner is indicated [6]. Screening with a reproductive 
history and two semen samples at least 1 month apart should 
be performed when no conception is achieved after 1 year of 
regular unprotected intercourse [6]. This time frame could be 
overlooked in the presence of male infertility risk factors such 
as a history of bilateral cryptorchidism or female infertility risk 
factors such as advanced female age (over 35 years), or when 
the couples choose to undergo such assessment. 

The main goals in the evaluation of the male partner are 
to identify reversible conditions that can be successfully 
managed and/or irreversible conditions for which assisted 
reproduction is indicated and to identify genetic abnormali- 
ties that may affect the patient and or his offspring and 
necessitate proper counseling before treatment. 


3 History 


A dedicated history focusing on all possible factors affecting 
male fertility should be acquired. Typically the history 
should cover the patient's reproductive background, past 
medical and surgical history, lifestyle features, and potential 
testicular toxic exposure. 


Reproductive history. Duration and frequency of unprotected 
intercourse, prior conception and use of contraception, 
miscarriages, and fertility treatments should be covered. 
Questions that assess the erectile and ejaculatory status are 
crucial as they reflect the patient's neuroendocrine standing, 
which may be the sole cause of his infertility. The patient's 
understanding of the menstrual cycle is also of importance 
with specific focus on the time frame for ovulation and 
viability of human sperm. 
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Medical history. A detailed medical history should be taken 
with special emphasis on conditions that may impact fertil- 
ity, including diabetes mellitus, renal impairment, malignan- 
cies, and autoimmune disorders. 


Surgical history. The patient’s surgical history should also be 
evaluated for conditions such as hernia repair, prior vasec- 
tomy, and other scrotal surgeries such as hydrocelectomy or 
orchiopexy as well as for other urologic surgeries, specifi- 
cally on the prostate or urethra, as these may impact ejacula- 
tory function. 


Medications. The patient’s current and past medications 
should be reviewed to look for medications affecting testicu- 
lar function such as chemotherapeutic agents, immune mod- 
ulators, alpha blockers, antipsychotics, and antiandrogens. 


Lifestyle factors. Cigarette smoking [7], alcohol consump- 
tion [8], and use of illicit drugs [9] (such as marijuana) 
are well-established factors that affect male fertility. Addi- 
tionally, occupational exposure to chemicals such as sol- 
vents, pesticides, and heavy metals has been linked to male 
infertility [10] and should be surveyed. 


Toxic testicular exposure. Specific ailments are known to sig- 
nificantly damage testicular tissue and/or function and need to 
be investigated explicitly. Such conditions can be inflamma- 
tory such as epididymo-orchitis, sexually transmitted dis- 
eases, and mumps orchitis; congenital such as undescended 
testis or testicular torsion; malignant such as testicular cancer; 
and traumatic such as blunt or penetrating testicular trauma. 


Family history. Acquiring information about the family's 
reproductive history may provide clues for a genetic etiol- 
ogy. Conditions such as cystic fibrosis, immotile cilia 
syndrome, chromosomal abnormalities, and deletions in the 
Y chromosome are all inherited causes of male infertility. 


Childhood and development. Typically, the patient's degree 
of virilization should be evaluated not only by physical 
examination but also by inquiring about sexual development 
and age at puberty. 


4 Physical Examination 


A general physical examination is an integral part of the 
infertility evaluation. Secondary sexual characteristics such 
as body habitus, hair distribution, and breast size should be 
assessed. Additionally, a focused genital exam should be 
performed involving the (1) penis to look for any pathology 
with special attention for the location of the urethral meatus, 
(2) testes to examine their consistency and size and to check 
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for masses, (3) epididymides to check for fullness or tender- 
ness, (4) vasa deferentia to ensure their presence and to look 
for abnormalities, (5) spermatic cord to look for masses and 
to examine for varicocele, and (6) digital rectal examination 
to check for palpable seminal vesicles or the presence of a 
prostatic pathology such as mullerian duct cysts. 


5 Initial Diagnostic Evaluation 
and Interpretation 
5.1 Semen Analysis 
5.1.1 General Considerations 
Semen analysis is the cornerstone of all fertility tests. Although 
it does not predict the likelihood of pregnancy, it does outline 
the severity of the male factor. Clinicians are expected to pro- 
vide patients with correct instructions for proper semen col- 
lection. In general, two semen samples should be requested 
from all patients [6]. An abstinence period of 2—7 days is typi- 
cally required and should be consistently maintained before 
each sample collection. Several studies have demonstrated an 
increase in semen volume and sperm concentration with each 
day of abstinence with no change or worsening of sperm 
motility and morphology as the duration increases [11, 12]. 
The sample should be collected in a comfortable place in the 
lab or at the patient's home upon his request. If home collec- 
tion is desired, the patient should transfer the sample at room 
or body temperature and submit it within 1—2 h from ejacula- 
tion. А sample should be produced and collected in a clean 
container through masturbation or coitus interruptus. An 
alternative is the use of special semen collection condoms 
devoid of any spermicidal agents. 


5.1.2 Result Interpretation 

In 2010, following a large analysis of data from 4000 fertile 
men in 14 countries, the WHO updated the 5th percentile or 
lower reference limit values for parameters tested in semen 
analysis [2]. This update is favored over the 1999 version not 
only because it is a better representation of a man's fertility 
potential but also because it unifies the reporting scheme 
among andrology laboratories. 


Volume [normal >1.5 ml, 5th percentile 95 % confidence 
interval (CI) 1.4—1.7]: The seminal vesicles provide 70 96 of 
normal ejaculate volume [13]. A small ejaculate volume is 
most likely due to incomplete collection but may also be 
Observed in patients with retrograde ejaculation, abnormities 
of the vas deferens or seminal vesicles, ejaculatory duct 
obstruction, hypogonadism, and sympathetic dysfunction. 


Viscosity: Semen is initially a coagulum that liquefies in 
5—25 min under the effect of prostatic enzymes. At this point, 
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itcan be poured drop by drop. Semen is termed “non-liquefied” 
when it remains a coagulum whereas it is termed “hypervis- 
cous" when it pours in thick strands instead of drops. The 
importance of liquefaction remains controversial [14]. If a 
coagulum is not initially present, then obstruction of the ejac- 
ulatory ducts or absence of the seminal vesicles can be sus- 
pected. Failure of liquefaction, on the other hand, may 
indicate inadequate secretion of prostatic proteolytic enzymes. 


pH [normal »7.2]: pH of the ejaculate is under the influence 
of the acidic prostatic secretion and the alkaline seminal 
vesicle secretion. An acidic seminal pH in patients with azo- 
ospermia may indicate obstruction. On the other hand, an 
alkaline pH (>8) measured soon after liquefaction may indi- 
cate the presence of infection. 


Concentration [normal 15 million/ml, 5th percentile 95 % CI 
12-16]: Sperm count typically refers to sperm density 
reported as x10°/ml of semen. Sperm concentration is mostly 
commonly measured by counting sperm on a counting grid. 
Oligozoospermia (or oligospermia) is diagnosed when fewer 
than 15 x 10°/ml are detected while azoospermia is defined as 
failure to find any sperm. To verify azoospermia, semen 
should be centrifuged and evaluated under a light micro- 
scope for the presence of sperm. 


Motility [normal total motility 40 96, 5th percentile CI 
38—42] [normal forward progressive (FP) motility 32 96, 
5th percentile CI 31—34]: Immediately after liquefaction, 
sperm motility should be examined at room temperature or 
preferably at 37 °С. Motility is classified as: (1) progres- 
sive (PR) motility, space-gaining motion; (2) nonprog- 
ressive (NP), motion in place or in small circles; and (3) 
immotility (IM), no motion. The previously used subclas- 
sification of progressive motility into fast and slow may not 
be of clinical importance and is often difficult to assess by 
technicians [15]. Asthenospermia is the term given when a 
decrease in total motility or forward progressive motility is 
detected. 


Morphology [normal forms 4 96, 5th percentile, 95 % CI 
3-4]: Sperm morphology is routinely examined in an air- 
dried, fixed, and stained semen smear. The WHO recom- 
mendis the Papanicolaou, Shorr, or Diff-Quik smear stains, as 
they stain the spermatozoa and also allow the differentiation 
of “round” cells. Smears are then scored according to the 
WHO classification [2] or to Kruger’s strict criteria classifi- 
cation [16]. The WHO criteria for normal morphology are 
based on head, midpiece, and tail abnormalities. 

A sperm is considered normal when it has a smooth oval 
head, intact and slender midpiece, principal piece without 
breaks, and a clearly visible acrosome covering 40—70 % of 
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the sperm head with vacuoles that do not exceed 20 % of the 
acrosomal area. Teratozoospermia (or teratospermia) is 
diagnosed when less than 4 % of sperm have normal mor- 
phology. A wide range of abnormalities are found and are 
classified according to the part of the sperm affected: 


Head defects: include large or small oval heads, tapering 
pyriform and vacuolated heads, absence of the acrosome 
(globozoospermia), double heads, and heads with irregular 
forms (amorphous). 


Midpiece defects: These include thin, thick, or irregular 
midpiece and asymmetric midpiece insertion into the head. 
Presence of excess of residual cytoplasm or cytoplasmic 
droplet is also noted and is considered abnormal greater than 
one-third the size of the sperm head. 


Tail defects: These include coiling of the tail, or 90° bending 
(hammer head), and tail breaks. Two, three, or even four tails 
are sometimes observed on a single sperm. 

In contrast, Kruger’s strict criteria classify sperm as nor- 
mal only if their shape falls within strictly defined parame- 
ters for sperm head length (4.0-5.0 pm) and width 
(2.5-3.5 um). The length to width ratio should be 1.50-1.75 
(95 % confidence interval). In order to properly interpret 
semen morphology results, physicians need to be aware of 
clinical studies exploring the effect of various morphologies 
on fertilization and/or pregnancy. Initial studies utilizing 
Kruger’s strict criteria reported better fertilization rates for 
patients undergoing in vitro fertilization (IVF) who had 
greater than 14 % normal forms [17]. Later studies, however, 
showed that pregnancy is possible even with low morphol- 
ogy scores (lower than 4 %) [18]. As such, when determining 
clinical implications, morphology should be considered in 
the context of other semen parameters and never as an 
isolated factor. 


Agglutination [normal absent]: agglutination occurs when 
sperm adhere to one another. It should be differentiated from 
sperm aggregation, which is the adherence of spermatozoa to 
debris or other elements of the ejaculate. Agglutination in the 
fresh semen sample is graded according to the type and 
extent of interaction. 


— Grade 1 (isolated): «10 spermatozoa per agglutinate, 
many mobile sperm 

— Grade 2 (moderate): 10—50 spermatozoa per agglutinate, 
many mobile sperm 

— Grade 3 (strong): agglutinates with >50 spermatozoa, 
only few mobile spermatozoa 

— Grade 4 (complete): completely agglutinated spermato- 
zoa, no mobile spermatozoa visible 


The presence of extensive agglutination is suggestive of 
immunologic infertility and warrants the use of specific tests 
to detect antisperm antibodies. 

WBCs [normal < 1 million/ml]: the presence of >1 х 106/ 
ml WBCs in semen is called leukocytospermia, which can 
directly or indirectly contribute to infertility [19]. Direct 
counting of round cells in a semen sample is highly inaccu- 
rate because white blood cells cannot be distinguished from 
immature germ cells using light microscopy [20]. As a result, 
specialized testing is required to differentiate round cells. 

Immunocytologic staining of semen samples using mono- 
clonal antibodies is considered the gold standard in this 
regard [20]. However, it is not widely performed due to 
difficulties faced in standardizing the monoclonal antibodies 
as well as the costs to perform this labor-intensive test [20]. 
Consequently, the WHO recommends peroxidase staining as 
the next best option to diagnose leukocytospermia [21]. 
Peroxidases are enzymes that break down hydrogen peroxide- 
liberating oxygen, which oxidizes the benzidine derivate in 
the staining solution. As a result, a brown color appears that 
allows the identification of leukocytes under light micros- 
copy. This test works best with polymorphonuclear granulo- 
cytes and macrophages because they are rich in peroxidases. 
However, it fails to stain lymphocytes that represent about 
5 96 of leukocytes in semen [22]. 


6 Interpretation of Semen Analysis 


6.1 Normal Semen Parameters (Table 1.1) 

In some cases, the results of a semen analysis test are normal 
in a patient with infertility, which illustrates the shortfalls 
that are associated with this type of screening. If female 
factors and improper sexual habits are excluded, then the 
condition is termed unexplained infertility. The incidence of 
unexplained infertility ranges from 15 to 40 96 in some 


Table 1.1 Reference values for normal semen parameters 


Semen volume (ml) 213 
Sperm concentration (10°/ml) >15 
Total number (10°/ejaculate) 239 
Total motility (96) 240 
Progressive motility (96) 232 
Normal forms (96) 24 

Viability (96) 258 
WBC (10°/ml) «I 


Based on data from Ref. [2] 
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reports [23, 24]. Possible factors explaining this condition 
include presence of antisperm antibodies (ASA), sperm 
DNA damage, elevated levels of reactive oxygen species 
(ROS), and sperm dysfunction. 


6.2 Abnormal Semen Parameters 


6.2.1 Oligospermia 

Oligospermia can be caused by a number of factors and is 
often idiopathic. It is usually associated with other distur- 
bances in semen analysis such as asthenospermia or terato- 
spermia. Patients with oligospermia should be evaluated 
with hormone studies to rule out the presence of endocri- 
nopathies [25]. When the sperm count drops to levels less 
than five million, oligospermia is considered to be severe 
[26] and requires evaluation with genetic studies, mainly 
karyotype and Y-chromosome microdeletion. 


6.2.2 Asthenospermia 

Absolute asthenospermia is a term applied when 100 % of 
sperm are immotile. In this case, sperm viability studies are 
needed to rule out necrospermia. It should also raise the 
physician's suspicion for immotile cilia syndrome, which 
should be excluded through a history (recurrent respiratory 
tract infections), physical examination (situs inversus 
denoting Kartagener syndrome in 50 96 of cases) [27], and 
electron microscopy depicting the absence of the dynein 
arms. 

Besides the aforementioned principal causes of absolute 
asthenozoospermia, low sperm motility can occur second- 
ary to conditions associated with oxidative stress such as 
varicocele and heat or chemical exposure. Genital infec- 
tions, ASA, and, more commonly, idiopathic etiologies are 
also recognized. As such, patients with asthenospermia 
should be evaluated with a history, physical examination, 
and laboratory and radiologic studies aiming to identify 
reversible causes. 


6.2.3 Teratospermia 

The clinical significance, treatment, and implications of 
isolated teratospermia in fertility remain unclear. Many 
studies have explored the influence of strict morphology 
criteria on intrauterine insemination (ИЛ), in vitro insemi- 
nation (IVF), and pregnancy with mixed results [17, 18]. 
Guzick and colleagues [28] have demonstrated that abnor- 
mal sperm morphology is not a useful parameter when 
characterizing infertility demonstrating its presence in 
fertile men as well. 
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Azoospermia 


Testis size 
Serum FSH 


Testis size: normal 
Serum FSH: normal 


Obstructive Azoospermia 


Seminal fluid Seminal fluid 


volume: reduced volume: normal Primary testicular failure Hypogonadotrophic 
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Fig. 1.1 Algorithm for interpretation and evaluation of azoospermia on semen analysis 


The etiology of teratospermia is unknown in most cases. 
Conditions such as varicocele, exposure to toxic drugs, 
chemicals, and heat, and debilitating illness are all associ- 
ated with abnormal sperm morphology. 


6.3 Azoospermia 


The first step in evaluating a patient with azoospermia is to 
proceed through an organized diagnostic and management 
approach (Fig. 1.1). A thorough physical exam that 
emphasizes testicular size and the presence or absence of the 
vasa is mandatory. Laboratory investigations such as serum 
FSH and testosterone levels, blood karyotype analysis, and 
Y-microdeletion testing as well as semen volume are also of 
equal significance. An adequate testicular size together with 
normal FSH levels indicates the probable presence of normal 
spermatogenesis and is suggestive of “obstructive azoosper- 
mia.” A small testicular size, on the other hand, with high 
serum levels of FSH is suggestive of testicular failure or 
“nonobstructive azoospermia.” 


The volume of seminal fluid plays an important role in 
patient evaluation; a volume of less than 1.5 ml on more than 
one occasion, and after exclusion of improper sampling, 
should raise a suspicion for ejaculatory duct obstruction and 
warrants transrectal ultrasound. On the other hand, a normal 
volume in the context of suspected obstruction mandates 
careful palpation of both vasa deferens. Congenital bilateral 
absence of vas difference can occur solely without other 
symptoms of cystic fibrosis, and therefore, failure to palpate 
one or both vasa is an indication for genetic testing for the 
cystic fibrosis transmembrane conductance regulator (CFTR) 
gene. If no abnormality in the vasa can be detected, the patient 
can be offered surgical exploration for reconstruction. 

Hormonal analysis in patients suspected of having nonob- 
structive azoospermia is of utmost importance. Patients with 
high FSH levels, low testosterone levels, small firm testicular 
size, and azoospermia should undergo karyotype analysis to look 
for supernumerary X chromosomes diagnostic for Klinefelter 
syndrome. If gonadotropin levels are low, then the patient is said 
to have “hypogonadotropic hypogonadism,” and a search for 
primary and secondary causes for this condition is required. 


7 Diagnostic Interpretation and Clinical 
Value of Advanced Sperm Function Tests 


Several advanced sperm function tests have been developed 
to clarify fundamental steps in the process of reproduction. 
Studies with limited clinical implications or use such as the 
penetration assay, zona pellucida binding, and hyaluronic 
binding will not be covered in this chapter. 


7.1 Semen Reactive Oxygen Species (ROS) 
Spermatozoa produce small amounts of ROS that are neces- 
sary for optimal function. Healthy levels of ROS promote 
sperm capacitation, regulate sperm maturation, and enhance 
cellular signaling pathways [29]. ROS are produced by 
leukocytes and kept in equilibrium with antioxidant activities 
in the reproductive tract [30]. However, when excessive 
amounts of ROS are produced, or when antioxidant activity 
fails, this equilibrium state is disrupted, resulting in oxidative 
stress. Studies have shown that 25—80 % of infertile men have 
significant levels of ROS in their semen, contrary to low levels 
in fertile men [31]. Methods of sperm dysfunction secondary 
to oxidative stress include lipid peroxidation of the spermato- 
zoal membrane [32], DNA damage, and apoptosis [33]. 

The most commonly utilized technique to measure ROS 
levels is the chemiluminescence assay. This assay measures 
the oxidative end products of the interaction between ROS 
and certain reagents, which results in an emission of light 
that can be measured with a luminometer. Two reagents are 
available —luminol and lucigenin. Luminol has a few advan- 
tages such as (1) the ability to react with different types of 
ROS, including the superoxide anion, hydroxyl radical, and 
hydrogen peroxide; (2) it measures both intra- and extracel- 
lular free radicals; and (3) it produces a fast reaction 
allowing rapid measurement. To ensure accurate readings, 
semen samples should contain a sperm concentration of at 
least 1x105/ml and be analyzed within the first hour of 
collection. 

Flow cytometry is an alternative method that can also be 
used to measure intracellular sperm ROS levels. It quantifies 
the amount of fluorescence per cell. Excited by a light source, 
cells emit light that is passed through optical filters before 
reaching optical detectors. Optical filters allow light of spe- 
cific wavelengths to pass, thereby producing waves of 
specific colors. However, flow cytometry is an expensive 
tool that is not practical for widespread clinical use. 

The clinical value of seminal ROS analysis in predicting 
outcomes with IVF remains unclear [34]. However, ROS 
testing does have a few advantages. If oxidative stress is 
identified as an underlying cause of sperm dysfunction, a 
search for lifestyle factors/occupational exposures that may 
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help explain such a finding would be indicated. Therapy with 
antioxidants would also be a reasonable option to correct the 
balance between oxidative stress and antioxidant activity, 
although studies exploring this particular treatment generally 
have had mixed results [35]. 


7.2 Total Antioxidant Capacity 


Seminal plasma contains antioxidants that protect sperm 
against oxidative stress. Two forms of antioxidants exist— 
enzymatic and nonenzymatic. Enzymatic antioxidants 
include superoxide dismutase, catalase, and glutathione per- 
oxidase, whereas nonenzymatic antioxidants include ascor- 
bic acid, urate, tocopherol, pyruvate, glutathione, taurine, 
and hypotaurine. 

Antioxidant activity can be measured either by quantify- 
ing individual antioxidants or by assessing their cumulative 
effect, also known as total antioxidant capacity. Assessing 
individual antioxidants is complicated, time consuming, and 
expensive and is therefore not practiced by most andrology 
labs. 

Rather, the following methods are more commonly used 
to assess antioxidant capacity: 

Total radical-trapping antioxidant parameter (TRAP): In 
general, this method assesses the ability of antioxidants to 
prevent peroxyl radicals from reacting with a probe [36]. 
2,2’-azobis (2-amidinopropane) dihydrochloride, utilized to 
generate peroxyl radicals, is added to R-phycoerythrin—a 
red protein pigment capable of harvesting light—and an 
antioxidant solution (seminal plasma) in a fluorescence 
cuvette. Decay of R-phycoerythrin is measured every 5 min, 
which is inhibited by antioxidant activity. The antioxidant 
potential is addressed by measuring the lag phase (or delay). 

Total antioxidant scavenging capacity: Developed in 
1998 [37], this method assesses the absorbance capacity of 
antioxidants functioning against three potent oxidants; 
hydroxyl radicals, peroxyl radicals, and peroxynitrite [38]. 
The basic principle in this method is that it utilizes gas chro- 
matography to analyze a controlled oxidation reaction calcu- 
lating antioxidants ability to hinder the formation of the end 
product. Specifically, a-keto-y-methiolbutyric acid (КМВА) 
is oxidized to form ethylene, and the antioxidants ability to 
prevent ethylene formation relative to a control reaction is 
quantified. 

Chemiluminescence: As stated previously, the fundamen- 
tal principle of this assay is to chemically induce light. 
A chemical reaction occurs between radical oxidants and 
marker compounds (luminol or lucigenin), which produces 
an excited state species capable of emitting chemilumines- 
cence [39]. Antioxidants reacting with the initial radical oxi- 
dant will therefore inhibit light production. The antioxidant 
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capacity is hence a measurement of the time of depressed 
light emission (t) until 10 % of light emission is recovered. 

Photochemiluminescence assay: This assay is a modifi- 
cation of the chemiluminescence method in which photo- 
chemical generation of superoxide free radicals is performed, 
combined with chemiluminescence detection. A photosensi- 
tizer is optically excited to generate superoxide radical 
anion [40]. 

Colorimetric assay: The colorimetric assay has been pro- 
posed as a more simple, cost effective, and reliable method 
for assessing TAC than chemiluminescence. In this assay, 
H,O, metmyoglobin is utilized and permitted to interact with 
2,2-azobis (2-amidinopropane) dihydrochloride to produce 
radical cations that can be detected using spectrophotometry 
[41]. Similarly, the presence of antioxidants induces a lag 
time in the accumulation of radical cations proportional to 
the concentration of antioxidant compounds. 


7.3 Sperm DNA Fragmentation 


Sperm DNA is bound to protamine and is naturally present in 
a compact state, protecting it from damage during transport 
[42]. However, some damage can occur and, at a certain 
level, can be repaired by the cytoplasm in the oocyte. But 
when the damage exceeds the threshold, infertility ensues 
[43]. Sperm DNA damage may affect the couple's fertility 
through detrimental effects on fertilization, early embryo 
development, and implantation and pregnancy [44]. 

Tests of sperm DNA integrity were designed to develop 
individualized therapies based on test results. Selection of an 
assisted reproduction method such as IUI, IVF, or ICSI, or 
performance of varicocele ligation in some instances, are 
worthy examples of selection based on results. Methods of 
sperm DNA damage detection include: 


7.3.1 Sperm Chromatin Structure Assay (SCSA) 
The SCSA measures the susceptibility of sperm DNA to 
denaturation when it is exposed to heat or acids. It utilizes 
flow cytometry that measures large numbers of cells (10,000 
cells) rapidly and robustly [44]. Another advantage of SCSA 
is that it has a standardized protocol for all users, minimizing 
interlaboratory variation. The clinical threshold is а DNA 
fragmentation index (DFI) of 30 % meaning that up to 30 96 
of DNA damage is considered normal. Couples with >30 96 
damage have lower conception rates with natural intercourse, 
IUI, and IVF. 


7.3.2 Deoxynucleotidyl Transferase-Mediated 
dUTP Nick-End Labeling Assay (TUNEL) 

As its name suggests, this assay detects "nicks" or free ends of 

DNA by utilizing fluorescent nucleotides [45]. The samples 

are evaluated with flow cytometry or a fluorescent microscope. 


7 


Single- and double-stranded damage can be detected. 
A disadvantage, however, of this assay is that it lacks stan- 
dardization, which makes comparison between laboratories 
more difficult and explains why many clinical thresholds 
exist. Aitken and colleagues have recently modified the 
TUNEL assay aiming to reduce interlaboratory discrepancies. 
They attempted to relax the entire chromatin structure with 
dithiothreitol (DTT) before fixation to allow access to all 
"nicks" [46]. 


7.3.3  Single-Cell Gel Electrophoresis Assay 
(Comet) 

The comet assay [47] quantifies the actual amount of DNA 
damage per sperm. The name of the assay comes from the 
mass of DNA fragments that stream out of the head of unbro- 
ken DNA, resembling a “comet” tail. One major advantage 
of this assay is that it can be used in patients with severe 
oligospermia as only about 5000 sperm are required [44]. 
In addition to its ability to detect single- and double-strand 
breaks, the comet assay is capable of identifying altered 
bases. This assay is sensitive, reproducible, and capable of 
detecting damage in every sperm, even those of fertile 
donors. 


7.3.4 Sperm Chromatin Dispersion Test (SCD) 

The sperm chromatin dispersion test (SCD) (Halo sperm 
test) [48], unlike the other tests, measures the absence of 
DNA damage rather than its presence in sperm. The concept 
of this test is that sperm with fragmented DNA fail to pro- 
duce the characteristic halo of dispersed DNA loops that is 
observed in sperm with non-fragmented DNA, following 
acid denaturation and removal of nuclear proteins. 

Several studies were made to specifically address the 
value of sperm DNA damage tests in predicting success of 
IUI, IVF, ICSI, and pregnancy. Bungum and colleagues 
detected a lower likelihood of pregnancy and delivery for 
IUI when DNA damage, detected by the SCSA assay, is 
>30 % [49]. In a meta-analysis correlating DNA fragmenta- 
tion with IVF pregnancy rates, a modest, but significant, 
reduction in pregnancy rates was detected (OR 1.7 [CI 1.3- 
2.23]) with higher DNA fragmentation [50]. Pregnancy rates 
with ICSI, however, were found to be independent of DNA 
integrity [50]. 

A few studies have examined the association between 
DNA fragmentation and pregnancy loss. A meta-analysis 
by Zini and colleagues [51] revealed a significant associa- 
tion between DNA fragmentation and pregnancy loss, 
especially after IVF or ICSI. Despite these results and 
due to presence of other contradictory data, the Practice 
Committee of the American Society for Reproductive 
Medicine voted against recommending routine sperm DNA 
integrity testing in the evaluation and treatment of the 
infertile couple [52]. 


8 
74 Acrosome Reaction Testing 


Capacitation refers to a series of alterations in sperm func- 
tion that occur in the female genital tract in preparation for 
ovum penetration. The acrosome is a modified Golgi appara- 
tus located beneath the sperm plasma membrane. Its main 
function is to release hydrolases such as acrosin and hyal- 
uronidase, which allows sperm to bind and penetrate the 
zona pellucida [53]. 

Acrosome reaction testing may be recommended when 
significant abnormalities of head morphology exist or when 
infertility cannot be explained, especially with repeated 
failure of pregnancy with IVF. Spontaneous or induced 
sperm acrosome reaction can be tested either by incubating 
sperm ready to undergo capacitation or artificially inducing 
capacitation through pharmacological or physiological ago- 
nists. Normal semen samples demonstrate spontaneous acro- 
some reaction rates of less than 5 % and induced acrosome 
reaction rates of 15—40 %. Infertile populations have shown 
high spontaneous rates of acrosome-reacted sperm and 
low rates of induced acrosome reactions. Inducers such as 
the calcium ionophore A23187 [54], pentoxifylline [55], ste- 
roids [56], follicular fluid [57], and low temperature [58] 
have been used in the clinical setting. 

Several techniques are used to examine acrosomal exocy- 
tosis. They include triple staining with optic microscopy 
[59], transmission electron microscopy [60], chlortetracy- 
cline fluorescent assay [61], fluorescent lectins [62], labeling 
with antibodies, [63] and flow cytometry [64]. 


7.5 Sperm Viability Testing [Normal 58 96, 
5 percentile Cl 55-63] 


Viability testing is used to differentiate dead sperm from 
those that are alive in the context of low sperm motility 
(«25 96) [65]. Another indication is sperm selection for ICSI, 
especially when nonmotile testicular sperm is retrieved sur- 
gically [66]. Necrospermia is a term given when spermato- 
zoa are found dead. Two methods can be used to perform 
viability testing: dye exclusion assays and the hypo-osmotic 
sperm swelling (HOS test). 

Dye exclusion assays rely on the ability of live sperm to 
resist absorption of certain dyes, which can penetrate and 
stain dead sperm. Examples of such dyes include trypan blue 
and eosin Y. A major drawback to this technique is that it 
requires air-drying after staining, resulting in sperm death, 
which means the sample cannot be used again [67]. 

The HOS is based on the ability of live cells to swell 
when placed in hypo-osmotic media. This test does not dam- 
age sperm cells and is therefore preferred for identifying 
viable sperm for ICSI [65]. 
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7.6 Antisperm Antibody (ASA) Testing 


As stated previously, ASA are suspected when extensive 
agglutination is identified. Several qualitative and quantita- 
tive tests exist for detection of ASA. 


Qualitative Tests 

— Mixed agglutination reaction (MAR): in the mixed agglu- 
tination reaction (MAR) [68], a washed suspension of 
rhesus (Rh)-positive human red blood cells (RBCs) 
coated with Rh-directed human immunoglobulin (usually 
IgG) antibodies are mixed with drops of semen. The mix- 
ture then receives antihuman IgG antibody that causes 
bridging between IgG-coated RBCs and IgG-coated sper- 
matozoa. This results in formation of mixed agglutinates 
of variable sizes. 

— Immunobead test: in this test, immunobeads coated with 
antihuman antibodies are added to washed spermatozoa. 
Sperm bound with ASA will bind to the immunobeads 
forming agglutinates. The immunobead test can be used 
for all isotypes of antibodies; additionally it can identify 
the part of the sperm on which the ASA is bound [69]. 

— Immunofluorescence assays (IFA): fluorescein-tagged 
antihuman antibodies are added and bind to antibodies on 
the sperm surface [70]. False positive results are common 
with this test as internal sperm antigens, exposed after 
damage of the plasma membrane from methanol fixation, 
can interact with the antihuman antibodies [69]. 


Quantitative Tests 

— Enzyme-linked immunosorbent assays (ELISA): enzyme- 
linked antihuman antibodies are added and bind to anti- 
bodies on the sperm surface [71]. A substrate for the 
enzyme is then added and its product is measured colori- 
metrically. Again, false positive and false negative results 
are common with this test as fixation of whole spermato- 
zoa results in denaturation of sperm antigens [69]. 

— Radiolabeled antiglobulin assays: in contrast to ELISA, 
antibody-linked enzyme is replaced with a radioisotope 
allowing the study of living spermatozoa and eliminating 
the need for fixation [72]. 

— Radioisotope and enzyme assays are quantitative tests; 
the exact location of antibody binding to sperm cannot be 
determined. Additionally cross-reactivity with antibodies 
on seminal leukocytes can occur requiring the techni- 
cian's attention. 

— Flow cytometry: as with IFA, fluorescein-tagged antihu- 
man antibodies are used [73]. However, living spermato- 
zoa can be used for analysis [73]. This is an objective 
method that can, in addition to quantifying ASA, deter- 
mine the location of sperm-ASA adherence. 
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Conclusion 


Male infertility management has progressed through much 
advancement over the past few decades. It currently shows 
significant advances with evolving sperm function studies 
providing valuable information not usually delivered by 
basic sperm testing. Nevertheless, adopting a standardized 
approach for evaluation remains a necessity for precise diag- 
nosis, thus limiting unnecessary studies. Further research 
efforts, such as those conducted in the field of proteomics, 
are needed to answer many of the questions still present in 
this field of medicine. 
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Quality Management in Andrology 


Laboratory 


Erma Z. Drobnis 


1 Introduction to Quality Management 


There have been a number of excellent texts, chapters, and 
reviews covering quality management in reproductive labo- 
ratories [1—7]. In this chapter, the elements required to ensure 
that accurate testing results are obtained and communicated 
to the ordering clinician by the andrology laboratory will be 
examined, including some examples from the author’s 
laboratory. 

In the case of andrology tests, it has long been appreciated 
that there is considerable variation in replicate test results 
within a single specimen, between technicians in a given 
laboratory and between different laboratories [8—18]; how- 
ever, reproducible results can be obtained with strict quality 
control and training of personnel [3, 4, 8, 19—21]. The goal 
of performing evaluation of semen and sperm is to provide 
accurate results in a form that can be used by a clinician for 
patient diagnosis and treatment. Quality management is a 
process that ensures a consistent, high-quality product. It 
includes quality control (QC), quality assurance (QA), and 
quality improvement (QI). QC involves procedures to ensure 
that everything involved in the testing process is functioning 
correctly. QA involves ongoing assessment of the entire ana- 
lytical process in order to detect and remediate problems that 
are resulting in substandard quality. QI is a process of mak- 
ing improvements in the process [22]. The field of quality 
management comes from manufacturing, and there is an 
entire literature on various methods, sometimes using differ- 
ent terminology. This chapter will focus primarily on QC. 

As seen in the previous chapter, even a routine semen 
analysis involves multiple tests. For each individual test 
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performed, quality management is required. Many countries 
have governmental regulations that specify the required ele- 
ments of quality management for clinical laboratories, and 
these should be followed as closely as possible by andrology 
laboratories. 

The most important tool in quality management is moni- 
toring quality indicators. Regularly scheduled measurements 
are performed, ensuring that equipment is functioning prop- 
erly, reagents and materials have the required functionality, 
personnel are performing well, test results are accurate, and 
clinical results are acceptable. Examples of quality indica- 
tors are shown in Table 2.1. Tracking quality indicators is a 
key element of quality management. 

By tracking quality indicators, it is possible to detect 
problems in the testing process that could cause poor quality 
results or to detect poor results allowing for investigation of 
possible causes. Remedial action is taken when a quality 
indicator does not demonstrate acceptable results, as defined 
by the laboratory. 

A set of schedules is helpful for ensuring that each quality 
management task is completed on a regular basis and that 
completion is documented. As written standard operating 
procedures (SOPs) are developed and reviewed, lists can be 
formulated for daily, weekly, monthly, quarterly, and annual 
tasks with columns for the initials of the person performing 
the task; and times, dates, and comments are applicable. 
Examples are shown in Table 2.2. One of the most common 
comments you will hear about quality management tasks is 
"if it isn’t documented, it didn't happen.” 


2 Written Protocols 


Standardization of andrology laboratory procedures requires 
written procedures encompassing every aspect of routine 
laboratory testing and management. These are often called 
protocols or SOPs. Accurate, up-to-date SOPs ensure that all 
testing personnel will produce the same results during testing 


A. Agarwal et al. (eds.), Andrological Evaluation of Male Infertility, DOI 10.1007/978-3-3 19-26797-5_2 


12 


Table 2.1 Examples of quality indicators 


Process measured 

Media storage 

Semen dilution for sperm counts 
Counting chamber accuracy 
Contact material acceptability 
Aseptic conditions 
Inter-technician variation 
Inter-laboratory variation 
Sanitation of discarded specimens 
Semen analysis 

Semen cryopreservation 

IUI preparation quality 

Client communication 

Patient satisfaction 
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Quality indicator 

Refrigerator temperature monitoring 

Pipette calibration 

Microbead counting 

Toxicity testing 

Microbial monitoring 

Split sample testing 

Proficiency testing interval (PT) 

Bleach test strip testing of discard container 

Time interval between collection and analysis (seminal plasma is toxic to sperm) 
Postthaw recovery of motile sperm 

% recovery of motile sperm, intrauterine insemination (IUI) pregnancy rates 
Number of semen analyses ordered by each client per month 

Comments received from patients 


Table 2.2 Documentation of regular quality management tasks 


Frequency Examples 


Daily e Sanitize workbench at the beginning and end of each day of testing 
e Count QC beads in each counting chamber on each day of testing 
* Record temperatures for all instruments 


Weekly * Check liquid nitrogen levels in all Dewars 
• Prepare aliquots of washing media and gradients 
e Sanitize and stock semen collection rooms 
e Test eyewash station 
Monthly e Supply inventory 
• Clean centrifuge rotors and cups 
e Discard and replace morphology stains 
* Check for expired reagents/supplies 


Quarterly * Calibrate thermometers 
* Clean refrigerators 
e Defrost freezer if needed 


Biannually * Clean biosafety cabinet filters 
* Have pipettors cleaned and calibrated 
e Have line voltage checked on outlets and current leakage on instruments 


Annually * Review and update all SOPs 
* Have microscopes serviced 
* Calibrate centrifuges 
• Certification of biosafety cabinet 


of a patient sample. The SOPs should cover laboratory orga- 
nization, definition of services, laboratory accreditation, per- 
sonnel, facilities, equipment, each test performed by the 
laboratory, and quality management. SOPs contain step-by- 
step detail that allows a staff member to carry out the proce- 
dure and allows auditors to evaluate laboratory activities. 
Quality management SOPs must include each step in the 
remediation process should a measurement fall outside 
accepted limits. Notes can be included to address handling of 
unusual specimens or provide the rationale for a procedure. 
Figures that illustrate procedures are also helpful. An SOP 
may reference governmental and institutional regulations 


along with standards and guidelines from evidence-based 
sources. Package inserts can be appended and referenced in 
the SOP. Report forms, consent forms, logs, and other mate- 
rials relevant to the SOP may also be appended. 

SOPs should be regarded as living documents and be 
revised regularly. Routine review by the laboratory director 
is required, along with periodic review by personnel of the 
SOPs covering their assigned tasks. The goal is minimal 
deviation from the SOPs during routine laboratory activities. 
The current SOP should be readily accessible to worksta- 
tions, in hard copy or electronic form. Personnel should not 
work from copies of the SOPs as they may be outdated. 
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An SOP should include (as appropriate): 


e An SOP number indicating where the protocol belongs in 
the procedure manual 

* A descriptive title 

* The date the SOP was entered into the procedure manual 

* An area to document initial approval, reviews, and 
removal dates 

* Introduction including the purpose of the SOP and compli- 
ance with any regulations, standards, and/or guidelines 

* Specimen for testing (if applicable) 

* Record keeping: accessioning, records, and reporting 
results 

* Pretesting procedures (if applicable) 

* Reagents required (if applicable) 

* Materials and equipment (if applicable) 

* Procedures in detail 

e Posttesting procedures (if applicable) 

* References 

* Appendices 


3 Facility and Maintenance 


Proper design and maintenance of the facilities in which test- 
ing takes place can have profound effects on the safety of per- 
sonnel and the reliability of test results. The laboratory must 
be monitored for a variety of functions; examples are given in 
Table 2.3. 

Every surface in the laboratory must be cleaned and sani- 
tized on a regular basis. The custodial service, lighting, ven- 
tilation, plumbing, and electrical system should be reviewed 
regularly and maintenance performed as required. 


4 Equipment 


Equipment in the laboratory used to perform patient testing 
and the QC activities supporting patient testing must undergo 
regular maintenance at least as stringent as that required by 


Table 2.3 Examples of facility monitoring 


Measurement Function 
Air changes 

Volatile organic compounds (VOC) in air 
Oxygen level in air 


Microbial monitoring 
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the manufacturer. Copies of equipment manuals should be 
kept in paper or electronic form at a location accessible to 
laboratory personnel during hours of operation. The original 
copies of the manuals should be stored in a separate location. 
Instrument manuals must be retained for a time period deter- 
mined by the laboratory after the use of the instrument is 
discontinued, allowing for quality management review. 

For each instrument in the laboratory, SOPs should cover 
the material shown in Table 2.4. 


5 Reagents and Supplies 


Reagents used for laboratory testing or QC should be labeled, 
stored, and used according to the manufacturer’s instructions 
and any applicable governmental regulations. The laboratory 
manual should include SOPs with a list of all reagents and 
supplies used in the laboratory. An example for reagents is 
shown in Table 2.5. The table can also include the amount 
kept on hand, safety precautions, and reference to SOPs for 
reagent preparation or use. 

A log should be kept of laboratory reagents, including 
the: 


* Person receiving or preparing the reagent (initials) 

• Date the reagent was received or prepared by the 
laboratory 

• Lot number 

• Date reagent was approved for contact with sperm (if 
applicable) 

• Date of last use 


A similar log should be kept for supplies, particularly 
those that contact sperm during procedures, facilitating 
remedial action. For example, if the sperm motility of donors 
is lower after a certain date, the solution used to dilute sperm 
for motility analysis is one possible cause and that lot num- 
ber can be further evaluated. Taking a regular inventory of 
laboratory reagents and supplies will ensure that there is 
adequate stock available under any circumstances that may 
arise during operations. 


Provide acceptable air quality and ventilation 

Minimize volatile compounds that are toxic to sperm 

Prevent nitrogen gas asphyxiation when liquid nitrogen Dewars are being filled 
Protect personnel from infection, minimize cross-contamination of patient 


specimens, reduce microbial contamination of specimens 


Lighting fixtures 
Electrical outlets 

Ceiling tile condition 
Cleanliness of all surfaces 


Ensure personnel are working with inadequate lighting, electrical safety 
Fire safety, protect instruments from inappropriate current, fire safety 
Indicate water leakage above ceiling 

Reduce contamination of reagents and specimens 
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Table 2.4 Scheduling and documentation of quality control processes 


SOP section 


1. Description and normal 
operation 


2. Validation 


3. Calibration 


4. Maintenance requirements 


5. Immediate action values and 
backup plan 


Content 


Model, serial number, date added to operations, 
location of use, manner of use for patient testing 


or QC, conditions for routine use 


Methods and schedule for determination 
of accurate performance 


Adjustment of a measuring instrument 
to conform with an accurate standard 


Schedule and procedures for cleaning, 
filter replacement, etc. 


If it is determined that the instrument 
is not functioning properly, what will 
be done? Backup instrument or 
equipment 
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Example 


1. Upright refrigerator in the laboratory annex: 
Fisher Isotemp general-purpose refrigerator/ 
freezer holds supplies delivered to the laboratory 
until they are unpackaged and released for use 

2. Model 97-926-1. Serial Number 0204-036 
purchased on 03/09/10 

3. Specifications: temperature range from 2 to 
13 °C (refrigerator); 18 to 10 °C (freezer); total 
capacity, 18 ft (cubic feet); refrigerator, 13 ft^; 
freezer, 5 f. Switchable manual or automatic 
defrost 

4. Yellow warning label reads: “Laboratory 
Refrigerator” 

5. Foamed polyurethane insulation 

6. Refrigerator: two white vinyl-coated-steel 
slide-out adjustable shelves, two tinted slide-out 
bottom drawers, four door shelves 

7. Freezer: one compartment and two door shelves 

8. Two adjustable, two fixed rollers on bottom for 
leveling 

9. Requires air clearance of 3 in. (7.6 cm) around 
top, back, and sides 

10. For 115 V, 60 Hz NEMA 5-15 plug requires 
NEMA-15 receptacle 


1. Each counting chamber is validated by 
performing counts of QC beads on each day of 
sperm concentration testing. Beads consist of 
two solutions of sperm-sized latex beads at 
known concentrations 

2. Levey-Jennings analysis (see Manual $ 12, 
Statistical Analysis) is conducted for each 
concentration of beads. If a chamber fails to be 
in control, it shall be inspected for damage. Wear 
on the pins of a Makler chamber may cause it to 
become inaccurate through time and use. If a 
chamber is judged invalid, it shall be discarded 
and replaced with a new chamber 

1. АП centrifuges are calibrated annually by clinical 
engineering using tachometry 

2. All thermometers calibrated against a NIST 
standard thermometer quarterly, and the standard 
18 serviced annually 

1. The biosafety hood is inspected and certified 
annually by a certified technician 

2. The motor is self-lubricating and must not be 
greased 

3. The prefilters shall be cleaned monthly and 
replaced as needed 

4. The HEPA filters shall be tested annually and 
replaced as needed 

5. The air flow velocity and air class shall be 
checked annually 

6. All surfaces of the inside shall be wiped with 
70 % ethanol before and after use 

1. The freezer must be turned off and repaired if the 
chamber temperature exceeds 20 °C 

2. All reagents exposed to temperatures outside the 
storage range given on their labels shall be 
discarded 

3. The refrigerator freezer serves as emergency 
backup for the laboratory freezer 
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Table 2.5 Storage conditions of reagents in the laboratory being used for patient testing or QC 


Reagent Test used 
Accu-beads Sperm count QC 
Antisperm antibody (ASA) control sera ASA QC 

ASA immunobeads ASA 

Diff-quick stain kit Sperm morphology 
Dulbecco’s phosphate-buffered saline 

DPBS 


70 % ethanol 


Glycerol 
Ham's F-10 with human serum albumin (HSA) 
HSA solution 


Sperm wash for IUI 


cryopreservation 
ISolate sperm separation medium 
LeucoScreen kit 
TEST-yolk diluent 


Tryptic soy agar (TSA) plates 


Vital screen kit Sperm viability 


When reagents and supplies are received into the labora- 
tory, they should be inspected and recorded in the reagent or 
supply log. If a reagent was shipped to the laboratory, the 
outer packaging should be inspected for damage that might 
affect the enclosed reagents. When the packaging is opened, 
the shipping temperature should be assessed to ensure it is 
compliant with the manufacturer’s stated storage conditions. 
An SOP including instructions for receiving reagents should 
specify what actions will be taken if the condition of received 
reagents is out of compliance with the laboratory’s standards. 
If a certificate of analysis accompanies the reagent, it should 
be dated and initialed by the person receiving the package 
and stored with other documents relating to the reagent. 

The primary reagent container should be inspected for 
damage and appropriate labeling. The label should include 
the name of the reagent, the date of receipt or preparation, 
the expiration date, and a symbol to indicate any hazards. 
The person receiving the reagent should ensure that the 
safety data sheet (SDS) for the reagent is present in the labo- 
ratory. An SDS for each reagent must be immediately acces- 
sible to workers in the laboratory, stored in a binder or 
electronically. 

Once received, the reagent should be stored immediately 
under the conditions specified by the manufacturer or, for 
reagents prepared in the laboratory, in accordance with the 
laboratory SOP. Reagents exposed to non-recommended 
conditions should be discarded. As part of the SOPs, any 
changes of conditions that are acceptable should be speci- 
fied. For example, after thawing, cryoprotectant medium 
may be stored at 2—7 °C for a specified time. Or, after removal 


Sperm washing for morphology analysis 
All testing-sanitized surfaces 

Sperm cryopreservation 

Sperm washing for IUI and sperm 
Sperm washing for IUI 

Count leukocytes in semen 


Sperm cryopreservation 


All tests used for microbial monitoring 


Storage requirements 

Package specifies, “room temperature” 
Refrigerator at 2—8 °C 

Refrigerator package specifies, “store at 4 °C” 
Room temperature at 15—30 °C 


Refrigerate packets. Refrigerator at 2—8 °C 
Prepared medium may be stored at 15—28 °C 


Room temperature below 80 °C 
Flammable storage cabinet 


Room temperature 
Refrigerator at 2—8 °C 
Refrigerator at 2—8 °C 


Refrigerator at 2-8 °C 
Refrigerator at 2-8 °C 


Freezer at <10 °C until open. Refrigerator after 
thawing 


Refrigerator at 2—8 °C before use 
Incubator—oven at 35 °C+1 °C during 
bacterial culture 

Room temperature at 20—25 °C during fungal 
culture 


Room temperature at 4—25 °C 


from the refrigerator, a medium for washing sperm may 
require time to reach a required temperature before use, but 
should not be left at room temperature for days. 


6 Toxicity Testing of Reagents and Labware 


The majority of the quality challenges with supplies involve 
contact materials: media and labware that come into direct 
contact with sperm during testing or processing. These mate- 
rials can have detrimental effects on sperm survival, behav- 
ior, and/or function and must be monitored for toxicity. 
Sperm survival and function are affected differently by dif- 
ferent brands and lots of reagents and labware, necessitating 
evaluation of each lot. 

Much of the media and some labware used by andrology 
laboratories are intended for use with human sperm in a fer- 
tility clinic setting and have been extensively tested by the 
manufacturer. A laboratory may choose to accept these test- 
ing results when following the manufacturer’s usage instruc- 
tions. If this is the case, it should be specified in the SOPs 
and the testing results provided with each lot should be 
reviewed, documented, and stored for evaluation during 
remedial activities. 

Plastic labware can release chemicals over time. For 
example, bisphenol A (BPA) and some phthalates in bever- 
age containers have reached public consciousness due to 
their toxic effects on human health. As release of toxins can 
increase over time as plastics break down, it is important to 
dispose of labware that has passed its expiration date. 
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Table 2.6 Methods of toxicity testing for materials and reagents 


Method 

Constituents by gas chromatography 

Physical properties: freezing point depression, solubility 
pH, osmolality 

Microorganism growth 


Toxins, heavy metals 
Limulus amebocyte lysate (LAL) test 
Rabbit pyrogen test 
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What is measured 

Purity of chemical composition 

Purity of chemical composition, generally for a single chemical 
Properties of a medium with multiple constituents 


Ability to support microbial growth for test plates 
Sterility of contact materials 


Specific toxin contaminates 
Bacterial endotoxin or lipopolysaccharide 
Rise in temperature of injected rabbits (pyrogens: endotoxins and other 


bacterial byproducts) 


Cell culture 
Sperm survival 
Embryo development 


Toxicity can also be present if chemical sterilization was 
used during manufacture. 

There are a variety of ways labware can be evaluated for 
toxicity; some are shown in Table 2.6. Ideally, we could use 
fertility outcomes as a measure of contact toxicity to sperm, 
but this is not feasible. 

Although it may seem like embryo development is a more 
stringent test than sperm survival, the embryo has completely 
different functional requirements than sperm. The embryo is 
also capable of repairing molecular damage, while the sper- 
matozoon is an extremely specialized cell with minimal 
cytoplasm and transcriptionally silent DNA and, thus, little 
capacity for self-repair. Unless ICSI is to be used, the com- 
plex organelles and surface molecules of the sperm are 
required to perform an unusual array of cellular functions. 
Even sperm survival, or more specifically motility retention, 
cannot measure the complex molecular systems required for 
normal sperm function. Nevertheless, retention of sperm 
motility during culture remains the most feasible method of 
toxicity testing for media and labware. 

Quite a few methods have been published for performing 
this testing. One method for testing labware is shown in 
Table 2.7. Note that when testing new lots of media or con- 
tact materials, a control reagent or labware must be included 
with demonstrated low sperm toxicity. 


7 Microbial Contamination 


Microbial contamination in the laboratory affects the safety 
of personnel and the quality of sperm that are cryopreserved 
or prepared for insemination. Some governmental regula- 
tions mandate process control procedures that ensure that tis- 
sues for transplantation are free from contamination with 
infectious organisms. Although the tests described in this 
section are for nonpathogenic microorganisms, routine mon- 
itoring helps ensure that microorganisms in general are not 


Survival and function of cells in culture 
Retention of sperm survival over time 
Mouse embryo development 


being transferred from specimens to surfaces, media, and 
patient samples. 

Semen is exposed to the room air in the collection room 
and in the laboratory during testing, processing, and packag- 
ing. Routine sanitation of these areas must be performed 
each day semen is tested or processed. The potential for air- 
borne microbial contamination should be routinely assessed. 

There are a variety of methods for monitoring micro- 
bial contamination in air. Settle plate testing is a simple 
method that measures the number of microorganisms that 
fall passively onto a culture plate. For passive settle plate 
testing, the sensitivity will depend on the surface area of 
the plate and the length of time it is left exposed. Vacuum- 
assisted systems are commercially available with pumps 
to increase the volume of air falling on the plate over 
time, which decreases the time required to sample a larger 
volume of air. 

Microorganisms in air are generally associated with skin 
cells or other particulates. The average-sized particle will 
deposit (by gravity) onto surfaces at a rate of approximately 
1 cm/s. The microbial growth on plates is counted as 
colony-forming units (CFUs). The microbial deposition 
rate is reported as the CFU in a given area per unit time. 
The duration of the work process is generally taken as the 
sampling time, and microbial testing is performed during 
normal operations. A positive control (e.g., a high-traffic 
area outside the laboratory) and a negative control (e.g., 
within a sterile hood) must be included. A sample protocol 
for settle plate testing is given in Table 2.8. It can be instruc- 
tive to test the incubators, semen collection room, and other 
areas of the laboratory. 

Commercial products are available for evaluation of 
media for sterility. These generally involve dipping a 
small plate in the medium, incubation for a set time, and 
counting of CFUs. Tryptic soy agar (TSA) plates can be 
used by sampling the media with a sterile swab and streak- 
ing it on the surface of the agar or pipetting a volume of 
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Table 2.7 A protocol for evaluation of contact materials for toxicity to sperm 


Step Procedure 

il Thaw semen that has been set aside for quality control; use approximately one vial of semen per type of labware to be tested, 
including the control tube. Run each piece of labware in duplicate 

2. Pool the thawed semen and mix well, evaluate the motility, and record 

3. Perform a gradient separation procedure, using multiple gradients as needed 

4 Combine the pellets, dilute in a minimal volume of culture medium, determine the sperm concentration, and dilute the sperm to a 
concentration of approximately 10 million/mL with culture medium 

5), Evaluate the percentage progressive motility and record 

6. Estimate the final volume of the washed suspension, then pipette an equal volume onto each test surface and two control tubes 

Th Cover each suspension with mineral oil to protect from evaporation and oxidative stress; if the test surface is open-ended, such as 
a pipette or cryostraw, then “sandwich” the sperm aliquot between two layers of mineral oil, ensuring that the sperm suspension 
retains contact with the test surface 

8. Place in the incubator for a minimum of 4 h at 37 °C 

9. Remove the test surfaces from the incubator one at time for evaluation 

10. For each test surface, evaluate the percentage progressive motility and record 

ilil, Repeat for the remaining samples 

12. For each contact material tested, repeat this procedure three times on three different days 

133 Use а nested analysis of variance (ANOVA) to detect differences in motility retention (initial motility—final motility) between the 


test surfaces. Any surface that has statistically lower motility than the control tube is considered toxic to sperm 


Table 2.8 Sample procedure for settle plate testing in the andrology laboratory using a biosafety cabinet as the negative control 


Step Procedure 

1. Warm three tryptic soy agar (TSA) plates to room temperature for each sampling location and label with the location 

2. The negative control, biosafety hood sample, shall be collected with the hood operating normally, given adequate cycling time for 
the filters before use 

3. Place the plates in the sample areas and remove each lid, leave for the duration of the process being evaluated, then replace the 
lids 

4. Plates are incubated media side up, within a ziplock bag with a damp paper towel 

E Incubate two plates for 48—72 h at 35 °C 1 °C for bacterial detection 

6. Incubate the remaining plates at room temperature for at least 5 days for mold detection 

Is When incubation is complete, count the colonies. Record growth greater than 100 colonies as TNTC (too numerous to count). 
Record results on a QC-Microbial Monitoring Form 

8. The negative control plate should not have any growth. Negative control remedial action: sanitize the biosafety hood and retest. 
As an additional control, the plates may be preincubated for 24 h at room temperature without removing the lids to ensure sterility 
prior to use 

9. The positive control should exhibit growth of both bacteria and mold. Positive control remedial action: if по growth occurs, the 
test is invalid. Check the expiration date of the plates. Retest the positive control 

10. If more than five colonies grow from any of the work counter plates, conduct complete sanitization of the work area, evaluate 


sources of contamination, and make corrections to reduce future contamination. Repeat test to demonstrate improved control of 


contamination 


medium on the agar and spreading over the surface with a 
sterile spreader. Standard incubation is then used for bac- 
teria and mold. 

Touch samples can be performed to assess the contamina- 
tion of surfaces. RODAC (Replicate Organism Detection and 
Counting) plates have the agar in a convex bump on the sur- 
face that can be pressed directly onto the surface to be evalu- 
ated. Another method is to touch the test area firmly while 
wearing a sterile glove. The gloved fingers are then touched 
to the agar surface of a TSA plate for incubation and count- 
ing of CFUs. Alternatively, a drop of sterile water can be 
applied to the surface, then streaked or spread on the agar 
surface with a sterile swab. 


It is well known that liquid nitrogen in Dewars can become 
contaminated resulting in contamination of cryovial contents 
and transmission of disease in domestic species [23—28]. The 
liquid nitrogen in Dewars can be evaluated for microbial con- 
tamination and the Dewars emptied and sanitized as remedial 
action. A sample procedure for evaluating microbial contami- 
nation in liquid nitrogen is shown in Table 2.9. 

Process controls are also important for microbial moni- 
toring. During the process of performing a routine sperm 
preparation procedure (IUI preparation or sperm cryopreser- 
vation), an aliquot of sterile medium is substituted for the 
semen and subjected to the entire process of preparation. At 
the end, the prepared process sample (e.g., IUI sample 
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Table 2.9 Sample procedure for testing the liquid nitrogen in a Dewar for microbial contamination 


Step Procedure 

Į. Working in the sterile hood, label one 50 ml conical tube and two room temperature tryptic soy agar (TSA) plates for each 
Dewar to be tested and two plates each for the negative and positive controls 

РА Open the Dewar and use the measuring stick to stir up апу sediment from the bottom of the tank 

3. Remove the tube lid. Using long forceps, lower the tube into the liquid nitrogen until the tube contains approximately 50 mL 
of liquid nitrogen 

4. Replace the lid loosely on the tube and transfer it rapidly to a tube rack in the sterile hood 

55 Allow the nitrogen to evaporate completely 

6. Working within the sterile hood, remove the tube lid and add 500 uL of sterile water, replace the lid, and close firmly 

de Use a vortex mixer and inversion of the tube to allow the water to rinse the entire inside of the tube 

8. Remove the tube lid and dip a sterile swab tip into the water until saturated 

9 Remove the TSA plate lid and swipe the surface of the agar with the cotton swab without disturbing the surface of the agar. 
Alternatively, pipette the 0.5 mL of liquid onto the agar surface and spread in a thin film across the entire surface of the agar 
with a sterile cell spreader. Replace the plate lid 

10. Repeat for each Dewar 

ilil, As a negative control, use 1 mL sterile water to rinse and sample a sterile tube. As a positive control, use contaminated water 
to rinse and sample a sterile tube 

12: Plates are incubated media side up, within a ziplock bag with a damp paper towel 

13. Incubate two plates for 48-72 h at 35 *Cx 1 °С 

14. Incubate the remaining plates agar side up at room temperature (20—25 °C) for at least 5 days for mold detection 

1% When incubation is complete, count the colonies. Complete ће QC-Microbial Monitoring Form 

16. If either of the following occurs, the test has failed and must be repeated: (a) the sterile water grows more than five colonies 
(negative control failure) or (b) the contaminated water shows no growth (positive control failure) 

i. If more than five colonies grow from any of the Dewars, decontaminate the Dewar, evaluate all sources of contamination, 


and make corrections to reduce future contamination. Repeat test to demonstrate decontamination 


packaged in a syringe, postthaw sample) is tested for micro- 
bial contamination. This evaluates the contact materials, 
media, and the work environment as well as the aseptic tech- 
nique of the person performing the sperm preparation. 


8 Establishment and Verification of Test 
Methods 


New test methodology, quality management procedures, 
types of reagents/supplies, and control materials should be 
introduced only after careful review and documentation. 
New testing methods may need to follow governmental 
standards, and methods used for testing or preparation of 
patient specimens should be well established in the medi- 
cal community, with published verification of suitability 
for use in clinical testing or specimen preparation. The 
laboratory director (often in conjunction with the QA com- 
mittee described below) is responsible for investigating 
new methods and determining their suitability for incorpo- 
ration into laboratory testing. An excellent description of 
preparing a user requirement specification for a new meth- 
odology under consideration is given by Mortimer and 
Mortimer [4]. 

A new test method should not be used to test patient spec- 
imens until it has been validated by the laboratory. This 


includes determination of the test specifications (where 
applicable) shown in Table 2.10. The test should be validated 
in the laboratory facility using the personnel, reagents, and 
materials that will be used once the new method is adopted. 

New procedures must be performed side by side with the 
current method, using split donor specimens, to ensure com- 
parable performance specifications. Process controls as 
described above should be replicated to ensure no increase in 
microbial contamination. New lots of control materials 
should be tested side by side on individual semen specimens 
before incorporation into routine use. 

The variation within testing can be evaluated routinely by 
recording the replicate values of each test. For example, if 
the sperm counts from each replicate chamber are recorded, 
the precision of sperm counts can be determined. Table 2.11 
shows an example of monitoring the precision of sperm con- 
centration evaluation by looking at the standard deviation 
(SD) and the coefficient of variation (CV = SD/mean). 


9 Personnel Competency 


The requirements for laboratory staffing, as well as person- 
nel hiring criteria, training, and assessment, are critical com- 
ponents of quality management. These topics are covered in 
the next chapter. 
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Table 2.10 Test specifications that should be determined for each new test 


Performance specification Explanation 


Test accuracy The test gives the same results as are 


obtained using a gold standard method 


Reportable range The reportable range is a range of values 
for which the test produces accurate results 
Linearity The linearity means that there is a linear 


relationship between the gold standard method 
results and the results using the new method 


over the reportable range of the test 


Reference range The normal range of values for persons 


who do not have the disease 


Analytical sensitivity 


Analytical specificity 


10 Maintaining the Integrity of Patient 
Specimens 


It is crucial that steps be taken to maintain the integrity of 
sperm samples destined for insemination. There have been 
quite a few, well-publicized cases in which patients received 
the wrong sperm due to a laboratory’s failure to prevent 
either contamination of the husband’s specimen with other 
sperm or insemination with the wrong specimen. There is the 
additional concern that patient semen can become contami- 
nated with pathogens originating from other specimens. 

To prevent such contamination, strict procedures must be 
followed to ensure the integrity of sperm samples intended 
for insemination. This includes specimens prepared for IVF, 
IUI, and specimens cryopreserved for sperm banking. 

The basic principles employed to ensure sample integrity are: 


* Separation in space: strict physical separation of different 
sperm specimens with restriction of each specimen to a 
discrete specimen preparation area. 

* Separation in time: the time of semen collection should 
ensure that only one semen specimen at a time is handled 
in a designated work area. 


The proportion of patients with the disease 
for whom the test will give abnormal results 
The proportion of patients without the disease 
for whom the test will give normal results 


Andrology example 


If Makler chambers or disposable chambers are to be 
introduced for determination of sperm concentration, they 
should produce the same results as hemocytometry as 
described in the current WHO manual 


The range in sperm concentration over which the test method 
produces accurate results. For example, if the reportable range 
for sperm concentration is 2-45 million/mL, then the results 
for a sample determined to have a concentration of 1.2 
million/mL should be reported as “<2 million/mL.” Samples 
more concentrated than 45 million/mL should be diluted 
before counting 


There should be a linear relationship between the actual 
sperm concentration (produced by serial dilution of a sample 
of known concentration) and the concentration determined by 
the new method, e.g., CASA. If linearity is not achieved, the 
reportable range must be adjusted to include only the linear 
portion of the range 


For andrology tests, this means the normal range of values for 
fertile men. Ideally, this should be determined by each 
laboratory using the facilities, reagents, materials, and 
personnel in use by the laboratory 


These are determined by receiver operating characteristics 
(ROC) analysis, preferably using laboratory-specific data for 
known fertile and infertile men. In three studies looking at 
prediction of natural fertility [29-31], sperm morphology had 
a specificity of about 80 % and sensitivity of about 70 96, with 
an area under the curve (AUC) of about 80 %, giving it "fair" 
to *good" accuracy as a diagnostic test. Several studies have 
produced analogous data for DNA fragmentation assays 
[32-35], finding an AUC of 80—90 %, making these tests 
“good” to “excellent” diagnostic tests of whether a man will 
be infertile 


* Use of sterile, disposable, single-use contact materials. 

* Unique labeling of all containers and contact materials 
used for each specimen. 

* Sanitation of each preparation area before and after 
use. 


Before bringing a specimen into the work area, lay out 
and label all of the materials to be used for that specimen. 
АП contact materials should be labeled with the patient's 
name and a secondary identifier unless it is a disposable 
labware that will not leave the hand of the worker from the 
time it contacts the semen until it is discarded into a bio- 
hazardous waste container. Once the specimen, in its sealed 
container, is placed in its preparation area, no other speci- 
mens or contact materials may enter the designated area 
unless they are sterile material still in their packaging or 
sealed containers labeled with the patient's name. When a 
specimen is removed from its designated preparation area 
for centrifugation or incubation, each aliquot must be con- 
tained in a labeled, sealed container. Semen specimens 
entering the laboratory for evaluation that are not destined 
for insemination are handled in the same manner, except 
that unlabeled contact materials (e.g. slides) may be 
brought into the area. 
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Table 2.11 
Motility Count 
Number of Mean Mean Mean Mean 

Month specimens СУ (%) Рр (%) CV (©) Diff? 
Jan-12 20 12; 10 8 6 
Feb-12 23 18 13 7. 5 
Mar-12 21 9 7 11 6 
Арг-12 27 16 14 10 10 
May-12 29 17 14 10 7 
Jun-12 18 14 11 8 6 
Ju-12 27 17 14 11 7 
Aug-12 29 19 16 18 13 
Зер-12 21 25 18 17 11 
Oc-12 23 26 19 16 9 
Nov-12 25 23 17 18 10 
Dec-12 27 19 14 15 13 
Jan-13 35 19 15 17 11 
Feb-13 33 22 17 15 14 
Mar-13 35 20 16 14 12 
Арг-13 23 16 13 16 8 
Мау-13 29 21 16 16 8 
Jun-13 23 26 20 15 8 
Jul-13 33 22 17 19 13 
Aug-13 34 19 15 11 10 
Sep-13 30 18 13 18 10 
Oct-13 28 23 17 16 10 
Nov-13 29 24 17 13 11 
Dec-13 27 25 18 19 15 
Jan-14 78 24 17 18 13 
Feb-14 28 25 18 13 9 
Mar-14 54 27 19 16 9 
Арг-14 35 23 16 15 

Мау-14 42 26 19 14 8 
Jun-14 34 24 18 20 12 
Jul-14 42 19 15 18 12 
Aug-14 41 18 14 13 8 
Sep-14 33 20 16 15 8 
Oct-14 35 21 15 21 12 
Nov-14 44 29 21 12 6 
Dec-14 27 28 20 20 8 
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Precision of sperm motility and concentration of whole semen determined from replicate counts of each specimen 


Motility Count 

Mean Mean Mean Mean 
Year Number CV (%)  Diff*(9?0)) CV (©) Diff. 
2012 290 18 10 13 9 
2013 358 21 11 16 11 
2014 493 24 11 16 10 


“Меап differences (Diff.) use the absolute value of the difference for each determination 


11 Quality Control Procedures 
for Andrology Tests 


Quality control of tests require standardized control materi- 
als, and testing of a control material must yield consistent 
results over time. While this is straightforward for most clin- 
ical tests, such as endocrine fertility assays, it is more diffi- 
cult to identify and obtain appropriate control materials for 
andrology. 

As for any clinical test, testing of the controls must be 
performed for andrology tests with acceptable results on 
each day of testing before testing of patient specimens. SOPs 


for testing QC should detail daily procedures and the reme- 
dial actions to be taken if unacceptable results are obtained. 
Remediation should be completed before testing resumes 
and patient results are reported. 

Results of a clinical test must be both accurate and pre- 
cise. Accuracy means that the value measured and recorded 
by the testing personnel is the correct value compared with 
what would be obtained using a gold standard method. For 
example, for determination of sperm concentration, hemocy- 
tometry, as described in the WHO laboratory manual for the 
examination and processing of human semen [36], is widely 
accepted as the gold standard. Some disposable chambers 
differ significantly from hemocytometry, and this must be 
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Fig. 2.1 Histograms showing the differences in bead counts between the upper and lower rows of a single Makler chamber. These counts were 
made over 495 days of testing. (a) High bead concentrations. (b) Low bead concentrations 


taken into account when calculating and reporting results 
[37]. Swan et al. [38] found that MicroCell chambers pro- 
duced sperm concentration values that were significantly 
lower than those for hemocytometry, and some microbead 
control products give separate determined values for the 
hemocytometer and MicroCell chambers. Precision is a mea- 
sure of the ability of a test to give the same result repeatedly 
for the same sample. For example, precision evaluation of 
Makler cell chambers can be seen in Table 2.11. The stan- 
dard deviations and coefficients of variations of replicate 
counts of individual patient specimens are measures of the 
precision of sperm count determination. MicroCell cham- 
bers are more precise than hemocytometers [38], while 
Makler chambers require very strict QC to achieve accurate 
and precise results. If loaded correctly, with the cover glass 
seated firmly on the silicone posts, the Makler chamber pro- 
duces slightly lower concentration values than hemocytom- 
etry, although the precision is comparable if daily QC is 
performed. 

There are two types of error you are looking for when 
performing longitudinal (i.e., daily) tests on control materi- 
als: random error and systematic error. 

Random error is least concerning because it occurs by 
random chance and is not related to equipment failure or to 
mistakes made by personnel. For example, if the same per- 
son counts the top row and bottom row of a Makler chamber 
filled with sperm-sized latex beads, you generally will not 
get the same answer for the two rows due to random arrange- 
ment of the beads in the chamber. Data showing this are pre- 


sented in Fig. 2.1. The difference between the upper and 
lower rows for 495 days of testing counts was 0.11+7.6 
(mean + standard deviation) for the high bead concentrations 
and 0.76+5.8 for the low bead concentrations. These histo- 
grams show the normal distributions typical of random error. 

Systematic error is what we are really looking for when 
making daily measurements on the same control material. 
Examples of systematic error are: 


1. One technician consistently obtains a higher value than 
another technician when determining sperm motility 
daily from a video recording of sperm. 

2. One technician often obtains a higher value than the other 
technician when determining sperm concentration using 
hemocytometry. 

3. One counting chamber consistently obtains a higher 
sperm count than another chamber on daily determina- 
tions of sperm concentration using a suspension of fixed 
sperm. 

4. The daily percentage of normal sperm determined from 
all morphology control slides gradually declines. 


Systematic error can suggest the type of remedial actions 
to be taken. In the first two cases, evaluation of technician 
performance is indicated. The second case could involve 
inaccurate dilution of the semen for hemocytometry or inac- 
curate counting. In the third case, the Makler chambers 
should be evaluated against a hemocytometer. In the fourth 
case, which has been reported in a number of laboratories, 
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there may be a drift in how morphology is counted by the 
laboratory’s technicians [39]. The SOP for each control pro- 
cedure should include a list of the steps to be taken in the 
event of each anticipated detection of systematic error. 


11.1  Levey-Jennings Charts 

When using control materials for any clinical test, there must 
be a mechanism to evaluate the results and determine if the 
testing process is in control and testing may proceed. А com- 
mon method for achieving this employs a Levey-Jennings 
(L-J) graph for each control [40]. This is often done auto- 
matically by the instrument when endocrine tests are run, 
and a judgment may even be made by the instrument, notify- 
ing the operator if remedial action is required before running 
patient samples. This judgment is made by applying rules to 
the results [41, 42]. For example, it is common to use: 


A Process Is Out of Control If 


e 135: One control value exceeds the expected value 
(EV)x3 SD. 

* 2: Two consecutive control values exceed the 
EV +2 SD limit or the EV 2 SD limit. 

e Rs: One control observation in a run exceeds the 
expected value--2 SD, and a consecutive value 
exceeds the EV 2 SD limit. 

e 4s Four consecutive control values exceed the 
same EV 1 SD or the EV 1 SD limit. 

* 10,: Ten consecutive control values fall on one side 
of the mean. 


For andrology tests, the control charts can be prepared by 
hand or using statistical software. Figure 2.2 shows L-J 
charts for counting standardized control preparations of 
sperm-sized latex beads over a 100-day test period for a sin- 
gle Makler chamber. A high- and low-concentration control 
was counted each day of testing. In this case, the mean for 
the 100 days is taken as the expected value, shown by the 
horizontal black line. The red points indicate that a rule has 
been violated and the Makler chamber has failed QC, requir- 
ing remedial action. The first red point in Fig. 2.2b for the 
low control shows that the value is more than 3 SD above the 
expected value (13). The sixth red point in Fig. 2.2a for the 
daily high control shows that 4 days in a row, the values were 
more than 1 SD above the expected value (4,5). The rest of 
the red points on each plot show days when more than ten 
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sequential values are either above the expected value or 
below the expected value (10,). On these L-J charts, an 
abrupt shift in values occurred on the 52nd day of testing, 
when a new lot of control beads was started. Figure 2.3 
shows the L-J charts separated out by bead lot. Notice that 
the results are more precise using the expected value pub- 
lished by the manufacturer: for the high bead control, the CV 
has decreased from 19 to 13 % and 11 96 for the two bead 
lots, respectively. For the low bead control, the CV decreased 
from 19 to 15 % and 12 96, respectively. The red point in 
Fig. 2.3c shows a day when two rules were violated: the 
value is more than 3 SD above the expected value (135), and 
on 2 successive days of testing, the value was more than 2 
SD below the mean on the first day and then more than 2 SD 
above the mean on the second day (Ка). 

Before changing the lot of control materials, for at least 
10 days, the old and new lot should be run side by side. If the 
new lot differs in expected value, the ten values can be used 
as the beginning of a new L-J chart for that lot, using the new 
expected value. 

A trend in values (decreasing or increasing) suggests dif- 
ferent QC problems during remedial action than the QC shift 
seen in Fig. 2.2 [43]. A trend could indicate gradual deterio- 
ration of the control materials or deterioration in the count- 
ing chamber. 


11.2 Semen Volume 

Although many andrology laboratories use serological 
pipettes to measure semen volume, the WHO manual [37] 
recommends measuring semen volume by weight. Specimen 
cups are pre-weighed before collection, then reweighed con- 
taining the specimen. This is the gold standard for accurate 
determination of semen volume, and other methods should 
be routinely compared with specimen weight. 


11.3 Sperm Concentration 

One of the first aspects of both sperm concentration and 
sperm motility determination that must be appreciated is that 
semen is not a homogeneous material. Even in a well-mixed 
specimen, the actual sperm concentration and motility are 
different in different parts of the sample. This is particularly 
true when hyperviscosity is involved. Indeed part of the vari- 
ation seen between counts in different squares in a counting 
chamber, or between counts from replicate counting cham- 
bers, results from true biological variation in different 
regions of a sample [5]. Mixing the specimen well before 
sampling is the best method for reducing this variation; how- 
ever, it is likely to persist, even after extensive mixing. Often 


2 Quality Management in Andrology Laboratory 


Mean = 48 CV=19% 


а so, 
=> 3 50 
E 70 | t 
С • "NUNT. 2 50 
= 60 · ' ћ ° ће 
= P ze AER a • 150 
Е ~ |; * he ||“ ] 
€ ME Y ы + ћ P num ш 
• 
= - | | e "ud је E T А 
О i 4 ү Ф. = a *++e-1 SD 
© s. 
5 30 · $ -2 SD 
О 850 
1 26 50 75 100 
Day of Testing 
b Mean = 23 CV - 19% 
40} 
= | 
3 50 
E 35 
S ' Hi 2 50 
= 30 ә; z f ef „. | ? 
Е 1 ју үр! POBITA ert 150 
7 Ф * e ? 
= 25 | tle -] QE Bur | • а? 
> 20 4 Ы ely |4 • te % 90 ty • 
8 ^ i— 4/9444 le le 14 е -1SD 
eo 
+ • 
19 15 i -2 SD 
Ф 
со 
10 3 50 
1 26 50 75 100 
Day of Testing 


Fig. 2.2 Levey-Jennings charts showing daily counts of sperm-sized 
latex bead at two concentrations in a single Makler chamber. (a) High 
bead concentration and (b) low bead concentration. The expected value 
(EV), taken as the mean value for the 100 days, is shown as a horizontal 
black line. The purple lines show one standard deviation (SD) from the 
EV, the orange lines indicate 2 SD from the EV, and the green lines 
indicate 3 SD from the EV. Red points indicate days on which the 
Makler chamber failed QC because one of the specified rules was vio- 
lated. A change in bead lot occurred on day 51 of testing 


areas with different sperm concentration can be visualized 
by scanning a chamber, even after extensive mixing of the 
semen before sampling. 

A variety of control materials are available for the evalu- 
ation of sperm concentration testing. Ideally, this involves 
counting of actual fixed sperm in the counting chambers to 
be used for patient specimens. Although counting known 
concentrations of sperm-sized beads is a good control for the 
counting chambers and is amenable to daily counts, it is less 
rigorous than sperm suspensions for QC of sperm concentra- 
tion determination because latex beads do not resemble 
spermatozoa. 

Although sperm-sized beads used as controls for sperm 
counts or for the counting chambers do not have the biologi- 
cal variation seen in semen, there is still considerable varia- 
tion between replicated counts as seen in the standard 
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deviations and coefficients of variation (CV=SD/mean) 
shown in Table 2.12. This can be due to random error or can 
indicate that the counting chambers differ. 


11.4 Sperm Motility 


Although in the past, products were available involving lots 
of frozen sperm that could be used for motility QC, in most 
studies, the variation in the motility of thawed aliquots of a 
single frozen specimen has proven excessive for routine QC 
[3, 9, 21, 44, 45], although Cooper et al. [46] achieved rea- 
sonable results. Today, most laboratories use routine motility 
determination from videomicroscopy of sperm. Videos can 
be evaluated by testing personnel on each day of testing and 
L-J charts used to determine if motility evaluation is in con- 
trol. For those participating in proficiency testing programs 
using video for assessment of sperm motility, videos can be 
retained for daily QC. If computer-assisted sperm analysis 
(CASA) is used by the laboratory to evaluate sperm motility 
in patient specimens, then videotapes should be used as a 
routine control of the CASA determinations. 


11.5 Sperm Morphology 

Sperm morphology evaluation has undergone an enormous 
decrease in the percentage of normal forms counted from a 
specimen. This decrease, which has not been uniform 
between laboratories, has led to serious problems in accu- 
racy of morphology results. This is a case for which inter- 
laboratory testing (i.e., proficiency testing described below) 
is critical. 

Sperm morphology testing requires at least two control 
procedures: one to ensure that the staining of the slide is 
acceptable and one to ensure accurate determination of the 
percentage of normal forms from a well-stained slide. 
Multiple lots of staining controls can be prepared from donor 
semen. For example, 100 slides can be prepared using the 
procedure in routine use, and these smears are stored in the 
refrigerator to be run as daily stain controls. For morphology 
determination, stained slides or micrographs can be pur- 
chased (e.g., the plates following Chapter 2 in the WHO 
manual) [36] or retained after proficiency testing. 


11.6 White Blood Cell Concentration 


The methods used for sperm concentration determination 
can be adapted to act as controls for the determination of 
round cells in semen. Round cells, which are any spherical 
cell larger than a sperm head, are counted under light micros- 
copy before staining. Determination of the white blood cell 
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Fig. 2.3 Тһе Levey—Jennings charts of latex beads shown in Fig. 2.2 
with the two bead lots separated. (a) High bead concentration, lot 1; (b) 
low bead concentration, lot 1; (c) high bead concentration, lot 2; and (d) 
low bead concentration, lot 2. The expected value (EV) is shown as a 
horizontal black line. The purple lines show one standard deviation 


count must be performed if the round cell concentration 
exceeds the value set by the laboratory for excessive leuko- 
cyte concentration. 

If a peroxidase method is used for leukocyte determination 
(e.g. Endz's test), a peroxidase positive control and water or 
medium negative control should be run on each day of test- 
ing. The proportion of positively staining cells is multiplied 
by the concentration of round cells to determine the concen- 
tration of leukocytes. It should be noted that this method only 
detects peroxidase positive cells, such as polymorphonuclear 
(PMN) leukocytes. As PMNs are the predominant leukocytes 
in semen, this method is acceptable in most cases. Fluorescent 
staining followed by fluorescence microscopy or flow cytom- 
etry can be used to differentiate the leukocytes in semen. 

White blood cells can also be detected from the stained 
slide used for sperm morphology counts. A differential count 
of leukocytes can be conducted along enumeration of sperm 
cells, and the proportion of leukocytes of various types per 
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(SD) from the EV, the orange lines indicate 2 SD from the EV, and the 
green lines indicate 3 SD from the EV. Red points indicate days on 
which the Makler chamber failed QC because one of the specified rules 
was violated. Note that the Makler chamber is in control on most days 
of testing 


sperm, along with the sperm concentration, can be used to 
calculate leukocyte concentration. 

There is no acceptable control material available that is 
appropriate for daily QC of round cell counts or leukocyte 
staining. Ideally, aliquots of frozen semen with known round 
cell and leukocyte concentration could be used as routine 
controls. If flow cytometry is used, bead preparations are 
commercially available as control material to evaluate each 
fluorescent stain used. 


11.7 Antisperm Antibodies 

Preparation of control materials for antisperm antibody 
(ASA) testing is performed by the laboratory on the day of 
testing. Sperm that are free of ASA are treated with serum 
containing ASA for the positive control and not containing 
ASA for the negative control. After washing to remove 
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Table 2.12 Counts of a high and low concentration of sperm-sized latex beads for each counting chamber on each day of testing showing the 


variation in the replicate counts 


Bead lot Chamber Mean Mean daily SD Mean daily CV (%) Number of counts 
Bead lot 1 High control 
4 43.1 4.7 11 38 
5 43.6 6.0 14 38 
6 43.1 2:3 12 267 
7 43.3 5.4 12 267 
Low control 
4 24.3 2.9 12 38 
5 23.9 3.8 16 38 
6 22.7 33 15 267 
7) 22.8 3.4 15 267 
Bead lot 2 High control 
6 43.0 4.9 11 81 
7 43.3 43 10 158 
8 43.3 4.9 11 158 
Low control 
6 20.4 27] 13 81 
7) 212 3.3 16 158 
8 21.6 Shil 14 158 
Bead lot 3 High control 
7 36.9 5.0 13 228 
8 37.6 4.5 12 287 
9 37.1 3.9 11 110 
Low control 
7 18.6 2:2 17 228 
8 18.4 34 19 287 
9 18.0 D 18 110 


unbound antibodies, these specimens are run along with the 
patient sample. Control failure is detected if the positive con- 
trol sperm fails to bind immunobeads or the negative control 
sperm does bind immunobeads. A semen sample known to 
be free of ASA must be used for preparing controls (or the 
negative control will fail). Discarded or donated semen can 
be cryopreserved for this purpose. 


12 Proficiency Testing 


Intra-laboratory variation (e.g., difference between techni- 
cians) should be routinely determined by side-by-side testing 
as discussed in the next chapter. This must be documented and 
can be used to detect when retraining is required. Interlaboratory 
evaluation or proficiency testing is mandated by some govern- 
ments, including the Clinical Laboratory Improvement Act 
(CLIA) in the USA. A central laboratory prepares testing mate- 
rial and sends replicates to the member laboratories for evalua- 
tion. The proficiency testing (PT) specimens are analyzed in 
exactly the same manner as patient specimens. PT of semen 
analysis is available for sperm count, sperm motility, sperm 
viability, sperm morphology, and antisperm antibodies. 
Alternatively, a group of laboratories can set up a PT program. 


13 Data Management 


13.1 Clerical Errors 

The laboratory must have in place a mechanism for detection 
and documentation of clerical errors. One method is to con- 
duct a monthly audit of a given percentage of specimens tested 
or preparations performed by the laboratory. The reported 
results should be compared with the information provided by 
the patient and values recorded in the laboratory during test- 
ing. Calculations should be checked. It is a good practice to 
review other documentations accompanying the test or proce- 
dure, such as consent forms, logs, and screening materials. 
Remedial action should be taken when errors are detected. 


13.2 Computer Data Security 

The laboratory must, to the best of its ability, protect the con- 
fidentiality of patient medical records. The processes in place 
to protect patient health information should be reviewed 
regularly by the laboratory director as this is an area of rapid 
transformation. 
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14 Quality Assurance and Quality 
Improvement 


QA and QI activities involve looking at the entire process, 
which includes QC, but also includes tracking endpoints of 
testing and procedures. Not only are results reviewed, but the 
laboratory director is responsible for ensuring that methodol- 
ogy is current and evidence based. For example, sperm prep- 
aration for IUI involves reviewing quality indicators that 
look at the pretesting, testing, and posttesting components of 
IUI preparation. Pretesting indicators could include the num- 
ber of times specimens are rejected by the laboratory due to 
patient failure to label his specimen container or failure 
failure to collect in a sterile container. Testing indicators 
would include patterns of QC failure and instrument perfor- 
mance. Posttesting indicators include assessment of person- 
nel, investigation of patient complaints, and the pregnancy 
rate for the IUI program. Each laboratory or the fertility pro- 
gram should have a QA committee that reviews the available 
information, researches solutions, and suggests actions to be 
taken to maintain and improve the quality of each test and 
sperm processing procedure in the laboratory. 

Quality management in fertility clinics has lagged behind 
these procedures for other pathology testing, in part due to 
the difficulty in developing appropriate quality measures for 
the tests performed on reproductive tract cells and tissues. 
The andrology laboratory is no exception, and the lack of 
QC is partly responsible for the current impression that 
semen analysis is a poor measure of male fertility. Although 
significant resources are required for initiation of QC proce- 
dures, the cost and time required decrease as the work 
becomes a routine. Scrupulous attention to ensuring a qual- 
ity product pays off by protecting the andrology laboratory 
from the burden of liability that may arise when quality 
guidelines are ignored and reduce the expense of recovering 
from catastrophic failures. In this chapter I have reviewed 
QC procedures required to provide a facility, equipment, 
supplies, and reagents that will support accurate and reliable 
test results and production of high-quality sperm prepara- 
tions. Together with QC procedures for each semen test and 
procedure, the process of quality management will build 
confidence in the laboratory's results among staff, patients, 
and referring physicians. 
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Competency Assessment in Andrology 


Laboratory 


Erma Z. Drobnis 


1 Introduction to Competency 
Assessment 


One of the most important components of quality 
management in an andrology laboratory is competent perfor- 
mance of the complex tasks leading to accurate results. This 
relies on having competent personnel, starting with the labo- 
ratory director and including all supervisory and testing per- 
sonnel involved in testing, processing sperm, and quality 
control procedures. There are a number of recent chapters 
and reviews that cover this subject [1—3] as well as guide- 
lines from societies, including the European Society of 
Human Reproduction and Embryology (ESHRE) [4] and the 
American Society of Reproductive Medicine (ASRM) [5, 6], 
and guidelines from organizations, including the World 
Health Organization (WHO) [7] and International Organi- 
zation for Standardization (ISO) [8]. Governmental and 
accreditation agencies often include personnel requirements 
for clinical laboratories. This chapter will focus on assess- 
ment of personnel performing testing in the andrology labo- 
ratory with examples from the author’s facility. 

Andrology testing is high complexity and requires highly 
qualified personnel. In most cases, a 2- or 4-year college/ 
university degree in a laboratory science or the equivalent is 
required. Significant training and evaluation of personnel is 
also necessary, and, in the USA, a year of conducting clinical 
testing under direct supervision is required before testing per- 
sonnel can work independently in a clinical laboratory [9]. The 
personnel file of each laboratory staff member should contain: 


* Documentation of qualifications 
* References 
* Health records (e.g., vaccinations) 
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* Training 
* Performance evaluations 
* Continuing education 


If the laboratory is part of a hospital or clinic, some of the 
personnel policies will be provided by the institution, which 
may have a human resources (HR) department; nevertheless, 
the laboratory requires its own personnel policies that may 
refer to those of the managing organization when applicable. 
Independent andrology laboratories must have complete, 
written personnel policies, without the benefit of an organi- 
zational framework. А clear description of each employee's 
responsibilities is key to laboratory quality. Job satisfaction 
and employee retention require that each staff member 
understands what is required of them and what is provided 
for them by the employer. 


2 Attributes of Laboratory Testing 
Personnel 


The laboratory requires enough personnel, having the neces- 
sary education, training, and experience, to conduct all of the 
management, supervision, and testing being performed. Due 
to the increase in quality management procedures and the 
increasing complexity of testing methodology, the time 
required to perform and IVF cycle has more than doubled 
[10] in recent years, and, for similar reasons, andrology test- 
ing has also become more labor intensive. In general, the 
laboratory requires a director, supervisor(s), and testing per- 
sonnel. This could be a single individual for a small labora- 
tory, provided there is a backup person available with the 
required training, qualifications, and accreditation (if appli- 
cable) to conduct andrology testing without direct supervi- 
sion. An individual may act as the laboratory director for 
multiple laboratories, but a qualified supervisor must be on- 
site during all hours of testing and should review all results 
within a day of testing. 

The laboratory standard operating procedures (SOPs) 
should include descriptions of the personnel needs, titles, 
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responsibilities, and duties of testing personnel. In many 
countries and regions, the qualifications and responsibilities 
of clinical laboratory personnel are included in governmen- 
tal regulations, standards of accreditation organizations, and 
guidelines of scientific societies. In the latter case, the prac- 
tice committees of scientific societies may have more strin- 
gent requirements than those of governmental regulations 
and provide guidance on the standard of care for clinical 
practice. 

The requirements for clinical testing personnel have 
evolved over time and now require persons capable of ana- 
lytical thinking [11]. Although there are SOPs that define 
the steps required for testing and a supervisor available to 
answer questions that arise, modern clinical testing 
involves the ability to understand the SOP, recognize 
unusual circumstances, determine when assistance is 
required, and document any deviations from the SOP dur- 
ing testing. 

In addition to the technical and cognitive abilities of 
laboratory staff, it is important that there is a culture of team- 
work, integrity, confidence, and motivation in the laboratory 
[12]. Accurate results require personnel who take ownership 
of their position and have confidence in their work arising 
from universal participation in quality management. Good 
teamwork requires trust, respect, and cooperation among 
coworkers [1]. One person with undesirable character can 
easily poison the working environment in the laboratory, 
inevitably resulting in poorer quality of the laboratory’s 
results. These “soft” aspects of an applicant’s character can 
be challenging to assess during the hiring process, and it may 
be advisable to consult with an HR professional if the labora- 
tory lacks access to an HR department. 


3 Training Laboratory Testing 
Personnel 


The laboratory director is responsible for defining the 
training needs for testing personnel. This includes initial 
training, on-the-job training and continuing education. Even 
if the new technician has worked in another andrology labo- 
ratory, it is important that new personnel are trained in all 
SOPs. In fact, retraining of experienced andrologists can be 
challenging in that changes in cherished methodology used 
in the past may be necessary. Training will be most effective 
if the trainee understands the reason why a specific proce- 
dure is important. Take the time to explain the principles 
and encourage questions from the trainee. Notes can be 
added to the SOP to address some of these questions, pro- 
viding early reinforcement of the trainee’s importance to the 
team. 
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3.1 Initial Training 

Initial training will generally include considerable instruc- 
tion in background information before the trainee works in 
the laboratory. Although the institution may provide some of 
this training, there should be SOPs in place to cover initial 
training in policies specific to the individual andrology 
laboratory. Regardless of the prior experience of a new staff 
member, the basics should be covered to insure his or her 
understanding and commitment to quality performance in 
the new position. This includes: 


• Code of conduct 

• Personnel policies 

* Chain of command 

* Culture of quality 

* Laboratory safety 

* National, state, local, institutional regulations 
* Materials and reagents 

* Use of SOPs 

* Daily QC 


After this background training, the new staff member can 
work side-by-side with a supervisor to begin learning the 
basics of facilities management, equipment operation, and 
laboratory supplies. This will involve many of the regular 
QC activities described in the preceding chapter. It is advis- 
able that the trainee have a firm grasp of these aspects of 
laboratory quality before proceeding to actual testing. 

Finally, the new employee learns specimen receipt and 
testing procedures, by: 


1. Observation of testing personnel 

2. For semen analysis: side-by-side analysis of semen with 
approved testing personnel 

3. For sperm processing: practice with donor specimens or 
semen remaining after completion of semen analysis 


Ideally, the laboratory has benchmarks that indicate when 
a trainee can be considered for patient testing; examples are 
given by Bjórndahl et al. [2], including recovery of motile 
sperm after sperm preparation or cryopreservation. These 
authors also suggest that these benchmarks be achieved on 
three consecutive events followed by a determined number 
of successful procedures under close supervision. 

During training, a supervisor coaches the trainee and 
(1) provides critical assessment of the trainee's work, (2) 
provides positive feedback for desirable performance, and 
(3) acts as a role model for teamwork, integrity, confidence, 
and motivation. During this stage of training, the employee 
will learn the importance of faithful adherence to the SOPs 
and accurate documentation of all activities, including 
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deviations from the SOPs. It is particularly important that 
transparency is emphasized, reporting of errors is encouraged, 
and the trainee knows the steps to take if an error occurs. 

As the staff member learns the testing procedures, the 
foundation material can be reinforced and put into context. 
For example, a technician approved to receive and accession 
specimens into the laboratory should also know the regula- 
tory requirements for that activity. Encourage questions and 
instill quality performance among technologists and leading 
by example. The supervisor should always be available and 
willing to answer questions, for example, looking at an 
unusual specimen when the testing person is unsure of how 
to measure or record results. 

When the testing person is judged competent to perform a 
task, documentation is required to authorize him or her for 
clinical testing. Table 3.1 shows an example of a form used by 
the author to document training. In the early stages of a new 
andrologist’s testing, it is advisable to perform more frequent 
evaluation of inter-technician QC until stable QC results are 
routinely obtained. Note that training records should be main- 
tained after termination of an employee for a time determined 
by the laboratory and applicable regulations. 


3.2 Ongoing Training and New SOPs 

Training is an ongoing process occurring for all employees 
over time. Informal training will occur whenever the techni- 
cian is working in the lab under supervision, but formal 
training must also be documented. Whenever an SOP 
changes within the scope of an employee’s work duties, the 
technician must (1) be trained in the changes, (2) read the 
new SOP, and (3) document that they have reviewed the new 
SOP. In addition, each employee should regularly review 
(e.g., annually) all SOPs relevant to the testing he or she is 
approved to perform, including the associated policies and 
procedures for personnel, facilities, equipment, QC, quality 
assurance (QA), and laboratory safety. Annual refresher 
training should also be offered, covering code of conduct, 
safety, and laboratory compliance with regulations (govern- 
ment and institutional if applicable). 


3.3 Continuing Education 

An important part of a technician’s training is continuing 
education. Medical knowledge is increasing and clinical test- 
ing is no small part of the resulting changes in patient care. 
Technicians should be exposed to new techniques and 
better understanding of the principles underlying current 
methodology. Regulations and safety methods also change 
over time. Ongoing improvement of the technician's 
knowledge base will help maintain excellence of the 
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andrology laboratory. There are multiple formats for 
continuing education. 


• Scientific conferences, local meetings, and/or work- 
shops—a highly effective method because technicians 
benefit from formal lectures as well as direct communica- 
tion with their peers. 

• Online courses and webinars offered through scientific 
societies and accreditation agencies—in some cases, 
these are free or low cost to members. 

• Lectures from the clinicians who are clients of the labora- 
tory service. 

• Reading material provided by the laboratory director in 
the form of manuals, book chapters, and scientific 
papers — subsequent evaluation of the technician's com- 
prehension is advised. 

* Directed literature review —technicians can assist the lab- 
oratory by researching methodology. 


One method of training documentation is having the tech- 
nician write a summary of what they learned. 

In the process of continuing education, personnel are 
exposed to information from outside the laboratory in which 
they work. This can lead to stimulating discussions among 
laboratory workers. Ideas for improvements proposed by 
personnel should be entertained if possible, ideally allowing 
the technician to conduct small studies or literature reviews 
to compare proposed innovations with the laboratory's 
current methodology. 


4 Process of Personnel Assessment 


Once an employee is approved to perform testing, his or 
her performance must be monitored and this evaluation 
documented. 


4.1 Routine Monitoring 


Routine evaluation of personnel by the supervisor includes: 


• Observing routine patient testing 

• Observing instrument maintenance and function checks 
* Monitoring the recording and reporting of results 

* Reviewing test results and test QC 


Providing the staff member with regular, constructive 
feedback during the performance of laboratory tasks and 
acknowledging improvement can give the employee confi- 
dence in his or her personal performance and pride in the 
quality of the laboratory's results. A proven teaching method 
is asking the learner questions, including what the technician 
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Table 3.1 Sample training form documentation for andrology laboratory personnel 


Laboratory procedure 


Laboratory code of conduct, accreditation, and applicable regulations (required before testing activities) 


Code of conduct 

Personnel policies 

Overview of quality management, culture of quality 
Laboratory organization and chain of command 
Services performed by the laboratory 

Job description and responsibilities 

Guidelines (AATB and ASRM) 

CLIA regulations 

FDA regulations 

HIPAA 

Hospital policies 

Proficiency testing policies 

PT remedial action 

Overview of QC and remediation 

Computer security 


Laboratory safety and security (required before testing activities) 


Laboratory security 

Emergency action plan 

University environmental health and safety policies 
Electrical safety 

Personal apparel and PPE 

Unattended operations 

Chemical hazard identification 

Chemical inventory 

Safety data sheets (SDS) 

Disposal of chemicals 

Chemical spill and emergency response 
Blood-borne pathogens standard 

Hand hygiene 

Biohazardous waste disposal 

Biohazard spills and emergency response 

Fire safety 

Use of fire extinguishers 

Fire emergency response 

Severe weather emergency response 

Hospital emergency response regulations and codes 
Laboratory ergonomics 

Handling liquid nitrogen 

Standard laboratory procedures (required for all testing) 
Entering the lab, equipment function checks, sanitization 
Laboratory cleanup after testing 

Centrifugation 

Microscopy 

Using the biosafety hood 

Andrology testing (required for all testing) 
Andrology QC before testing 

Collection room sanitation 

Requisitions for tests 

Accessioning semen specimens 

Rejection of semen specimens 


Notification of referring physician or nurse if Special Action 
Values are obtained for an IUI or cryopreservation specimen 


Date approved Supervisor initials 


E.Z. Drobnis 


Comments 
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Table 3.1 (continued) 


Laboratory procedure 
Maintaining integrity of sperm samples—cross 
contamination 


Extraction of data from requisition and specimen 
information sheet for report form 


Determining liquefaction time 

Determining macroscopic characteristics 
Determining specimen volume 

Treatment of non-liquefying or hyperviscous semen 
Determining sperm concentration and daily QC 
Determining sperm motility and daily QC 
Determining round cell density 

Stain determination of WBC density and daily QC 
Record keeping for cryopreserved specimens 
Thawing semen specimens 

Completion and approval of andrology report forms 
Disposition of andrology report forms 

Data entry into the electronic medical record (EMR) 
Sperm wash IUI 

Determination of whether 2-step or 1-step gradient 
Sperm wash 

Preparation of wash-only specimen 

Gradient sperm preparation 

Packaging of IUI specimen 

Timing of thaw for IUI with cryopreserved semen 
Preparation of thawed specimens 

Process controls for IUI preparation 

Semen analysis 

Determination of agglutination 

Preparation of morphology slides and daily QC 
Determination of morphology and daily QC 
Viability determination 

Preparation of ASA controls 

Performing and scoring the ASA test 


Preparation of semen collected by retrograde ejaculation 
or electroejaculation 


Andrology QC materials and media 

Receipt of materials (shipments) 

Preparation of leukocyte staining controls 
Changing morphology stains 

Preparation of gradient solutions 

Preparation of control slides for staining QC 
Toxicity testing of contact materials 

Microbial monitoring 

Tissue bank and semen cryopreservation 
Receipt of specimens for cryopreservation 
Labeling vials for cryopreserved semen 
Cryopreservation of semen 

Storage of cryopreserved semen in the sperm bank 
Process controls for semen cryopreservation 
Donor semen policies 

Transferring cryopreserved specimens between tanks 
Shipment of cryopreserved semen 

Receiving a shipment of cryopreserved semen 


Date approved 


Supervisor initials 
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Comments 
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Table 3.1 (continued) 


Laboratory procedure 

Maintenance and QC activities 

Supply inventory and ordering 

Receipt of shipments, logging, labeling, and storage 
of supplies 

Contact materials log and toxicity testing 
Testing for microbial contamination 
Centrifuge maintenance and QC 

Dewar maintenance and QC 

CO, incubator maintenance and QC 

Biosafety hood maintenance and QC 
Microscope maintenance and QC 

Pipettor maintenance and QC 

Refrigerators and freezer maintenance and QC 
Thermometer maintenance and QC 

Weekly, monthly, biannual, annual QC 
Review of SOPs 

Storage of laboratory records 

The event record 

Communications and complaints 

Detection and reporting of incidents— incident response 


Date approved 


E.Z. Drobnis 


Supervisor initials Comments 


CLIA Clinical Laboratory Improvement Amendment, AATB American Association of Tissue Banks, HIPPA Health Insurance Portability and 
Accountability Act, PPE personal protective equipment, ASA antisperm antibody 


would do in hypothetical situations, what regulations govern 
his or her current activity, and the performance specifications 
for the test being conducted. Encouraging both questions and 
suggestions from the technician can establish the sense of 
teamwork and will gradually allow the staff member to 
answer questions from clinic staff and clients on behalf of 
the andrology laboratory. 


4.2 Inter-technician QC 
In addition to formal performance review, the inter-technician 
(intra-laboratory) variation should be monitored for each 
test. In particular, split sample testing should be conducted 
for sperm concentration, motility, and morphology. Multiple 
evaluations, involving splitting a single donor specimen for 
analysis by all technicians, can indicate if updated training is 
required. In fact, the process of side-by-side testing lends 
itself to on the spot training. For documentation purposes, 
note that there will be some random variation, and statistical 
analysis should be used to detect significant differences in 
the values obtained by different testing personnel. 
Inter-technician differences can be detected over the long 
term by comparing results for patient samples, including rep- 
licate counts. Figure 3.1 shows the comparison of two tech- 
nicians for determination of progressive motility and sperm 
concentration over a year of testing. The differences in val- 
ues and in precision differed significantly between the tech- 
nicians, and remedial action is required to determine the 


cause(s). Tables 7.2, 7.3, 7.4, and 7.5 in the WHO laboratory 
manual for the examination and processing of human 
semen [7] gives a list of sources of variation in assessing and 
proposed solutions for determination of sperm concentra- 
tion, morphology, motility, and viability. Remedial action, 
including any training activities, should be documented with 
demonstration of the technician’s competence before he or 
she resumes patient testing. 

Another method for tracking consistent performance by 
technicians is regular evaluation of daily QC activities, such 
as bead counts, sperm motility from videotapes, and sperm 
morphology counts, to detect inter-technician variation. If 
QC data are maintained in a database, this practice can be a 
routine analysis. For example, the inter-technician difference 
from the expected value and variation (SD; CV) can be calcu- 
lated monthly. Values for counting latex beads are shown in 
Fig. 3.2 for two technicians that differ in the median counts. 


4.3 Formal Performance Evaluations 

Each laboratory requires SOPs for formal performance eval- 
uation of personnel and documentation of this activity. 
Ensure that policies and procedures are established for moni- 
toring the expertise of individuals who conduct testing and to 
identify needs for remedial training or continuing education 
to improve skills if needed. Formal evaluations should be 
more frequent for new employees and be conducted at least 
annually for all staff. 
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Fig. 3.1 Comparison between two technicians in values for sperm con- 
centration and motility for 1 year. The left-hand columns (red) show 
box plots for the sperm measures and the right-hand columns (gold) 
show the coefficients of variation (CV) for the replicates each day. The 
figures include 367 patient specimens evaluated by technician 1 and 


The annual performance evaluation should involve the 
employee, his or her supervisor, and the laboratory director. 
The criteria should sum up the routine process of personnel 
assessment, including the worker’s growth and progress. It 
should be consistent and supportive of other documentation 
used to describe employee performance. Table 3.2 is the 
form used in the author’s laboratory. 
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Coefficients of Variation (%) 
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130 different patient specimens evaluated by technician 2. In all four 
plots, the difference between the 2 technicians was highly significant 
(p«0.001; Kruskal-Wallis ANOVA on ranks). Technician 2 counted 
higher concentration and progressive motility with greater precision 
than technician 1 


Producing quality results with satisfied clients and patients 
is impossible without competent laboratory staff. Ensuring 
the competency of andrology laboratory personnel is an 
active, ongoing process that includes the entire laboratory 
team. Establishing and maintaining a culture of quality that 
involves each staff member will improve pride in the labora- 
tory, job satisfaction, and retention of competent employees. 
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Fig. 3.2 Comparison between two technicians in values obtained for days and technician 2 on 127 days. Technician 2 obtained significantly 
daily counts of latex beads for 1 year. Counts are for the same Makler higher values for both high (blue) and low (green) bead suspensions 
chamber and the same lot of beads. Technician 1 counted beads on 146 (р<0.001; Kruskal-Wallis ANOVA on ranks) 


Table 3.2 Sample annual employee competency evaluation form 


Name of employee: 

Title: 

CLIA qualification title(s): 

Facility or functional area: 

Reports to: 

Review period: 

Part A. Organizational standards 

Criteria: (1) unacceptable, (2) improvement expected, (3) successful, (4) exceeds expectations, 2 [3 4 5 МА 

(5) role model 

1. Commitment to coworkers/teamwork: does the employee perform tasks and duties and behave in a 
way that shows they work well with coworkers, are available to the department and others when 
needed, and are willing to assist with tasks and assignments outside their normal job duties? Does 
the employee offer to or find ways to assist coworkers and others? 

2. Attendance: does the employee follow university and department policies on the use of time off, 
which includes vacation, sick, and personal days? Does the employee try to avoid tardiness and 
taking unscheduled time off and provide enough notice for time off requests? 

3. Quality customer care/communication: does the employee show positive customer service skills to 
patients, staff, and visitors, including greeting customers in a friendly and timely manner; trying to 
personalize service (1.е., using customer name) when possible; updating customers on delays; 
using appropriate verbal and nonverbal communication etc? 

4. Work environment: does the employee act as an “owner” of the work place by keeping the work 
area neat and clean and showing respect for the space of others, such as patients, visitors, and 
staff? Does the employee follow safety policies and report safety hazards if needed? 

5. Efficiency and resource management: does the employee appropriately use university and hospital 
resources, including time, property, equipment, educational materials, and other items? Does the 
employee try to reserve resources, recycle, and reuse materials and avoid waste? Does the employee 
suggest ways to improve quality of processes and procedures? 

6. Diversity and respect: does the employee accept and respect the diverse mix of patients, staff, and 
visitors and provide steady and standard service to all customers without regard to race, age, 
gender, national origin, sexual orientation, religion, and socioeconomic status? 

7. Pride in self: does the employee demonstrate pride in themselves and the organization through 
their attitude and the way they appear, dress, and behave? Does the employee represent the 
organization well within the community (if applicable)? 

(continued) 
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8. Participation: does the employee participate in departmental meetings, in-services, staff forums, 
and training? Does the employee take part in hospital or organization-wide committees and work 
teams (if applicable)? 

9. Flexibility: does the employee have the ability to alter actions and behaviors based on the 
changing needs of the organization? Does the employee accept and learn new tasks and duties? If 
asked, does the employee accept transfer to other areas of the department? 

10. Professional growth: does the employee seek to learn, grow, and advance skills and abilities? Do 
they take advantage of chances to learn, seminars, and workshops if/when offered? Do they target 
and improve performance of job-related goals and objectives which can be measured? 

11. Critical thinking and judgment: does the employee show good judgment? Does the employee 
recognize and react in a proper manner to problems and challenges and work with others to solve 
as necessary? 

12. Privacy: does the employee respect and adhere to the confidentiality (privacy) policy designed to 
protect confidential (private) information, including, but not limited to, patients, employees, 
visitors, students, and volunteers, as well as business/proprietary and third-party information? 

Part B. Position responsibilities: individual job duties/competencies 

Criteria: (1) unacceptable, (2) improvement expected, (3) successful, (4) exceeds expectations, 1722 18) 4 5 NA 

(5) Role model 

1. Supervise and perform chemical, bacteriological, serological, or microscopic laboratory test 
procedures on specimens. Recognize instrument malfunctions and abnormal test results and take 
corrective action, including communications with manufacturer as required by CLIA 

2. Validate, review, and report results of tests performed. Ensure that patient test results are not 
reported until all corrective actions have been taken and the test system is properly functioning 

3. Communicate effectively with technicians, clinical staff, support staff, and patients 

4. Assure that all remedial actions are taken whenever test systems deviate from the laboratory’s 

established performance specifications 

. Calibrate, standardize, and maintain instruments following established procedures 

. Prepare reagents, standards, and controls according to prescribed procedures 

. Review for accuracy and update standard operating procedures as assigned 


о ~ ON tA 


. Perform quality control to ensure proper functioning of instrumentation, reagents, 
and procedures 
9. Research and develop new medical laboratory procedures as assigned 
10. Dispose of or properly handle biological, radioactive, and/or hazardous waste in a manner that is 
consistent with laboratory, university, state, and federal government policy 
11. Participate in the ordering activities for supplies, materials, and equipment as needed 
Overall comments/performance plan: 
Goals for next rating period: 
Employee comments: 


Plan to improve Measure Must 
of success improve by 


The above evaluation has been explained to me, and any questions I had were answered 
Employee: Date: 
Supervisor: Date: 


3. Bento Е. Training personnel. In: Bento Е, Esteves S, Agarwal А, 
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Basic Semen Analysis 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Semen analysis yields useful information about the fertility 
status of an individual and is one of the first steps in the eval- 
uation of male factor infertility. This test provides an assess- 
ment of fertility potential, sperm production, functioning of 
accessory genital tract glands, and ejaculatory capability. 


2 Specimen Collection and Delivery 


A. The subject should be provided with clearly written, or 
verbal, instructions concerning the collection and trans- 
port of semen. 

B. Ideally, the sample should be collected after a minimum 
of 48 h and not more than 1 week of sexual abstinence. 
The name of the individual, period of abstinence, date, 
time, and location of collection should be recorded on 
the report form for each semen analysis. 

C. The sample should be collected in the privacy of a collec- 
tion room (or room close to the laboratory) and placed in 
a brown paper bag before being brought over the labo- 
ratory. The patient’s name and medical record number 
(or date of birth) should be written on the collection 
container (Fig. 4.1). 

Note: If the sample is collected off-site, it should be delivered 
to the laboratory within 1 h of collection and kept at body 
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temperature during transport to protect from temperature 
extremes (no less than 20 °C but no more than 40 °C). 

The sample should be obtained by masturbation and ejacu- 
lated into a clean, wide-mouthed plastic container (Fig. 4.1). 
Lubricant(s) should not be used to facilitate semen collec- 
tion other than those provided by the laboratory. 


. Coitus interruptus is not an acceptable means of collection 


because it is possible that the first portion of the ejaculate, 
which usually contains the highest concentration of spermato- 
zoa, Will be lost. Moreover, there will be cellular and bacterio- 
logical contamination of the sample, and sperm motility could 
be adversely affected by the acid pH of the vaginal fluid. 
Incomplete samples can be analyzed, but a comment should 
be noted on the report form and reported to the physician. 
Note any unusual collection or condition of the specimen 
on the report form. 


. Please follow these instructions after the use of collection 


room by each patient. 

While wearing gloves, scrub the surfaces of the room 
including the chair(s), sofa(s), sink(s), sink faucet(s), 
door handle, and magazine covers, using a disposable 
germicidal tissue. 


Equipment and Materials 


Phase contrast microscope 
Disposable pasteur pipette 
Serological pipettes 

Graduated centrifuge tube 

Glass slides and cover slips 
Disposable sperm counting chamber and/or Makler 
chamber 

Pipettes (5 uL, 25 uL, 50 pL) 
Dilution cups 2 mL 
Phosphate-buffered saline (PBS, 1x) 
pH paper (range 6.0—8.0) 
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4 Procedure 


Allow the freshly collected semen specimen to undergo 
liquefaction for 20 min at 37 °C prior to analysis (Fig. 4.2). 


4.1 Initial Macroscopic Examination 


Note: The standard temperature for this examination is room 
temperature (21 °C). 


1. Appearance: The semen sample is first evaluated by 
simple inspection at room temperature. 
The sample should be mixed well in the original 
container and examined within 1 h of ejaculation. If the 
sample is more than 1 h old when motility is read, a com- 


Fig.4.1 Collection container and brown paper bag for holding sample 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. АП Rights Reserved] 


Fig. 4.2 Incubator set at 

37 °С and a semen sample 
kept for liquefaction 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
€ 2015. AII Rights Reserved] 
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ment indicating the time at which motility was read 
should be made on the report. 

A normal sample has a gray-opalescent appearance, is 
homogeneous, and liquefies within 60 min at room tem- 
perature. In some cases, if complete liquefaction does not 
occur within 60 min, it should be recorded. Liquefaction 
should occur within 20 min at 37 °C. 

The specimen may appear clear if the sperm concen- 
tration is too low. It may also appear reddish-brown when 
red blood cells are present in the ejaculate. 


. Volume: The volume of the ejaculate should be measured 


either with a sterile graduated disposable serological 

pipette (Fig. 4.3) or by aspirating the entire specimen into 

a graduated tube. 

* Low semen volume is characteristic of obstruction of 
the ejaculatory duct or congenital bilateral absence of 
the vas deferens (CBAVD) [1—4], a condition in which 
the seminal vesicles are poorly developed. 

• Low semen volume can also be the result of collection 
problems (loss of a fraction of the ejaculate), partial 
retrograde ejaculation or androgen deficiency. 

* High semen volume may reflect active exudation in 
cases of active inflammation of the accessory organs. 


. pH: A pH measurement should be performed on all speci- 


mens using pH paper. 

A drop of semen is spread evenly onto the pH paper 
(range 6.0-8.0). After 30 s, the color of the impregnated 
zone should be uniform and comparable with the calibra- 
tion strip to read the pH (Fig. 4.4). 

* [f pH exceeds 7.8, then an infection may be suspected. 

* If pH is less than 7.0 in a sample with azoospermia, 
dysgenesis of the vas deferens or epididymis may be 
present. 

Note: Whatever type of pH paper is used for this analysis, 

its accuracy should be checked against known standards 

before use in routine semen analysis. 


4. Viscosity: After liquefaction the sample's viscosity can be 


determined by gently aspirating it into a container using a 
wide-bore plastic disposable pipette. After aspirating the 
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Incubate at 37°C for 20 minutes to liquefy 


4 Basic Semen Analysis 


Fig. 4.3 Pipetting of sample 
from collection container into 
sterile 15 mL conical tube 
using a sterile 2 mL 
serological pipette and 
automatic pipettor [Reprinted 
with permission, Cleveland 
Clinic Center for Medical 

Art & Photography © 2015. 
All Rights Reserved] 


Fig. 4.4 Use of pH test strip 
for testing sample pH 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
© 2015. All Rights Reserved] 


semen sample, it should be allowed to drop with gravity. 
The length of the semen thread is observed. A thread 
greater than 2 cm indicates high viscosity. 


4.2 Initial Microscopic Investigation 
Note: Mix specimen thoroughly prior to this analysis. 


1. Agglutination: Spermatozoa may normally adhere to 


cells. The presence of agglutination is suggestive of 

the existence of an immunological cause of infertility. 

The extent of agglutination may be important and even 

the presence of only a few groups of small numbers of 

agglutinated spermatozoa should be recorded. 

Agglutination may be categorized as follows: 

i. Grade 1: Isolated, <10 spermatozoa per agglutinate, 

many free spermatozoa 

ii. Grade 2: Moderate, 10—50 spermatozoa per aggluti- 
nate, several free spermatozoa 


41 


ш. Grade 3: Large, >50 spermatozoa, some spermato- 
zoa still free 

iv. Grade 4: Gross, all spermatozoa agglutinated and 
agglutinates interconnected 


. Percent motility: The motility percentage can be deter- 


mined by а 3—5 uL drop of specimen loaded onto a sperm 
counting chamber (Fig. 4.5) under a 40x phase objective 
(Fig. 4.6). Count the number of motile sperm per total 
number of sperm (see step 4, below). 


. Manual count by the sperm counting chamber: 


Count a minimum of 100 cells, including motile and 
nonmotile sperm (count at least 5 fields to ensure the 
fields have similar concentrations). 

A. Take total # of sperm counted and divide it by the 
number of fields viewed. 

B. Take this value (a) and multiply it by the “row 
factor.” 

C. Take this value (b) and multiple it by the “microscope 
factor.” 
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Note: Microscope factor will vary and needs to be calcu- 
lated for individual microscopes. 
D. Record value to two decimal places. 
Count (concentration) = (TC/F) x RF x MF/S. 
Count =(167/5) x 5 x 20/100) = 33.40 M/mL. 


A. Agarwal et al. 


Field 4: 12 motile, 17 nonmotile (29 total) 
Field 5: 16 motile, 20 nonmotile (36 total) 
Total # motile=10+15+13+12+16=66. 


Number of rows counted Row factor 
TC=total # of sperm counted = 167. 10 1 
F=total # of fields=5. 5 p, 
RF=row factor 5. 2 5 
МЕ = microscope factor = 20 (see above comments). 1 10 


S=# of squares in grid= 100. 
4. Manual Motility by sperm counting chamber 
While doing the manual count, also count the motile 


Total # зрегт = 30 +40 + 32 + 29 + 36 = 167. 
Motility (96) 266/167 20.40 x 100240 %. 


sperm in each field (use at least 5 fields). Use the follow- 5. Forward Progressive Motility: 


ing calculation: A. 
# motilecells counted «йй вето окрене B. 
Total # of cells counted 


Example: 5 fields counted 
Field 1: 10 motile, 20 nonmotile (30 total) 


Field 2: 15 motile, 25 nonmotile (40 total) C. 
Field 3: 13 motile, 19 nonmotile (32 total) D. 


Fig. 4.5 Loading a semen sample onto a sperm counting chamber I. 


[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. АП Rights Reserved] 


Fig. 4.6 View of sperm 
under microscope using green 
filter and 20x phase objective 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
© 2015. All Rights Reserved] 


After complete liquefaction of the sample, mix the 
semen sample well on the vortex mixer. 

Aliquot 3—5 pL of a well-mixed sample onto a sperm 
counting chamber very gently to allow it spread and 
cover the entire well. If it does not, reload another 
well. Wait for the sample to stop drifting. 

Examine the slide under 200x magnification. 
Examine spermatozoa that are at least 5 mm from the 
edge of the slide to prevent observation of effects of 
drying on slide motility. 


. Systematically scan the slide to avoid repeatedly 


viewing the same area. Change fields often. 


. Start scoring a given field at a random instant. Do not 


wait for spermatozoa to swim into the field, or grid, to 
begin scoring. 


. Assess the motility of all spermatozoa in a defined 


field. This is most easily achieved by a grid. Select a 
portion of the field, or grid, to be scored for sperm 
concentration. Score the first 2 rows of the grid if the 
count is high. Score the whole grid if the count is low. 


. Quickly count the spermatozoa to avoid overestimat- 


ing the number of motile sperm. The goal is to count 
all the motile sperm in the grids instantaneously. 
Initially scan the grid being scored for the rapidly 
moving (progressively motile; PR) cells. 


4 Basic Semen Analysis 


J. Next, count the slow, poor progressive motile (NP) 
spermatozoa. 
K. Count the weakly twitching sperm with no forward 
progression. 
L. Finally, count the immotile (IM) spermatozoa. 
M. Evaluate at least 100 spermatozoa for different motil- 
ity categories in a total of 5 fields. 
N. Calculate the percentage of each of the motility 
categories. 
O. Assess the predominant grade of progressively motile 
cells and report as follows: 
i. Grade 0—1 (D): immotile, no motility 
ii. Grade 2 (C): Weak, twitching, no progression 
iii. Grade 3 (B): Poor to moderate, erratic (poor 
progression) 
ту. Grade 4 (A): Good to rapid unidirectional for- 
ward progression 
Note: It may be good to use both scores as these can 
be verified by those provided by computer assisted 
semen analyzer (CASA). 


А+В+С 


—— ~ x 100 
A+B+C+D 


P. Percentage forward progression = 
Q. Report the predominant grade of forward progression 
(Grade 4, 3, 2, 1, or 0) on the patient sheet. 

6. Undifferentiated round cells: The presence of round 
cells (immature germ cells, white blood cells, etc.) should 
be counted in a drop of semen specimen loaded onto a 
sperm counting chamber, under a 20x phase objective. 
Round cell (RC) concentration should be counted in 100 
squares multiplied by the correction factor. The results 
are reported as 10°/mL. Epithelial cells should be noted 
separately if needed in the same manner. 

Using the sperm counting chamber at 20x: Count the 
number of round cells on 200 boxes (two fields) 


#RCcounted= la аа 


- x (Microscope factor / 100) / mL 
number of fields counted 


Using the Makler chamber at 10x: Count the number 
of round cells on 100 boxes (one field) and divide by 10 
to obtain round cells in 10°/mL. 
Note: If round cell value is 21.00 M/mL, perform Endtz 
(leukocytospermia) test. 
7. Bacteria: The presence of bacteria should be noted. 


4.3 Morphology Smear 

To examine sperm morphology, prepare at least two slides 
using the liquefied semen sample. The sample should be thor- 
oughly mixed before aliquoting (~10–20 pL) on each slide. 
The smear should be thin and evenly distributed (done by drag- 
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ging the sample at a 45? angle using a plain slide). The smear 
should be air-dried (~15—30 min) and then stained using the 
Diff-Quik staining system; this method is described in Sect. 5. 


4.4 Guidelines for Sample Processing 

1. Field selection is always manual; select fields to avoid 
clumps and excessive debris. 

2. Fields or cells analyzed: 
* Minimum: Five fields/sample 
e Maximum: Up to ten fields, or 2200 spermatozoa, 

whichever is less 

3. High-concentration samples: Dilution can be made using 
phosphate-buffered saline (e.g., 20 uL PBS + 20 pL of patient 
semen specimen; this would be a 1:1 dilution). If a sample 
reads 2100 M/mL, then dilute accordingly with PBS. 


4.5 Specimen Handling 

Semen samples present a possible biohazard risk since they 
may contain harmful viruses, e.g., hepatitis, herpes, and 
AIDS, etc. They should be handled using universal precau- 
tion (gloves, disposable jackets, face shields, etc.). 


5 Sperm Differential 


5.1 Slide-Making Technique 
Make two smears per specimen using the correct slide- 
making technique determined by the number of sperm: 


• Fora low count («10 x 10°/mL), use a wider angle. 
• Fora high count (2100 x 10°/mL), dilute specimen or use 
a smaller angle. 


Allow the drop of semen to spread evenly along slide and 
pull with slow, even pressure. For viscous specimens with 
adequate counts, dilute 1:1 with saline or PBS to make a better 
smear. The technique described above allows for an even dis- 
tribution of sperm on the slide for any type of count. Air-dry 
and fix with Diff-Quik fixative after smearing. Stain with 
Diff-Quik stain (see Sperm Morphology Stain procedure). 


5.2 Sperm Differential Procedure 

Two hundred sperm are to be counted on all specimens with 
counts >10 х 106 sperm/mL. If smears are made using the 
technique described above, there should be no difficulty 
counting 100 sperm on each of the two slides. 
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For counts <10 x 10°/mL: 

1. Centrifuge the semen sample prior to making two long 
smear slides. Be sure to complete the rest of the semen 
analysis prior to centrifugation. 

Note: Make two long slides using the unspun specimen as 
well. 

2. Centrifuge the specimen at 1600 rpm for 7 min. Remove 
the supernatant (seminal plasma) and resuspend the 
sperm pellet in 0.3-0.5 mL of PBS (1x) solution. Mix 
gently. Make a set of long slides on the centrifuged speci- 
men for morphology differentiation. 

3. When reading the differential, save one spun and unspun 
slide for the slide archives. Please make an attempt to 
read the differential. You may score 25 or 50 sperm as a 
percentage for those very low sperm count specimens. 
If <100 sperm are scored, make a note on the report form 
indicating how many spermatozoa were counted. 

Note: When using spun samples, do not include the round 
cells as part of the differential. 


5.3 No Sperm Seen 

If there are no sperm seen, spin down the semen sample and 
load it into a sperm counting chamber chamber [5]. If no 
sperm are seen on the spun wet preparation, the following 
lab procedure should be used: 


5.4 Cytospin Preparations 

• Using the spun semen sample, aliquot off most of the 
seminal plasma and remix the specimen. 

* Place one drop of the well-mixed semen into each of the 
cytofunnel wells (3—5 preparations). 

* Then add one drop of saline into each of the cytofunnel wells. 

* Make 2-3 long smears. 

e One cytospin and one long smear will be stained using the 
Diff-Quik stain procedure. 
The rest of the long and cytospin slides will use the 

following procedure (see the Cytospin Procedure in the 

Procedure Manual for more details): 


5.5 Nuclear Fast Red/Picroindigocarmine 


Stain (or NF/PICS) 


• Interpretation: The NF/PICS stains sperm heads red and 
tails green. This is an aid in identifying any sperm that 
may have been missed on the wet preparation. In addition, 
all nuclear elements will stain red and cytoplasmic ele- 
ments will stain green. Spermatids will have very dense 
red nuclei and green cytoplasm. It is also possible to see 
cells from the germinal epithelium that will appear as 
active, large mononuclear cells in the same color scheme. 
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All slides should be scanned entirely to check for the 
presence of sperm and/or cells. 

* All slides should be reviewed in conjunction to make a 
positive identification of the cellular elements present. 

• If there are any questions concerning this procedure, please 
refer to the “Nuclear Fast Red and Picroindigocarmine 
Stain” procedure. 


6 Quality Control 


General: All run failures will be reported in the semiannual 
review, with interpretation and corrective action taken. 


6.1 Sperm Processing Interval 
All semen analysis results should be tabulated at semiannual 
intervals to monitor if the specimens are processed within 
ninety minutes after being produced. A record of this infor- 
mation should be maintained. 

Criteria: Greater than 90 % of the specimens received in 
the lab should be processed within 1 h of receipt. 

Response: If greater than 10 % of samples are delayed for 
more than 1 h, review staffing and the specimen flow. 


6.2 Sperm Morphology 
Two proficiency slides are scored by both strict criteria and 
WHO methods at the end of each semiannual period. The 
percentages of normal sperm forms counted by each tech- 
nologist from each slide are compared with the results pro- 
vided by the proficiency testing agency. 
Criteria: The results of individual technologists should 
not differ significantly compared to the AAB results. 
Response: If the results are out of range (p «0.05), review 
specific discordance and initiate education program to stan- 
dardize criteria. 


7 Reference Ranges 


Parameter Reference range 


Semen volume 21.5 mL 
Semen pH >7.2 
Concentration >15 M/mL 
% Motile sperm 240 % 
Velocity >46 ws 
Linearity 258 96 
Undifferentiated round cells «1.0 M/mL 
Semen age 0—60 min 
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Semen Analysis Using Hamilton-Thorne 
Computer Assisted Semen Analyzer 


(CASA) 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Semen analysis yields useful information about the fertility 
status of an individual and is one of the first steps in the eval- 
uation of male factor infertility. This test provides an assess- 
ment of fertility potential, sperm production, functioning of 
accessory genital tract glands, and ejaculatory capability. 


2 Specimen Collection and Delivery 


A. The subject should be provided with clearly written, or 
verbal, instructions concerning the collection and trans- 
port of semen. 

B. Ideally, the sample should be collected after a minimum 
of 48 h and not more than 1 week of sexual abstinence. 
The name of the individual, period of abstinence, date, 
time, and location of collection should be recorded on 
the report form for each semen analysis. 

C. The sample should be collected in the privacy of a collec- 
tion room (or room close to the laboratory) and placed in a 
brown paper bag before being brought over the laboratory. 
The patient's name and medical record number (or date of 
birth) should be written on the collection container (Fig. 5.1). 
Note: If the sample is collected off-site, it should be deliv- 
ered to the laboratory within 1 h of collection and kept at 
body temperature during transport to protect from temper- 
ature extremes (no less than 20 °C but no more than 40 °С). 
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The sample should be obtained by masturbation and 
ejaculated into a clean, wide-mouthed plastic container 
(Fig. 5.1). Lubricant(s) should not be used to facilitate 
semen collection other than those provided by the 
laboratory. 

Coitus interruptus is not an acceptable means of collec- 
tion because it is possible that the first portion of the 
ejaculate, which usually contains the highest concentra- 
tion of spermatozoa, will be lost. Moreover, there will be 
cellular and bacteriological contamination of the sample, 
and sperm motility could be adversely by the acid pH of 
the vaginal fluid. 

Incomplete samples will be analyzed, but a comment 
should be noted on the report form and reported to the 
physician. 


. Note any unusual collection or condition of the specimen 


on the report form. 


. Please follow these instructions after each patient that 


uses the collection room: 

While wearing gloves, scrub the surfaces of the room 
including the chair(s), sofa(s), sink(s), sink faucet(s), 
door handle, and magazine covers, using a disposable 
germicidal tissue. 


Equipment and Materials 


Computer-assisted semen analyzer (Hamilton-Thorne 
CASA) 

Phase contrast microscope 

Disposable pasteur pipette 

Serological pipettes 

Graduated centrifuge tube 

Glass slides and coverslips 

Disposable sperm counting chamber and/or Makler 
chamber 

Pipettes (5 uL, 25 uL, 50 pL) 
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I. Dilution cups x 2mL 
J. Phosphate-buffered saline (PBS, 1x) 
К. pH paper (range 6.0–8.0) 


4 Procedure 


Allow the freshly collected semen specimen to undergo liq- 
uefaction for 20 min at 37 °C prior to analysis (Fig. 5.2). 


4.1 Initial Macroscopic Examination 


Note: The standard temperature for this examination is 
room temperature (21 °C). 

1. Appearance: The semen sample is first evaluated by 
simple inspection at room temperature. 

The sample should be mixed well in the original 
container and examined within 1 h of ejaculation. If the 
sample is more than 1 h old when motility is read, a 
comment indicating the time at which motility was read 
should be made on the report. 


Dat: 06/16/2013 


Fig. 5.1 Collection container and brown paper bag for holding sample 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


Fig. 5.2 Incubator set at 

37 °C and a semen sample 
kept for liquefaction 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
© 2015. All Rights Reserved] 
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A normal sample has a gray-opalescent appearance, is 
homogeneous, and liquefies within 60 min at room tem- 
perature. In some cases, if complete liquefaction does 
not occur within 60 min, it should be recorded. 
Liquefaction should occur within 20 min at 37 ?C (see 
Appendix 6). 

The specimen may appear clear if the sperm concen- 
tration is too low. It may also appear reddish-brown when 
red blood cells are present in the ejaculate. 

Note: If the specimen is a retrograde ejaculate, then it 
should be processed according to Appendix 3. 


. Volume: The volume of the ejaculate should be measured 


either with a sterile graduated disposable serological 

pipette (Fig. 5.3) or by aspirating the entire specimen into 

a graduated tube. 

* Low semen volume is characteristic of obstruction of 
the ejaculatory duct or congenital bilateral absence of 
the vas deferens (CBAVD) [1—4], a condition in which 
the seminal vesicles are poorly developed. 

* Low semen volume can also be the result of collection 
problems (loss of a fraction of the ejaculate), partial 
retrograde ejaculation, or androgen deficiency. 

* High semen volume may reflect active exudation in 
cases of active inflammation of the accessory organs. 


. pH: ApH measurement should be performed on all speci- 


mens using pH paper. 

A drop of semen is spread evenly onto the pH paper 
(range 6.0—8.0). After 30 s, the color of the impregnated 
zone should be uniform and comparable with the calibra- 
tion strip to read the pH (Fig. 5.4). 

* If pH exceeds 7.8, then an infection may be 
suspected. 

* If pH is less than 7.0 in a sample with azoospermia, 
dysgenesis of the vas deferens or epididymis may be 
present [5]. 

Note: Whatever type of pH paper is used for this analy- 

sis, its accuracy should be checked against known stan- 

dards before use in routine semen analysis. 


Xei Е Patient 


Dat: 06/16/2013 


Incubate at 37°C for 20 minutes to liquefy 
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Fig. 5.3 Pipetting of sample 
from collection container into 
sterile 15 mL conical tube 
using a sterile 2 mL 
serological pipette and 
automatic pipettor [Reprinted 
with permission, Cleveland 
Clinic Center for Medical 

Art & Photography © 2015. 
All Rights Reserved] 


Fig. 5.4 Use of pH test strip 
for testing sample pH 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
© 2015. All Rights Reserved] 


4. Viscosity: After liquefaction the sample’s viscosity can 


be determined by gently aspirating it into a container 
using a wide-bore plastic disposable pipette. After 
aspirating the semen sample, it should be allowed to 
drop with gravity. The length of the semen thread is 
observed. A thread greater than 2 cm indicates high 
viscosity. 


4.2 Initial Microscopic Investigation 


Note: Mix specimen thoroughly prior to this analysis. 
(Microscope setup—see Appendix 1) 

. Agglutination: Spermatozoa may normally adhere to 
cells. The presence of agglutination is suggestive of 
the existence of an immunological cause of infertility. 
The extent of agglutination may be important and even 
the presence of only a few groups of small numbers of 
agglutinated spermatozoa should be recorded. 


Hos 


Г. hydrogen 


Agglutination May Be Categorized as Follows 

i. Grade 1: Isolated, «10 spermatozoa per agglutinate, 
many free spermatozoa 

ii. Grade 2: Moderate, 10—50 spermatozoa per aggluti- 
nate, several free spermatozoa 

iii. Grade 3: Large, >50 spermatozoa, some spermato- 
zoa still free 

iv. Grade 4: Gross, all spermatozoa agglutinated and 
agglutinates interconnected 


2. Percent motility: The motility percentage can be deter- 


mined by a 3—5 uL drop of specimen loaded onto a sperm 
counting chamber (Fig. 5.5) under a 40x phase objective 
(Fig. 5.6). Count the number of motile sperm per total 
number of sperm (see Appendices 2 and 5). 


3. Forward progressive motility: 


A. After complete liquefaction of the sample, mix the 
semen sample well on the vortex mixer. 
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. Aliquot 3-5 uL of a well-mixed sample onto a sperm 


counting chamber very gently to allow it to spread 
and cover the entire well. If it does not, reload another 
well. Wait for the sample to stop drifting. 


. Examine the slide under 200x magnification. 
. Examine spermatozoa that are at least 5 mm from the 


edge of the slide to prevent observation of effects of 
drying on slide motility. 


. Systematically scan the slide to avoid repeatedly 


viewing the same area. Change fields often. 


. Start scoring a given field at a random instant. Do not 


wait for spermatozoa to swim into the field, or grid, to 
begin scoring. 


. Assess the motility of all spermatozoa in a defined 


field. This is most easily achieved by a grid. Select a 
portion of the field, or grid, to be scored for sperm con- 
centration. Score the first two rows of the grid if the 
count is high. Score the whole grid if the count is low. 


. Quickly count the spermatozoa to avoid overestimat- 


ing the number of motile sperm. The goal is to count 
all the motile sperm in the grids instantaneously. 


> 
№ 1 


~ У 


Fig. 5.5 Loading a semen sample onto a sperm counting chamber 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


Fig. 5.6 View of sperm 
under microscope using green 
filter and 20x phase objective 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
© 2015. All Rights Reserved] 
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I. Initially scan the grid being scored for the rapidly 
moving (progressively motile; PR) cells. 
J. Next, count the slow, poor progressive motile (NP) 
spermatozoa. 
K. Then, count the weakly twitching sperm with no 
forward progression. 
L. Finally, count the immotile (IM) spermatozoa. 
M. Evaluate at least 100 spermatozoa for different motil- 
ity categories in a total of 5 fields. 
N. Calculate the percentage of each of the motility 
categories. 
O. Assess the predominant grade of progressively motile 
cells and report as follows: 
i. Grade 0—1 (D): Immotile, no motility 
ii. Grade 2 (C): Weak, twitching, no progression 
iii. Grade 3 (B): Poor to moderate, erratic (poor 
progression) 
iv. Grade 4 (А): Good to rapid unidirectional for- 
ward progression 
Note: It may be good to use both scores as these can be 
verified by those provided by CASA. 


А+В+С 


Percentage forward _ Р 
A+B+C+D 


: 100 
P. progression 


Q. Report the predominant grade of forward progression 
(Grade 4, 3, 2, 1, or 0) on the pink sheet. 


. Undifferentiated round cells: The presence of round 


cells (immature germ cells, white blood cells, etc.) 
should be counted in a drop of semen specimen loaded 
onto a sperm counting chamber, under a 20x phase 
objective. Round cell concentration should be counted 
in 100 squares multiplied by the correction factor 
(see Appendix 5). The results are reported as 109 
mL. Epithelial cells should be noted separately if needed 
in the same manner. 


5. Bacteria: The presence of bacteria should be noted. 
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4.3 Morphology Smear 


To examine sperm morphology, prepare at least two slides 
using the liquefied semen sample. The sample should be thor- 
oughly mixed before aliquoting (~10—20 uL) on each slide. The 
smear should be thin and evenly distributed (done by dragging 
the sample at a 45° angle using a plain slide). The smear should 
be air-dried (~15—30 min) and then stained using the Diff-Quik 
staining system; this method is described in Sect. 6. 


44 Guidelines for Sample Processing 


1. Field selection is always manual; Select fields to avoid 
clumps and excessive debris. 

2. Fields or cells analyzed: 

* Minimum: Five fields/sample 
* Maximum: Up to ten fields or 2200 spermatozoa, 
whichever is less 

3. Low concentration samples («15 x 10°/mL): These sam- 
ples should be analyzed manually under phase contrast 
20x objective for concentration readings; the rest of the 
analysis should be carried out on the Hamilton-Thorne. 
Compare the Hamilton-Thorn count and motility with the 
manual count and motility. Use the manual results for 
either count, motility, or both in cases where the differ- 
ence is 220 %. 

Note: Please use the playback feature to check for proper 
identification of moving and nonmoving 
Adjustments may need to be done. 

4. High-concentration samples: Dilution can be made using 
phosphate-buffered saline (e.g., 20 uL PBS + 20 uL of patient 
semen specimen; this would be a 1:1 dilution). If a sample 
reads 2100 M/mL, then dilute accordingly with PBS. 


sperm. 


4.5 Specimen Handling 


Semen samples present a possible biohazard risk since they 
may contain harmful viruses, e.g., hepatitis, herpes, and 
AIDS, etc. They should be handled using universal precau- 
tion (gloves, disposable jackets, face shields, etc.). 


5  Computer-Assisted Semen Analysis 
5.1 Setting Up the Hamilton-Thorne IVOS 
-Computer Assisted Semen Analyzer 
(CASA) for Routine Semen Analysis 


The standard temperature for the CASA is 37 °C+1. 

]. Turn on the monitor, IVOS, and printer. 

2. The first screen to appear is the information screen. This 
screen is the main menu (Fig. 5.7). 


3. Click on the "Info" tab (Fig. 5.8). 

4. Click “Next” to the right of “Analysis Setup" until it reads 

"Analysis Setup No.1" and “Normal-Low.” Check the 
parameters and compare them with the previous printout. 
A printout of the gate settings is maintained in the Quality 
Control book under CASA. The parameters should be 
changed if they are not correct. 
Note: To change parameters, click on “Setup” and then 
"Stage Setup." Parameters should be defined as 20 рт 
slide; stage temperature, 37 °С; and field selection, man- 
ual (Fig. 5.9). 

5. To print the gate settings: 

a. Click on Print/File. 

b. Click on Setup Report. 

Note: Check the box next to “Summary” so all user set- 
ups print (Fig. 5.10). The gate settings should be printed 
on a weekly basis. 


5.2 Starting the Analysis 


Entering Patient Information 

1. Click on “Info.” This screen can be accessed from the tab 
on the top menu in IVOS. Next, click on the “General 
Info" tab on the left side of the screen. The information 
screen contains sample information necessary for proper 
analysis calculations (Fig. 5.8). 

2. Analysis Setup No.: This parameter should be normal- 
low. Click on *Next" until normal-low appears on the 
field. 

3. Volume in mL: The volume is necessary to calculate 
the total number of sperm in the specimen. To change the 
volume, either click on+or until the correct volume 
appears or click on volume box and enter the amount 
using the keyboard. 

4. Sample Diluent—this is the ratio of sample volume to 
diluent volume. This is required for original sample con- 
centration calculations. The only factor that is adjusted is 
the diluent volume. If 3 mL of diluent is added to 1 mL of 
sample, then the ratio should be set to 1:3 (this is a 
x4 dilution). 

5. Patient name and ID: Click on the patient name box and enter 
the patient's last name first followed by first name. Click on 
ID box and enter the patient's medical record number. 

6. Enter the date, volume, days of abstinence, and location 
in the appropriate fields under the data fields tab. 

7. Assign the patient an accession number and insert it into 
the accession number box. New accession numbers are 
assigned sequentially. For instance, if the last accession # 
was E130266, the new accession number should be 
E130267. The accession number should be followed by 
the patient's name, clinic number, CASA count, manual 
count, test run, and tech's initials. 
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Technical Support 


HAMILTON THORNE “er gore hamiltonthorne com 


Hamilton Thorne, Inc. 

100 Cummings Center, Suite 465E 

Beverly, MA0195 USA 

978-921-2050, 800-323-0503, Fax 978-921-0250 
info@hamiltonthorne.com 


Version 12.4A Build 006 
(serial # 12345) 
User: ADMIN[ADMINIS TRATOR] 


~ Pyramid Technical Consultants, Inc. 
Software and Design By: A Lexington, Ma www.ptcusa.com 


Fig. 5.7 Screenshot of CASA software upon initial loading [Reprinted with permission, Cleveland Clinic Center for Medical Art & Photography 
© 2015. АП Rights Reserved] 


SETUP INFORMATION 


Fadlity Name | 
Analysis setup No.1 | 


IDENTIFIER 
(Last, First MI) 


Fields 


Patient Name 


ПН 


SAMPLE INFORMATION 


Volume (ml): [0.000 ml [-] 
Sample: Diluent 1: [0.000 [-] 
Chamber: [A 


Fig. 5.8 Screenshot of CASA software; patient and sample information input screen [Reprinted with permission, Cleveland Clinic Center for 
Medical Art & Photography © 2015. АП Rights Reserved] 
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5.3 Analyzing the Sample 


1. Click on the “Acquire” tab at the top of the screen when 
finished entering the necessary information in “General 
Info" and *Data Fields." 

2. Load 3-5 uL of well-mixed semen onto the sperm counting 
chamber and allow the slide to rest for about 30 s to 1 min. 

3. Press “Load” on the front of the IVOS to access the stage 
(Fig. 5.11). 

4. Place the sperm counting chamber on the stage as indi- 
cated in Fig. 5.12 and press “Load” again. The stage will 
enter into the IVOS. The center of sperm counting cham- 
ber should be approximately 7.0 mm. 

5. The sample image will appear on the screen. Focus the 
image by turning the focus knob on the IVOS. 

6. Manually select at least 5 fields. You may “Jog In" or “Jog 
Out" from the 7 mm point to obtain the desired fields. 
Each time *Manual Selection" is clicked, the IVOS will 
remember the position of the stage and will automatically 
move the stage to each selected field during analysis. 
The number under *Manual Select" denotes the number 
of fields chosen for analysis. 

7. Click on "Start Screen." The IVOS will analyze the fields 
selected and automatically give the first page of analysis 
results on the screen. 

8. Click on "Results" to see further result screens. If possi- 
ble, then count more than 200 cells. If you need to add 
more fields, then click “Add Screen." Each new analysis 
and the results represent the mean (weighted by the num- 
ber of cells in each field). 


5.4 Printing Final Report (Fig. 5.10) 


1. Click on Results. 
2. Click on Print/File. 
3. Click on Print. 


6 Sperm Differential 


6.1 Slide-Making Technique 

Make two smears per specimen using the correct slide- 
making technique determined by the number of sperm: 

e For a low count («10x 10°/mL), use a wider angle. 

• Fora high count (2100 x 10°/mL), dilute specimen or use 

a smaller angle. 

Allow the drop of semen to spread evenly along slide and 
pull with slow, even pressure. For viscous specimens with 
adequate counts, dilute 1:1 with saline or PBS to make a bet- 
ter smear. The technique described above allows for an even 


distribution of sperm on the slide for any type of count. Air- 
dry and fix with Diff-Quik fixative after smearing. Stain with 
Diff-Quik stain (see Sperm Morphology Stain procedure). 


6.2 Sperm Differential Procedure 


Two hundred sperm are to be counted on all specimens with 
counts >10х 105 sperm/mL. If smears are made using the 
technique described above, there should be no difficulty 
counting 100 sperm on each of the two slides. For counts 
«10 x 10°/mL, see Appendix 6. 


For Counts «10 x 105/mL 

A. Centrifuge the semen sample prior to making two long 
smear slides. Be sure to complete the rest of the semen 
analysis prior to centrifugation. 

Note: Make two long slides using the unspun specimen 
as well. 

B. Centrifuge the specimen at 1600 rpm for 7 min. Remove 
the supernatant (seminal plasma) and resuspend the 
sperm pellet in 0.3-0.5 mL of PBS (1x) solution. Mix 
gently. Make a set of long slides on the centrifuged speci- 
men for morphology differentiation. 

C. When reading the differential, save one spun and unspun 
slide for the slide archives. Please make an attempt to 

read the differential. You may score 25 or 50 sperm as a 
percentage for those very low sperm count specimens. 
If «100 sperm are scored, make a note on the report form 
indicating how many spermatozoa were counted. 
Note: When using spun samples, do not include the round 
cells as part of the differential. 


6.3 NoSperm Seen 


If there are no sperm seen, spin down the semen sample and 

load it into a sperm counting chamber. If no sperm are seen 

on the spun wet preparation, the following lab procedure 

should be used: 

Cytospin Preparations 

* Using the spun semen sample, aliquot off most of the 
seminal plasma and remix the specimen. 

* Place one drop of the well-mixed semen into each of the 
cytofunnel wells (3—5 preparations). 

* Then add one drop of saline into each of the funnel wells. 

* Make 2-3 long smears. 

* Onecytospin and one long smear will be stained using the 
Diff-Quik stain procedure. 


The rest of the long and cytospin slides will use the 
following procedure (see the Cytospin Procedure in the 
Procedure Manual for more details): 
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IMAGE CAPTURE 


Frames Per Sec. [60 | Hz — ] 
No. of Frames [30 | [-] 


DEFAULTS (If « 5 Motile Cells) 


Cell Size [6 pix| -- ] 
Cell Intensity | 160 [-] 


DEFAULTS (If < 5 Motile Cells) 


Cell Size [6 вх — ] 
Cell Intensity | 160 [-] 


@= Cell per frame 


a VL 
STR = VAP x 100 


VSL 
LIN= VCL x 100 


PROGRESSIVE CELLS 


Path Velocity(VAP) [25.0 ws| — ] 
Straightness(STR) | 800 % [-] 


SLOW CELLS 


о Моше © Static 


VAP Cutoff | 5.0 ws [-] 
У. слон [110 | ws[ -- ] 


Slow Cells 


Fig. 5.9 Screenshot of CASA software; setup information screen [Reprinted with permission, Cleveland Clinic Center for Medical Art & 


Photography © 2015. АП Rights Reserved] 


Nuclear Fast Red/Picroindigocarmine Stain (or NF/PICS) 

* Interpretation: The NF/PICS stains sperm heads red and 
tails green. This is an aid in identifying any sperm that 
may have been missed on the wet preparation. In addi- 
tion, all nuclear elements will stain red and cytoplasmic 
elements will stain green. Spermatids will have very 
dense red nuclei and green cytoplasm. It is also possible 
to see cells from the germinal epithelium that will appear 
as active, large mononuclear cells in the same color 
scheme. АП slides should be scanned entirely to check for 
the presence of sperm and/or cells. 

* АП slides should be reviewed in conjunction to make a 
positive identification of the cellular elements present. 

* If there are any questions concerning this procedure, 
please refer to the “Nuclear Fast Red and Picroindigo 
carmine Stain" procedure. 


7 Quality Control 


General: All run failures will be reported in the Quality 
Assurance monthly review, with interpretation and correc- 
tive action taken. 


7.1 Hamilton-Thorne Computer 


Semen Analyzer 


Printing of gate settings and comparison with original posted 
values should be done weekly. If the weekly printout does 
not match posted gate settings for the machine, then this 
should be corrected before proceeding with the specimen 
analysis. The printout should be filed in a quality control log 
(Red Book) marked for that purpose. 


Criteria: Gate settings at the posted value. 
Response: If out of range; reset gate settings. 


7.2 Daily Precision 


A patient specimen should be selected at random and run 
through the CASA. A manual count and motility reading 
should be performed simultaneously. 


Criteria: All manual results should be within 20 % differ- 
ence of CASA value. 

Response: If results are not within the defined percentage 
difference, the manual count or motility should be used. 
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SELECT REPORTS ACTIVATE FILE OUTPUT 


с Summary т CLINICAL 
EJ Supplementary 


File Name: clinical | '| 
О Setup 
О Bar Charts 


о HDATA ASCII Export 
О QCPlots 


da ii [Са F.Patient [| 
O Custom Report #1 ile Name c\ascii 


O Custom Report #2 
coston Repor © Image Storage 


File Name: \image\1234567 | Сїсї F. Patient gi 


O Custom Report #3 


Printer Setup | 


PRINT & FILE PREFERENCES 
El Use Patient Name on Report? 
Automatic Output o Off e Print о File о Print and File 
Automatic Image File Options e EachField о Final Field Only 


Custom Report Export e Off о Coml © Com2 о Network: | 


Fig. 5.10 Screenshot of CASA software; printer and report setup screen [Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. АП Rights Reserved] 


Fig. 5.11 Hamilton-Thorne 
CASA displaying load tray 
location [Reprinted with 
permission, Cleveland Clinic | 
Center for Medical Art & xj 3 y» 
Photography © 2015. АП | 


Rights Reserved] Јод №" Јод *ОШТ" LOAD 


Load Tray 
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Fig. 5.12 Loading the sperm 
counting chamber in the load 
tray [Reprinted with 
permission, Cleveland Clinic 
Center for Medical Art & 
Photography © 2015. All 
Rights Reserved] 


Recalibration of the CASA may be needed if the problem 
persists. Inform the supervisor or director. 


7.3 Manual Counts (See Appendices 2 and 5) 


The manual count should be done on specimens where sperm 
concentration is <15x10°/mL or those with an excessive 
number of extraneous cells (220 round cells/hpf). 

Criteria: CASA concentration measurement must be 
215x108/mL. 

Response: If «15x 105/mL do a manual count before 
reporting. 


7.4 Sperm Processing Interval 


All semen analysis results should be tabulated in QA review 
to monitor if the specimens are processed within 90 min after 
being produced. A record of this information should be 
maintained. 

Criteria: Greater than 90 % of the specimens received in 
the lab should be processed within 1 h of receipt. 

Response: If >10 % of samples are delayed for more than 
1 h, review staffing and the specimen flow. 


7.5 Sperm Morphology 
Two proficiency slides are scored by both strict criteria and 


the WHO methods at the end of each semiannual period. 
The percentages of normal sperm forms counted by each 
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technologist from each slide are compared with the results 
provided by the proficiency testing agency. 


Criteria: The results of individual technologists should 
not differ significantly compared to the AAB results. 

Response: If the results are out of range (p «0.05), review 
specific discordance and initiate education program to stan- 
dardize criteria. 


7.6 Standard Sperm Analysis Temperature 


A temperature range of 37 °С (CASA) to 21 °С (manual 
microscope) was evaluated on 20 semen specimens with a 
correlation factor (7?) of 0.970116. Therefore, our standard 
for CASA is 37 °C+1 and manual count and motility is 
21°С. 

Criteria: The temperature of the CASA stage is recorded 
on the semen analysis worksheets. 

Response: If the CASA temperature is out of range, 
inform the supervisor. 


8 Reference Ranges 


Semen volume: >1.5 mL 

Semen pH: >7.2 

Concentration: >15 M/mL 

% Motile sperm: >40 % 

Normal oval head: >4 % 

Velocity: 246 u/s 

Linearity: >58 96 

Undifferentiated round cells: «1.0 M/mL 
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Semen Analysis Using Sperm Class 
Analyzer (SCA v5) for Computer 
Assisted Semen Analysis (CASA) 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Semen analysis yields useful information about the fertility 
status of an individual and is one of the first steps in the diag- 
nosis of male factor infertility. This test provides an assess- 
ment of fertility potential, sperm production, functioning of 
accessory genital tract glands, and ejaculatory capability. 


2 Specimen Collection and Delivery 


A. The subject should be provided with clearly written, or 
verbal, instructions concerning the collection and trans- 
port of semen. 

B. Ideally, the sample should be collected after a minimum 
of 48 h and not more than 1 week of sexual abstinence. 
The name of the individual, period of abstinence, date, 
time, and location of collection should be recorded on 
the report form for each semen analysis. 

C. The sample should be collected in the privacy of a collec- 
tion room (or room close to the laboratory) and placed in 
a brown paper bag before being brought over the labora- 
tory. The patient's name and medical record number 
(or date of birth) should be written on the collection con- 
tainer (Fig. 6.1). 

Note: If the sample is collected off-site, it should be deliv- 
ered to the laboratory within 1 h of collection and kept at 
body temperature during transport to protect from tempera- 
ture extremes (no less than 20 ?C but no more than 40 ?C). 
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D. The sample should be obtained by masturbation and 
ejaculated into a clean, wide-mouthed plastic container 
(Fig. 6.1). Lubricant(s) should not be used to facilitate 
semen collection. 

E. Coitus interruptus is not acceptable as a means of collec- 
tion because it is possible that the first portion of the 
ejaculate, which usually contains the highest concentra- 
tion of spermatozoa, will be lost. Moreover, there will be 
cellular and bacteriological contamination of the sample, 
and sperm motility could be adversely affected by the 
acid pH of the vaginal fluid. 

F. Incomplete samples can be analyzed but a comment 
should be noted on the report form. 

G. Note any unusual collection or condition of the specimen 
on the report form. 

H. Please follow these instructions after the use of collection 

room by each patient. 

While wearing gloves, scrub the surfaces of the room includ- 
ing: the chair(s), sofa(s), sink(s), sink faucet(s), door han- 
dle, and magazine covers, using a disposable germicidal 
tissue. 
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Equipment and Materials 


. Sperm Class Analyzer (v5) software 

. Camera 

. Microscope 

. Disposable Pasteur pipette 

. Graduated centrifuge tube 

. Glass slides and cover slips 

. Disposable sperm counting chamber and/or Makler 
chamber 

. Pipettes (5 uL, 25 uL, 50 pL) 

. Dilution cups x2 mL 

. Phosphate-buffered saline (PBS, 1x) 

. pH paper (range 6.0–8.0) 


Qmmounoow» 
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Procedure 


Allow the freshly collected semen specimen to undergo liq- 
uefaction for 20 min at 37 °C prior to analysis (Fig. 6.2). 


4.1 Initial Macroscopic Examination 


Note: The standard temperature for this examination is room 
temperature (21 °C): 


1. 


Appearance: The semen sample is first evaluated by sim- 
ple inspection at room temperature. 

The sample should be mixed well in the original con- 
tainer and examined within 1 h of ejaculation. If the sam- 
ple is more than 2 h old when motility is read, a comment 
indicating time motility was read should be made in report. 

A normal sample has a gray-opalescent appearance 
and is homogeneous and liquefies within 60 min at room 
temperature. In some cases, if complete liquefaction does 


Fig. 6.1 Collection container and brown paper bag for holding sample 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


Fig. 6.2 Incubator set at 
37 °C and a semen sample 
kept for liquefaction 
[Reprinted with 
permission, Cleveland 


Clinic Center for Medical 
Art & Photography © 
2015. All Rights Reserved] 
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not occur within 60 min, it should be recorded. 
Liquefaction should occur within 20 min at 37 °C (see 
Appendix 6). 

The specimen may appear clear if the sperm concen- 
tration is too low. It may also appear brown when red 
blood cells are present in the ejaculate. 

Note: If the specimen is a retrograde urine specimen, 
then it should be processed according to Appendix 3. 


. Volume: The volume of the ejaculate should be mea- 


sured either with a graduated disposable sterile pipette 
(Fig. 6.3) or by aspirating the entire specimen into a grad- 
uated tube. 

Low semen volume is characteristic of obstruction of the 
ejaculatory duct or congenital bilateral absence of the vas 
deferens (CBAVD) [1-4], a condition in which the semi- 
nal vesicles are poorly developed. 

Low semen volume can also be the result of collection 
problems (loss of a fraction of the ejaculate), partial retro- 
grade ejaculation, or androgen deficiency. 

High semen volume may reflect active exudation in cases 
of active inflammation of the accessory organs. 


. pH: A pH measurement should be performed on all spec- 


imens using pH paper. A drop of semen is spread evenly 
onto the pH paper (range 6.0—8.0). After 30 s, the color of 
the impregnated zone should be uniform and comparable 
with the calibration strip to read the pH (Fig. 6.4). 

If pH exceeds 7.8, then an infection may be suspected. 

If pH is less than 7.0 in a sample with azoospermia, dysgen- 
esis of the vas deferens or epididymis may be present [5, 6]. 
Note: Whatever type of pH paper is used for this analysis, 
its accuracy should be checked against known standards 
before use in routine semen analysis. 


. Viscosity: After liquefaction the sample’s viscosity can 


be determined by gently aspirating it into a container 
using a wide-bore plastic disposable pipette. After aspi- 
rating the semen sample, it should be allowed to drop 
with gravity. The length of the semen thread is observed. 
A thread greater than 2 cm indicates high viscosity. 
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Fig. 6.3 Pipetting of 
sample from collection 
container into sterile 

15 mL conical tube using a 
sterile 2 mL serological 
pipette and automatic 
pipettor [Reprinted with 
permission, Cleveland 
Clinic Center for Medical 
Art & Photography © 
2015. All Rights Reserved] 


Fig. 6.4 Use of pH test 
strip for testing sample pH 
[Reprinted with 
permission, Cleveland 
Clinic Center for Medical 
Art & Photography © 
2015. All Rights Reserved] 


4.2 Initial Microscopic Investigation 


Note: Mix specimen thoroughly prior to this analysis (micro- 
scope setup—see Appendix 1). 


1. Agglutination: Spermatozoa may normally adhere to 
cells. The presence of agglutination is suggestive of the 
existence of an immunological cause of infertility. The 
extent of agglutination may be important, and even the 
presence of only a few groups of small numbers of agglu- 
tinated spermatozoa should be recorded. 

Agglutination may be categorized as follows: 
i. Grade 1: Isolated, <10 spermatozoa per agglutinate, 
many free spermatozoa 
ii. Grade 2: Moderate, 10—50 spermatozoa per aggluti- 
nate, several free spermatozoa 


ш. Grade 3: Large, >50 spermatozoa, some spermatozoa 
still free 

iv. Grade 4: Gross, all spermatozoa agglutinated and 
agglutinates interconnected 


. Percent Motility: The motility percentage can be deter- 


mined by a 3—5 uL drop of specimen loaded onto a sperm 
counting chamber (Fig. 6.5) under a 40x phase objective. 
Count the number of motile sperm per total number of 
sperm (see Appendices 2 and 5) (Fig. 6.6). 


3. Forward Progressive Motility: 


A. After complete liquefaction of the sample, mix the 
semen sample well on the vortex mixer. 

B. Aliquot 3—5 uL of a well-mixed sample onto a sperm 
counting chamber very gently to allow it to spread 
and cover the entire well. If it does not, reload another 
well. Wait for the sample to stop drifting. 

C. Examine the slide under 200x magnification. 
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. Examine spermatozoa that are at least 5 mm from the 


edge of the slide to prevent observation of effects of 
drying on slide motility. 


. Systematically scan the slide to avoid repeatedly 


viewing the same area. Change fields often. 


. Start scoring a given field at a random instant. Do not 


wait for spermatozoa to swim into the field, or grid, to 
begin scoring. 


. Assess the motility of all spermatozoa in a defined 


field. This is most easily achieved by a reticle. Select 
a portion of the field, or grid, to be scored for sperm 
concentration. Score the first two rows of the grid if 
the count is high. Score the whole grid if the count is 
low. 


. Quickly count the spermatozoa to avoid overestimat- 


ing the number of motile sperm. The goal is to count 
all the motile sperm in the grids instantaneously. 


P 
& 


Fig. 6.5 Loading a semen sample onto a sperm counting chamber 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


Fig. 6.6 View of sperm under microscope 
using green filter and 20x phase objective 
[Reprinted with permission, Cleveland Clinic 
Center for Medical Art & Photography © 
2015. All Rights Reserved] 


A. Agarwal et al. 


I. Initially scan the grid being scored for the rapidly 
moving (progressively motile, PR) cells. 
J. Next, count the slow, poor progressive motile (NP) 
spermatozoa. 
K. Then, count the weakly twitching sperm with no for- 
ward progression. 
L. Finally, count the immotile (IM) spermatozoa. 
M. Evaluate at least 100 spermatozoa for different motil- 
ity categories in a total of 5 fields. 
N. Calculate the percentage of each of the motility 
categories. 
O. Assess the predominant grade of progressively motile 
cells and report as follows: 
i. Grade 0-1 (D): immotile, no motility 
ii. Grade 2 (C): Weak, twitching, no progression 
iii. Grade 3 (B): Poor to moderate, erratic (poor 


progression) 
iv. Grade 4 (A): Good to rapid unidirectional forward 
progression 


Note: It may be good to use both scores as these can be 
verified by those provided by CASA. 
P. 


A+B+C 


——— x100 
A+B+C+D 


Percentage forward progression = 
Q. Report the predominant grade of forward progression 
(Grade 4, 3, 2, 1, or 0) on the pink sheet. 

4. Undifferentiated Round Cells (extraneous cells): The pres- 
ence of round cells (immature germ cells, white blood cells, 
etc.) should be counted in a drop of semen specimen loaded 
onto a sperm counting chamber, under a 20x phase objec- 
tive. Round cell concentration should be counted in 100 
squares multiplied by the correction factor (see Appendix 5). 
The results are reported as 10°/mL. Epithelial cells should be 
noted separately if needed in the same manner. 

5. Bacteria: The presence of bacteria should be noted. 
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4.3 


Morphology Smear 


To examine sperm morphology, prepare at least two slides 
using the liquefied semen sample. The sample should be 
thoroughly mixed before aliquoting (~10–20 uL) on each 
slide. The smear should be thin and evenly distributed 
(done by dragging the sample at a 45° angle using a plain 
slide). The smear should be air-dried (~15—30 min) and 
then stained using the Diff-Quik staining system (see 
Sect. 7). 


5.1 


Sperm Class Analyzer (SCA v5): 
Computer-Assisted Semen Analysis 


Set Up the SCA for Routine Semen 
Analysis 


The standard temperature for the CASA is 37 °C+1°. 


10. 


11. 


Starting the Analysis 


. Double-click the “Sperm Class Analyzer (SCA v5)” 


desktop icon to load the software. 


. The software will load and then ask for a username and 


password. The username should be set as “Administrator” 
and the password field left blank. Click “OK.” 


. The software automatically loads a “new sample” 


window. 


. Enter the patient’s medical record number (MRN) first 


into the CHN field. Then, click the magnifying glass to 
pull up the patient’s information. If the patient’s infor- 
mation populates, proceed to step 8. If not, proceed to 
the next step. 


. A“Search” window will open for patients that are not in 


the system. Click “Add” at the bottom of the window to 
add the patient to the database. 


. The “Patient” window will now open. Enter the patient's 


ID number into the CHN field, along with the patient’s 
first name, under “Name,” and last name, under 
“Surname 1." Then, click “ОК” at the bottom of the 
window. 


. Again, click the magnifying glass next to the CHN field 


and the patient’s information will now populate. 


. Fill out the rest of the patient and sample information 


including: collection date/time, abstinence days, vol- 
ume, pH, etc. (as needed). 


. Click “Programs” from the toolbar near the top of the 


screen and a drop-down menu should appear. Then, 
click “SCA motility.” 

A window entitled “Select configuration” should pop 
up. Set the configuration field as “default” and leave the 
password field blank. Then, select “Enter.” 

Click the camera icon under the “Analyze” field. 


12. 


13. 


14. 


15. 


16. 


17. 


18. 


19. 
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A “New Analysis” window will appear. Do not change 
any fields unless a dilution was performed. If the sample 
was diluted, enter the dilution factor in the “Dilution” 
field. Then, press “OK.” 

The “capture” window should now open and the patient’s 
sample should be visible on the screen. 

Note: The objective should be set at 10x and phase 1. If 
the sample is not visible on the computer screen, make 
sure the metal pull-arm on the top of the microscope 
(near the camera) is pulled out completely. 

Select the fields you would like to analyze by moving 
the microscope’s stage to the appropriate area and then 
click “ANALYZE” under the “Capture” field. 

Note: If you need to focus the image, use the micro- 
scope’s focus knob until the image becomes clear. Use 
the microscope’s brightness knob to adjust how light/ 
dark the image is. If the sample concentration is too 
high, the software will alert you. Perform a dilution on 
the sample and restart the analysis. 

After capturing 500 spermatozoa, a window will pop up 
asking, “Do you want to capture more fields?” Select, 
“Yes” if you would like to capture more fields. Select 
“No” when complete. 

The captured fields should now be visible at the bottom 
of the screen. You may click on each field to review the 
results. The field will highlight in red when it is selected. 
Any fields that appear to be inaccurate may be deleted 
by pressing the delete key on the keyboard when high- 
lighted. Click the red “X” at the upper-most right hand 
of the screen when finished. 

A pop-up window will prompt, *Do you wish to save the 
analysis to the database?" Select “Yes” to save the anal- 
ysis and "No" to disregard the analysis. 

Next click “Reports” on the toolbar to view a drop-down 
menu and then select *Complete." 

Click on the printer icon at the top of the screen and then 
press "Print" to print the report. 


Guidelines for Sample Processing 


. Field selection is always manual; select fields to avoid 


clumps and excessive debris. 


. Fields or Cells Analyzed: 


* Minimum: Five fields/sample 
e Maximum: Up to ten fields, or 2200 spermatozoa, 
whichever is less 


. Low Concentration Samples (<20 x 10°/mL): These sam- 


ples should be analyzed manually under phase contrast 
20x objective for concentration readings; the rest of the 
analysis should be carried out on the SCA. Compare the 
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SCA count апа motility with the manual count and motil- 
ity. Use the manual results for either count, motility, or 
both in cases where the difference is >20 %. 
Note: Please use the playback feature to check for proper 
identification of moving and immotile 
Adjustments may need to be done. 

D. High Concentration Samples: Dilution can be made using 
phosphate-buffered saline (e.g. 20 pL PBS +20 pL of patient 
semen specimen; this would be a 1:1 dilution). If a sample 
reads >100 M/mL, then dilute accordingly with PBS. 


sperm. 


7 Sperm Differential 


7.1 Slide-Making Technique 
Make two smears per specimen using the correct slide- 
making technique determined by the number of sperm: 


• Fora low count («10x 10°/mL), use a wider angle. 
• Fora high count (2100 x 10°/mL), dilute specimen or use 
a smaller angle. 


Allow the drop of semen to spread evenly along slide and 
pull with slow, even pressure. For viscous specimens with 
adequate counts, dilute 1:1 with saline or PBS to make a bet- 
ter smear. The technique described above allows for an even 
distribution of sperm on the slide for any type of count. Air- 
dry and fix with Diff-Quik fixative after smearing. Stain with 
Diff-Quik stain (see Sperm Morphology Stain procedure). 


7.2 Sperm Differential Procedure 

Two hundred sperms are to be counted on all specimens with 
counts >10x 10° sperm/mL. If smears are made using the 
technique described above, there should be no difficulty 
counting 100 sperm on each of the two slides. For counts 
<10x10°/mL, see Appendix 4. 


7.3 No Sperm Seen 

If there are no sperm seen, spin down the semen sample and load 
it into a sperm counting chamber. If no sperm are seen on the spun 
wet preparation, the following lab procedure should be used: 


Cytospin Preparations 
* Using the spun semen sample, aliquot off most of the 
seminal plasma and remix the specimen. 
* Place one drop of the well-mixed semen into each of the 
funnel wells (3—5 preparations). 
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* Then, add one drop of saline into each of the funnel 
wells. 

* Make 2-3 long smears. 

* Onecytospin and one long smear will be stained using the 
Diff-Quik stain procedure. 

* The rest of the long and cytospin slides will use the fol- 
lowing procedure (see the Cytospin Procedure in the 
Procedure Manual for more details): 


Nuclear Fast Red/Picroindigocarmine Stain (or 
NE/PICS) 

* Interpretation: The NF/PICS stains sperm heads red and 
tails green. This is an aid in identifying any sperm that 
may have been missed on the wet preparation. In addition, 
all nuclear elements will stain red and cytoplasmic ele- 
ments will stain green. Spermatids will have very dense 
red nuclei and green cytoplasm. It is also possible to see 
cells from the germinal epithelium that will appear as 
active, large mononuclear cells in the same color scheme. 
АП slides should be scanned entirely to check for the 
presence of sperm and/or cells. 

* АП slides should be reviewed in conjunction to make a 
positive identification of the cellular elements present. 

* [fthere are any questions concerning this procedure, please 
refer to the "Nuclear Fast Red and Picroindigocarmine 
Stain" procedure or consult the Supervisor or Director. 


8 Quality Control 


General: АП run failures will be reported in the quality 
assurance review, with interpretation and action taken. 


8.1 Daily Precision 
A patient specimen should be selected at random and run 
through the SCA. A manual count and motility reading 
should be performed simultaneously. 

Criteria: All manual results should be within 20 % differ- 
ence of SCA value. 

Response: If results are not within the defined percentage 
difference, the manual count or motility should be used. 
Recalibration of the SCA may be needed. 


8.2 Manual Counts (See Appendices 2 and 5) 
The manual count should be done on specimens where sperm 
concentration is <20x10°/mL or those with an excessive 
number of extraneous cells (>20 round cells/hpf). 
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Criteria: SCA concentration measurement must be 
>20 x 10°/mL. 

Response: If <20x10°/mL, do a manual count before 
reporting. 


8.3 Sperm Processing Interval 
All semen analysis results should be tabulated at monthly 
quality assurance review to monitor if the specimens are pro- 
cessed within ninety minutes after being produced. A record 
of this information should be maintained. 

Criteria: Greater than 90 % of the specimens received in 
the lab should be processed within 1 h of receipt. 

Response: If >10 % of samples are delayed for more than 
1 h, review staffing and the specimen flow. 


8.4 Sperm Morphology 
Two proficiency slides are scored by both strict criteria and 
WHO methods at the end of each semi-annual period. The 
percentages of normal sperm forms counted by each tech- 
nologist from each slide are compared with the results pro- 
vided by the American Association of Bioanalysis (AAB). 
Criteria: The results of individual technologists should 
not differ significantly compared to the AAB results. 
Response: If the results are out of range (p <0.05), review 
specific discordance and initiate education program to stan- 
dardize criteria. 


8.5 Standard Sperm Analysis Temperature 
A temperature range of 37 °C (SCA) vs. 21 °C (manual 
microscope) was evaluated on 20 semen specimens with a 
correlation factor (7?) of 0.970116. Therefore, our standard 
for SCA is 37 °C + 1 and manual count and motility is 21 °C. 
Criteria: The temperature of the SCA stage is recorded 
on the semen analysis worksheets. 
Response: If the SCA temperature is out of range, inform 
the Supervisor. 


9 Reference Ranges 


Semen volume: >1.5 mL 
Semen pH: >7.2 
Concentration: >15 M/mL 
% Motile sperm: >40 % 
Normal oval head: >4 % 
Velocity: >46 p/s 
Linearity: >58 96 


Undifferentiated round cells: «1.0 M/mL 
Semen age: 0—60 min 


10 Appendix 1: Center the Phase 


Contrast Condenser 


1. Rotate the phase contrast turret until the letter “О” can be 
seen through the central window, and open the aperture 
iris diaphragm fully. 

2. Place a specimen on the stage, bring the 10x objective 
into the light path, and focus on the specimen (EN slide). 
Note: If an auxiliary lens or high/low magnification 
selector is provided with the microscope used, set it to 
the position for the 10x objective. 


3. Тор down (close to right) the field iris diaphragm of the 
microscope. 

4. While looking through the eyepiece, move the con- 
denser up and down with the condenser height adjust- 
ment to focus on the image of the field iris 
diaphragm. 

5. Widening the diameter of the field iris diaphragm pro- 
gressively, adjust the condenser centering knobs (front 
knobs) to bring the diaphragm image into the center of 
the field of view. When the polygonal image of the iris 
diaphragm becomes inscribed in the field, slightly 
increase the diameter of the field iris diaphragm until it is 
just outside the field of view. 


11 Align the Phase Annulus and Light 
Annulus 


1. Swing the objective of your choice into the light path. 

2. Rotate the phase contrast turret until the number corre- 
sponding to the objective magnification is seen through 
the central window. 

3. Focus on the specimen (E/N slide). 

Note: In the case that the microscope is provided with the 
auxiliary lens system or high/low magnification selector 
lever, set it to the position for the objective magnification 
used. 

4. Remove one of the eyepieces and insert the centering 
telescope CT-5 into the eyepiece tube. 

5. Rotate the top lens assembly of the CT-5 to bring (light 
annulus in the objective) into focus. 

6. Rotate the two light annulus centering knobs (back 
knobs) of the condenser until light annulus and phase 
annulus are concentric and superimposed. 
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12 Appendix 2: Calibration 


of Microscope Reticle 


A. The microscope reticle is calibrated using a stage 
micrometer. 
B. Load the micrometer onto the stage and focus and line up 
the micrometer with the reticle grid. 
C. Count the micrometer lines that measure across 10 
squares of the reticle using the 10x and 20x. 
Use the following formula to calculate the microscope con- 
version factors: 
20 н chamber thickness 
(Р?) the number of increments per reticule square times 
0.01 mm and squared: 
1,000, 000 
TxD’ 
Example: Using the 20x Lens 
e 57 increments/10 squares = 5.7 increments/squares. 
• 1 increment equals 1/100 mm. 
e 5.7x0.01 mm=0.057 mm. 
• 0.057 mmx 1000=57 и (D). 
• D=57 02=57х57=3249. 
1,000,000 _ 1,000,000 
d (20)x3249 64,980 


= microscope factor 


=15.39( factor) 


13 Appendix 3: Retrograde Ejaculate 
Processing for Routine Semen 


Analysis 


A. The patient should collect the urine sample directly after 
the semen sample in 9 mL of HTF media. 

B. When urine specimen arrives to the laboratory, measure 
the total volume of the urine (and HTF) and record on the 
pink worksheet. 

C. Aliquot the specimen into sterile conical tubes (with lids) 
and centrifuge at 1600 rpm for 10 min. 

D. Pour off (or aliquot) the urine supernatant into a waste 
container. 

E. Reconstitute the first tube with 1-2 mL of HTF. Transfer 
1-2 mL from the first tube to second tube and reconsti- 
tute. Continue this process until all the tubes are 
reconstituted. 

Е. Do the semen analysis on the last reconstituted tube. 

G. When entering the volume of specimen into the 
CASA (SCA), enter the reconstituted volume of 
1-2 mL depending on how much HTF you originally 
added. 
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H. Base your calculations on the reconstituted volumes of 
1-2 mL. 
I. Please put the reconstituted volume in the volume field 
and comment on the original urine volume. 
For example: Semen suspended in 50 mL of urine. 
Specimen spun and resuspended in HTF. 
J. Process the reconstituted specimen for the routine analy- 
sis as per Routine Analysis procedure. 


14 Appendix 4: Sperm Morphology 
Differentials in Severely 


Oligozoospermic Specimens 


A. In patients with poor sperm counts («10 x 10°/mL), cen- 
trifuge the semen sample prior to making two long smear 
slides. Be sure the rest of the semen analysis is completed 
prior to centrifugation. 

Note: Make two long slides using the unspun specimen 
as well. 

B. Centrifuge the specimen at 1600 rpm for 7 min. Remove 
the supernatant (seminal plasma) and resuspend the 
sperm pellet in 0.3-0.5 mL of PBS (1x) solution. Mix 
gently. Make a set of long slides on this centrifuged spec- 
imen for morphology differentiation. 

C. When reading the differential, save one spun and unspun 
slide for the slide archives. Please make an attempt to 
read the differential. You may score 25 or 50 sperm as a 
percentage for the very low specimens. If «100 sperm are 
scored, make a note on the report form indicating how 
many spermatozoa were counted. 

Note: Do not include the round cells as part of the 
differential. 


15 Appendix 5: Manual Counts 
and Motilities 
15.1 Manual Counts: Using the Sperm 


Counting Chamber 


Count a minimum of 100 cells this includes motile and 
nonmotile sperm (this may take more than one field; insure 
the fields have similar concentration). 


1. Using the 20x objective: 
Average # Cells p 


Number Fields 
=...x10°/mL 


Note: See Appendix 2. 


Concentration = (20x Row factor ) 
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15.2 Manual Motility: Using the Sperm 


Counting Chamber 


When doing a manual count which includes motile and non- 
motile sperm, without changing the field, count only the 
motile sperm and calculate the percent motility: 

# motile cells counted 


x100=% motile sperm 
Total#of cells counted 


15.2.1 Round Cell Estimation (RC) 


1. Using the sperm counting chamber at 20x: Count the 
number of round cells in 200 boxes (two fields): 


Average? RC 


#RC Counted = ————— — —— 
Number of Fields 


x (20x Row Factor) / 100 x 105 / mL 


16 Appendix 6: Viscosity Treatment 
System 


16.1 VTS Procedure 


1. Purpose: This proteolytic enzyme treatment system will 
be used when a freshly collected semen specimen 
obtained by masturbation fails to undergo liquefaction 
after 30 min of incubation at 37 °C. Its use is intended to 
assist in sample preparation prior to analysis. 

2. Reagents: Viscosity Treatment System 

20 vials (treatments) of proteolytic enzyme contain 
5 mg chymotrypsin per vial (treatment). 

The reagent is stored at —20 °C until use. See package 
for expiration. 

3. Procedure: 

A. Remove one vial (proteolytic enzyme) from the 
—20 ?C freezer. 

B. Tap the vial on the countertop to dislodge any powder 
that may be adhering to the vial cap. 

C. Add the contents of the vial (proteolytic enzyme) to 
the semen specimen and gently mix the specimen. 
Note: VTS should not be used on specimens with a 
total volume «0.5 mL. 

D. Incubate the specimen at 37 °С until it liquefies 
(^10 min). 

E. Once liquefaction has occurred, perform semen anal- 
ysis immediately. 


Note: If the analysis is not performed immediately, 
the enzyme should be neutralized by adding a small 
amount of sperm washing media (0.5 mL). 

Е. The semen specimen should be processed according 
to the routine semen analysis procedure. 

G. Make note on the patient report form that the speci- 
men had high viscosity and was treated with VTS. 


17 Appendix 7: Sperm Count Only 


1. Some physicians order a sperm count only to check if 
their patient has sperm production. 

2. When the specimen arrives in the laboratory, measure the 
total volume and record on the patient report form. 

3. 5 uL of well-mixed semen loaded onto a sperm counting 
chamber and at least 200 sperm scored per routine proce- 
dure. The result is recorded on the patient report form. 

4. A manual motility is performed per routine procedure and 
recorded on the patient report form. 

5. The sperm concentration (M/mL) and total sperm count 
(M) is reported under the appropriate field. Sperm motil- 
ity is reported as a comment. 
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Leukocytospermia Quantitation 


(ENDTZ) Test 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Peroxidase positive granulocytes (neutrophils and macrophages) 
are identified by histochemical staining. This test is also referred 
to as Myeloperoxidase or Endtz test. It is performed when routine 
semen analysis shows that the number of round cells is 20.20 x 106/ 
mL for male infertility patients [1—3]. In the case of no female 
factor infertility samples, the cutoff for performing the Endtz test 
is >1.0x 10°/mL. In this case, it is necessary to differentiate granu- 
locytes such as neutrophils, polymorphonuclear leukocytes, and 
macrophages (primary sources of reactive oxygen species (ROS), 
which can lead to male infertility) from germinal cells, all of 
which are seen as round cells. The procedure is done using sus- 
pended cells in a liquefied semen specimen and quantitated by 
counting stained cells using a Makler counting chamber [4]. 


2 Equipment and Materials 


A. Preparation of Stock Solution (stable for 6 months): 

Mix these chemicals in a clean 100-mL bottle. The 
solution should be clear and yellow. Cover the bottle with 
aluminum foil and store in the dark. Fresh stock solution 
needs to be prepared if the solution gets dark in color or 
forms a cloudy precipitate. 

CAUTION: Benzidine is carcinogenic and should 
be handled carefully. Wear gloves and a face mask to 
avoid accidental inhalation when handling. Prepare 
the solution in a biological safety cabinet. The expired 
Endtz test solution should be discarded in concen- 
trated Clorox solution. 
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1. Ethanol—50 mL of 96 % 
2. Benzidine —0.125 о reactive oxygen species (ROS) 
3. Sterile water—50 mL 


. Preparation of Working Solution: 


1. Міх 2.0 mL of stock solution and 25 uL of 3 % ЊО; 
in a 6 mL polystyrene tube (use 3 % H,O, or dilute 
30 % stock H,O, 1:10). 

2. Cover the tube with aluminum foil (Fig. 7.1). 

3. Prepare fresh working solution from stock every week 
and discard old solutions. 


. Phosphate-buffered saline 

. Makler counting chamber (Fig. 7.2) 
. Microcentrifuge tubes 

. Pipette (5 uL, 20 uL, 40 uL) tips 


Quality Control 


. А positive control should be run weekly to check reagents. 
. Endtz test results should be positive with the new and old 


reagent. 


. If the results are negative, mix new reagents and 


retest the control. If still negative, try a new control 
specimen. 

Note: If a semen specimen is not available, an EDTA 
anti-coagulated blood specimen тау Бе used. 
Centrifuge the blood specimen to obtain the buffy coat. 
Remove supernatant by using a transfer pipette. 
Remove the buffy coat using a transfer pipette, dilute it 
into 2 mL of PBS buffer, and aliquot (0.1 mL). These 
aliquots may be used for 1 month. 


Procedure 


. Take 20 pL of liquefied semen specimen in a dark- 


colored microcentrifuge tube (Fig. 7.3); add 20 pL of 
PBS solution and 40 uL of working Endtz solution. 
Vortex and incubate at room temperature for 5 min. 
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Fig. 7.1 Endtz working solution. [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП 
Rights Reserved.] 


Fig. 7.2 Makler counting chamber. [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП 
Rights Reserved.] 


Fig. 7.3 Dark-colored microcentrifuge tube. [Reprinted with permis- 
sion, Cleveland Clinic Center for Medical Art & Photography © 2015. 
AII Rights Reserved.] 
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Fig.7.4 Stained leukocyte as seen on Makler chamber grid under 10x 
objective 


B. Load a Makler counting chamber with 5 uL of the above 
solution and observe under a 10x bright-field objective lens. 

C. All granulocytes will stain dark brown in color and retain 
their round shape (Fig. 7.4). 

D. Count the cells in all 100 squares of the Makler grid 
(Fig. 7.4). 

E. The number of WBCs can be calculated by multiplying 
the total number of cells by four to correct for the dilution 
factor. The total WBC number will be 10°/mL semen. This 
number should be corrected to 10°/mL by dividing by 10. 


Endtz Calculation: 

WBC x 4 (dilution factor) = 10°/mL semen 

10°/mL semen divided by 10 to give result in 10°/mL 
semen (million/mL) 


Example: 

1. 5 WBCs are counted in 100 squares on the Makler grid 

2. Endtz positive cells = WBCx4/10z25 x0.40=2.0 M/mL 

3. Report results as million/mL. 

4. A normal concentration of white blood cells in semen 
15<0.20х 10$/mL), and therefore anything greater or 
equal to 0.20 x 10°/mL will be considered as significant. 


5 Reference Range 


«0.20 x 10°/mL (normal): Routine semen analysis and semen 
profile 
«1.0x 10°/mL (normal): IUI samples and basic semen analysis 


Panic value: Any Endtz positive test should be reported to 
the ordering physician or nurse immediately (e-mail, pager, 
or phone). Any Endtz positive test should be communicated 
to the nurse or the inseminator before the insemination. 
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Eosin-Nigrosin Staining Procedure 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Eosin-Nigrosin is a staining technique that assesses the vital- 
ity of a sperm sample when the initial motility is less than 
25 % [1—3]. Nigrosin increases the contrast between the 
background and sperm heads, making the sperm easier to 
visualize. Eosin stains only the dead sperm, turning them a 
dark pink, whereas live sperm appears white (Fig. 8.1). This 
staining technique must be performed immediately after 
motility is assessed using sperm from the same semen sam- 
ple. Stained slides can be stored for reevaluation and quality 
control purposes [1—5]. 


2 Specimen Collection 


The physician instructs the patient on proper collection tech- 
nique (for details, see Semen Sample Collection and Labeling 
Procedure). The patient collects a specimen into a sterile con- 
tainer and brings it to the laboratory at the appointed time. 
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3 Equipment and Materials 


A. Stain components: Eosin Y disodium; Nigrosin (water 
soluble) 

Disposable Pasteur pipettes 

Porcelain Boerner slide 

Wooden applicators 

Glass slides 

Coverslips 

Mounting media 


Qmmunu 


4 Reagent Preparation 


Eosin Y 1 % Solution (Fig. 8.2): 

1. Weigh 0.5 g of Eosin Y and add to 50 mL of deionized water. 

2. Dissolve this solution using gentle heat. 

3. Cool the liquid to room temperature and filter using filter 
paper. 
Note: This reagent is stable for 3 months at room 
temperature. 


Nigrosin 10 % Solution (Fig. 8.3): 

1. Weigh 5 g of Nigrosin and add it to 50 mL of deionized 
water. 

2. Dissolve this solution using gentle heat. 

3. Cool the liquid to room temperature and filter using filter paper. 
Note: This reagent is stable for 3 months at room 
temperature. 
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Fig. 8.1 E/N stained seminal smear showing live and dead sperm 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved. ] 


Fig.8.2 Eosin Y 1 % solution. [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. All Rights 
Reserved. ] 
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Fig. 8.3 Nigrosin 10 % solution. [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved. ] 


5 Quality Control 


1. A monthly patient control should be run to check the 
quality of reagents. The motility should be assessed prior 
to the QC run. 

2. When new reagents are prepared, QC must be performed 
before they can be used for a new patient specimen. 

3. The specimen should be stained with the old lot of 
reagents as well as the new lot of reagents. Both sets of 
slides should be scored for the vitality percent results. 
Criteria: The viable sperm percentage (determined by 

scoring the E/N slides) should be greater than or equal to the 

motility of the specimen used. The comparison of the two 
lots of reagents should be within 10 % of each other. 

Response: If results are not within the acceptable range, 
repeat using another specimen. 


6 Procedure 


1. Label two frosted slides with an accession number, the 
patient’s name, Medical record#, and date. 

2. Place 1 drop of well-mixed semen on a Boerner slide. 

3. Add 2 drops of 1 % aqueous Eosin Y. 

4. Mix well with a wooden stirrer for 15 s. 
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Fig. 8.4 Boerner slide well. [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. All Rights 
Reserved. ] 


Fig. 8.6 Preparation of E/N smear. [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved. ] 


Fig.8.5 Placement of E/N suspension on glass slide. [Reprinted with 
permission, Cleveland Clinic Center for Medical Art & Photography © 
2015. All Rights Reserved. ] 


Fig. 8.7 E/N slides ready for scoring. [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved. ] 
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· Add 2 drops of 10 % aqueous Nigrosin. 3. If the stain is limited to only part of the neck region, 
. Mix well with a wooden stirrer in Boerner slide well (Fig. 8.4). and the rest of the head area is unstained, this is con- 
7. Immediately make two thin smears from this mixture by sidered a “leaky neck membrane" and is not a sign of 
pipetting 10—20 pL onto each labeled slide (Figs. 8.5 and cell death. 

8.1). Air-dry semen smears. 4 


8. Coverslip with Cytoseal mounting media (Fig. 8.2). 


с 


. Record the percentage of viable sperm on the patient 
worksheet. 
5. File slide in the appropriate file box. 


7 Scoring 
8 Normal Range 
1. The Nigrosin provides a dark background that makes it 
easier to observe faintly stained spermatozoa. >58 % viability in normal sperm specimens (fifth centile, 
2. With bright-field optics, live spermatozoa have white or 95 96 CI 55-63). 
faint pink heads, and dead spermatozoa have heads that Note: For specimens with «25 % motility, the viability 
are stained red or dark pink. should be greater than or equal to the specimen motility. 
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8 Eosin-Nigrosin Staining Procedure 


References 


1. Bjórndahl L, Sóderlund I, Kvist U. Evaluation of the one-step eosin- 
nigrosin staining technique for human sperm vitality assessment. 
Hum Reprod. 2003;18(4):813-6. 

2. Blom E. A one-minute live-dead sperm stain by means of Eosin- 
Nigrosin. Fertil Steril. 1950:1:176–7. 


77 


3. Dougherty KA, et al. A comparison of subjective measurements of 
human sperm motility and viability with two live-dead staining 
techniques. Fertil Steril. 1975;26:700-3. 

4. Eliason К, Treichel L. Supravital staining of human spermatozoa. 
Fertil Steril. 1971;22. 

5.WHO Laboratory manual for examination of human semen and 
sperm-cervical mucus interaction. 5th ed. Geneva. World Health 
Organization. Switzerland; 2010. 


1 


Sperm Morphology Stain (Diff-Quik’) 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


Introduction 


The staining of a seminal smear allows the quantitative 
evaluation of normal and abnormal sperm forms in an ejacu- 
late [1—4]. 


2 


Specimen Collection 


The ordering physician instructs the patient on the proper 
collection technique. The patient collects the semen speci- 
men into a sterile collection container and brings it to the 
laboratory within 60 min. 


3 


A. 


оош 


Reagents/Materials 


Diff-Quik? Stain Set—Fig. 9.1—includes: Diff-Quik® 
Fixative (triarylmethane dye, methanol), Solution I (xan- 
thene dye, sodium azide, pH buffer), and Solution II 
(thiazine dye, pH buffer) [4] 


. Bright-field microscope with 100x objective 
. Coverslips 
. Coplin staining jars 
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. Mounting Media 
. Glass slides 

. Slide drying rack 
. Sterile water 


Procedure 


. The slide should be labeled with the accession num- 


ber, patient name, medical record number (MRN), and 
date. A 5-15 pL drop, depending on the sperm con- 
centration, of fresh liquefied semen is applied to the 
top of a frosted slide. Using a clean slide, pull the drop 
of semen on the surface of the slide at a 45? angle— 
this should be completed within 1 s. This technique 
ensures that the smear will be thin and evenly 
distributed. 


. Let the slide air-dry thoroughly (~15 min). 
. Dip the dry slide in the Diff-Quik? Fixative Solution five 


times. Allow the slide to air-dry completely (~15 min.) 
before proceeding to the next step. 


. Dip the dried fixed slide into Diff-Quik® Solution I three 


times. Immediately proceed to the next step. 


. Dip the slide into Diff-Quik® Solution II five times. 


Allow excess stain to drip off. Immediately proceed to 
next step. 


. Dip the slide into sterile water gently two times to remove 


any excess stain. Allow the stained slide to air-dry 
(~30 min) in the drying rack. 


. Mount a coverslip on the dried, stained slide. Allow the 


mounting media to dry completely (~30 min). 


. Observe the slide under oil using the 100x bright-field 


objective. 
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Fig. 9.1 Diff-Quik staining 
solutions, sterile water and 
depiction of sample smear. 
[Reprinted with permission, 
Cleveland Clinic Center for 
Medical Art & Photography 
© 2015. All Rights Reserved. ] 


5 Scoring of Sperm Morphology Slides 


51 МНО Criteria 

Human spermatozoa can be classified according to WHO 
fifth edition criteria using bright-field microscope optics on 
fixed, stained specimens. The heads of stained human sper- 
matozoa are slightly smaller than the heads of living sperma- 
tozoa in the human semen. A normal head should be oval in 
shape. The length of a normal head should be 4.5-5.5 рт 
and the width 2.5-3.5 um. The length-to-width ratio should 
be 1.50-1.75. A well-defined acrosome region covering 
40—70 % of the head area must be present. Neck, mid-piece, 
or tail defects must be absent. This classification requires 
that all “borderline” forms be considered abnormal. 

It is not necessary to distinguish between all the variations 
in head size and shape or between the various tail defects on 
a routine basis. The following categories of defects should be 
scored: 

(a) Head shapes/size defects include: large, small, tapered, 
pyriform, amorphous, vacuolated (220 % of the head 
area occupied by unstained vacuolar areas), double 
heads, or any combination of these. 

Neck and mid-piece defects include: absent tail, 
non-inserted or bent tail, distended/irregular, bent mid- 
piece, abnormally thin mid-piece, or any combination of 
these. 

Tail defects include: short, multiple, hairpin, broken, 
irregular width, coiled tails, tails with terminal droplets, 
or any combination of these. Extra-residual cytoplasm is 
usually located in the neck/mid-piece region of the tail, 
although some immature spermatozoa may have extra- 
residual cytoplasm at other locations along the tail. 
Extra-residual cytoplasm greater than 20 % of the area 
of a normal sperm head is abnormal. 
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5.2 Sperm Differential Using WHO Criteria 


One hundred spermatozoa are counted in replicate. With 
stained preparations, 100x oil immersion bright-field objec- 
tive (without a phase ring) should be used. 

Normal range: > 14 % normal forms [1] 


5.3 Kruger Criteria 


According to Kruger's classification, spermatozoa are 
considered normal when the sperm head has a smooth oval 
configuration with a well-defined acrosome comprising 
40-70 % of the sperm head area. The borderline normal 
heads are considered abnormal. The normal head length for 
sperm stained with Diff-Quik? staining method is 4.5—5.5 um 
and the width 2.5—3.5 шп. Neck, mid-piece, or tail abnor- 
malities must be absent. The mid-piece should be slender, 
axially attached, and less than 1 um in width, and its length 
should be approximately 1.5 times the head length. The 
extra-residual cytoplasm should not be greater than 20 96 
the area of the sperm head. The tail should be uniform, 
slightly thinner than the mid-piece, uncoiled, and approxi- 
mately 45 um. 


5.4 SpermbDifferential Using Kruger Criteria 


One hundred spermatozoa are counted in replicate. Spermatozoa 

are measured with an ocular micrometer when there is any 

doubt as to the length or width being within normal limits. At 

least five different areas are evaluated on each slide. The evalu- 

ation is done using high-quality oil immersion optics (100x). 

The sperm is classified as either normal or abnormal forms. 
Normal range: 7 4 96 normal forms [2] 
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Qualitative Seminal Fructose 
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1 Introduction 


Fructose is present in all semen specimens except in certain 
cases such as azoospermic males with congenital bilateral 
absence of vas deferens or bilateral ejaculatory duct obstruc- 
tion [1, 2]. In rare cases of retrograde ejaculation, where a 
small initial ejaculation occurs containing no sperm, the 
absence of fructose in semen is indicative of the abovemen- 
tioned abnormalities [3]. 


2 Indications 


A qualitative fructose is usually performed on azoospermic 
specimens with a semen volume of <1.5 mL (unless it has 
been run on a previous azoospermic specimen). 

Note: Check semen analysis files for results. If fructose has 
been run previously, indicate date of routine analysis on the 
current worksheet for future reference. There is no need to 
repeat the procedure. 


3 Specimen Collection 


Physician instructs patient on proper collection technique 
(see “Semen Sample Collection and Labeling Procedure” 
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protocol for details). Patient collects specimen into a sterile 
container and brings it to the laboratory. 


4 Equipment and Materials 


Polystyrene test tubes. 

Glass beaker. 

Hot plate. 

Pipettes (100 pL, 1 mL) tips. 

Resorcinol reagent (Fig. 10.1)—add 50 mg powdered 
resorcinol, 30 mL concentrated HCL, 67 mL distilled 
water. 

Dissolve resorcinol powder in distilled water and care- 
fully add HCL under a fume hood. Store refrigerated at 4 °C 
in a dark bottle for no longer than 1 year. 


moo» 


5 Quality Control 


A. Each lot of resorcinol is 
controls. 
1. Negative control — no semen specimen added. 
2. Positive control— pool of positive fructose semen 
specimens. Aliquoted and frozen for individual use. 
B. A negative and positive control is run with each assay 
performed. 


checked initially with 


6 Procedure 


Place 1 mL of resorcinol solution in a glass test tube. 
Add 0.1 mL of semen. Mix gently. 

Place glass tube into a beaker of water then place on hot 
plate and bring to boil (Fig. 10.2). 

Note: Use caution when boiling acid solution. 


On > 
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Resorcinol 
Reagent 


50mg Resorcinol + 30mL HCL 


Fig. 10.1 Bottle of prepared resorcinol reagent [Reprinted with per- 
mission, Cleveland Clinic Center for Medical Art & Photography © 
2015. All Rights Reserved] 


Heat & Stir 


ee 


Fig. 10.2 Negative control, positive control, and positive patient sam- 
ple seen after boiling [Reprinted with permission, Cleveland Clinic 
Center for Medical Art & Photography © 2015. АП Rights Reserved] 


Fig. 10.3 No color change observed [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП 
Rights Reserved] 
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Fig. 10.4 Color change observed [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП 
Rights Reserved] 


7 Reporting Results 


Observe color change (Figs. 10.3 and 10.4): 
A. Orange-brown or orange-red color indicates the presence 
of fructose. 
* Report as "positive." 
B. No color change indicates the absence of fructose. 
* Report as "negative." 
Refer problems concerning the interpretation of results to 
the Supervisor or Director. 


8 Reference Range 


Fructose present in semen specimen. 


9 Procedural Note 


A. If the test cannot be performed within the same day, cen- 
trifuge the semen specimen to obtain the seminal plasma. 

B. The seminal plasma should be frozen (—20 °С) for later 
analysis. 
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Cytospin Procedure and Nuclear Fast 
Red and Picroindigocarmine Staining 
Procedure for Azoospermic Sample 
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1 Protocol A: Cytospin Procedure 


1.1 Introduction 

Cytocentrifugation is the process in which a benchtop centri- 
fuge with a specially designed rotor and sample chambers 
deposits cells onto a clearly defined area of a glass slide. 
Residual fluid is absorbed by the sample chamber’s filter card, 
which flattens the cells onto the slide, making single sperm 
cells easier to detect. The slide can then be air-dried, stained, 
and examined. This procedure is used in cases where a wet 
preparation fails to yield detectable spermatozoa [1—2]. 


1.2 Specimen Collection 


The physician instructs the patient on proper semen collec- 
tion technique. The patient collects the specimen into a ster- 
ile container and brings it to the laboratory (see “Semen 
Sample Collection and Labeling Procedure”). 


1.3 Equipment and Materials 


. Sterile saline, 

. Cytospin centrifuge 

. Frosted glass slides 

. Sterile Pasteur transfer pipettes 

. Shandon Single Cytofunnel disposable sample chambers 
Metal slide holders (Cytospin 4, equipped) 

. Sperm counting chamber 


QUumonotu»r 
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1.4 Quality Control 


A blank control slide is prepared simultaneously with the 
patient slides and used for the detection of sperm contamina- 
tion. The blank slide is prepared by adding two drops of ster- 
ile saline into the attached Cytofunnel that is latched onto the 
metal slide holder. The slides are then stained using the 
Nuclear Fast/Picroindigocarmine stain (NF/PICS) staining 
procedure (see “NF/PICS” procedure). 


1.5 Procedure 


Note: Before proceeding, the patient sample should be spun 

at 300 g for 7-10 min. Aliquot off nearly all of the superna- 

tant above the pellet and discard it. Next, vortex the speci- 

men until it is well mixed. Plate a 5 uL drop of sample on a 

sperm counting chamber and view microscopically to rule 

out the presence of sperm before proceeding further. In cases 
where sperm is seen, the cytospin procedure is unnecessary. 

In cases where sperm is not seen, spinning the sample at high 

speed via cytocentrifugation increases the likelihood that 

sperm will be found on the NF/PICS stain. 

A. Turn on the cytospin centrifuge. Lift the top cover and 
remove the protective lid on the inside of the centrifuge. 

B. Obtain six of the metal slide holders specific to the cytospin. 
Position a pencil-labeled frosted slide (label should include 
patient’s name, medical record number, date) into the slide 
holder (Fig. 11.1) and place a Cytofunnel card directly on 
top of the slide. Lock the slide and Cytofunnel firmly in 
place with the slide holder's locking mechanism. Stand the 
assembled apparatus upright. 

Note: Five of the slides should be labeled “С” for the 
cytospin patient sample and one labeled “В” for the blank 
control slide. 

C. Using a sterile transfer pipette, add one drop of the well- 
mixed patient sample into the top opening of five of the 
six Cytofunnels with slides labeled cytospin (C) 
(Fig. 11.2). Add one equal drop of sterile saline to each of 
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Fig. 11.1 Slide mounted on metal cytospin slide holder [Reprinted 
with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


Fig. 11.2 Droplet of semen sample added to Cytofunnel [Reprinted 
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Fig. 11.3 Two drops of sterile saline added to Cytofunnel of “blank” 
control slide [Reprinted with permission, Cleveland Clinic Center for 
Medical Art & Photography © 2015. АП Rights Reserved] 


the same five funnels (if the specimen is highly viscous, 
place one drop in the cytospin chamber and add two drops 
of sterile saline). Do not add the semen sample to the sixth 
Cytofunnel with the slide labeled blank (B). 

Note: One slide holder will be used for the blank control 
slide as mentioned above. This slide will be prepared by 
adding two drops of sterile saline into the Cytofunnel 
(Fig. 11.3). It will be prepared the same way as the above 
patient slides except it will include no patient sample. 
Caution: When adding the patient sample, make sure the 
fluid lies in the horizontal tunnel and not in the vertical 
cone-shaped part of the funnel. Use no more than 0.5 mL 
of fluid, as this is the maximum amount the tunnel can 
hold. АП excess fluid in the cone-shaped vertical portion 
of the funnel will be forced up the cone during centrifuga- 
tion and not onto the slide as expected. 


. Place closure caps onto the top of the Cytofunnel and 


place each of the assembled slides and Cytofunnel appa- 
ratuses into the appropriate slots inside the centrifuge 
(Fig. 11.4). 

Note: Do not place your finger over the small hole in the 
center of the closure cap when placing it onto the funnel. 
This will force the fluid in the horizontal tunnel 
immediately onto the slide before centrifugation and min- 
imizes cell recovery. 


. Replace the protective lid inside the centrifuge and lock it 


into place. Close the top cover. The indicator light will 
come on if the cover is properly locked (otherwise the 
centrifuge will not start). 


with permission, Cleveland Clinic Center for Medical Art & F. Set the centrifuge to 350 g for 9 min and press “Start” 


Photography © 2015. АП Rights Reserved] 


(Fig. 11.5). 
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Fig. 11.4 Proper insertion of cytospin slide apparatus into cytospin 
centrifuge [Reprinted with permission, Cleveland Clinic Center for 
Medical Art & Photography © 2015. All Rights Reserved] 


Fig. 11.5 Depiction of cytospin centrifuge with required settings 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


G. When the centrifuge stops spinning, the head will come to 
rest. The centrifuge will emit an audible beep. Open the top 
cover; remove the protective lid and the slide apparatuses. 

H. Lay the slide holder with the attached Cytofunnel hori- 
zontally on a table. With the slides still locked inside, 
allow them to dry for approximately 5—10 min. Next, 
unlock the mechanism holding the Cytofunnel to the 
slide, remove the Cytofunnel, and discard into a biohaz- 
ard bin. Allow the slides to air-dry for another 15 min 
before staining. 

Note: If fluid remains in the sample chamber after spin- 
ning, do not spin again. 


2 Protocol B: Nuclear Fast Red 
and Picroindigocarmine Stain 

2.1 Introduction 

This staining technique is used to identify rare spermatozoa in 

the event that no sperm is seen during semen analysis. Sperm 


heads are stained red and tails green, allowing spermatozoa to 
be more easily identified when viewed microscopically [1—3]. 


2.2 Equipment and Materials 


Indigo carmine dye 

Nuclear Fast Red biological stain 

Picric acid, reagent grade 

Absolute ethanol (reagent grade) (Fig. 11.6) 

Aluminum sulfate 

Nuclear Fast Red solution (NF) – Dissolve 5 g of alumi- 
num sulfate in 200 mL of hot distilled water. Immediately 
add 0.1 g of Nuclear Fast Red and stir with a glass rod. 
Allow to cool then filter using filter paper. Store at room 
temperature. This solution is stable for 6 to 8 months. 
G. Picroindigocarmine solution (PICS) — Add 150 mL of sat- 
urated picric acid solution to a glass beaker. Dissolve 0.5 g 
of indigo carmine dye in the solution. Filter and store in a 
brown bottle (indigo carmine dye is light sensitive). Store 
at room temperature. This solution is stable for one year. 
Mounting Media 

Coverslips 

Staining rack 

Sterile Pasteur pipettes 


umonu» 
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Fig.11.6 Reagent grade absolute ethanol [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 


Rights Reserved] 
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2.3 Quality Control 


A. A blank cytospin control slide is prepared simultane- 
ously with the patient specimen. The blank slide is pre- 
pared by adding two drops of sterile saline into the 
cytospin funnel. It is used to detect sperm 
contamination. 

B. A normal donor slide is also used as a control slide to 
assess stain quality. Donor slides should be fixed in etha- 
nol well in advance and used during the addition of the 
NFPIC stain. 

C. Working components are checked microscopically for 
contaminants monthly. 

D. Stains are checked weekly (or as required) for quality of 
the nuclear DNA and cytoplasmic RNA color. 


2.4 Procedure 


A. Place the patient/blank slides (Fig. 11.2) faceup and level 
on the staining rack (Fig. 11.7). 

B. Using a sterile Pasteur pipette, place a sufficient amount 
of absolute ethanol (fixative) to fully cover each of 
the slides. Let slides sit in ethanol for 15 min (Figs. 11.3 
and 11.8). 

C. Place slides upright allowing the ethanol (fixative) to 
draw off and let the slides air-dry for 15 min (Figs. 11.4 
and 11.9). 

D. Lay the slides flat, again, on the staining rack. Place suf- 
ficient NF solution to cover each slide and allow the 
slides to sit for 15 min in solution (Fig. 11.5). 

Note: The donor QC slide should be used during this step 
(Fig. 11.10). 

E. Carefully remove the NF solution from the slide by tilt- 

ing the slide and allowing the solution to run off. 
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Fig. 11.7 Correctly labeled patient slide [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved] 


Fig. 11.8 Addition of absolute ethanol to slides in staining station 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 
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Fig. 11.9 Addition of Nuclear Fast stain [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved] 


Fig.11.10 Addition of Picroindigocarmine to slides in staining station 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


F. Lay slides flat, again, on the staining rack. Place several 
drops of PICS on the NF-stained slide. After 30 s of 
staining with the PICS (Fig. 11.6), quickly proceed to the 
next step (Fig. 11.11). 


Fig. 11.11 Addition of picroindigocarmine solution to slides in stain- 
ing station [Reprinted with permission, Cleveland Clinic Center for 
Medical Art & Photography © 2015. АП Rights Reserved] 


G. Holding the slides at the top, carefully rinse with abso- 
lute ethanol. 

H. Stand each slide upright and allow to air-dry for 15 min. 

I. Mount each slide using a coverslip and mounting media. 
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Hypoosmotic Swelling Test (HOS) 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


The hypoosmotic swelling (HOS) test evaluates the func- 
tional integrity of the sperm plasma membrane and also 
serves as a useful indicator of its fertility potential. The func- 
tional integrity can be demonstrated by allowing sperm to 
react in a hypoosmotic medium. The hypoosmotic swelling 
test presumes that only cells with intact membranes (live 
cells) will swell in hypotonic solutions. The results of the 
HOS test correlate closely with the hamster egg penetration 
test. Spermatozoa with intact membranes swell within 5 min 
in hypoosmotic medium and all flagellar shapes are stabi- 
lized by 30 min [1-3]. 


11 Specimen Collection 

The physician instructs the patient on proper collection tech- 
nique. The patient collects the specimen into a sterile con- 
tainer and brings it to the laboratory within 1 h, keeping the 
sample at body temperature. Sperm vitality should be 
assessed as soon as possible after liquefaction of the semen 
sample, preferably at 30 min, but within 1 h of ejaculation to 
prevent the deleterious effects of dehydration, or large 
changes in temperature, on vitality. 
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1.2 Equipment and Materials 


A. Hypoosmotic solution—prepare monthly (or as needed) 
as follows: 


Combine the following in 100 mL of distilled water: 
1. 0.735 g sodium citrate dihydrate (Fig. 12.1) 
2. 1.351 g fructose (Fig. 12.2) 

. Microcentrifuge tubes 

. 3" х1” glass slides (plain) 

. 22x22 mm coverslips 

. Pipette tips (100 pL, 1000 pL) 


тоо 


1.3 Quality Control 


A positive control using a donor or patient specimen should 
be run monthly or when fresh reagents are prepared with a 
result of 58 96 or greater vitality to verify the integrity of the 
media. Record initial results on testing control sheet the day 
when the control is run. 


1.4 Procedure 


Note: Specimens to be tested should be liquefied and no 
more than 1 h old. 


A. Combine 0.1 mL well-mixed semen with 1 mL hypoos- 
motic solution (HOS) (Fig. 12.3). 

B. Mix gently by drawing sample in and out of the pipette. 

C. Incubate at 37 °С for 30—60 min. 

D. After incubation, place one drop of the semen mixture on 
a glass slide and top with a coverslip (Fig. 12.4). 
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Sodium 
Citrate 
Dihydrate 


Fig. 12.3 Adding well-mixed semen sample to HOS solution 


Fig. 12.1 Sodium citrate dihydrate [Reprinted with permission, [Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП Photography © 2015. АП Rights Reserved] 


Rights Reserved] 


· D-(-)-Fructose 


| Fig. 12.4 Droplet of semen sample and HOS mixture placed on slide 
| [Reprinted with permission, Cleveland Clinic Center for Medical Art & 


| Photography © 2015. All Rights Reserved] 
M 
Fig. 12.2 p-(—)-Fructose [Reprinted with permission, Cleveland Clinic ( | ) 
Center for Medical Art & Photography © 2015. АП Rights Reserved] A | 


fj \ \ 
UN РА 1 | || 
E. Observe for tail swelling (Fig. 12.5) under 40x phase соп- —/ / 
trast lens. 
F. Using a two-channel cell counter, differentiate 100 sperm 
by swelling vs. non-swelling tails. 
Example: Hypoosmotic Swelling Variations 
55 (swollen tails) йр у 
х100= А А | ; 
100 total sperm counted Fig. 12.5 Degrees of hypoosmotic swelling of sperm tails [Reprinted 


with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


12 Hypoosmotic Swelling Test (HOS) 


1.5 Results 


Reference range: 258 % (СІ: 55-63 96) Tail swelling 

HOS test values approximate those of the eosin test [4]. The 
lower reference limit for vitality (membrane-intact sper- 
matozoa) is 58 % (fifth centile, 95 % CI 55—63). 
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Procedure for Retrograde Ejaculate 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


In some men, semen passes into the bladder instead of eject- 
ing out through the urethra; this is known as retrograde ejacu- 
lation [1]. Retrograde ejaculation occurs if the nerves and 
muscles that control ejaculation are damaged, or removed, or 
if the prostate is enlarged. Increasing the pH of the urine prior 
to ejaculation may preserve the viability of the sperm [1—3]. 


2 Patient Instructions 


Patients are instructed to urinate without completely empty- 
ing the bladder. The patient should then collect his ejaculate 
into a sterile collection container. After collecting the semen 
sample (Fig. 13.1), the patient then urinates into a separate 
sterile container containing ~9 mL of warm (37 °C) sperm 
wash media (HTF) prepared just prior to the patient’s 
appointment (Fig. 13.2). 

Note: The tops of the collection containers should be marked 
with the words “semen” and “urine” to make it clear to the 
patient which container is for what specimen. 
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3 Equipment/Reagents 


> 


. Sperm wash media— modified HTF with 5 % human serum 
albumin 

. Centrifuge 

. Incubator 

. Computer-assisted semen analyzer (Hamilton Thorne) 

. Sterile 15 mL centrifuge tubes with caps 

. Sterile graduated serological pipettes (2 and 10 mL) 

. Sterile disposable Pasteur pipettes 

. Eppendorf pipette tips (5 pL) 

. Disposable 20 рт sperm counting chambers 

. Sterile collection containers 


4 Quality Control 


Weekly Precision: A donor specimen should be obtained and run 
through the CASA. A manual count and motility reading should 
also be performed in conjunction with the CASA analysis. 

Criteria: All manual results should be within a 20 96 dif- 
ference of the CASA values. 

Response: If results are not within the defined percentage 
difference, the semen analysis must be repeated. If it is still 
out of range, inform the Supervisor or Director. 


5 Procedure 


Note: Sterile technique should be used throughout the 
procedure. 


A. Warm ~12 mL of HTF media to 37 °C in an incubator. 


B. When the patient arrives, transfer ~9 mL of the warm 
HTF media into a sterile collection container (labeled 
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Fig. 13.1 Urine sample collection container containing 9 mL НТЕ 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


& 
L 


o 

су 
ч 
со 
N 
Ms 
+ 

о 

= 
о 


Cici F. Patient 


Fig. 13.2 Semen sample collection container [Reprinted with permis- 
sion, Cleveland Clinic Center for Medical Art & Photography © 2015. 
All Rights Reserved] 


with the patient’s name, MRN, and “urine” to aid the 
patient) and give to the patient for collection of his urine 
sample. Label another container with “semen” and give 
to the patient for his semen sample. 

C. Provide patient with proper collection instructions (see 
Sect. 2, above). 


A. Agarwal et al. 


. Complete the necessary paperwork making sure to record 


the patient’s name, MRN, ordering physician, time of 
collection, and length of abstinence. 


. After the patient collects the specimens, place the semen 


sample in the incubator. While the semen is incubating, 
measure the volume of the urine/HTF mixture (Fig. 13.3) 
then transfer the specimen into sterile 15 mL conical 
tubes (Fig. 13.4) using a 10 mL serological pipette. 
Centrifuge at 1600 RPM for 10 min (Fig. 13.5). 

Note: Record the urine/HTF volume on the patient work- 
sheet along with the volume of the HTF added to the col- 
lection container prior to sample collection; note that the 
specimen type, “urine,” on the worksheet. 


. Discard the supernatant from each tube into a waste con- 


tainer being careful not to disturb the pellet, or cloudy 
portion, at the bottom of the tube(s). 


. Remove the supernatant and resuspend in 1.0–2.0 mL of 


HTF (Fig. 13.6). Note and record the sample volume on 
the patient report form then proceed to analyze the sam- 
ple per the “Routine Semen Analysis” protocol and in 
accordance with Sect. 6 below. 

Note: On the report form, note the total volume of the 
reconstituted sample, the HTF volume added, and that 
the specimen was spun and reconstituted. Use this recon- 
stituted volume for the calculations. 


CCF 
пи 


Fig. 13.3 Urine/HTF sample [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. All Rights 
Reserved] 
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Fig. 13.4 Urine/HTF sample evenly distributed into 15 mL conical 
vials [Reprinted with permission, Cleveland Clinic Center for Medical 
Art & Photography O 2015. AII Rights Reserved] 


1 2 3 


Patient : J. Q. Public 


pte: 123456 


Centrifugation for 10 minutes 
at 1600 rpm 


J Sperm Pellet 


ў: 


Fig. 13.5 First centrifugation of urine/HTF specimen; subsequent 
separation of urine/HTF from sperm pellet and removal of supernatant 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


H. Take the semen sample from the incubator and analyze 
per the “Routine Semen Analysis” protocol. 
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Гү: Add 
t— mm 1-2mL HIF 

| Reconstituted 
¿= Sperm Pellet Sperm Pellet 


~ 


Fig. 13.6 Addition of 1-2 mL of HTF and resuspension of sperm pel- 
let [Reprinted with permission, Cleveland Clinic Center for Medical 
Art & Photography © 2015. All Rights Reserved] 


I. After checking the results to ensure accuracy, enter results 
into Sunquest and print the final report. Review the final 
report to check for errors and correct if necessary. 


6 Procedural Notes 


Cytospin slides should only be made in cases where no 
sperm is seen in the semen sample; cytospin slides should 
not be made for urine specimens. 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Sperm washing is performed to remove seminal plasma and 
increase sperm density prior to intrauterine insemination 
(IUD [1]. Gradient sperm washing is highly effective at iso- 
lating motile sperm from the ejaculate of most men. IUI may 
be indicated in cases of poor postcoital testing due to hostile 
or absent cervical mucus, oligospermia, or the presence of 
sperm antibodies [2]. It may be used in conjunction with arti- 
ficial insemination or IVF procedures. 


2 Specimen Collection 


The patient is instructed on how to collect the specimen (see 
“Semen Collection and Labeling Procedure”). The patient 
collects the specimen into a sterile container and brings it to 
the laboratory. The patient, or partner, is told to return in 
~1h to pick up the washed specimen. 


3 Equipment and Materials 


A. Components of the sperm separation kit— sterile 
colloidal suspension of silica particles stabilized with 
covalently bound hydrophilic silane supplied with 
HEPES-buffered human tubal fluid (HTF): 

1. Lower phase (80 96) 
2. Upper phase (40 96) 
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. Sperm washing media (modified HTF with 5 % human 


serum albumin and gentamicin 


. Disposable sterile 15 mL polystyrene conical centrifuge 


tube(s) with cap(s) 


. Centrifuge 
. 37 °С incubator 
. Sterile graduated serological pipettes (2 mL) 


Computer-assisted semen analyzer (CASA) 
Long stemmed (9") pasteure pipette 


. Disposable 20 um sperm counting chamber 


Makler counting chamber 


. Dilution cups 2-mL 


Brown paper bags 


. Disposable sterile transfer pipettes 
. Viscosity treatment system (when applicable)-5 mg 


chymotrypsin 


Quality Control 


. Sperm recovery and percent motility are checked and 


recorded semiannually on all IUI samples. 
Criteria: None defined. 


. Daily Precision: 


A patient specimen should be selected at random and 
run through CASA. A manual count and motility reading 
should be performed simultaneously. 

Criteria: All manual results should be within 20 % of 
CASA value. 

Response: If results are not within the defined per- 
centage difference, the sample must be repeated. If it is 
still out-of-range, inform supervisor or director. 


. Technologists review patient results to check for techni- 


cal and clerical errors prior to release of specimen for 
insemination. 
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5 Procedure 
5.1 Prepare Reagents 


1. Bring the upper and lower phase, HTF, and semen sample 
to 37 °C by incubating for 20 min (Fig. 14.1). 

2. Transfer 2 mL of the lower phase into a sterile disposable 
15 mL conical centrifuge tube. 

3. Layer 2 mL of the upper phase on top of the 2 mL lower 
phase using a sterile pipette. Slowly dispense the upper 
phase lifting the pipette up the side of the tube as the level 
of the upper phase rises. 

Note: A distinct line separating the two layers should be 
observed. This two-layer gradient is stable for up to 2 h. 


5.2 Prepare Paperwork/Accept Patient 
Specimen 


1. Make sure the specimen container is labeled with two 
identifiers. Acceptable identifiers are either the patient 
name and date of birth or the patient name and medical 
record number (or SSN). 

Note: If all of the patient information on the specimen cup 
is not present, the container should be labeled in front of 
the patient. 

2. Have the “Sperm Wash Worksheet,” “Artificial 
Insemination by Husband,” “Specimen Drop-off/Pick-up 
Form,” and two IUI labels prefilled before the patient 
arrives with all pertinent information. 

3. Label a 15 mL centrifuge tube with the patient’s and part- 
ner’s name, medical record numbers, and date. The tube 
should also be labeled with color-coded tape* as an extra 
identifier. 


Fig. 14.1 Incubator set at 
37 °C and depiction of 
sample undergoing 
liquefaction [Reprinted 
with permission, Cleveland 
Clinic Center for Medical 


A. Agarwal et al. 


*Note: Color-coded labeling tape should be used for all 
tubes, media, and paperwork and should be specific (of 
the same color) for each patient. 


. Have the person delivering the specimen sign the 


“Specimen Drop-off/Pick-up Form.” They must at this 
time present an acceptable ID card (e.g., driver’s license, 
employee badge). The technologist accepting the speci- 
men must record on the sheet the type of identification 
presented and the appropriate ID number. 


. Label a 2 mL conical cup for the post-wash analysis. 


Remove the warm tube of sperm wash media (HTF with 
5 % HSA) from the 37 °C incubator and label it with the 
patient’s name and colored labeling tape* (same color as 
used above). 


5.3 Wash/Analyze Specimen 


Note: Always use sterile technique during specimen 
processing. 


1. Allow the semen specimen to liquefy completely for 


~20 min in a 37 °C incubator before processing. 

Note: Occasionally, samples do not liquefy properly 
and remain too viscous to pass through the gradient. 
Add 5 mg of chymotrypsin to the viscous sample 
~5-10 min before layering to increase motile sperm 
yields. 


2. Using a sterile transfer pipette, place a few drops of the 


patient's semen sample into a conical cup. Place ~5 uL 
of the sample onto a sperm counting chamber and 
microscopically verify that there is motile sperm before 
proceeding with the wash (this sample can also be used 
for the prewash analysis). 
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3. Measure the total semen volume using a sterile 2 mL 8. Using another clean pasteure pipette remove the soft 
serological pipette. pellet by direct aspiration (maximum 0.5 mL) from the 

4. Gently layer no more than 3 mL* of liquefied semen bottom of the tube beneath the lower (80%) colloid 
onto the upper phase. layer into the soft. Avoid contaminating the pasteure 
*Note: If the sample volume is greater than 3 mL, it is tip aperture with the residual seminal plasma/raft 
necessary to split the specimen into two tubes for pro- material. 
cessing. Process the second tube using the same proce- 9. Transfer the pellet to a clean 15 mL conical tube. 
dure that was used for the first tube. Combine the second 10. Using a serological pipette, add 2 mL of HTF media and 
tube with the first tube during step #11 after adding HTF resuspend the pellet by pipetting the sample gently up 
media. and down until the sperm pellet is properly mixed into 

5. Centrifuge for 20 min at 1600 rpm (Fig. 14.1). the sample. 

6. While the specimen is in the centrifuge, perform a pre- 11. Centrifuge the resuspended sample for 7 min at 1600 rpm 
wash CASA analysis. Perform CASA analysis accord- (Fig. 14.2). 
ing to the "Routine Semen Analysis" protocol and 12. Repeat step 7 above (Fig. 14.3). 
record the results on the worksheet. 13. Resuspend the final pellet (Fig. 14.4) using 0.5 mL of 
Note: While examining the specimen, pay particular HTF media with a 2 mL serological pipette. Note the 
attention to any extraneous round cells, debris, and bac- volume of the sample. Leave a small droplet (^20 uL) in 
teria that are present. If round cells are greater than or a labeled conical cup for the post-wash analysis. Subtract 
equal to 1.00 M/mL, perform an Endtz test immediately. this volume from the volume noted above and record on 
A positive Endtz test should be reported to the appropri- the patient worksheet (Fig. 14.5). 
ate medical personnel as soon as possible. The Endtz 14. Seal the tube using tamper-evident tape, label it with 
result should also be written on the tube's outer label at the premade label, and place it in the incubator until 
the end of the wash procedure before handing the speci- the patient arrives. Show the color-coded tube to the 
men to the patient. patient and have the patient verify the couple's names, 

7. Afterthe specimen has centrifuged, remove the superna- medical record numbers, and date. Place the sample 
tant without disturbing the pellet. Using a sterile long in a brown paper bag and hand it to the patient. 
pasteure pipette carefully remove the seminal plasma, Be sure the patient signs the specimen pick-up form 
upper interphase (raft “а”), upper (40%) colloid layer, and presents appropriate identification. The patient 
and the lower interphase "raft b"). Leave the majority of should carry the specimen to gynecologist for the 
the 80% colloid layer in place and discard the aspirated insemination. The gynecologist determines whether 
material. or not the sperm count and motility are sufficient for 

Fig. 14.2 Double-density gradient wash 1 2 3 


procedure; separation of seminal plasma, 


abnormal nonmotile sperm, and viable motile 
sperm [Reprinted with permission, Cleveland 


Clinic Center for Medical Art & Photography © 
2015. AII Rights Reserved] 
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Centrifugation for 7 minutes 
at 1600 rpm 


Date: 06/16/2013 


Viable sperm 
pellet 


Fig. 14.3 HTF resuspended sample centrifuged to produce viable sperm pellet [Reprinted with permission, Cleveland Clinic Center for Medical 
Art & Photography © 2015. All Rights Reserved] 
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insemination. If no motile sperm are found on the 
post-wash specimen, page the gynecology nurse prior 
to releasing specimen. 

Note: Always look at the post-wash specimen on a 
sperm counting chamber before releasing it to the 
patient. Notify the inseminator immediately if bacteria 
are present. If there is a positive Endtz test, report the 
result to the nurse as soon as possible and write it on the 
outside label of the tube before handing it to the patient. 
If the prewash Endtz is positive and the post-wash round 
cell count is less than 1 M/mL, note the round cell count 
on the outside label of the tube. 

Perform a post-wash CASA analysis according to the 
"Routine Semen Analysis" protocol and record the 
results on the patient worksheet. Page the nurse with 
the patient name, clinic number, total motile sperm, 


14. 


Endtz value (if necessary), and any other pertinent 

information. 

Record appropriate information (below) on 

“Artificial Insemination by Husband" form: 

(a) MRN 

(b) Date of insemination 

(c) Total motile post-wash sperm 

(d) Wash type (e.g., gradient) 

(е) Insemination performed (Gyn nurse) 

(f) Comments (e.g., positive Endtz, agglutination, high 
viscosity) 

(g) Tech initials 


the 


15. After checking for technical and clerical errors, enter the 


results and print the final report. Check the final report to 
ensure the accuracy of the final results. 
Note: Immediately correct any inaccurate results. 
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Fig. 14.4 Removal of supernatant HTF [Reprinted with permission, Fig. 14.5 Sperm pellet resuspended in HTF [Reprinted with permis- 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП — sion, Cleveland Clinic Center for Medical Art & Photography © 2015. 
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6 Procedural Notes 


A. It is important to use sterile plasticware and glassware 


during the sperm wash procedure. B. 
B. Each patient specimen should be kept in a separate speci- 
men rack during the time of processing. C. 


C. Processing of patient specimen(s) should be started and 
completed by a single technologist. In rare cases, when a 
second technologist is called to help during the process- 
ing, the patient's paperwork should be reverified by the D. 
assisting technologist. 


7 Tips on How to Maximize the Yield 
from Density Gradient 


A. Make sure you have all components of the gradient 
brought to 37 °С temperature before use. Besides avoid- 
ing a “cold shock” to the spermatozoa, condensation on 


the media bottles disappears allowing for better inspec- 
tion of the bottles for contamination. Any bottle whose 
contents appear in any way cloudy or hazy should not be 
used. 

Do not use the same pipette in more than one bottle of 
media. 

Density gradient components are air-buffered. Prolonged 
exposure to a 5 96 CO, environment will alter the pH of 
these products, which may in turn affect their nature and 
performance. 

For highly viscous semen add 5 mg of chymotrypsin to 
the ejaculate 10 min before it is placed on top of the 
gradient increases motile sperm yields without any 
measurable damage to the motile sperm. 


. Do not overload the gradient. The volume of semen in 


this case is less important than the absolute number of 
sperm placed on the gradient. Usually, a maximum 
number should be around 120 million cells. 
Overloading the gradient will result in a phenomenon 
called “rafting” —this aggregation of desirable, as well 
as undesirable, components of the semen will be 
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created and will be present in the post-centrifugation 
pellet. 

Always use the gradient within 1 h after creating it— 
eventually the two phases over time blend into each other 
and a sharp interface will not exist. 

To optimize the number of motile sperm, avoid contami- 
nation with the seminal plasma raft “а” or raft “b”, or the 
upper and lower layers. 

Use а long stem preferably a 9” Pasteure pipette to care- 
fully aspirate the soft pellet at the bottom of the tube 
beneath the 80% layer. 

Transfer the final soft pellet into a fresh 15 mL conical 
tube for second step of centrifugation. 


A. Agarwal et al. 
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Sperm Preparation for Intrauterine 
Insemination (IUI) by Swim-Up Method 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Preparation of the sperm for IUI combines sperm washing 
with swim-up to remove seminal plasma and concentrate the 
most motile spermatozoa in a very small volume of sperm 
wash media (HTF) [1—2]. 


2 Specimen Collection 


The patient is instructed on how to collect the specimen (see 
Semen Collection and Labeling Procedure). The patient col- 
lects the specimen into a sterile container and brings it to the 
laboratory. The patient or partner is told to return in ~1 h to 
pick up the washed specimen. 


3 Equipment and Materials 


A. Sperm washing media (modified HTF with 5 % human 
serum albumin and gentamicin 

. Disposable sterile 15 mL polystyrene conical centrifuge 
tube(s) with cap(s) 

. Centrifuge 

. 37 °C incubator 

. Sterile graduated serological pipettes (2 mL) 

. Computer-assisted semen analyzer (CASA) 

. Pipette tips (5 uL) 

. Disposable 20 um sperm counting chamber 
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Makler counting chamber 

. Dilution cups 2-mL 

. Brown bags 

. Disposable sterile transfer pipettes 

. Viscosity treatment system (when applicable)—5 mg 
chymotrypsin 


E EC eus 


4 Quality Control 


A. АП ПЛ samples are checked periodically for sperm 
recovery and percent motility. 

Criteria: None defined. 

B. Daily Precision: 

A patient specimen should be selected at random and 
run through the CASA. A manual count and motility 
reading should also be performed simultaneously. 

Criteria: АП manual results should be within 20 96 of 
the CASA value. 

Response: If results are not within the defined 
percentage difference, the sample must be repeated. 

C. Technologists review patient results to check for technical 
errors prior to releasing the specimen for insemination. 


5 Procedure 
5.1 Prepare Reagents 
Bring sperm wash media (HTF) to 37 ?C for 20 min in the 


incubator. 


5.2 Prepare Paperwork and Accept 


Specimen from Patient 


1. After specimen collection, make sure the specimen 
container is labeled with two identifiers. Acceptable 
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5.3 


identifiers are the patient name and date of birth or patient 
name and medical record number. 

Note: If all of the patient information on the specimen 
cup is not present, the container should be labeled in front 
of the patient. 


. Fill out all pertinent information on the “Sperm Wash 


Worksheet,” “Artificial Insemination by Husband Form,” 
“Specimen Drop-off/Pick-up Form," and on two ПЛ 
labels before accepting the specimen. 


. Have the person delivering the specimen sign the 


"Specimen Drop-off/Pick-up Form." They must present 
an acceptable ID card (e.g., driver's license, employee 
badge). The technologist accepting the specimen must 
record the type of identification presented and the appro- 
priate ID number (e.g.. driver's license number, employee 
number) on the worksheet. 


. Label a 15 mL centrifuge tube with the patient's and part- 


ner's name, medical record numbers, and date. The tube 
should also be labeled with color-coded tape* as an extra 
identifier. 


. Label a 2 mL conical cup for the post-wash analysis. 


Remove a warm tube of sperm wash media (HTF with 
5 % HSA) from the 37 °C incubator and label it with the 
patient's name and colored labeling tape* (same color as 
used above). 
*Note: Color-coded labeling tape should be used for all 
tubes, media, and paperwork and should be specific (of 
the same color) for each patient. 


Analyze/Wash Specimen 


Note: Sterile technique should be used throughout spec- 
imen processing. 


. Allow the specimen to liquefy completely for ~20 min 


in the 37 °С incubator before processing. 


. Measure volume using a sterile serological (2 or 10 mL) 


pipette. 


. Transfer specimen from a plastic cup into a sterile 15 mL 


conical centrifuge tube. If specimen is 24 mL, split into 
two tubes. 


. Gently mix the specimen with HTF in a ratio of 1:4 by 


using a sterile serological pipette. 


. Centrifuge the tubes at 1600 RPM for 10 min. 


Note: Occasionally samples do not liquefy properly and 
remain too viscous to pass through the gradient. In this 
case, add 5 mg of chymotrypsin to the tube (approxi- 
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15. 
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mately 10 min before layering) to increase motile sperm 
yields. 


. While the specimen is in the centrifuge, perform pre- 


wash CASA analysis. Perform CASA analysis accord- 
ing to the “Routine Semen Analysis” protocol and 
record the results on the worksheet. 

Note: While examining the specimen, pay particular 
attention to any extraneous round cells, debris, and bac- 
teria that are present. If round cells are greater than or 
equal to 1.00 x 10°/mL, perform an Endtz test immedi- 
ately. A positive Endtz test should be reported to the 
appropriate medical personnel as soon as possible. The 
Endtz test result should also be written on the tube’s 
outer label at the end of the wash procedure before hand- 
ing the specimen to the patient. 


. Carefully aspirate the supernatant without disturbing the 


pellet and resuspend the pellet in 3 mL of fresh 
HTF. Transfer the resuspended sample into two 15-mL 
sterile round bottom tubes using a serological pipette 
(1.5 mL in each). 


. Centrifuge the tubes at 500 RPM in the centrifuge for 


5 min. 


. Position the tubes in a rack at a 45° angle and incubate 


at 37 °C for 1 h for swim-up (Fig. 15.1). 

After the incubation period, aspirate the entire superna- 
tant from the round bottom tube using a Pasteur pipette 
with the tip placed just above the pellet surface. 

Pool supernatant from the two round bottom tubes into a 
single 15-mL conical centrifuge tube. Centrifuge the 
tube at 1600 RPM for 7 min. 

Aspirate the supernatant from the top of the meniscus 
using a Pasteur pipette being careful not to disturb the 
pellet. 

Resuspend the pellet in a volume of 0.5-mL HTF media 
using a 2-mL sterile pipette. Note the final volume on 
the worksheet. 

Remove a small, well-mixed aliquot (~50 pL) and place it 
into a labeled conical beaker for the post-wash analysis. 
Seal the tube using tamper-evident tape, label it with the 
premade label, and place it in the incubator until the 
patient arrives. Show the color-coded tube to the patient 
to verify the patient’s and partner’s names, medical record 
numbers, and date. Place the sample in a brown bag and 
hand it to the patient. Be sure the patient signs the 
specimen pick-up form and presents appropriate identifi- 
cation. The patient should carry the specimen directly to 
the gynecologist department for the insemination. The 
gynecologist determines whether the sperm count and 


15 Sperm Preparation for Intrauterine Insemination (IUI) by Swim-Up Method 


Fig. 15.1 Swim-up procedure [Reprinted 
with permission, Cleveland Clinic Center for 
Medical Art & Photography © 2015. All 
Rights Reserved] 
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Sperm wash 
medium 


Liquefied 
semen 
sample 


motility are sufficient for insemination. If no motile sperm 
are found on the post-wash specimen, call the gynecology 
department prior to releasing the specimen. 

Note: The technologist must always look at the post-wash 
specimen on a sperm counting chamber before releasing 
it to the patient and notify the inseminator immediately if 
bacteria are present. If there is a positive Endtz test, it 
should be reported to the gynecologist and written on the 
outside label of the tube before handing it to the patient. 
The gynecologist should be paged in the event of a posi- 
tive Endtz test result. If the prewash Endtz is positive and 
the post-wash round cell count is less than 1.0 M/mL, 
note the round cell count on the outside label of the tube. 

Perform post-wash CASA analysis according to the 
“Routine Semen Analysis” protocol and record the 
results on the worksheet. 

Record appropriate information (below) on the “Artificial 
Insemination by Husband” form: 

(a) MRN 

(b) Date of insemination 

(c) Total motile post-wash sperm 

(d) Wash type (e.g., swim-up) 

(е) Insemination performed by (Gyn nurse) 

(f) Comments (e.g., positive Endtz test, agglutination) 

(g) Tech initials 

After checking for technical and clerical errors, enter the 
results and print the final report. Check the final report to 
ensure the accuracy of the final results. 

Note: Immediately correct any inaccurate results. 


m U 
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Incubate for 60 minutes: at 37°С 


- Viable spermatozoa 
— ^ swim up through medium 


E. 


С Nonviable spermatozoa 
remain in semen layer 


Procedural Notes 


In the case of a highly viscous specimen, add 5 mg of viscos- 
ity treatment system (VTS) to the tube and let the sample 
incubate at 37 °С for 10 min or until the specimen is com- 
pletely liquefied. If sample viscosity is not reduced, use 
more VTS and divide into two tubes before centrifugation. 
Note: Be sure to record the lot number and expiration 
date of the VTS on the patient worksheet. 


. It is important that all plasticware and glassware used in 


the sperm washing procedure are sterile. 

Each patient specimen should be kept in a separate speci- 
men rack during the time of processing. 

A single technologist should process the patient 
specimen(s) from beginning to end. In rare cases when a 
second technologist is called to help during the process- 
ing, a reverification of the patient's paperwork should be 
made by the assisting technologist. 
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Cryopreservation of Client Depositor 


Semen 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


The primary purpose of the Andrology Center and 
Reproductive Tissue Bank is to provide quality sperm cryo- 
preservation services to those patients who have been diag- 
nosed with cancer and will undergo chemotherapy or radiation 
therapy. This service is also provided to pre-vasectomy 
patients, patients undergoing vasectomy reversals, as well as 
those needing sperm for IVF backup or general fertility pres- 
ervation purposes. 

Chemotherapy and radiation therapy may cause a 
patient to become temporarily or permanently sterile. 
Cryopreservation of sperm prior to treatment will allow 
these patients the opportunity to father their own children 
in the future. Future pregnancies would be achieved by 
insemination or other assisted reproductive techniques 
available at the time of use [1—3]. 

Therapeutic bank patients, referred to as “client deposi- 
tors,” can address the risks of infertility inevitable in certain 
medical treatments and surgeries by taking advantage of the 
controlled practice of cryopreservation. 


2 Principle 


Biological time ceases at the liquid nitrogen temperature of 
—196 °C. Thus, liquid nitrogen is used for the long-term pres- 
ervation of sperm. Noiles and Kleinhans et al. have determined 
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that human spermatozoa have morphological properties which 
allow them to swell to approximately five times their iso- 
osmotic volume before lysing [3]. The controlled rate addition 
of TEST-yolk buffer and the removal during thawing by a slow 
thaw and wash procedure results in preservation of sperm 
membrane integrity. 


3 Specimen Requirements 


Client depositor semen should be collected by masturbation in 
the donor room located adjacent to the Andrology Laboratory. 
The specimen must be collected in a sterile plastic container. 
The client depositor should abstain from ejaculation between 
48 and 72 h prior to specimen collection. The collected semen 
specimen is allowed to liquefy in a 37 °C incubator for a mini- 
mum of 20 min. 


A. Unacceptable specimens: Any produced specimen is con- 
sidered acceptable. While the semen specimen of a client 
depositor may not meet the minimal “normal criteria” of a 
banked specimen from a donor who is not compromised 
by a disease process, present and future techniques used 
for in vitro fertilization (МЕ) may enhance а subnormal 
specimen. 

B. Client depositor confers with the Andrology Director 
and/or his referring physician as to the acceptability of 
the banked specimen and its future use. 

C. Specimens of moderate or high viscosity that do not liq- 
uefy after incubation can be manipulated by pipetting up 
and down with a sterile pipette. 

D. Due to extenuating patient/client depositor circum- 
stances, a specimen may need to be collected outside the 
donor room, i.e., the patient’s bedroom. In this case, the 
technologist may provide a sterile collection cup to the 
patient and have him sign the “Therapeutic Sperm 
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Banking Off-Site Collection” form when he drops off the 
specimen. A technologist should also sign the form as a 
witness to the patient’s signature. 

E. Only one client depositor should be processed at any 
time to avoid a mix-up or possible contamination. If 
more than one banker is scheduled for a given time slot, 
then another technologist should do the processing. 


4 Equipment 


Computer-assisted semen analyzer 
Sperm counting chamber 

. Automatic pipettor 

Vortex 

—20 °C freezer 

LN; Dewar with 11" canisters 

. Sterile specimen container 

Sterile 15 mL centrifuge tubes with screw caps 
Sterile serological pipettes (2 mL capacity) 
Sterile cryovials (1.8 mL capacity) 
Colored cryomarkers 

. Test tube racks (for 15 mL test tubes) 
. Cryovial racks 

Cryocanes 

. Plastic cryosleeves 

Cryogloves 

. Protective goggles 

. Vinyl/nitrile gloves 

. 37 °С incubator 

LN, 

. Viscosity treatment system (VTS) 

. Test tube rocker 


4OHwomBOvOoZEÉrmHocEQmmUnwr» 


5 Reagents 


Freezing medium (TEST-yolk buffer with gentamicin sulfate; 
TYB). Each bottle is sterile and for one-time use. Parameters 
for acceptable reagent performance: 


A. Quality control consists of a freeze and post-thaw per- 
formed on the new lot number of TEST-yolk buffer using 
a semen specimen of a normal donor meeting the follow- 
ing criteria: 
50 96 survival, calculated by the following formula: 


% postthaw motility 


% prefreeze motility 
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B. Results are recorded in the appropriate Quality control 
book. Any unacceptable results are addressed in a quality 
assurance report with supervisory review. 

C. Storage requirements: Stored frozen at —196 °С until 
time of use. 

D. The lot number and vial expiration date are checked and 
recorded on the Cryopreservation Worksheet. 


6 Calibration 


No calibration standards exist for this procedure. 


7 Quality Control/Quality Assurance 


There are no prepared semen controls for routine use. Quality 
assurance is maintained by the quality control of the freeze 
media and testing equipment which is documented in the 
Quality control book. 


8 Procedure 


Note: A sterile technique should be used throughout speci- 
men processing. Gloves are mandatory for all procedures 
dealing with body fluids. Latex, however, can be toxic to 
sperm. Therefore, care should be taken to prevent contamina- 
tion of the specimen with latex or talc, or preferably, not used 
at all. Instead, vinyl or nitrile gloves are recommended. 


A. The client depositor is registered with the Clinic, if not 
already a Clinic patient. A clinic number is assigned dur- 
ing registration. The clinic number is necessary for client 
vial identification and billing purposes. The following 
information is needed for registration: 

1. Full patient/client depositor name 

2. Patient/client depositor address 

3. Home phone number 

4. Patient/client depositor social security number 

5. Patient/client depositor date of birth 

B. A bank file should be made for the client depositor. This 
consists of the following forms: 

1. The Collection and Storage Agreement. Ask the client 
to read through the entire agreement, including the fee 
schedule and initial/sign where indicated. This should 
be done on two separate agreements so that one can be 
kept in the client's file and one can be sent home with/to 
the client. The technologist should also sign as a witness 
and confirm that the patient's clinic number is accurate. 
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2. Sperm Bank Questionnaire. The demographics can be 
filled out by the technologist or by the client himself. 

C. During the initial visit, the client depositor should be 
scheduled to meet with the Andrology Laboratory 
Director to be given information on the future usefulness 
of his frozen specimen. The exact quantification of the 
individual specimen banked can be provided to the client 
the following day by the Director over the phone or at 
the time of a subsequent visit. 

D. The patient/client depositor is then provided a sterile 
collection cup and asked to label the container with his 
name and collect by masturbation in the donor room 
adjacent to the laboratory. 

E. After collection, the patient/client depositor is asked 
data about his abstinence time, method of collection, 
whether any specimen was lost during collection, and 
time of collection. The information should be recorded 
on the Cryopreservation Worksheet. The specimen is 
then accepted, labeled by the technologist, and placed in 
the 37 °C incubator for at least 20 min (Fig. 16.1). At this 
time, a bottle of TEST-yolk buffer with gentamicin is 
thawed in the 37 °С incubator for at least 20 min. 

F. The patient/client depositor then signs the semen ID form 
in the presence of the technologist after checking the 
labeling of his vials (see step *N" for proper labeling pro- 
cedure). The lab technologist labeling the vials and wit- 
nessing the signature also signs this form. The cryovial 
label may not be altered, removed, or obscured after the 
patient checks the labeling of his vials. If the labeling is 
not acceptable to the patient, then the technologist should 
relabel the vials. 

G. A final step for positive identification is made by taking 

the client depositor's picture with a digital camera or 


Fig. 16.1 Incubator set at 

37 °C and depiction of 

sample undergoing 

liquefaction [Reprinted 

with permission, Cleveland 

Clinic Center for Medical - 

Art & Photography € <a => 


2015. АП Rights Reserved] ` 4 


Date: 06/16/2013 


Incubate at 37°C for 20 minutes to liquefy 
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scanning the patient’s driver’s license. If a picture is 
taken, it should be saved on the share drive, printed, and 
placed in the patient’s cryobank file. The picture should 
have with it the client’s name, clinic number, and freeze 
number written at the bottom. 


. If the patient decides to have his blood drawn, it should 


be done as follows: 

1. The blood tests performed by the Red Cross are anti- 
HIV MI, HBV NAT, HIV NAT, RPR, HCV NAT, 
WNV, HBCAg, anti-HTLV И, anti-HCV, anti-HBc, 
anti-CMV, and Chagas. 

a. If any of the test results are positive, the Director 
and Supervisor of the Andrology Laboratory are 
contacted by Blood Bank. 

b. Positive test results are confirmed by retesting 
(done by Blood Bank). 

c. The Director or Supervisor should then contact the 
patient’s ordering physician either by phone or let- 
ter when any of the tests are positive. 

d. If any of the blood results are positive, refer to the 
Storage Agreement as to the proper procedure. 
The cryopreserved specimens remain in a quaran- 
tined area and designated cryotank. 

e. All blood reports on client depositors are reviewed 

and initialed by the Director or Supervisor. 

. The remaining 6 mL red top tube should be centri- 

fuged and the serum removed. Aliquot the serum into 
a 1.8 mL cryovial. The cryovial should be labeled 
with the patient name, clinic number, freeze number, 
date, and word "serum" and then stored at —80 ?C. 

Note: The client depositor serum bank can be used for 

retesting or for future testing. The serum specimen 

should be archived for at least 10 years. 


~ 
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After liquefaction, draw the semen specimen into a 2 mL 
sterile pipette, leaving at least 50 uL in the specimen 
container. Measure and record the volume and note any 
unusual consistency on the pink patient worksheet as 
well as the Cryopreservation Worksheet. Deliver the 
specimen into a labeled, sterile 15 mL conical tube that 
has been checked for cracks or defects. A moderate to 
highly viscous specimen can be further liquefied by 
pipetting up and down in the sterile pipette or adding 
viscosity treatment (VTS) when necessary. 


ored cryomarkers to label the cryocanes (the cryovials 
should be labeled ahead of time so the patient may 
examine them). The appropriate color of cryomarker can 
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be found on a chart hanging in the cryobanking area 
(Appendix 1). This chart also indicates the appropriate 
color of the index card to be filled with the following 
information: the patient’s name, clinic number, freeze 
number, bank color, and number of vials frozen and for 
future use the final thaw date, number of vials thawed, 
number of vials remaining, and tech initials. 

For example, the 1st banked specimen and cryocane 
is labeled with a red cryomarker and recorded on a red 
index card. 


J. Analyze the remaining aliquot in the specimen container per Note: Examine each cryovial while labeling for any evi- 
the “Semen Analysis” protocol using the computer-assisted dence of defects. Discard if any defect is found or there is 
semen analyzer for concentration, motility, curvilinear any doubt as to the integrity of the cryovial before using. 
velocity, linearity, and amplitude of lateral head movement 1. Label cryovials as follows (with orange cap facing the 
and record on the pink patient worksheet per protocol (this left): 
information should be duplicated on the Cryopreservation a. Client depositor name 
Worksheet). Presence of round cells in the specimen is quan- b. Clinic number 
tified and an Endtz test conducted if >0.20 M/mL round c. Freeze number, i.e., F13-001-A 
cells are seen under wet preparation. At this point, any bac- d. Date 
teria or foreign cells should be noted. e. Word "SPERM" 
K. Within 1 h of specimen collection, add an aliquot of f. Clinic number 

freezing medium equal to 25 % of the original specimen 2. Three to six vials should be labeled with the following 

volume to the centrifuge tube with a sterile pipette. considerations in mind: 

Note: This volume should not exceed 1 mL. a. The volume added to each vial should not exceed 
L. Gently rock the specimen with the freezing media for 1.8 mL/vial. 

5 min on a test tube rocker (Fig. 16.2). b. Specimens from patients with very low prefreeze 
M. Repeat steps J and K three times or until the volume of sperm counts can be frozen in even smaller quanti- 

freezing media added is equal to the original specimen ties of as low as 0.2 mL of semen. 

volume (Fig. 16.3). 3. Label the top of the cryocanes with the client deposi- 
N. During the mixing steps above, use appropriately col- tor's last name and current freeze number using the 


appropriate colored cryomarker. 


Example: 
SMITH 
F13-001-A 


. Label an additional 1.8 mL cryovial. This will contain 


a leftover aliquot of the cryodiluted specimen to be 
assessed for cryosurvival 24 h after freezing. The top of 
the vial should be heavily marked with a black cryo- 
marker to indicate that it is the post-thaw specimen 
vial. 


‚ А visual inspection should now be performed for the cryo- 


diluted specimen for motility. A manual motility should 
be done using a sperm counting chamber and phase 
microscope. The percent motility should be documented 
as "pre-cryomotility 96" on the Cryopreservation 
Worksheet. 


. Evenly distribute the well-mixed, cryodiluted semen into 


the pre-labeled vials using a 2 mL sterile serological 
pipette (Fig. 16.4). Add at least 0.2 mL to the post-thaw 
cryovial. 


Fig. 16.2 Sample rocked on a test tube rocker for 5 min after the addi- 
tion of TEST-yolk buffer [Reprinted with permission, Cleveland Clinic 
Center for Medical Art & Photography © 2015. АП Rights Reserved] 


R. Place labeled vials into the labeled cryocane(s). Place a 
maximum of two cryovials into top slots of canes while 
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Fig. 16.3 Depiction of the stepwise addition of TEST-yolk buffer to [Reprinted with permission, Cleveland Clinic Center for Medical Art & 
patient sample. Volume of TEST-yolk buffer equal to 4 volume of patient | Photography © 2015. All Rights Reserved] 
sample—added four times or until total volume in test tube has doubled 


Fig. 16.4 Even 
distribution of cryodiluted 
patient sample into 
cryovials using a sterile 
serological pipette 
[Reprinted with 
permission, Cleveland 
Clinic Center for Medical 
Art & Photography © 
2015. All Rights Reserved] 


holding the canes upside down (Fig. 16.5) (i.e., labeled S. After the 8 min incubation, remove the cryocane(s) from 


portion of cryocanes should be facing the ground while the —20 ?C freezer. Place into an appropriate LN; vapor 
placing the cryovials upright, with the orange top facing tank for a minimum of 2 h (Figs. 16.7 and 16.8). After 
up). Cover cryocane(s) with cryosleeve(s) and place in 2 h, the vials are frozen by the liquid nitrogen vapors 
the —20 ?C freezer for 8 min (Fig. 16.6). Do not open the (—80 °С). 

freezer during this incubation. Note: Be sure that no less than 12 cm of LN, liquid fills 


Note: Exposure to freezing conditions should occur the canister. 
within 1.5 h of specimen collection. Caution: Wear cryogloves and protective goggles. 
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— 
Fig. 16.5 Proper placement of cryovials into cryocanes [Reprinted 
with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 
(|)! 
ae Fig. 16.7 Loading cryocanes and cryovials upright into the LN; cryo- 
EE gp 1 tank canister [Reprinted with permission, Cleveland Clinic Center for 


Medical Art & Photography © 2015. All Rights Reserved] 


Fig. 16.6 Cryovials, with cryocanes and cryosleeves, placed upright in 
—20 °C freezer for 8 min [Reprinted with permission, Cleveland Clinic 
Center for Medical Art & Photography © 2015. All Rights Reserved] 


T. After a minimum of 2 h incubation in the liquid nitrogen 
vapors (—80 °C), turn the canes upside down, immersing fe 
them into liquid nitrogen (-196 °С). ! 
U. After a minimum of 24 h in liquid nitrogen, thaw the 
aliquot in the 1.8 mL post-thaw cryovial as follows: 


1. Using cryogloves and protective goggles, remove Fig. 16.8 Cryotank canister containing cryocanes and cryovials added 


cane containing the cryovial and snap it out. Loosen slowly, upright into cryotank [Reprinted with permission, Cleveland Clinic 
the cap and place in the 37 °C incubator for 20 min. Center for Medical Art & Photography © 2015. АП Rights Reserved] 
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2. Mix the vial well and analyze using the computer- 
assisted semen analyzer for count, motility, curvilin- 
ear velocity, linearity, and amplitude of lateral head 
movement. 

3. Record results in the cryosurvival area of the 
Cryopreservation Worksheet. Assess cryosurvival 
using the following formula: 


% motility of pos -thaw specimen 


% motility of pre - freeze specimen 


4. Calculate the number of inseminations based on the 
following recommended total motile sperm counts. 
1 Insemination = 15-20 M 
у Insemination = 7.5—14.9 M 
4 Insemination = 3.75–7.49 М 
0 Insemination = <3.75 М 
У. All information from the Cryopreservation Worksheet 
should be entered into the clinic number of the andrology 
computerized database. The information оп the 
Cryopreservation Worksheet is duplicated line for line 
when entered into the andrology computerized database. A _ . . 5 
copy is made of the cryoworksheet and put into the appro- Fig. 16.9 Cryoboxes and cryotower [Reprinted with permission, 
: . Cleveland Clinic Center for Medical Art & Photography © 2015. All 
priately dated “Semen Cryopreservation” workbook. Rights Reserved] 

W. A summary of the patient/client depositor information 
can be obtained by entering the patient’s clinic number 
into the sperm bank computerized database “View 
Semen Cryopreservation Report.” On subsequent visits, 
or over the phone, the client can be presented with this 
summary by the Director or the Supervisor in the 
Director’s absence. From the client depositor’s second 
bank and onward, he need only provide information of 
his abstinence and collection time and sign the semen 
ID form after first examining the vials for the day’s 
bank. 

X. Once the client depositor has determined that he is done 
banking, the “Therapeutic Post Bank Checklist” is attached 
to the inside of the client depositor’s file folder and all N 
points are to be completed. As time and resources permit, e i 
the banked specimens are taken out of short-term storage, 
or quarantine, and transferred to the secured 17 K or 24 K 
freezer for long-term storage at —196 °C in liquid nitrogen 
(Figs. 16.9 and 16.10). The client depositor specimens are 
stored indefinitely or until authorization is received to 
transfer or dispose of the specimens. Upon disposal, trans- 
fer or the client depositor’s death, the patient charts should 
be stored in a secure area and are kept for at least 10 years. 

Y. The chart is reviewed by the Medical Consultant prior to 
the release of the tissue. The review form (Appendix 2) 
should be placed in the client depositor’s charts and 


signed by the Medical Consultant. . Fig. 16.10 17K long-term storage tank [Reprinted with permission, 
Z. Emergency transfer of samples: Sequester samples іп the Cleveland Clinic Center for Medical Art & Photography © 2015. АП 


transfer tanks. Rights Reserved] 
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Addendum 


Cryopreservation of the “Traveling Husband" 
Specimen 


Introduction 

A client depositor identified by the Gynecology Department 
as a “traveling husband” can make use of the time delay fac- 
tor in the cryopreservation procedures, i.e., when the wife 
ovulates the husband may of necessity be out of town. Due 
to the fact that the husband is not present when the specimen 
is used for insemination, three forms must be signed and 
filled out with the other paperwork to allow for future use of 
the specimen. 


Procedure 

Note: Follow the procedure steps as detailed in the 
“Cryopreservation of Client Depositor Semen" protocol 
along with the steps below: 


Appendix 1: Sperm Bank Patient List 


Bank number Color of marker 


1st Red 
2nd Blue 
3rd Green 
4th Black 
Sth Red 
6th Blue 
7th Green 
8th Black 


9th Start rotation from top 
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A. The traveling husband (client depositor) must also fill out 
the “thawed specimen ID" form (Appendix 10). He 
should print his name and clinic number on the top line 
of the form. He should sign his name on the line after 
“Client Depositor" and put the date of cryopreservation 
of the specimen after "Date." The wife's signature and 
lower portion of the form will be filled out on the date of 
specimen use. 

B. Also, at the time of cryopreservation, the "Authorization 
to Transport Semen Specimens" form should be filled out 
on page 2 (Appendix 11). The client depositor should 
sign the form on the top line after the “Client Depositor" 
signature, as should his partner. Then he should print his 
name, address, telephone number, and date on the indi- 
cated lines. The technologist processing the specimen for 
cryopreservation should then sign after the "Witness 
Signature" and provide the date of processing. 

C. Complete the “Release of Positive Blood/Semen Test 
Notification" (Appendix 9). 


Index card color 
Red 

Blue 

Green 

Yellow 

Orange 

White 

White 

White 


Letter code 


јаз (е) | ла] | за] | Oe 
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Appendix 2 


Client Depositor Name: 


Clinic number: 


Freeze Number: 


| have reviewed the client-depositor's sperm bank results, blood testing results, and 
available medical information. 


Date of Review: 


Medical Consultant 
Andrology Lab & Reproductive Tissue Bank 


Date of Release: 


Comments: 
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Appendix 3: Sperm Bank Questionnaire 


PATIENT NAME: 


SPERM BANK QUESTIONNAIRE 


DATE: 


RECORDED BY: 


FREEZE МО.: 


DEMOGRAPHICS 


Clinic number: 


(Please Print) (First) (MI) (Last) 

AGE: DATE OF BIRTH: SS #: 

ADDRESS: HOME PHONE: 
WORK PHONE: 

IN CASE OF EMERGENCY CONTACT 
NAME: ADDRESS: 
RELATIONSHIP: PHONE: 
DIAGNOSIS 


REASON FOR STORAGE: 


SYMPTOMS: 


DATE OF DIAGNOSIS: 


SURGERY OR CHEMOTHERAPY DATE(S): 


(Previous Dates) 


SURGERY/CHEMO TO BEGIN: 


(Date) 


TREATMENT PLAN: 


(PLEASE TURN OVER) 
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HISTORY 
MARITAL STATUS: OSINGLE MARRIED SPOUSES NAME: 
CHILDREN (age & sex) 
SEXUALLY ACTIVE: DYES ONO FREQUENCY (weekly):0 1-2 03-4 05 or more 


CAFFEINE USE (weekly): 01-5 (least) 5-10 (most) ALCOHOL USE (weekly):0 1-2 03-4 [15 ог more 


DRUG USE (меек1у): 0 1-2 03-4 Onone SMOKING НІЅТОВҮ:01-2 03-4 05-6 Onone 
(packs per week) 

SEXUALLY TRANSMITTED DISEASES: CHEMICAL EXPOSURE: 

RADIATION EXPOSURE: HEPATITIS EXPOSURE: 


OTHER (please explain): 


STORAGE PLAN: DH LONG-TERM О SHORT-TERM UNKNOWN 


REFERRING DOCTOR 


Clinic DOCTOR: O YES О МО 


DOCTORS NAME: 


(Current Doctor) 


ADDRESS: 


PHONE #: 
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AUTHORIZATION TO CRYOPRESERVE SPECIMENS 


I, , Clinic number : ; 


(print full name) 


have given my semen specimen to of the 


(technologist) 


Clinic Sperm Bank. I have seen the freezing vials correctly labeled with my 
name and clinic number. 


Date: 


Client Depositor: 


Technologist: 


Freeze Number: 


A. Agarwal et al. 
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Appendix 4: Authorization to Cryopreserve Specimens 


CRYOPRESERVATION WORKSHEET 


NAME: FREEZE #: 
МЕМ #: СОГОК: 


жж жк sk ok desk ok oke oe sk ok ЖК ЖоК Ж ЖК ЖЕК ok oe sk CK ЖК Ж ОКК 


SPECIMEN LOCATION: SHIP DATE: 


SPECIMEN LOCATION: 
SPECIMEN LOCATION: DISPOSAL DATE: 


SERUM ACCESSION # SERUM ALIQUOT LOCATION: 


x sk SK Ke KK ЖКК ЖК ЖОЕ КЖК se ok he KE ЖК ЖОЖ ЖЖ ЕК ЖоК ЖЖ К ЖКК ЖК ЖОК Ee ok ook ЖК ЖКК ЖоК ЖОЕ ЖЖ ok desk ok КЕК ЖОК КЖК oe eo ЖоК ЖОК КККК ok Ж 


PRE CRYOPRESERVATION 


FILE # 


SPECIMEN DATE: 


COLLECTION TIME: 


RECEIVED TIME: 


ABSTINENCE TIME: 


SPERM COUNT M/mL: 


VOLUME mL: 


TOTAL COUNT M: 


PERCENT MOTILE: 


VELOCITY р/ѕес: 


SPECIMEN TYPE: 
(1.e., fresh, epi aspiration, tissue) 
MOTILE SPERM M/mL: 


CRYO MEDIA: Lot # Exp Date: __ 


AMOUNT TYB ADDED mL: 


NUMBER OF VIALS ALIQUOTED: 


VOLUME mL/VIAL 


MOTILE SPERM M/VIAL: 


COMMENTS: 


LINEARITY %: 


ALH y: 


TIME: INTO VAPORS: 


ROUND CELLS M/mL: 
PRE-CYRO MOTILITY %: 
PRE EN %: 

ENDTZ M/mL: 


TECH: 


INTO LN»: LOCATION: 
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Appendix 5: Cryopreservation Worksheet 


CRYOSURVIVAL 

FILE # 
THAW DATE: % SURVIVAL: 
THAW TIME: TOTAL MOTILE M: 
% MOTILE: NO. OF INSEMS: 
VELOCITY sec: IVF ATTEMPTS: 
LINEARITY %: COMMENTS: 
ALH и: MOTILE SPERM M/mL: 
MOTILE SPERM M/VIAL: 

POST EN %: 

TECH: 
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CRYOPRESERVATION WORKSHEET 


PAGE 2 


INSEMINATION RECORD 


FREEZE #: 


COLOR: 


DATE THAW # VIALS USED # VIALS REMAIN 


TECH 


BILLED 
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Appendix 6 
L , Clinic number А 
Social Security # , have collected my semen specimen outside of 


the Clinic Andrology Laboratory specimen collection room. 


The specimen was collected by masturbation YES or NO (circle one) or by other methods 


, the specimen was produced at 


, (given exact time) at my residence. 


The Andrology Laboratory and the Clinic will not be responsible for incorrect 
collection method, contamination during specimen collection or changes in sperm due to 


delay in specimen processing: min (write age of specimen). 


жокк ЖоК ЖоК desk oko ok oe sk ok ЖОЕ К ЖоК КЖ ЕК ЕК ЖЕК ЖоК К ЖЕК ЖЕК ЖЕ К ЖОЕ Ж ЖЕК ЖОЕ К ЖЕК eo К ЖЕК ke aK К ok beoe ЖОЕ К ЖЕ ЖЕ ak ak ok ЖОЕ 


The sample for sperm cryopreservation belongs to me and I have labeled it correctly. 


Witness Signature and Date Patient’s Signature and Date 


Witness Signature and Date Patient’s Name 
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Appendix 7: Cryopreservation Report 


Name: Clinic number 
Specimen Type: Semen 
Specimen A 
Pre-cryopreservation 
Date: 
Time (24 h): 
Length of abstinence (days): 
Semen volume (mL): 
Viscosity“: 
рН“: 
Color’: 
Round cells (109/mL)*: 
Motility (96): 
Velocity (p/s): 
Linearity (96): 
ALH (p): 
Concentration (10°/mL): 
Total count (109): 
Morphology (76 normal sperm forms by Kruger method): 
Endtz (10°/mL)?: 
Comments: 
Post-cryopreservation 
Motility (96): 
Velocity (p/s): 
Linearity (96): 
ALH (p): 
Total motile sperm (109): 
Motile sperm/vial (10°): 
No. of vials: 
No. of possible insemination (ТОЛ) attempts: 
No. of possible IVF attempts: 
Volume/vial (mL): 
Comments: 


‘Data Entered for Specimen A Only 
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Bank ID number 


Specimen B 
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Appendix 8: Release of Reproductive Cells and/or Tissues Not Tested for Infectious Diseases 


RELEASE OF REPRODUCTIVE CELLS AND/OR TISSUES 
NOT TESTED FOR INFECTIOUS DISEASES 


Client Depositor Name: Clinic number 


Specimen cryopreserved: 

In connection with the deposit of semen specimens for storage, Clinic performs tests on the depositor's 
blood sample for infectious diseases including Human Immunodeficiency Virus and Hepatitis B surface 
antigen (HIV %, HIV Ag, HCV, HIVNAT, HbcAb, RPR, HVCNAT, HTLV %, HbsAg and WNV). 

|, the undersigned, understand that the Reproductive cells and/or tissues from the client depositor 
identified above have not been so tested or screened for infectious diseases at the request of the Client 
Depositor, who, by his signature acknowledges his demand to not test the specimens. 

1, the undersigned, accept the responsibility for the use of the semen specimens for insemination. 


1, the undersigned, understand that the semen specimens will not be released until this form is signed by 
all parties listed below and returned to: 


Andrology Laboratory & Reproductive Tissue Bank 


Insemination Physician: Date: 


Address: 


Phone: 


Client Depositor: Date: 


Address: 


Phone: 


Sexual Partner: Date: 


Address: 


Phone: 
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Appendix 9: Release of Reproductive Cells and/or Tissues Positive Test Notification 


RELEASE OF REPRODUCTIVE CELLS AND/OR TISSUES 
POSITIVE TEST NOTIFICATION 


Client Depositor Name: Clinic number: 
Date of Blood Draw: 
Specimen cryopreserved: 


[] Тһе following blood tests were reported to be reactive according to the American Red Cross: 
. . anti-HIV-1 ___ anti-HIV 2 ___ HBsAg ___ anti-HCV 


___ any test for sexually transmitted diseases, excluding CMV: 


|, the undersigned, understand that the information checked above applies to blood and/or semen of the 
Client Depositor. |, the undersigned, accept the responsibility of the use of the semen specimens for 
insemination. 


|, the undersigned, understand that the semen specimens will not be released until this form is signed by 
all parties listed below and returned to: 


Reproductive Tissue Bank 


Insemination Physician: Date: 


Address: 


Phone: 


Client Depositor: Date: 


Address: 


Phone: 


Sexual Partner: Date: 


Address: 


Phone: 
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Appendix 10: Thawed Specimen ID Form 
THAWED SPECIMEN I.D. FORM 


E 2 ^ 
(Name)(Client Depositor) (Clinic No.) 


certify that the vial(s) being used for artificial insemination/in vitro fertilization is labeled with 


my name and clinic number, as shown above. 


Client Depositor Signature: Date: 


Intimate Partner Signature: Date: 


жк ЖЕК sje sk ok ЖОЕ 2 ЕК ЖЕК ЖЕК ЖОЕ ЖК ЕК ЖЕ КК ЕК ЖОК 


І, , of the Clinic Sperm Bank, have 
(Technologist) 


released the above semen specimen to , for the purpose 
(Physician) 


of artificial insemination/in vitro fertilization of 
(Intimate Partner) 


Date: 


Technologist Signature: 


Physician Signature: 


Number of vials thawed: 


Number of vials remaining: 


Specimen I.D. Number: 
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Appendix 11: Authorization to Transport Semen Specimens 


AUTHORIZATION TO TRANSPORT SEMEN SPECIMENS 


| hereby authorize THE CLINIC to allow transport to my physician, whose name and address appear 
below, vials from the semen specimens which the Foundation is presently 


(number) (number) 


storing for me. | intend that these transported semen specimens will be used only for the purpose of artificial 
insemination by a physician. | agree that the clinic will have no responsibility for the ultimate use of any 
portion of the transported specimens or for the method of artificial insemination used. | further agree that the 
Foundation will have no responsibility for any damage to the semen incurred during transit or thereafter. 
| request that the specimens to be sent to: 
Physician: 


Address: 
AUTHORIZATION TO TRANSPORT SEMEN SPECIMENS 


Patient Name (Please Print): Clinic number 
Address: 
Telephone: 
Client Depositor Signature Intimate Partner (SIP) Signature 
Date: 
Date: 


TO BE COMPLETED BY THE PHYSICIAN 


| am the physician whose name appears on this Authorization to Transport Semen Specimens and | 
am licensed to practice medicine in my state. | hereby request the transport of the semen specimens to my 
address as shown. It is my intention that the transported semen will be used only for the purpose of artificial 
insemination of the patient whose signature appears above. 


Signature of Physician: Date: 


RETURN THIS FORM TO: The Clinic 
Andrology Laboratory 
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Appendix 12: Positive Blood Test Notification 
POSITIVE BLOOD TEST NOTIFICATION 


Client-Depositor Name: 


Clinic number: 


Date of Blood Draw: 


Ordering Physician: 


The following blood tests were reported positive by the American Red Cross: 


______ Anti-HIV ИП _____ HBV NAT ____ НІМ NAT 
____ RPR _____ HCV NAT ММУ 
_____НВСАО ______ Anti-HTLV I/II . ..... Anti-CMV 
A Anti- HCV . .  Anti-HBc _____ Chagas 


Date Ordering Physician Notified: 


Date Client-Depositor Notified: 


Notified By: 
Director, Reproductive Tissue Bank 
Comments: 
References 2.Standards for tissue banking. 13th Edition published by the 


American Association of Tissue Banks. 

3.Noiles EE, Mazur P, Watson РЕ, Kleinhans FW, Critser 
JK. Determination of water permeability coefficient for human sper- 
matozoa and its activation energy. Biol Reprod. 1993;48(1):99-109. 


l.World Health Organization. WHO laboratory manual for the 
examination of human semen and sperm-cervical mucus interaction. 
5th ed. Geneva, World Health Organization, Switzerland; 2010. 
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Semen Aspirate 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Therapeutic bank patients hereafter referred to as “client 
depositors” can address the risks of infertility with certain 
medical treatments and surgeries by taking advantage of 
semen cryopreservation procedure [1—4]. 


2 Principle 


Biological time ceases at the liquid nitrogen temperature of 
—196 °C, a fact that can be used for the long-term preserva- 
tion of sperm. Human spermatozoa have morphologic prop- 
erties which allow them to swell to approximately five times 
their iso-osmotic volume before lysing. The controlled rate 
addition of TEST-yolk buffer and its removal during thawing 
by a slow thaw and wash procedure results in preservation of 
sperm membrane integrity [1—4]. 


3 Equipment 


A. Computer-assisted semen analyzer 
B. Sperm counting chamber (Vitrolife) 
C. Eppendorf pipette 

D. Aliquot mixer 
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A 


КЕ асно онњо гиен Doan 


. Vortex 


—20 °C freezer 
LN, Dewar with 11” canisters 
Sterile specimen container 


. Sterile 15 mL centrifuge tubes with caps 
. Sterile serological pipettes (1, 2, and 5 mL capacity) 


Sterile corning cryovials (1 and 2 mL capacity) 


. Colored cryomarkers 

. Test tube racks (for 15 mL test tubes) 
. Cryovial racks 

. Stainless steel canes for cryovials 

. Plastic cryosleeves 


Cryogloves 


. Protective goggles 
. Nitrile gloves 


37 °С incubator 
LN, 


. Eosin-nigrosin stain 
. Frosted slides 
. Coverslips 


Reagents 


. Freezing medium (TEST-yolk buffer with gentamicin sul- 


fate. Each bottle is sterile and for one-time use. Parameters 

for acceptable reagent performance: 

1. Quality control consists of a pre-freeze and post-thaw 
done on new lot number of TEST-yolk buffer on the 
semen specimen of a normal donor. The control 
should meet the following criteria: 50 % survival, cal- 
culated by the following formula: 


% postthaw motility 


% prefreeze motility 
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2. Results are recorded in the appropriate Quality 
Control Precision book. Any unacceptable results are 
addressed in a quality assurance report with supervi- 
sory review. 

3. Storage requirements: Stored frozen at —20 °C until 
time of use. 

4. The lot number and vial expiration date are checked 
and recorded on the quality control cryopreservation 
worksheet. 

B. Sperm Washing Media: Modified HTF containing 5.0 mg/ 

mL human serum albumin. 

1. The reagent is stored at 4 °C. It should be warmed to 
37 °С prior to use. 

2. Quality control is performed on all new lots of media 
using a normal donor specimen meeting the following 
criteria: >50 96 recovery of motility. 

3. The results are recorded in the appropriate Quality 
Control Book. 


5 Specimen 


The client depositor semen aspirate(s) will be collected by the 
surgeon performing the epididymal aspiration. The specimen(s) 
must be collected into a clean sterile container with 1—5 mL of 
sperm washing media. The specimen(s) must be labeled with 
the patient's name and clinic number. The aspirate(s) may be 
from the left and/or right epididymis. These aspirates are 
treated as separate specimens. The Andrology Technologist 
must go to the operating room where the procedure is taking 
place to obtain and identify the specimen(s). 


A. Unacceptable specimens: Any semen aspirate is considered 
acceptable. While the specimen (aspirate) of a client depos- 
itor may not meet the minimal “normal criteria" of a banked 
specimen from a donor who is not compromised by a dis- 
ease process, present and future techniques used for in vitro 
fertilization may enhance a subnormal specimen. 


6 Calibration 


No calibration standards exist for this procedure. 


7 Quality Control/Quality Assurance 


Quality assurance is maintained by the quality control of the 
freeze media and the testing equipment that is documented in 
the Precision Notebook. Cryosurvival on a processed normal 
donor specimen is evaluated on new lot numbers of TYB media. 
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8 Procedure 


Note: Sterile technique should be used throughout specimen 
processing. Gloves are mandatory for all procedures dealing 
with body fluids. Latex, however, can be toxic to sperm. 
Therefore, care should be taken to prevent contamination of 
the specimen with latex or talc, or preferably, not used at all. 
Instead, vinyl or nitrile gloves are recommended. 


A. A clinic number is necessary for client vial identification 
and billing purposes. 

B. After notification that an aspirate will be performed, the 
client depositor’s cryobank file can be made. This con- 
sists of the following forms: 

1. The Semen Collection and Storage Agreement. The OR 
nurse or doctor will have the client read through the 
whole agreement, including the fee schedule on the 
back page, and sign where the patient signature is indi- 
cated under the Director’s signature as well as initial the 
bottom of every page. This should be done on two dif- 
ferent storage agreements so that one can be kept in the 
client’s file and one can be sent home with/to the client. 

2. The demographics of the Sperm Bank questionnaire 
can be filled out by the technologist as a way of 
obtaining the patient/client depositor information or 
by the client himself. 

3. A Cryopreservation Worksheet labeled with patient 
name, clinic number, and specimen type number. New 
freeze number should be assigned to the patient and 
used for labeling the patient vials as well as written on 
the Cryopreservation Worksheet. If there is more than 
one specimen, have a worksheet for each specimen. 

C. When the laboratory receives the call that an aspirate is 
ready, take out one bottle of frozen TEST-yolk media 
and put it into the 37 °C incubator for 20 min to thaw. 

D. A technologist will go to the procedure room to pick up the 
specimen(s). He/she will take some sterile individually 
wrapped Eppendorf tubes, 5—6 15 mL centrifuge tubes 
containing warm (37 °C) sperm wash media, and a 5—20 pL 
Eppendorf pipette. Once the presence of sperm in the 
aspirate(s) is confirmed, the labeled specimen(s) (patient 
name, clinic number, and specimen number) is/are identi- 
fied by the surgeon, nurse, and technologist before leaving 
the operating room. Put the labeled specimen vial(s) into a 
biohazard bag and keep warm in your hand during trans- 
portation to the Andrology Laboratory. 

E. Using sterile technique, measure the volume of each 
specimen and record on the appropriate Cryopreservation 
Worksheet. 

F. Record in a note book the patient’s name, clinic number, 
and freeze number. 

G. Mix the specimen in the Eppendorf tube using an indi- 
vidually wrapped sterile pipette tip and sterile pipette, 


= 
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H. 


1. 


К. 


Cryopreservation of Client Depositor Semen Aspirate 


then place 3—4 drops (~15 pL per drop) of the specimen 
into a labeled sterile culture plate. 

Slowly add immersion oil so that the droplets are 
covered. 

View the droplets under a high-powered inverted micro- 
scope and count the number of motile vs. nonmotile 
sperm in at least 20 fields. Write this information, along 
with the vial number and site of collection, on the blue- 
lined notebook paper. 

Note: Sperm concentration will be recorded as number 
of sperm per high-powered field (HPF). 

Repeat steps G-I until all vials have been completed. 
Label a sterile 15 mL conical centrifuge tube with the 
patient's name, clinic number, freeze number, and speci- 
men number. 


. Within 1 h of specimen collection, add an aliquot of 


freezing medium equal to 25 % of the aspirate volume to 
the centrifuge tube with a sterile pipette and individually 
wrapped sterile pipette tip. Do this for all specimens. 


. Gently rock the specimen(s) with the freezing media for 


5 min on an aliquot mixer. 


. Repeat steps L and M three times or until the volume of 


freezing media added is equal to the specimen volume. 


. During the mixing steps above, use appropriately colored 


cryomarkers to label a 2 mL cryovial(s) and cane(s). The 
appropriate color of cryomarker can be found on a chart 
designated in the cryobanking area. This chart also indi- 
cates the appropriate color of index card to be kept on file. 
Note: Examine each cryovial while labeling for any evi- 
dence of defects. Discard the vial if any defect (cracks, 
leakage) is found. 
Example: The 1st banked specimen is labeled with the 
red cryomarker. 
1. Label cryovial(s) as follows with orange cap to the 
left: 
a. Client depositor name 
b. Medical Record Number 
c. Freeze number, e.g., F15-001A (15-represents 2015 
or current year) 
d. Date 
e. Word “PESA” 
f. Initials 


2. Assign a freeze letter for each aspirate: 


a. For example, specimen aspirate 1 will be labeled 
F15-001A, specimen aspirate 2 will be labeled F15- 
001B, etc.; each aspirate will have its own 
Cryopreservation Worksheet. 

b. The volume added to the vial should not exceed 
1.8 mL per vial. 

c. Record the freezing volume on the corresponding 
Cryopreservation Report. 


3. Label top of canes with client depositor's last name 


and current freeze number, e.g., Smith F15-001A. 
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‚ Label additional 1.8 mL cryovial for each specimen and 


label the top(s) of the vial(s) with a black cryomarker. 
Each vial will contain a leftover aliquot of the cryodi- 
luted specimen to be assessed for cryosurvival (post- 
thaw specimen) 24 h after freezing in LN;. 


. Distribute the well-mixed, cryodiluted semen into pre- 


labeled vials using a 1 or 2 mL sterile serological pipette. 
Add at least 0.2 mL to the post-thaw specimen's cryovial. 


. Place labeled vials into the labeled cryocane(s) with no 


more than two vials per cane (canes should be upside 
down and vials right-side up). Add cryosleeve(s) and put 
into a —20 ?C freezer for 8 min. Do not open the freezer 
during this time. 

Note: Exposure to freezing conditions should occur 
within 1.5 h of specimen collection. 


. After the 8 min incubation period, remove the canes from 


the —20 °С freezer and place into liquid nitrogen vapors. 


. After a minimum of 2 h incubation in the liquid nitrogen 


vapors, flip the canes, immersing the samples into liquid 
nitrogen. 


. After a minimum of 24 h in liquid nitrogen, thaw the 


aliquot in the designated post-thaw cryovial as follows: 

1. Using cryogloves and protective goggles, remove the 
cane containing the vial and snap it out. Loosen the 
cap and place in the 37 °С incubator for 20 min. 

2. Asin step “Т” above, mix the vial well and analyze using 
the high-powered microscope for count and motility. 

3. Record result(s) in the cryosurvival area of the 
Cryopreservation Worksheet and on the banking chart. 

4. Assess cryosurvival in the following formula: 


% motility of pos -thaw specimen 


% motility of pre - freeze specimen 


. The chart is then reviewed by the Medical Consultant 


prior to the release of the specimen. The physician signs 

the review form and it is placed in the client depositor's 

chart. 

A. The technologist who retrieved the aspirate from sur- 
gery and identified the patient name and clinic num- 
ber should sign the Specimen ID Form. 

B. A final step for positive identification of the client 
depositor in the future is made by taking the client 
depositor's picture with the camera. Once the picture 
18 developed, the client's name, clinic number, and 
freeze number are written at the bottom and are 
stored in the client depositor's cryobank folder. 

C. The patient is now required to have blood drawn. 

1. The blood tests performed for ID screening are: 
HIV 1/2, HBcAb, HTLV 1/2, HIV Ag, RPR, 
HbsAg, HCV, HCVNAT, WNV, СМУ, and 
HIVNAT. The remaining 7 mL red top tube should 
be centrifuged and the serum removed. Aliquot 
the serum into one cryovial. The cryovial should 
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be labeled with patient name, MRN number, 

freeze number, date, and serum, then placed in a 

—50 ?C freezer. These client depositor serum 

banks can be used for retesting or for future new 

tests. These serum specimens will be archived for 

10 years after the date of distribution. 

a. If any of the test results are positive, the 
Director, Andrology Laboratory and Sperm 
Bank, is contacted by the Blood Bank. 

b. Positive test results are confirmed by retesting. 

c. The Director contacts the patient's ordering 
physician, as well as the patient, either by phone 
or letter when any of the tests are positive. 

d. If any of the blood results are positive, refer to 
the Frozen Semen Agreement. The cryopre- 
served specimens remain in quarantine. 
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e. All blood reports on client depositors from the 
Blood Bank are reviewed and initialed by the 
Supervisor or Director. 
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Cryopreservation of Client Depositor 


Testicular Tissue 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Therapeutic bank patients, referred to as “client depositors,” 
can address the risks of infertility inevitable in certain medi- 
cal treatments and surgeries by taking advantage of the con- 
trolled practice of cryopreservation. 


2 Principle 


Motile spermatozoa recovered from a testicular biopsy 
can be preserved in TEST-yolk buffer and stored in liq- 
uid nitrogen at extremely low temperature (-196 °C). 
The sample can be used for procreation utilizing assisted 
reproductive technique such as intracytoplasmic sperm 
injection [1, 2]. 


3 Equipment 


Aliquot mixer 

—20 ?C freezer 

LN, Dewar 11” canisters 

Sterile serological pipettes, 1 mL 
Sterile American cryovials, 2 mL 
Colored cryomarkers 

Cryovial racks 
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. Stainless steel canes for cryovials 
. Plastic cryosleeves 


Cryogloves 


. Protective goggles 


Latex gloves 

37 °C incubator 

LN 2 

Sperm washing media 


. Freezing medium 

. Sterile mineral oil 

. Sterile tubes 60x 15 mm 

. Inverted microscope (400x) 


Reagents 


18 


Freezing medium (TEST-yolk buffer with glycerol) 


packaged as sterile and for one-time use. 


. Parameters for acceptable reagent performance: 


1. Quality control consists of a freeze and post-thaw 
done on each new lot of reagent using semen speci- 
men from a normal donor meeting the criteria of 
50 % survival calculated by the following 
formula: 


%post thaw motility 
Vopre freeze motility 


2. Results are recorded in the Reagent Quality 
Control Book. Any unacceptable results are 
addressed in a quality assurance report with super- 
visory review. 

3. Storage requirements: Stored frozen at a temperature 
below —10 °C until time of use. 

4. The lot number and vial expiration date are checked 
andrecorded on the Client Depositor Cryopreservation 
Worksheet. 
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С. Quinn’s Sperm Washing Media (Modified HTF contain- 
ing 5.0 mg/mL HSA): 

1. The reagent is stored at 2—8 °C; the media must be 
warmed at 37 °C prior to use. 

2. Quality control is performed on all new lots of media 
using a normal donor specimen meeting the following 
criteria: >50 % recovery of motility. 

3. The results are recorded in the appropriate Quality 
Control Book. 

D. Mineral oil sterile. Store at room temperature. 


5 Specimen 


A. Client depositor testicular tissue will be obtained by the sur- 
geon performing the testicular biopsy. The specimen must 
be collected and placed in a clean sterile 1 mL clear micro- 
centrifuge tube containing 0.5-1 mL of sperm washing 
media. The specimen(s) must be labeled with the patient’s 
name and medical record number (MRN#). Often times 
there will be two or more specimens obtained from different 
sites. These must be treated as separate specimens. The lab 
technologist must report to surgery where the procedure is 
taking place to obtain and identify the specimen(s). 

B. All tissues obtained are considered acceptable. 

C. Client depositor confers with the Lab Director of 
Andrology and/or his referring physician(s) as to the 
acceptability of the banked specimen and its future use. 


6 Calibration 


No calibration standards exist for this procedure. 


7 Quality Control/Quality Assurance 


Quality assurance is maintained by the quality control of the 
freeze media and the testing equipment, which is docu- 
mented in the Reagent Quality Control Book. Cryosurvival 
on a processed normal donor specimen is evaluated on the 
new lot numbers of TYB media. 


8 Procedure 
Note: Sterile techniques should be used throughout speci- 


men processing. Gloves are mandatory for all procedures 
dealing with body fluids. Latex, however, can be toxic to 
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sperm. Therefore, care should be taken to prevent contami- 
nation of the specimen with latex or talc. Vinyl gloves are an 
available alternative. 


A. The client depositor is registered, if not already a patient. 
MRN is necessary for identification of client vial. 

B. When the laboratory receives the call from surgery that the 
testicular tissue is ready, take out one bottle of frozen TEST- 
yolk media and place it in the 37 °C incubator to thaw. 

С. A technologist will go to the operating room to bring the 
specimen(s). The labeled specimen(s) is identified by the 
surgeon, nurse, and technologist before it leaves the oper- 
ating room. 

D. Place the labeled tissue specimen vial(s) into a biohazard 
bag and keep it warm during the transit to the lab. 

E. Label appropriate number of cryovials. The 1st testicular 
tissue cryovial is labeled with the red cryomarker. 

Note: Examine each cryovial while labeling for any evi- 

dence of defects (crack/damage); discard if defect is 

found. 

1. Label a set of cryovials with the orange cap to the left: 
a. Client depositor name 

. MRN# 

. Freeze number, i.e., F15-009A 

. Date 

. Word “Testis Tissue" 

. Tech Initials 
2. If there is a second tissue, the cryovial is labeled 

using a blue cryomarker (a different color) with the 
same as in the Ist specimen except for the freeze 
number which is labeled as F15-009B. 

F. Label an extra cryovial for each tissue for a post-thaw 
analysis. 

G. Label a Kontes pellet tube for each specimen. 

Н. Pipet 100 uL of sterile sperm washing medium into each 

Kontes pellet tube. 

. Carefully transfer each testis tissue into the correspond- 

ing labeled Kontes pellet tube. 

J. Add 100-150 pL of fresh sperm washing medium to 
each Kontes pellet tube. Each testis tissue is now sus- 
pended in 200—250 pL of sperm washing medium. 

K. Remove a sterile pestle and manually grind each tissue. 

Г. Using sterile technique, pipet 5 uL of each tissue homog- 
enate onto a petri plate. 

M. Overlay the droplets with mineral oil (approximately 
5-10 mL). 

N. Observe each droplet for motile sperm using the inverted 
microscope at 400x. 

O. Record the number of motile sperm per field. Record the 
average progression. Page the surgeon with the results. 

P. Transfer each tissue solution into its corresponding pre- 
labeled cryovial. 
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Cryopreservation of Client Depositor Testicular Tissue 


Add equal amounts of TEST-yolk buffer to each cryo- 
vial, e.g., if tissue is suspended in 250 uL HTF, then add 
250 uL of TEST-yolk buffer. 

Mix the specimens and transfer 250 uL to the second 
labeled tube of the same bank. Transfer 50 uL to one 
tube marked post-thaw for that particular bank. 

Note: Freeze two cryovials for each bank plus a post- 
thaw tube to check for cryosurvival. 

Label a cryocane in red for the 1st specimen with the 
patient's last name and freeze number. If a second speci- 
men was frozen, label another cryocane in blue with the 
patient's last name and freeze number. 

Place the appropriately labeled vials into the correspond- 
ingly labeled cryocane. Place the cryovial at the end of 
the cryocane (away from the labeled end). Insert the 
cryosleeve and place it in the —20 ?C freezer for 30 min; 
set a timer. 

Note: Exposure to freezing conditions should occur 
within 1.5 h of specimen collection. 

Remove the cryocanes and put into a liquid nitrogen 
vapor tank. Insert the cryocanes into one of the canister 
with the vials facing toward the top of the tank. Set a 
timer for 30 min. 

Record the location on the Semen Cryopreservation 
Worksheet. 

Flip the cryocanes, submerging the specimens into liq- 
uid nitrogen until transfer to long-term storage. 
Cryosurvival should be determined no sooner than 24 h 
after freezing and recorded on the Cryopreservation 
Worksheet. 

Note: The Cryopreservation Worksheet will indicate 
the patient name, MRN number, freeze number, color, 
date of collection, volume of specimen (0.25 mL), 
volume of freeze media (0.25 mL), lot number, and 
expiration date of freeze media, technologist name, 
time in vapors, time in LN», and location of the 
specimen. 

Record patient's demographic information and the pre- 
freeze and post-thaw results into the patient folder. 
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Patient Interview 


Note: The patient meets the Director the day after the surgery 
to discuss the future usefulness of his frozen specimen (s). 


A. 
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A final step for positive identification at a later time is 
made by taking the client depositor's picture. Once the 
picture is taken, the client’s name, МЕМ number, and 
freeze number are written at the bottom and are then 
stored in the client depositor's cryobank folder. 


Post-thaw Analysis 


Note: Use cryoglove and goggles. 


A. Remove the tubes labeled post-thaw for each testis tissue 
frozen from the LN, tank and place in —37 °C incubator 
for 20 min. 

B. Vortex the specimens. 

C. Transfer 5 uL of each post-thaw to a sterile petri dish and 
overlay with 5—10 uL of mineral oil. 

D. Using the inverted microscope at 400x, observe for 
motile sperm. 

E. Record the results on the Cryopreservation Worksheet. 

F. The results are expressed as number of sperm/HPF (high 
power field), and the motility is calculated as a percent 
motile with a note of the degree of progression. 
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Acrosome Reaction Measurement 
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2. If collection is on site, the technologist instructs the 

1 Introduction patient again and shows the collection room. Patients can 
bring the sample from home if they reach the lab within 

The peanut-agglutinin assay is used to assess the acrosomal 60 min. 
status of sperm. This assay is an indicator of semen quality 3. The patient collects the specimen into a sterile container 
as male infertility may be caused by spermatozoa lacking and brings it to the laboratory at the appointed time. 
intact acrosomes at ejaculation [1—3]. Acrosomal status after 
induction of the acrosome reaction can be assessed by 
microscopy or flow cytometry with fluorescently labeled lec- 
tins, such as Pisum sativum (pea agglutinin) or Arachis 3 Reagents 
hypogaea (peanut lectin), or monoclonal antibodies against 
the acrosome antigen CD46 [4—7]. Acrosome reaction isan A. Components of the sperm separation Cell isolation 
exocytotic process that occurs after the spermatozoa bind to medium 
the zona pellucida and must take place before the spermato- В. Lower phase (80 %) 
тооп can penetrate the oocyte layers and fertilize the oocyte. С. Upper phase (40 %) 
A very small percentage of spermatozoa undergo spontane- Р”. Sperm washing media (modified HTF with 5.0 mg/mL 
ous acrosome reaction (<5 %). In many patients premature human albumin) 
acrosome reaction may occur, and these spermatozoa lose Е. Dulbecco's phosphate-buffered saline (PBS) 
the ability to fertilize as the acrosomal enzymes are released Е. Pisum sativum agglutinin (PSA) labeled with fluorescein 
even in the absence of the egg in its vicinity. After capacita- isothiocyanate (FITC) 
tion, the spermatozoon is ready to undergo acrosome reac- С. Calcium ionophore A23187 
tion [4—7]. Competence of capacitated spermatozoa can be Н. Hoechst 33258 
tested by using calcium ionophore. I. Fluorescent mounting medium 

J. Cold ethanol 95 46 (v/v) 

K. Disposable polystyrene conical centrifuge tubes (sterile) 
2 Specimen Collection with caps 

L. Sterile graduated serological pipettes 
1. The physician instructs the patient on proper collection tech- М. Eppendorf pipettes and tips (5—50 pL) 

nique (for details, see Routine Semen Analysis protocol). N. Disposable transfer pipettes (sterile) 

O. Sterile graduated serological pipettes (2 and 5 mL) 
A. Agarwal, PhD, HCLD (ABB), ELD (ACE) (29) Р. Colored Eppendorf tubes 
S. Gupta, MD (Ob/Gyn), MS (Embryology), TS (ABB) О. Sperm counting chamber slides 20 рт depth 
м аса PhD mm R. Frosted microscope slides 
_______ S: Coverslips 00 
Cleveland Clinic, Cleveland, OH, USA T. Aqueous mounting media 
e-mail: agarwaa@ccf.org; guptas2@ccf.org; sharmar@ccf.org U. Immersion oil (low fluorescence) 
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4 Equipment 


A. Centrifuge 

B. Light microscope 

C. Fluorescent microscope equipped with Ploemopak 
epifluorescence module and mercury ultraviolet lamp 

D. 37 °C incubator 


5 Reagent Preparation 
5.1 PSA-FITC Stain 


i. Stock PSA solution (5 mg/mL): Aliquot 10 uL of stock 
solution and store at —20 °C. 


Working PSA solution (100 pg/mL): 

Thaw an aliquot of 10 uL stain and add 490 uL of PBS 
and store at 4 °C. This solution is stable for up to 4 
weeks. 

Note: This must be performed in indirect light. 


5.2 Hoechst 33258 Stain 


Stock Hoechst 33258 solution (1 mg/mL): 

i. Weigh 5 mg of Hoechst in 5 mL of PBS. Prepare 10 pL 

aliquots in a colored Eppendorf tubes. Store at —20 °C. 

i. Working Hoechst 33258 solution (2 g/mL): Thaw an ali- 
quot of 10 uL stain and add 990 uL of PBS. Vortex and 
take 100 uL of the solution and add 400 uL of PBS. 
Note: This must be performed in indirect light. 


- 
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5.3 Calcium lonophore (Free Acid, FW 
523.6) 


Preparation of stock solution: (5 mmol/L stock solution): 
i. Dissolve 1 mg of A23187 in 380 uL of DMSO. 
ii. Aliquot 50 uL of the above solution and add 450 pL PBS 
to give a 500 ИМ solution. 
iii. Aliquot 50 pL into Eppendorf tubes and store at 
–20 °С. 
Note: This must be performed in indirect light. 
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Specimen Preparation 


. The semen sample is allowed to undergo liquefaction in 


the 37 °C incubator for 20 min. 


. Record the patient name, clinic number, period of sexual 


abstinence, date and time of specimen collection, and age 
of specimen when the semen analysis is performed. 


. Record the initial physical characteristics such as vol- 


ume, pH, color, etc. 


. Load 5 uL of the well-mixed semen onto a sperm count- 


ing chamber. 


. Perform semen analysis for sperm concentration and 


motility manually. 


Sperm Preparation by Density 
Gradient 


. Label one 15 mL centrifuge tube(s) with the patient's 


name, clinic number, wash media, and date. 


. Label a 2 mL conical beaker for post-wash analysis. 
. Remove a warmed tube of sperm wash media (HTF) 


from the 37 ?C incubator and label with the patient's 
name and color code labeling tape. 


. Gently place up to 3 mL of liquefied semen onto the 


upper phase (leaving approximately 0.1 mL in original 
container for a prewash analysis). If volume is greater 
than 3 mL, it may be necessary to split the specimen into 
two tubes before processing. 


. Centrifuge for 20 min at 1600 rpm. 
. Note: Occasionally samples that do not liquefy properly 


and remain too viscous will be encountered. In such 
cases, viscosity treatment system may be used. 


. While specimen is in centrifuge, perform routine semen 


analysis. 


. The supernatant should be removed with a sterile transfer 


pipette to the level directly below the second layer (see 
Fig. 19.1). 


. Using a transfer pipette, add 2 mL of sperm wash media 


(HTF) and resuspend the pellet. Mix gently with pipette 
until sperm pellet is in suspension. 


. Centrifuge for 7 min at 1600 rpm. 
. Again, remove supernatant from the centrifuge tube 


using a transfer pipette down to the pellet. 


. Resuspend the final pellet in a volume of 1.0 mL 


НТЕ. Record the final volume and sperm concentration. 
Adjust the sperm concentration to 2-5 x 10° sperm/mL. 
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Date: 06/16/2013 


Viable sperm 
) pellet 


Fig. 19.1 Removal of supernatant HTF with sterile transfer pipette 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


8 Sperm Capacitation 


A. Divide the above sample into two aliquots of 500 pL each 
and label as Test and Control. Centrifuge the sample and 
discard the supernatant. To the pellet add 500 uL of HTF 
medium containing 3 % albumin (30 mg/mL). Capacitate 
the sample in a 5 % СО» atmosphere for 3 h at 37 °С. 


9 Acrosome Reaction after lonophore 
Challenge (ARIC) Test 


A. Thaw one aliquot of calcium ionophore A23187 solution 
(500 M/L). To the test sample, add 10 uL of the iono- 
phore (10 M/L). То the control tube, add 10 pL dimethyl 
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sulfoxide (10 96, vol./vol. DMSO:PBS) solution to serve 
as a control. Incubate the tubes for 30 min at 37 °С. 
Note: This step must be performed in indirect light. 


10 Viability Testing with Hoechst Stain 

A. After incubation, centrifuge the test and control tubes at 
1600 rpm for 7 min. Discard the supernatant. To the pellet 
add 100 uL of PBS and 100 uL of Hoechst working solution 
(2 mg/mL). Incubate the samples for 10 min in the dark. 

B. Centrifuge the tubes at 1600 rpm for 7 min. Discard the 
supernatant and resuspend the pellet in 100 uL of PBS to 
remove excess stain. Centrifuge the tubes at 1600 rpm for 
7 min. Resuspend the pellet in 100 pL PBS. 

Note: This step must be performed in indirect light. 


11 Assessment of Acrosome Status 


A. Smear a IO pL aliquot of the above solution on a frosted 
antibody microscope slide and allowed to dry in the dark 
at room temperature. 

B. Immerse air-dried slides in a Coplin jar with 95 % ice-cold 
ethanol for 30 min. to permeabilize the sperm membranes. 

C. To the air-dried smears, add 10 uL of the FITC-PSA and 
incubate for 15 min in the dark. 

D. Wash gently in PBS to remove excess label by rinsing 
10-15 times. Allow the slides to air dry. 


12 Staining with FITC-PSA 

A. Pipette 10 uL of FITC-PSA solution from the working 
FITC-PSA aliquot on each of the marked circles of a frosted 
slide. Gently spread the drop using the pipette tip to insure 
the solution covers the entire surface area of the spot. 

B. After 15 min, fill a small beaker with distilled water. Dip 
each slide into the distilled water and give 20—25 dips. 
Let slides dry. Once the slides are dry, they are ready to 
be observed and counted under the fluorescent 
microscope. 


13 Observing the Acrosome Reaction 

A. Turn on the epifluorescence microscope (Leitz dialux, 
Germany) equipped with Ploemopak epi-illumination 
module and mercury ultraviolet lamp. Filter cube 1.2 is 
used to observe FITC-PSA staining which fluoresces 
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“apple-green” and cube A.2 for Hoechst 33258, which 
fluoresces a bright medium blue. 

B. Examine the same spermatozoa by interchanging the two 
filters. 

С. Count a total of 200 spermatozoa per sample at 100x magni- 
fication. Scoring must be completed within 48 h of staining. 


14 Staining Patterns Showing Sperm 


Viability and Acrosome Status 


A. Viable spermatozoa: Hoechst 33258 stain is excluded 
from viable cells (live spermatozoa). The sperm head 
shows a pale-blue fluorescence. 

B. Dead spermatozoa: Hoechst 33258 stains the nuclei of 
damaged cells (dead spermatozoa), which show a bright 
blue-white fluorescence. 

Intact acrosome: Acrosomal region of the sperm head 
exhibits a uniform apple-green fluorescence. 

C. Reacted acrosome: Only the equatorial segment of the 
acrosome is stained. 

Score a total of 200 viable spermatozoa per sample. 
Calculate the percentage of intact and acrosome-reacted 
spermatozoa. 

D. Assess the percentage of acrosome-reacted spermatozoa 
in the test samples (Induced AR %) and control samples 
(spontaneous AR%). 

E. Count acrosome reaction in viable sperm only (Fig. 19.2). 


A: Acrosome-intact spermatozoa 


, 


B: Acrosome-reacted spermatozoa 


/ 


Fig. 19.2 Spermatozoa showing spontaneous and induced acrosome 
reaction. AI, acrosome-induced reaction; AR, acrosome reacted 
[Reprinted with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 
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15 Results 


151 Calculation of ARIC Score 


ARIC score: (percentage of induced acrosome reaction) 
minus (percentage of spontaneous AR) x 100 

Normal values 

ARIC% = 15 96 

Abnormal sperm function: ARIC% 10-15 % 

>20 % spontaneous AR suggests occurrence of premature 
AR 


16 Quality Control 


For quality control a sample of known AR should be included 
with each run [8—11]. 
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resuspension in media. These spermatozoa are mixed with 
latex particles which are coated with antihuman anti- 
IgA. The formation of mixed agglutination of motile sper- 
matozoa with latex particles indicates the presence of IgA 
antisperm antibodies on the spermatozoa [1—3]. 

As the sperm swim through the beads, beads bind on the 
sperm if antibodies are present. Thus, sperm with IgA on the 
surface will have beads coating the sperm. Beads may, but 


1 Protocol for Sperm Antibody 
1.1 Principle 


Antisperm antibodies may be present in biological fluids 
such as serum, seminal plasma, and other reproductive 


tract secretions. Antisperm antibodies are thought to coat 
the sperm surface and thereby impair sperm motility or 
interfere with the actual fertilization process. These anti- 
bodies are found in approximately 8 % of infertile men. 
Antisperm antibodies of the IgA class, which mainly have 
agglutinating properties, rarely occur without antibodies 
of the IgG class, but their significance for male infertility 
may be more important. Patients combining sperm anti- 


usually do not, form aggregate with each other. The antibody 
binding location (sperm head, mid-piece, tail, tail tip, or total 
sperm involvement) is determined. 


1.2 Specimen Collection 


bodies of the IgA class with IgG antibodies or presenting A. Schedule the patient to collect a semen specimen on the 

IgA antibodies alone have very little chance of impregnat- morning the SpermMar procedure is to be performed. 

ing their partner through natural ways. Detection of anti- Semen should be collected in a clean cup and stored at 37 °C 

bodies of the IgA class is very important for diagnosis and until use. Semen should be used within 1 h of collection. 

prognosis. B. Allow the fresh semen specimen to liquefy at 37 °С for 
Most IgA class antisperm antibodies are secreted by the 20 min. 

accessory glands. They are present on the spermatozoa and С. Analyze the liquefied semen specimen using 


sometimes in seminal plasma but are usually absent in serum. 
Therefore, testing for antisperm antibodies of the IgA class 
on serum is not recommended [1, 2]. 

The direct SpermMar test is used for the detection of 
sperm-coating antibodies. It is performed on either fresh 
spermatozoa or spermatozoa which are isolated from semi- 
nal plasma by one cycle of suspension, centrifugation, and 
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CASA. Verify the count and motility using the manual 
method. Determine the total motile sperm. 


1.3 Materials Required 


TmTOmmUnoOuw» 


Bright-field microscope using 40x magnification 

15 mL polystyrene conical tubes and rack 

Pipettes and tips 

Glass slides and 22x50 mm coverslips 

Specimen collection cups 

Sperm counting chamber 

Computer-assisted semen analysis supplies 

Humidified chamber (airtight container with dampened 
paper towels) 
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14 Reagents 


One reagent is supplied in each package of SpermMar IgA test. 
SpermMar latex particles are a suspension of polystyrene 
latex particles of approximately 2.0 џт in diameter coated 
with monoclonal antihuman anti-IgA serum. Mix well before 
use. Volume=0.7 mL. The reagent is preserved with sodium 
azide at a final concentration of 0.09 %. Ready to use. Allow 
to warm to room temperature before use [3]. 
Warning: Dispose of with care. 


1.5 Storage and Stability 


A. Store the reagents at 2—8 °C. They can be used until the 
expiration date shown on each label. The expiration date 
is 12 months from the manufacture date. 

B. IgA Beads should be stored in an upright position. 

Note: Do not freeze the reagent. 


1.6 Warning and Precautions 


A. All semen specimens should be considered potentially 
infectious. Handle all specimens as if capable of trans- 
mitting HIV or hepatitis. 

B. Always wear protective clothing when handling 
specimens. 

C. SpermMar IgA contains 0.1 % bovine serum albumin. 


1.7 Limitations 


A. Direct MarScreen: Semen with very few (or no motile) 
sperm cannot be used in this test. 

B. Samples with very low sperm concentrations or motili- 
ties may yield false negative results. 

C. If there are not enough sperm present to perform the test, 
notify the ordering physician. 


1.8 Procedure for Direct SpermMar Screen 


A. Bring reagents to room temperature. 

B. Gently swirl the vial containing the IgA beads to com- 
pletely resuspend the beads. 

C. Pipette 10 uL of fresh raw semen onto a labeled glass slide. 

D. Pipette 10 uL of the IgA beads onto the glass slide. Use a 
wooden applicator stick to mix the beads and semen 
together thoroughly. 
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E. Place a 22 х 50 mm coverslip on top of the mixture. Place 
in a humidified chamber (plastic container with damp- 
ened paper towels). 

Е. After 3 min, examine the slide using a microscope (40x 
objective, phase contrast using green filter Fig. 20.1). 

G. Count 100 motile sperm and determine the number of 
sperm beads (if any) that are bound to the beads 
(Fig. 20.2). Then count another 100 motile sperm. 

Note: Only the moving sperm are counted. Note the pre- 
dominant binding location of the sperm when counting 
(sperm head, mid-piece, tail, tail tip, or total sperm 
involvement). The predominant binding location will be 
reported as the area of bead attachment in the final results. 


1.9 Calculation of Percent Total Binding 
and Reporting of Results 


Count only motile sperm and score as follows: 
Free = по beads attached. 

Bound = beads attached to sperm. 

Calculate the percent total binding: 


Number of sperm with bound beads " 


% total binding = 100 


Total number of sperm counted 


Example: Using a 40x objective the following data were 
obtained for an unknown semen sample: 

Free motile ѕрегт = 75. 

Bound motile sperm 225. 

Applying the formula: 


2 x 100 =25% total binding 
100 


Note: The diagnosis of immunological infertility is sus- 
pected when 10—39 % of the motile spermatozoa are attached 
to latex particles. If 40 % or more of the spermatozoa are 
attached, immunological infertility is highly probable. 
Occurrence of mixed agglutination reaction of 40 % or more 
in semen indicates a positive test result or positive reaction to 
the SpermMar IgA test. Any result less than 40 % binding 
will be reported as a negative result. 


Reporting of Results 
1. Negative results: Report as negative. No further explana- 
tion is needed. 
2. Positive results: Report and record as follows: 
i. Positive 
ii. Percent binding 
iii. Area of bead attachment (head, mid-piece, tail, tail 
tip, or total sperm involvement) 
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Fig. 20.1 Illustration of sperm bead binding 
under phase contrast microscope. [Reprinted 
with permission, Cleveland Clinic Center for 
Medical Art & Photography © 2015. All 
Rights Reserved] 


Fig. 20.2 Sperm and bead aggregates. [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved] 


1.10 Sensitivity and Specificity 


A. Specificity was determined by the manufacturer. 
IgA—Immunobead method results were proven to be 
accurate when compared with immunofluorescence and 
nephelometry. 

B. Sensitivity was determined by the manufacturer. It was 
determined that the sensitivity for positive result would 
be >40 % binding. Binding of <40 % would be reported 
as negative for antibodies [3]. 
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1.11 Procedure Notes 

A. The patient's semen (and reagents), should be thoroughly 
mixed each time before a drop of these solutions is placed 
on a slide. The serum and beads should be mixed thor- 
oughly on the slide before putting on the coverslip. 

B. АП negative patient semen samples should be stored for 
a period of 1 month (—20 °C freezer) before being 
discarded. 

C. АП positive semen samples will be kept for a period of 6 
months (—20 ?C freezer) before being discarded. 


2 Protocol for Sperm Antibody 


2.1 Principle 

Antisperm antibodies may be present in biological fluids 
such as serum, seminal plasma, and other reproductive tract 
secretions. Antisperm antibodies are thought to coat the 
sperm surface and thereby impair sperm motility or interfere 
with the actual fertilization process. 

The direct SpermMar test is performed by mixing fresh, 
untreated semen with latex particles that have been coated 
with human IgG. A monospecific antihuman IgG antiserum 
is added to this mixture. The formation of agglutinates 
between particles and motile spermatozoa indicates the pres- 
ence of IgG antibodies on the spermatozoa. Fresh semen 
containing live motile sperm is mixed with IgG-coated latex 
particles on a glass slide [1—3]. 
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In the second step, antiserum to IgG is added and mixed 
with the bead/semen mixture. The antiserum binds to IgG on 
the surface of the beads and, if present, IgG on the surface of 
the sperm. This results in bead-bead and bead-sperm com- 
plexes that can be observed with a microscope. As the sperm 
swim through the beads, beads bind on the sperm if antibod- 
ies are present. Thus, sperm with IgG on the surface will 
have beads coating the sperm. Beads may form aggregates 
with each other. The antibody binding location (sperm head, 
mid-piece, tail, tail tip, or total sperm involvement) is then 
determined. 


2.2 Specimen Collection 


A. Schedule the patient to collect a semen specimen on the 
morning the SpermMar procedure is to be performed. 
Semen should be collected in a clean cup and stored at 
37 °C until use. Semen should be used within 1 h of 
collection. 

B. Allow the fresh semen specimen to liquefy at 37 °C for 
20 min. 

C. Analyze the liquefied semen specimen using the 
CASA. Verify the count and motility using the manual 
method. Determine the total motile sperm. 


2.3 Materials Required 


> 


. Bright-field microscope using 40x magnification, phase 
contrast with green filter 

. 37 °C incubator 

. 15 mL polystyrene conical tubes and rack 

. Pipettors and pipette tips 

. Glass slides and 22 x50 mm coverslips 

. Specimen collection cups 

. Sperm counting chamber 

. Computer-assisted semen analysis supplies 

. Humidified chamber (airtight container with dampened 
paper towels) 

J. Centrifuge 
K. Sperm counting chamber 


2.4 Reagents 


Two reagents are supplied in each package of SpermMar test: 
A. SpermMar latex particles are a suspension of polystyrene 
latex particles of approximately 2.0 шп in diameter 
coated with human IgG; volume 0.7 mL and ready to use. 
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Allow to warm to room temperature before use. Mix well 
before use. 

B. SpermMar antiserum: monospecific antiserum directed 
toward the Fc fragment of human IgG; volume 
0.7 mL and ready to use. Allow to warm to room tem- 
perature before use. 


The 2 reagents are preserved with sodium azide at a final 
concentration of 0.09 %. 
Warning: Dispose of with care. 


2.5 Storage and Stability 


A. Store the reagents at 2—8 °C. They can be used until the 
expiration date shown on each label. The expiration date 
is 18 months from the date of manufacture. 

B. IgG Beads should be stored in an upright position. 


2.6 Warning and Precautions 


A. All semen specimens should be considered potentially 
infectious. Handle all specimens as if capable of trans- 
mitting HIV or hepatitis. 

B. Always wear protective clothing when handling 
specimens. 

C. SpermMar IgG latex particles contain 0.1 % bovine 
serum albumin. 


2.7 Limitations 


A. Direct MarScreen: Semen with very few or no motile 
sperm cannot be used in this test. 

B. Samples with poor motility may yield false negative 
results. 

C. If there are not enough sperm present to perform the test, 
notify the ordering physician. 


2.8 Procedure for Direct MarScreen 


A. Bring reagents to room temperature. 

B. Gently swirl the vial containing the IgG beads to com- 
pletely resuspend the beads. 

С. Pipette 10 uL of fresh raw semen onto a labeled glass 
slide. 

D. Pipette 10 uL of the IgG beads onto the glass slide. Use 
a wooden applicator stick to mix the beads and semen 
together thoroughly. 
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E. Pipette 10 uL of the antiserum onto the glass slide. Use 
the wooden applicator stick to mix the semen/bead and 
antiserum together thoroughly. 

Е. Place a 22 x50 mm coverslip on top of the mixture. Place 
in a humidified chamber (airtight container with damp- 
ened paper towels). 

С. Read the result after 2—3 min. Examine the slide using а 
microscope (40x objective, phase contrast with green 
filter). 

H. Count 100 motile sperm and determine the number of 
sperm (if any) that are bound to the beads. Then count 
another 100 motile sperm. 

Note: Only the moving sperm are counted. Note the pre- 
dominant binding location of the sperm as you count 
(sperm head, mid-piece, tail, tail tip, or total sperm 
involvement). The predominant binding location will be 
reported as the area of bead attachment in the final results. 


2.9 Procedure for SpermMar IgG-Positive 
and IgG-Negative In-House Control 
Preparation and Testing 


Each package of SpermMar IgG-positive and IgG-negative 

control contains: 

A. Decomplemented patient serum diluted in Ferticult 
Flushing medium without human serum albumin. Volume 
2.5 mL. Sodium azide added at a concentration of 0.09 %. 

B. SpermMar IgG-positive and IgG-negative controls are 
ready to use. Allow to warm to room temperature before 
use. Stable for 18 months from date of manufacture. Store 
at 2-8 °С when not in use. 


l. Bring reagents and the Positive and Negative controls 
to room temperature. 

2. Mix IgG Positive and Negative serum controls well 
before use. 

3. Collecta known "negative" control semen sample (donor). 

4. Determine the volume of the control semen sample. 
Add twice the volume of Sperm Wash. Mix well and 
spin the sample for 10 min. 

5. Remove the semen supernatant, leaving enough to mix 
the pellet well. 

6. Add 50 uL of the Positive control with 50 uL of the 
washed semen to a vial. 

7. Add 50 uL of the Negative control with 50 pL of the 
washed semen to a vial. 

8. Incubate for 60 min in the 37 °С incubator. 

9. Onaclean, dry microscope slide place (for Pos control): 
A. 1 Drop (10 pL) Positive IgG-sperm mixture 
B. 1 Drop IgG latex beads 
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C. 1 Drop IgG antiserum 

10.On a clean, dry microscope slide place (for Negative 
control): 

A. 1 Drop (10 pL) Negative IgG-sperm mixture 
В. 1 Drop IgG latex beads 
C. 1 Drop IgG antiserum 

11. Mix the latex beads and IgG-sperm mixture using a 
wooden applicator stick. 

12. Mix the latex beads/IgG-sperm mixture with the IgG 
antiserum using a wooden applicator stick. 

13. Place a 22x50 coverslip on the mixture. Place the 
slide in a damp chamber (plastic container with damp- 
ened paper towels) for 2-3 min. 

14. Read the results using 40x objective and phase con- 
trast with the green filter. Observe for latex beads 
attached to motile sperm (Fig. 20.2). Count 100 
motile spermatozoa to determine the percentage of 
reactive sperm bound to the beads. Count another 100 
motile sperm. Take the average. If no attachment of 
sperm to beads is observed, read the slide again after 
10 min. 

Control Results: IgG Positive control should yield 
more than 80 % of the motile spermatozoa covered 
with latex beads. 

IgG Negative control should yield less than 20 96 of 
the motile spermatozoa covered with latex beads. 


3 Calculation of Percent Total Binding 
and Reporting of Results 


Count only motile sperm and score as follows: 
1. Freez no beads attached. 
2. Bound = beads attached to sperm. 

Calculate the percent total binding: 


Number of sperm with bound beads " 


% total binding = 100 


Total number of sperm counted 
Example: Using a 40x objective the following data were 
obtained for an unknown semen sample: 
Free motile ѕрегт = 75. 
Bound motile sperm = 25. 
Applying the formula: 


Ln x 100 =25% total binding 
100 


Note: The diagnosis of immunological infertility is sus- 
pected when 10—39 % of the motile spermatozoa are attached 
to latex particles. If 40 % or more of the spermatozoa are 
attached, immunological infertility is highly probable. 
Occurrence of mixed agglutination reaction of 40 % or more 
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in semen indicates a positive test result or positive reaction to 
the SpermMar IgG test. Any result less than 40 % binding 
will be reported as a negative result. 


Reporting of Results 
1. Negative results: Report as negative. No further explana- 
tion is needed. 
2. Positive results: Report and record as follows: 
i. Positive 
ii. Percent binding 
ш. Area of bead attachment (head, mid-piece, tail, tail 
tip, or total sperm involvement) 


31 Sensitivity and Specificity 
A. Specificity was determined by the manufacturer. 

IgG immunobead: Several hundreds of semen sam- 
ples were tested with the direct MAR test (mixed anti- 
globulin reaction based on red blood cells) and with the 
SpermMar test. The results were similar in 97 % of the 
cases. In 3 % of the cases the MAR test based on red 
blood cells was negative, while the SpermMar test 
detected antibody-coated spermatozoa, though in rela- 
tively small numbers (<40 %). 

B. Sensitivity was determined by the manufacturer. In 3 % 
of the cases the MAR test based on red blood cells was 
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negative while the SpermMar test detected antibody- 
coated spermatozoa, though in relatively small numbers 
(<40 %), thus proving the higher sensitivity of the 
SpermMar test. 


3.2 Procedure Notes 


A. The patient’s semen as well as reagents should be thor- 
oughly mixed each time before a drop of these solutions 
is taken out on the slide. The serum and beads should be 
mixed thoroughly on the slide before putting on the 
coverslip. 

B. All negative patient semen samples should be stored for 
a period of 1 month (—20 °C freezer) before being 
discarded. 

C. All positive semen samples will be kept for a period of 6 
months (—20 °C freezer) before being discarded. 
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Reactive Oxygen Species (ROS) 


Measurement 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Free oxygen radicals such as superoxide anion (O, ), hydro- 
gen peroxide (H202), hypochlorite (OHCI), and hydroxyl 
radical (OH) are called reactive oxygen species (ROS) [1, 
2]. Free radicals have a very short half-life and are continu- 
ously produced, mainly by white blood cells (WBC) and 
especially by granulocytes and abnormal sperm [3]. 
Excessive amounts of ROS impair sperm quality. ROS lev- 
els can be measured with the chemiluminescence method 
using luminol as a probe. 


2 Principle 


Luminol is extremely sensitive and reacts with a variety of 
ROS at neutral pH [4]. It can measure extracellular and intra- 
cellular ROS. The free radical combines with luminol to pro- 
duce a light signal that is converted to an electrical signal 
(photon) by a luminometer. The number of free radicals pro- 
duced is measured as relative light units/s/10° sperm [5]. 


3 Specimen Collection 


The patient collects a semen sample by masturbation and 
then ejaculates into a sterile container. The collection should 
occur after 48—72 h of sexual abstinence. The patient's name, 
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medical record number, and date of collection should be 
recorded on the specimen container. 


A 


Equipment and Materials 


. Disposable polystyrene tubes with caps (15 mL) 

. Pipettes (5 and 10 pL) 

. Pipettes (1, 2, and 10 mL) 

. Centrifuge 

. Computer-assisted semen analyzer (CASA) 

. Disposable sperm counting chamber 

. Dimethyl sulfoxide (DMSO) 

. Luminol (5-amino-2,3dehydro-1,4 phthalazinedione) 

. Polystyrene round-bottom tubes (6 mL) 

. Luminometer (Model: AutoLumat plus 
Oakridge, TN) 

. Dulbecco's phosphate-buffered saline solution 1x (PBS) 


—-uaumÓmgammunoug»s 


LB 953, 


A 


5 Reagent Preparation 


A. Luminol stock solution: 100 mM solution— weigh out 
177.09 mg of luminol and add it to 10 mL of DMSO 
solution in a polystyrene tube. The tube needs to be cov- 
ered with aluminum foil due to light sensitivity of the 
luminol. This solution can be stored at room temperature 
until expiration date. 

B. Working luminol: 5 mM solution— mix 20 pL of the 
luminol stock solution with 380 pL DMSO in a foil- 
covered polystyrene tube (Fig. 21.1). Make fresh prior to 
use. Store at room temperature until needed. Stable for 
24 h if not exposed to light. 

C. DMSO solution: Provided ready to use. Store in dark con- 

tainer and at room temperature until expiration date 
(Fig. 21.2). 
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6 Specimen Preparation 


A. Allow the semen sample to undergo liquefaction in the 
37 °C incubator for 20 min. 

B. Record the patient name, medical record number, period of 
sexual abstinence, date and time of specimen collection, and 
age of specimen when the semen analysis is performed. 

C. Record the initial physical characteristics such as vol- 
ume, pH, color, etc. 

D. Load 5 uL of the well-mixed semen onto a sperm count- 

ing chamber. 

. Perform semen analysis using manual sperm concentra- 

tion and motility. Also count round cells and perform the 
Endtz test if needed. 


m 


7 ROS Determination 


A. Set up the luminometer and computer attached to it 
(Fig. 21.3а—с). 

B. Label 11 tubes (12x75 mm) in triplicate and add the 

Fig.21.1 Working luminol solution; wrapped in foil due to light sen- reagents indicated in Table 21.1 (Fig. 21.4). 


sitivity. [Reprinted with permission, Cleveland Clinic Center for Note: All readings must be performed in the dark. 
Medical Art & Photography © 2015. All Rights Reserved] 


МУ V AN 4 


DMSO 


99.9% Pure 


AX 


Fig. 21.3 Autolumat 953 plus luminometer used in the measurement 
of ROS by chemiluminescence assay. (a) External view and (b) internal 
view. Multiple tubes can be loaded simultaneously for measuring ROS. 
Fig. 21.2 Bottle of dimethyl sulfoxide (DMSO). [Reprinted with per- (е) The luminometer can be connected with a computer and monitor. 
mission, Cleveland Clinic Center for Medical Art & Photography © [Reprinted with permission, Cleveland Clinic Center for Medical Art & 
2015. All Rights Reserved] Photography © 2015. All Rights Reserved] 
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Reactive Oxygen Species (ROS) Measurement 


Table 21.1 Set up for the measurement of ROS 
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Hydrogen peroxide Probe luminol (5 mM) 
Tube no. Tube PBS (pL) Test sample (uL) (30 96) (uL) (HL) 
1-3 Blank 400 - - 
4—6 Negative control 400 - = 10 
7—8 Test - 400 - 10 
9-11 Positive control 400 or semen sample 50 10 


Fig. 21.4 Setup for reactive 
oxygen species testing: three 
blank controls, three negative 
controls, two patient sample 


tube 


5, and three positive 


controls. [Reprinted with 
permission, Cleveland Clinic 


Center for Medical Art & 
Photography © 2015. АП ? + 
Rights Reserved] п A | 
| 
ad | 5 
| 
j 

C. It is important that the instrument settings are in place 


before adding reagents to the tube and loading samples. 


. Add reagents to the bottom of the tubes and not on the 


side. Vortex to ensure that the luminol mixes with the rest 
of the reagent/sample. 


. The pipette tip should be changed when adding reagent/ 


sample to each tube. 


. Gently vortex the tubes to mix the aliquots uniformly. 


Avoid bubbles. 


. Place all the labeled tubes in the luminometer in the follow- 


ing order: blank (tubes labeled 1—3), negative control (tubes 
labeled 4—6), test sample (tubes labeled 7—8), and positive 
control (tubes labeled 9—11) (Figs. 21.5 and 21.6) [4, 5]. 


Instrument Setup 


. From the desktop, click on “Berthold tube master” icon 


to start the program. 


. From the “Setup menu,” select “Measurement Definition” 


and then “New Measurement.” You will be prompted to 

the following: 

a. “Measurement Name" (initials, date, measurement, 
and patient initials, e.g. LH 3-13-13ROS XX). Copy 
and click “OK.” 

b. It will show “Measurement Definition" on the 
“Toolbar” (initials, date, analyte and measurement, 
patient initials; e.g. RK 3-13-13 ROS XX). 


c. Under “Luminometer Measurement protocol,” select 
“Rep. assay” from the drop-down menu. 
d. Next, define each of the “Parameters” as follows: 
i. Read time: 1 s. 
п. Background read time: 0 s. 
ш. Total time: 900 s. 
iv. Cycle time 30 s. 
v. Delay “Inj M read (5)”: 0 s. 
vi. “Injector M (uL)": 0 s. 
vii. “Temperature (?C)": 37 °С. 
viii. "Temperature control (0 2 OFF)": 12 ON. 
e. “Save.” 


C. From the “Setup” menu, select “Assay Definition" and 


then “New Assay.” 
It will ask for the following: 

i. “Assay Name” (initials, date, analyte and measure- 
ment, patient initials). Click “ОК” or paste and 
click “ОК” 

ii. Under “Measurement Method" and from the drop- 
down menu, select the measurement (e.g., RK 3-13- 
13 ROS XX) from Step 2a above. 

iii. Go to “Column Menu” and hide everything except 
the following: 
iv. "Sample ID." 


v. "Status." 

vi. “RLU mean.” 
vil. “Read date.” 
уш. “Read time.” 
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Collect Semen Specimen 

• Exam for volume, color and pH 
• Perform Endtz test 

* Perform analysis by CASA 


Liquefied 
semen 
| | | | | | | | LL | | 
Blank Negative Control Test Sample Positive Control 
Add 400 uL PBS Add 400 uL PBS Add 400 uL Add 400 uL PBS 
* Sperm Suspension * 
10 ш Luminol (5mM) * 50 uL H,O, 
working solution 10 pL Luminol (5mM) + 
working solution 10 pL Luminol (bmM) 


working solution 


Fig.21.5 Preparing the tubes for ROS measurement. A total of 11 tubes are labeled from S1-S11: blank, negative control, test sample, and posi- 
tive control. Luminol is added to all tubes except the blank. Hydrogen peroxide is added only to the positive control 


ИТП 


af SEO MAN 


Fig. 21.6 Proper placement of tubes into luminometer. [Reprinted with permission, Cleveland Clinic Center for Medical Art & Photography © 
2015. AII Rights Reserved] 
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Reactive Oxygen Species (ROS) Measurement 


. Go to “Sample Type” menu and select “Normal.” Press 


“OK.” 

Go to file, click “New,” click “Workload,” and press “OK.” 
Go to “Save As” and save in an appropriate folder such 
as “Clinical ROS” folder. 

Save your “Work Load” (initials, date, analyte and mea- 
surement, patient initials) in “Clinical ROS” “Work 
Load” file. 

After saving the “Work Load,” the name of the file will show 
in the “Title Bar.” The samples are ready to be analyzed. 


Analyzing the Samples 


After the tubes have been loaded, click “Start.” The lumi- 
nometer will start scanning for tubes. 


. After scanning, the monitor will show how many tubes 


are detected by the instrument in each batch; press “Next.” 
Select the “Assay Type.” Click “Next” and then click 
“Finish.” 

The “Excel spreadsheet” will open. 

Measurement of the tubes will start. 

Do not touch the computer during this time. 


Time 51 52 53 54 55 
0 6 4 9 10 13 
42.3 6 7 7. 6 12 
72.3 9 7 7 10 7 
102.3 6 9 4 9 10 
132.3 9 9 7 10 7 
162.3 6 6 6 10 12 
192.3 6 7 4 9 7 
222.3 6 9 7 10 6 
252.3 7 9 10 9 10 
282.3 6 6 6 10 9 
312.3 7 9 6 12 10 
342.3 7 7 6 10 10 
372.3 4 7 7 7 9 
402.3 у 6 4 12 9 
432.3 7 10 7 9 9 
462.3 7 7 6 7 9 
492.3 6 9 7 12 9 
522.3 6 7 7 9 7 
552.3 6 12 6 10 6 
582.3 7 6 6 9 6 
612.3 10 7 6 9 9 
642.3 9 6 4 9 10 
672.3 6 9 9 7 9 
702.3 7 7 12 10 7 
732.3 9 7 7 9 7 
762.3 6 4 7 9 13 
792.3 12 7 9 7 7 
822.3 6 4 6 10 7 
852.3 3 9 10 9 9 
882.3 7 6 4 10 10 
812.3 7 9 9 9 13 


Fig.21.7 A representative display of the readings showing the number 
of signals generated in each of the above 11 tubes (51—511). The mea- 
surement is for a total of 900 s. As seen here, blanks have the lowest 
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. Wait (3—5 min) to make sure everything is working fine. 
. After finishing the measurements, the computer will ask 


you to "Save" the Excel spreadsheet. Save it in "My 
Computer,” in a folder under “Clinical ROS." 


. Save Berthold measurement “Measurement Files" (*.txr) 


in the same directory as the Excel spreadsheet using the 
same name (e.g., RK 3-13-13 ROS XX). 


10 Printing ROS Results 


A. Print spreadsheet as well as the “chart 1” and the Berthold 


sheet (Fig. 21.7). 


B. Close the Excel spreadsheet. 
C. Print the *Work Load" sheet (Fig. 21.8). Make sure all 


three sheets are printed before saving and closing the file. 


11 Calculating Results 


A. Calculate the “average RLU” for the negative control, 


samples, and positive control. 


S6 S7 S8 S9 S10 S11 
10 19 12 1943 1719 2386 
10 19 12 1857 1657 2248 
12 18 9 1786 1576 2179 
10 19 12 1742 1565 2068 
10 16 12 1701 1493 2003 
10 19 15 1614 1486 1943 
15 21 13 1611 1462 1845 

7 16 13 1582 1442 1812 
12 16 E) 1506 1408 1770 

9 18 12 1462 1377 1729 
12 16 12 1462 1358 1691 
10 13 12 1391 1344 1657 

9 18 10 1393 1330 1623 

9 12 10 1372 1307 1583 
15 18 10 1361 1319 1567 
12 12 9 1319 1276 1534 
12 9 7 1300 1275 1462 
12 12 9 1278 1269 1437 
13 13 10 1266 1238 1402 
10 10 15 1244 1225 1424 
10 10 9 1223 1216 1384 

9 10 18 1182 1231 1344 
13 9 27 1191 1207 1338 
10 15 9 1169 1207 1310 
10 12 38 1151 1157 1294 

9 12 12 1163 1169 1287 

9 10 7 1100 1156 1282 
15 13 10 1114 1132 1212 

9 15 10 1097 1142 1219 
12 12 12 1085 1125 1234 
18 13 10 1135 1117 1195 


amount of ROS (RLU), and the positive control, to which hydrogen 
peroxide was added, has the highest amount of ROS (RLU) 
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192.3 252.3 312.3 372.3 432.3 492.3 552.3 612.3 6723 732.3 792.3 852.3 912.3 
162.3 222.3 282.3 342.3 402.3 462.3 522.3 582.3 642.3 702.3 762.3 822.3 882.3 


Time (sec) 


Fig. 21.8 A typical graph showing the ROS levels in the 11 tubes (SI-S11). As seen here, only the positive controls have significantly higher 
levels of ROS. Those producing low levels (Tubes 51—58) of ROS are seen very close to the X-axis 


B. Calculate sample ROS by subtracting the negative con- 
trol average from its average. 

C. Sample ROS =average “RLU mean” for sample— aver- 
age "RLU mean" for negative control. 

D. Correct the sample ROS by dividing it with “sperm con- 
centration/mL." 


Corrected sample ROS: 

Calculated sample ROS/sperm concentration XX.X 
(RLU/s/106 sperm/mL). 

A typical example of calculating ROS values is illustrated 
in Fig. 21.9. 


12 Reference Values 

Normal range: «93 RLU/s/10° sperm/mL. 

Critical value: 293 RLU/s/10° sperm/mL. 

13 Quality Control 

A. Thereagent lot numbers and expiration dates are recorded 


on the worksheet and placed in the Quality Control book. 
B. Criteria for rejection: No sperm are present. 


14 Factors Affecting ROS Measurement 


A. The luminometer instrument, its calibration, determina- 
tion of sensitivity, dynamic range, and units used. 

B. The concentration and type of probe used. 

C. The concentration and volume of the semen sample, use 
of reagent, and temperature of the luminometer. 

D. Semen age (i.e., time to analysis) after sample is collected 
to the time of ROS measurement. 

E. Viscous samples and poor liquefaction, which may inter- 
fere with chemiluminescent signals. 

Е. Repeated centrifugation: Artificial increase in chemilu- 
minescent signal because of the shearing forces gener- 
ated by centrifugation. 

G. Serum albumin: Use of media that contain bovine serum 
albumin can generate spurious signals in the presence of 
human seminal plasma. 

H. Medium pH: Luminol is sensitive to pH changes. 

I. Nonspecific interference: Many compounds can artifi- 
cially increase (cysteine, thiol-containing compounds) or 
decrease (ascorbate, uric acid) the chemiluminescent sig- 
nal generated by the spermatozoa. Hence, it is necessary 
to run sperm-free controls as an integral part of the che- 
miluminescent assay. 
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s un | Sample ID | Read Date | Read Time | 
showing a typical ROS Sample Sample ID RLU Mean | Read Date Read Time 


calculation 
11/17/2010 | 1:35:59 PM 
Negative Control 8104 | 11/17/2010 | 1:36:00 РМ 
| Done | 9993 | 11/17/2010 | 1:36:02 РМ 
Example 
Patient average (Р) = 12161 RLU /sec Sperm concentration = 12.6 x 105 /mL 
Negative Control average (NC, ) = 8850.3 RLU / sec 
Corrected value = Р, - NC, 
12161 - 8850.3 RLU / sec = 3310.7 RLU / sec 
Corrected ROS = 3310.7 = 262.7 RLU / sec / x 106 sperm /mL 
12.6 
Result = ROS positive 
15 Troubleshooting G. If the issue is resolved, the instrument and reagents are 


good for new measurements. 
A. Clean the interior of the instrument with antistatic spray, H. Ifthe issue is not resolved, contact the luminometer man- 
especially the chain belt. Keep a container filled with dis- ufacturer (865-483-1488). 
tilled water inside the machine at all times to maintain 


humidity and reduce static. 
B. Check the instrument background reading from the “rate References 

meter.” It should not be 220 RLU. If it is 220 RLU, con- 

tact the company. If <20 RLU, proceed to the next step. 1. Agarwal A, Ahmad С, Sharma К. Reference values of reactive oxy- 
C. Check the reagents for contamination. First, check the gen species in seminal ejaculates using chemiluminescence assay. J 


: . Assist Reprod Genet. 2015;32(12):1721-9. 
PBS buffer. Does this resolve the issue? If not, go to the 2 Shekarriz M, Thomas Jr AJ, Agarwal A. Incidence and level of 


next step. seminal reactive oxygen species in normal men. Urology. 
D. Next, check the luminol solution. Prepare a fresh luminol 1995;45:103-7. [| 

solution. Does this resolve the issue? If not, go to the next ^ E LN. >o B A 

step. reactive oxygen species formation in semen. J Assist Reprod Genet. 


E. Prepare luminol in fresh DMSO. 1995;12:70—4. 


F. Test multiple runs in triplicate for blank, negative con- 4. Benjamin D, Sharma RK, Moazzam A, Agarwal A. Methods for the 


» detection of ROS in human sperm samples. In: Agarwal A, Aitken 
trol, and positive control. Use chart below, RJ, Alvarez JG, editors. Studies on men's health and fertility. 


New York, NY: Springer Science + Business Media; 2012. p. 257— 
RLU/s 73. Chapter 13. 
5. Sharma RK, Agarwal A. Reactive oxygen species and male infertil- 


Positi 
озшуе ity (review). Urology. 1996;48:835—50. 
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1 Introduction 


Oxidative stress reflects an imbalance between the systemic 
indication of reactive oxygen species (ROS) and the biologi- 
cal system's ability to readily neutralize the reactive interme- 
diate species or to repair the resulting damage. Disturbances 
in the normal redox (reduction—oxidation) state of cells can 
cause toxic effects through the production of peroxides and 
free radicals that damage all components of the cell, includ- 
ing proteins, lipids, and DNA. ROS also act as cellular mes- 
sengers in redox signaling. Oxidation-reduction potential 
(ORP) in biological systems has been described as an inte- 
grated measure of the balance between total oxidants (1.е., 
oxidized thiols, superoxide radicals, hydroxyl radicals, 
hydrogen peroxide, nitric oxide, peroxynitrite, transition 
metal ions) and total reductants (i.e., free thiols, ascorbate, 
a-tocopherol, B-carotene, uric acid) [1—5]. 


2 Principle 


The MiOXSYS™ System measures the amount of oxidative 
or reductive stress (redox balance) in semen or seminal 
plasma samples by measuring ORP (reported as “static ORP” 
on the MiOXSYS Analyzer display screen). The biologic 
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sample is applied to a MiOXSYS Analyzer Sensor inserted 
into a galvanostat-based reader. The test starts when the sam- 
ple fills the reference electrode, thereby completing the elec- 
trochemical circuit. 

Static ORP (sORP): It is a snapshot of current redox bal- 
ance. It correlates with illness, severity of injury, and mortal- 
ity. A higher sORP reading is indicative of oxidative stress. 


3 Specimen Collection and Delivery 


A. The subject should be provided with clearly written, or 
verbal, instructions concerning the collection and trans- 
port of semen. 

B. Ideally, the sample should be collected after a minimum 
of 48 h and not more than 1 week of sexual abstinence. 
The name of the individual, period of abstinence, date, 
time, and location of collection should be recorded on the 
report form for each semen analysis 

C. The sample should be collected in the privacy of a collec- 
tion room (or room close to the laboratory) and placed in 
a brown paper bag before being brought over the labora- 
tory. The patient’s name and medical record number (or 
date of birth) should be written on the collection con- 
tainer (Fig. 22.1). 


4 Equipment and Materials 


. Phase contrast microscope. 
. Disposable Pasteur pipette. 
. Serological pipettes. 


QW 
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Fig. 


22.1 Collection container and brown paper bag for holding 


sample 


D 
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. Graduated centrifuge tube. 


Glass slides and cover slips. 


. Disposable sperm counting chamber and/or Makler 


chamber. 


. Pipettes (5, 25, and 50 pL). 


Dilution cups 2-mL. 


. Phosphate buffered saline (PBS, 1x). 
. pH paper (Range 6.0–8.0) Vortex. 


MiOXSYS Analyzer. 


. MiOXSYS Sensor. 
. MiOXSYS Analyzer Calibration key. 


Sample Preparation 


. Allow the semen specimen to undergo liquefaction for 


20 min at 37 °C in an incubator. The semen sample is first 
evaluated by simple inspection at room temperature. 


. The sample should be mixed well in the original con- 


tainer and examined within 1 h of ejaculation. If the sam- 
ple is more than 1 h old when motility is read, a comment 
indicating the time at which motility was read should be 
made on the report. 


. А normal sample has a gray-opalescent appearance, is 


homogeneous, and liquefies within 60 min at room tem- 
perature. In some cases, if complete liquefaction does not 
occur within 60 min, it should be recorded. Liquefaction 
should occur within 20 min at 37 °С. 
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. The specimen may appear clear if the sperm concentra- 


tion is too low. It may also appear reddish-brown when 
red blood cells are present in the ejaculate. 


. Perform semen analysis as per semen analysis protocol. 


Setup of the ORP Instrument 


. Press the power button on the MiOXSYS Analyzer. The 


green power LED on the power button will illuminate to 
indicate the unit is on. If using AC power, the display 
screen will be backlit. 


. “MiOXSYS Analyzer" and the date and time will appear 


on the display screen for 3 s. 


. When the MiOXSYS Analyzer is ready, "Insert sensor" 


will appear on the display screen (Fig. 22.2a). 


Analyzing the Sample 


. Sensor Insertion. 


1. Unwrap an individual MiOXSYS Analyzer Sensor. 

2. Holding sensor at front side edges, insert ће MiOXSYS 
Sensor face-up and with the sensor electrodes facing 
the MIOXSYS Analyzer. Align the socket insertion end 
with the sensor socket on the MiOXSYS Analyzer. 
Make sure the sensor is fully inserted. 

3. Once the MiOXSYS Sensor is inserted properly, 
"Waiting for sample" will appear on the display 
screen, and a 2-min sample detection countdown 
timer will begin. 


. Sample Application. 


1. The sample used for ORP analysis can be either fresh 
or frozen semen or seminal plasma. 

2. The sample (30 uL) should be applied using a pipette. 

3. It is recommended that the same amount of sample be 
applied consistently for each test during a study. 

4. Apply the sample to the sample application port on 
the inserted MiOXSYS Sensor. Make sure that the 
entire port is covered (Fig. 22.2b). 


. Sample Run. 


1. When the sample reaches the reference cell of the sen- 
sor, the testing automatically begins. Proper execution 
of the test is also indicated by the blinking of the blue 
testing LED. 

2. Once the test is initiated, the display screen will show 
"Processing sample" and the time remaining. 

3. Do not press any buttons or remove the sensor while 
testing is in progress. 
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Fig. 22.2 Setup of the (a) MiOXSYS Analyzer and (b) sensor 


4. If an error does occur during testing, an error code 
will appear on the display screen and the red alert 
LED will illuminate. Please make a note of the error 
reading for your records. Follow the instructions on 
the screen to clear the error. 

D. Test Results. 

1. Audible beeps will indicate the completion of the test. 

2. On the display screen, the test results will appear in 
the following order: 

I. Date. 
П. Time. 
Ш. sORP (in millivolts or mV). 


Note: Before removing the sensor, record the date, time, 
sORP in your records. 

3. Remove the MiOXSYS Sensor from the sensor socket 
immediately after the data is recorded. 

Precaution: Discard the sensor observing the 
proper disposal of biological fluids guidelines. 

4. Once the used MiOXSYS Sensor is removed, “Insert 
sensor” will appear on the display screen. Repeat the 
steps in these instructions, starting with Sensor 
Insertion if performing additional testing. 

5. The instrument can be switched off by pushing and 
holding the power button once all measurements have 
been completed. 


Note: If the MiOXSYS Analyzer is “ON” but inactive, 
the MiOXSYS Analyzer will automatically turn “OFF.” A 
15-s timeout warning appears on the display screen with a 
warning beep emitted every second. The timeout clock 
can be reset by pressing any button. 
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b Socket 
insertion end 


Reference 
cell 
Sensor Socket 
Sensor Module Sample 
port 


8 Calculating the Results 


1. Calculate the average ORP for your sample. 

2. Normalize the sample ORP by dividing it with “sperm 
concentration/mL.” 
Calculated sample ORP/sperm concentration=XX.X 
(mV/10°sperm/mL). 
Note: A typical example of calculating ORP values is 
illustrated below: 


No. Sample Date Time sORP (mV) 
1 Patient A 5/29/15 10:13 AM 76.8 
p Patient 5/29/15 10:18 AM 76.4 


Sperm concentration = 62.6 x 10°/mL 
Patient average ORP=(76.8 + 76.4)/2=76.6 mV 
Normalized ORP=76.6/62.6= 1.22 mV/10° sperm/mL 


9 Results 


A representative Receiver Operating Characteristic curve for 
whole semen predicting abnormal semen quality is shown in 
Fig. 22.3. 

Cutoff: 1.36 mV/10° sperm/mL. 

Sensitivity: 69.6 96. 

Specificity: 83.1 96. 

Accuracy: 75.2 96. 

Reference value: «1.36/106 sperm/mL. 

Panic values: >1.36/10° sperm/mL. 
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Fig. 22.3 Receiver operating characteristic curve for ORP in semen. 
AUC area under curve, PPV positive predictive value, NPV negative 
predictive value 


10 Quality Control 


1. Good laboratory practice recommends the use of the con- 
trol materials. Users should follow the appropriate fed- 
eral, state, and local guidelines concerning the running of 
external controls. 

2. MiOXSYS external control solution kits are supplied 
separately by the vendor. It is recommended that each 
new lot or shipment of MiOXSYS Sensors be verified 
upon receipt and before use. Testing of external controls 
should be performed thereafter in accordance with appro- 
priate federal, state, and local guidelines. 
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3. A separate sensor must be used for each external control 
test. 

4. Calibration Verification Key testing should be performed 
annually. 


11 Factors Affecting Measurement 


1. Semen age (i.e., time of analysis) after sample is col- 
lected to time of ORP measurement. 

2. Viscous samples and poor liquefaction may interfere with 
the sample flow and reaching of the reference cell of the 
sensor. 

3. Repeated centrifugation: This may lead to artificial 
increase in ORP because of the shearing forces generated 
by centrifugation. 
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Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


Reactive oxygen species (ROS) are produced as a conse- 
quence of aerobic metabolism. Unstable free radical 
species attack cellular components and damage lipids, 
proteins, and DNA and are also implicated in the 
pathophysiology of a variety of diseases. Living organ- 
isms have developed complex antioxidant systems to 
counteract the effects of ROS and reduce damage. The 
antioxidant system includes enzymes such as superoxide 
dismutase, catalase, and glutathione peroxidase; macro- 
molecules such as albumin, ceruloplasmin, and ferritin; 
and an array of small molecules, including ascorbic acid, 
a-tocopherol, B-carotene, reduced glutathione, uric acid, 
and bilirubin. 

The sum of endogenous and food-derived antioxidants 
represents the total antioxidant activity of the extracellular 
fluid. The overall antioxidant capacity may give more rele- 
vant biological information than that obtained by measur- 
ing individual components, as it considers the cumulative 
effect of all antioxidants present in the plasma and body 
fluids. The combined antioxidant activities of all constitu- 
ents including vitamins, proteins, lipids, glutathione, uric 
acid, etc. can be measured by the TAC (total antioxidant 
capacity) assay [1, 2]. 
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2 Principle 


The TAC assay relies on the ability of antioxidants in the 
sample to inhibit the oxidation of ABTS (2,2'-azino-di- 
[3-ethylbenzthiazoline sulfonate]) to АВТЅ ° + бу metmyo- 
globin [3]. Under the induced reaction conditions, the 
antioxidants in the seminal plasma suppress absorbance at 
7750 nm to a degree which is proportional to their concentra- 
tion. The capacity of the antioxidants present in the sample 
to prevent ABTS oxidation is compared with that of standard 
Trolox, a water-soluble tocopherol analogue. Results are 
reported as micromoles of Trolox equivalent [3—6]. 


3 Specimen Collection 


A. Ideally, the sample should be collected after a minimum 
of 48 h and not more than 72 h of sexual abstinence. The 
name of the patient, period of abstinence, date, time, and 
place of collection should be recorded on the form 
accompanying each semen analysis. 

B. Sample should be collected in the privacy of a room near 
the laboratory. If not, it should be delivered to the labora- 
tory within 1 h of collection. 

C. Sample should be collected by masturbation only and 
ejaculated into a clean, wide-mouth plastic specimen 
cup. Lubricant(s) should not be used to facilitate semen 
collection except for those which are provided in the col- 
lection room by the Andrology Laboratory. 

D. Incomplete samples will be analyzed, but a comment 
should be entered on the report form. 

E. Sample should be protected from extreme temperatures 
(not less than 20 °С and not more than 40 °С) during 
transport to the laboratory. 

Е Note anything unusual pertaining to the collection or condi- 
tion of the specimen on the report form. Verify patient's name, 
date of birth, and collection time on the collection cup. 
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С. After complete liquefaction, centrifuge the sample at 
1600 rpm for 10 min. 

H. Using a cryomarker, label one 2-mL cryovial for each 
aliquot as shown: 


Smith, John 
X-XXX-XXX-X 
Date 

Seminal plasma 
TAC 


I. Aliquot the clear seminal plasma into the vials. Place the 
vials in a cryobox and store in a 50 to 80 ?C freezer until 
analysis. 


4 Equipment and Materials 


> 


. Antioxidant Assay Kit (Cat #709001; Cayman Chemical, 
Ann Arbor, Michigan) — Fig. 23.1a, b 

. Microplate reader— Fig. 23.2 

. 96-well plate (seen in Fig. 23.2) 

. Horizontal plate shaker— Fig. 23.3 

. Pipettes (20, 200, and 100 uL) 

. Pipette tips (20, 200, and 100 uL) 

. Multichannel pipettes (8 channel, 30—300 pL) 

Aluminum foil 

. Microfuge tubes— Fig. 23.4 

. Ultrapure water— Fig. 23.5 

. Polystyrene centrifuge tubes (50 and 15 mL) 
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5 Preparation of Assay Reagents 


Bring all reagents and samples to room temperature (30 min). 
Prepare the assay according to the manufacturer's instruc- 
tions — these are provided with the assay kit and also can be 
found at www.caymanchem.com. Include 3-4 internal con- 
trols with known TAC values: 


A. Antioxidant assay buffer (10x) (vial #1) 
Dilute using a ratio of 1 mL of assay buffer concentrate to 
9 mL of ultrapure water in a 15 mL conical tube. The recon- 
stituted vial is stable for 6 months when stored at 4 ?C. 


. Round bottom tubes (12x 75 mm) 
. Plastic boats for reagents 


in 


ја 


SPA ee DOg носы 


1 
H202 


Fig. 23.2 Plate reader and 96-well plate [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. All 
Rights Reserved] 


Antioxidant 


Assay Buffer Chromog 


Trolox 


Fig. 23.1 (a, b) Antioxidant assay kit [Reprinted with permission, Cleveland Clinic Center for Medical Art & Photography © 2015. All Rights 


Reserved] 
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Fig.23.3 MixMate plate shaker [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. All Rights 
Reserved] 


Fig.23.4 Clear microfuge tube [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. All Rights 
Reserved] 


. Metmyoglobin (vial #2) 

Reconstitute the lyophilized powder with 600 pL of 
assay buffer and vortex. Once reconstituted, it is suffi- 
cient for 60 wells. The reconstituted reagent is stable for 
1 month when stored at 20 °C. 

Preparing the reagent: Calculate the amount of 
reagent required by estimating the number of wells 
needed for the entire assay and include additional reagent 
for five wells. Accordingly, calculate if 1 or more reagent 
bottles will be needed. 
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ULTRA PURE 
WATER 


Fig. 23.5 Ultrapure water [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. All Rights 
Reserved] 


C. Trolox (vial #3) 
This vial contains the standard Trolox (6-hydroxy-2,5,7,8- 
tetramethylchroman-2-carboxylic acid). Reconstitute the 
lyophilized powder in the bottle with 1 mL of ultrapure 
water and vortex it. This is used to prepare the standard 
curve. The reconstituted vial is stable for 24 h at 4 °C. 

D. Hydrogen peroxide (vial #4) 
This vial contains 8.82 M solution of hydrogen peroxide. 
Dilute 10 pL of hydrogen peroxide reagent with 990 pL 
of ultrapure water. Further dilute by removing 20 pL 
and diluting with 3.98 mL of ultrapure water to give a 
441 uM working solution. The working solution is stable 
for 4 h at room temperature. 

E. Chromogen (vial #5) 
In a dark room, reconstitute the chromogen (containing 
ABTS) with 6 mL of ultrapure water and vortex. It is suf- 
ficient for 40 wells. The reconstituted vial is stable for 
24 hat 4 °С. 
Note: Calculate how many wells will be needed for the 
entire assay and include additional reagent for 5 wells. 
Accordingly, calculate if 1 or more reagent bottles will be 
needed. 


6 Specimen Preparation 


A. Bring the frozen seminal plasma to room temperature 
and centrifuge in a microfuge at high speed (1600 rpm) 
for 7 min (Fig. 23.6). Remove the clear seminal plasma 
and dilute each sample 1:9 (10 pL sample +90 uL assay 
buffer) in a microfuge tube. Label the vials for correct 
identification (Fig. 23.7). 
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B. Use the plate template (Appendix 1) to note the samples 
being added to each well in duplicate (standard and test 


samples). 
Note: Any errors made during pipetting can be high- 
lighted on the template to account for any discrepancies in 


the final results. 


7 TAC Determination 


Prepare the standards in seven clean tubes and mark them 
A-G (Fig. 23.8). Add the amount of reconstituted Trolox and 
Assay Buffer to each tube as shown in Table 23.1. 

For the assay, add the following: 


: | . . . A. With the lights turned off, add 10 uL of Trolox standard 
Fig. 23.6 Th d ] pl loaded f R d 
3 е ыш plastia, loaded ito сешииде [epini (tubes A-G) or sample in duplicate+10 uL of metmyo- 


with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] globin + 150 uL of chromogen per well. 


PS M = d a i 
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Fig.23.8 Samples A-G: reconstituted Trolox controls. Samples 1—25: 
diluted patient samples (10 uL patient seminal plasma+90 pL assay 
buffer) [Reprinted with permission, Cleveland Clinic Center for 
Medical Art & Photography O 2015. AII Rights Reserved] 


Fig.23.7 Seminal plasma samples ordered and numbered for identifi- 
cation [Reprinted with permission, Cleveland Clinic Center for Medical 
Art & Photography O 2015. AII Rights Reserved] 


Table 23.1 Preparation and constitution of Trolox standards 
Final concentration (mM Trolox) 


Tube Reconstituted Trolox (uL) Assay buffer (uL) 

A 0 1000 0 

B 30 970 0.044 
(С 60 940 0.088 
р 90 910 0.135 
Е 120 880 0.18 
Е 150 850 0.225 
а 220 780 0.330 
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М Chromogen “2 


Fig. 23.9 Reagent boat containing reconstituted chromogen and mul- 
tichannel pipette [Reprinted with permission, Cleveland Clinic Center 
for Medical Art & Photography © 2015. All Rights Reserved] 


Note: A multichannel pipette should be used to pipette 
the chromogen. Chromogen can be pipetted from a flat 
container or reagent boat (Fig. 23.9). 

B. Initiate the reaction by adding 40 uL of hydrogen perox- 
ide working solution using a multichannel pipette. Set 
the timer for 5 min and 5 s. 

C. Cover the plate with a plate cover, and incubate on a 
shaker at room temperature. Remove the plate from the 
shaker with ~30 s left on the timer, and remove the plate 
cover. 

Note: Hydrogen peroxide can be pipetted from a flat 
container or reagent boat using a multichannel pipette. 
Complete this step as quickly as possible (~45 s). 

D. Place the plate onto the plate holder. At the end of the 

incubation time, read the absorbance at 750 nm. 
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Calculating Results 


The worksheet for calculating the results is available at www. 
caymanchem.com. 


An internal control TAC value of +500 pmol is 


acceptable. 
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Reference Ranges 


Normal value: >1790 ИМ Trolox. 


Panic value: «1790 ИМ Trolox. 


10 Tips for Troubleshooting 


A. 


Samples should be completely thawed and centrifuged at 
1600 rpm for 7 min to pellet the debris and 
spermatozoa. 


. The water used to prepare the reagents should be “ultra- 


pure water” and used before the expiration date (6 
months). 


. To avoid great fluctuation in the readings, both “chromo- 


gen” and *metmyoglobin" should be from the same lot. 


. It is important that the incubation time after the addition 


of hydrogen peroxide is exactly 5 min and 5 s. The reac- 
tion starts as soon as hydrogen peroxide is added to each 
well, and there is reaction termination step. The absor- 
bance will keep changing with time. 


. Shortly before the completion of 5 min and 5 s (30 s 


before), place the plate on the plate reader. 


. If you make any errors when adding the reagent(s)/sam- 


ple to each well, note this fact in the template and final 
results. 


. The standard reading (A and G) well should be within the 


expected range (1е., “0.35-0.45” for “well A" and 
*0.100—0.150" for “well G^). If the readings are signifi- 
cantly different (higher), the samples must be rerun. 
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Steps for Setting the ELISA Plate Reader 


ONS 


11. 
12. 


13. 
14. 
15. 
16. 
17. 


18. 


19. 


20. 


21. 


22. 


Turn on the plate reader. 

On the desktop, double-click “TAC clinical.prt.” 

Click on “new experiment” (third drop box). 

Select “protocol.” Double-click on “TACclinical.prt” 
Gen 5 protocol or hit “OK” then "select protocol.” 


. Hit “OK.” Open a new box —^Plate 1” with a grid. 


In the top drop box, click on the icon with green arrow — 
"read plate." 

Open into a new box — "plate reading." 

In the first drop box, enter your initials, TAC Run and date. 
Next, click on “assay kit lot £," on the “run prompts,” 
other reagent information, i.e., kit lot number and expi- 
ration date. 


. In the “comment box,” enter semen profile, ТАС run and 


the date of the run. 

Hit “read.” 

Before saving, it is important to verify that the "plate 
reader" and the “РС” are in sync. To check, click “can- 
cel." When prompted to “Load plate,” click “OK,” then 
click “abort read,” and under calculation warnings click 
“OK.” When prompted to “save change,” click “No.” Go 
back to step #6 above and continue. 

Click on “S folder,’ “Androl,” “Clinical profile,’ and 
“Clinical TAC.” Create a new folder with your initials. 
Under “file name,” enter your initials, “tac run,” and date 
(followed by the “.xpt” extension). 

Save as "Experiment.xpt." 

Hit “save.” 

When the timer goes off (5 min and 5 s), place the plate 
on the plate reader and hit “read.” 

After the reading is complete, go in the “5 folder,” 
“Androl clinical" folder, and “Clinical TAC,’ to the 
newly created folder. 

Click “save.” Under “File Мате,” save file as 
extension with the file name as specified above. 
Hit "save" The document should now display 
“Formatting Export Document.” 

A new file now opens with the following headers: 
“Procedure Summary,” “Data Reduction Summary,” 
“Layout,” “750” (wavelength for TAC), “Curve,” “Curve 
Fitting Results,” and “Curve Fitting Details.” 

"Save" and “print.” 
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Go to the “S folder" click on “Androl,” “Androl 
Clinical,” “Clinical Lab Profile,’ “Clinical ТАС,” and 
“Z-template for TAC calculation.” 

From the “Formatting Export Document,” highlight the 
750 raw results and copy these into the “Raw Data” sec- 
tion on the “Z-template for TAC calculation” “Raw 
results” section. 

In the “Z-template for TAC calculation folder,’ enter the 
initials and the MRN# numbers for the samples tested in 
the same sequence as the plate reader format. Make sure 
to verify the dilution “1:10” does not change in any of 
the columns. 

The calculations for all the test samples will automati- 
cally populate. 

At the bottom of the file, you can check the average 
concentrations of the “standards” (A-G). Also the 
“Y-intercept” “slope” and “R2” will be displayed. 

The last box will display the list of samples tested, con- 
centration in millimoles. 

Copy these two columns and paste again. Convert 
“millimoles” into “micromoles.” 

At the bottom, the standard curve will be displayed. 
Save and print. 

Check results. If “ОК close all files and turn off the 
plate reader. 
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Measurement of DNA Fragmentation 2 4 
in Spermatozoa by TUNEL Assay Using 
Bench Top Flow Cytometer 


Ashok Agarwal, Sajal Gupta, and Rakesh Sharma 


1 Introduction 


DNA fragmentation endonucleases are activated during 
apoptosis. These nucleases degrade the higher-order sperm 
chromatin structure into fragments ~30 kb in length and 
then subsequently into smaller DNA pieces about ~50 kb in 
length. This fragmented DNA can be detected by the 
TUNEL (terminal deoxynucleotidyl transferase dUTP 
nick-end labeling) assay [1, 2]. It is a single-step staining 
method that labels DNA breaks with FITC-dUTP; flow 
cytometry is then used to identify the sites of the strand 
breaks [1, 2]. 


2 Principle 


TUNEL utilizes a template-independent DNA polymerase 
called terminal deoxynucleotidyl transferase (TdT) that 
non-preferentially adds deoxyribonucleotides to 3’ hydroxyl 
(OH) single- and double-stranded DNA. Deoxyuridine tri- 
phosphate (dUTP) is the substrate that is added by the TdT 
enzyme to the free 3'-OH break ends of DNA (Fig. 24.1) [1, 
2]. The more DNA strand break sites that are present, the 
more labels that are incorporated within a cell. 
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Fig.24.1 Schematic of the DNA staining by the TUNEL assay 


3 Specimen Collection 


A. Ideally, the sample is collected after a minimum of 48 h 
and not more than 72 h of sexual abstinence. Record the 
name of the patient, period of abstinence, date, time, and 
place of collection on the form accompanying each 
semen analysis. 

B. The sample should be collected in the privacy of a room 
near the laboratory. If not, it should be delivered to the 
laboratory within one hour of collection. 


181 


A. Agarwal et al. (eds.), Andrological Evaluation of Male Infertility, DOI 10.1007/978-3-319-26797-5_24 


182 


Decontamina 


A. Agarwal et al. 


E. 
D. : 
ii 


T— € 


F 


—__ 1 
Extended Flow | 


| Сопсепїгаїе Concentrate Cell Clean —_—— 
| Solan Solution 1 Bacteriostatic 
olution Sol ution — . = Concentrate 
= Solution __ 


Fig. 24.2 Decontamination concentrate, cleaning concentrate, extended flow cell clean, and bacteriostatic concentrate solutions [Reprinted with 
permission, Cleveland Clinic Center for Medical Art & Photography © 2015. All Rights Reserved] 


. The sample obtained by masturbation only and ejacu- 
lated into a clean, wide-mouth sterile plastic specimen 
cup. Lubricants should not be used to facilitate semen 
collection. 

. The sample should be protected from extreme tempera- 
tures (not less than 20 °C and not more than 40 °C) dur- 
ing transport to the laboratory. 

. Note any unusual collection or condition of specimen on 
the report form. 


4 Reagents 


Note: Use only approved fluids in the operation or cleaning 
of the instrument. 


A. Sheath fluid (blue bottle)—0.22 um filtered, deionized 
water with, or without, bacteriostatic concentrate solu- 
tion (PN 653156): 

1. If bacteriostatic concentrate solution (Fig. 24.2, 4th 
bottle) is used (optional), add 1 bottle per 1 L of 
water. 

B. Cleaning solution (green bottle) (ON 653157)—cleaning 

concentrate solution is diluted: 

1. Add 3 mL of cleaning concentrate (Fig. 24.2, 2nd 
bottle) to 197 mL of filtered deionized water. 

2. Use the solution within 2 weeks. 

C. Decontamination solution (yellow bottle) (PN653154)— 
decontamination concentrate solution, diluted: 

1. Add entire bottle (Fig. 24.2, 1st bottle) to 180 mL of 
filtered, deionized water. 


D. Extended flow cell clean (PN 653159) — extended flow 
cell cleaning solution provided in working concentrate 
(Fig. 24.2, 3rd bottle). 

. APO-DIRECT™ kit (BD Pharmingen, San Diego, СА 
Catalog #556381): 

• PI/RNase staining buffer (Fig. 24.3). 
* Reaction buffer (Fig. 24.4). 

e FITC-dUTP (Fig. 24.4). 

* TdT enzyme (Fig. 24.4). 

* Rinsing buffer (Fig. 24.5). 

* Wash buffer (Fig. 24.6). 


PI/RNase 
Staining Buffer 


Fig. 24.3 Bottle of PI/RNase staining buffer [Reprinted with permis- 
sion, Cleveland Clinic Center for Medical Art & Photography © 2015. 
All Rights Reserved] 
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Fig. 24.4 Reaction buffer, TdT enzyme, and FITC-dUTP vials Fig. 24.7 Positive and negative assay controls [Reprinted with permis- 
sion, Cleveland Clinic Center for Medical Art & Photography © 2015. 


[Reprinted with permission, Cleveland Clinic Center for Medical Art & All Rights Reserved] 
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Para-formaldehyde 


Rinsing Buffer 37% 


Fig. 24.8 Bottle of 3.7% paraformaldehyde in PBS [Reprinted with 
permission, Cleveland Clinic Center for Medical Art & Photography © 
2015. All Rights Reserved] 


Fig.24.5 Rinsing buffer [Reprinted with permission, Cleveland Clinic 
Center for Medical Art & Photography © 2015. All Rights Reserved] 


e Negative control cells (Fig. 24.7). 
* Positive control cells (Fig. 24.7). 
Serological pipettes (2, 5 mL). 
Eppendorf pipette and tips (20, 100 pL and 1000 pL). 
Sperm counting chamber. 
Paraformaldehyde (3.7 % in PBS) (Fig. 24.8). 
Preparation of paraformaldehyde: 
ash Buffer Add 90.0 mL of PBS (pH 7.4) to 10.0 mL of formalde- 
hyde (37 %). 
Note: Store at 4 °C. 
J. Microfuge tubes 
К. Ethanol (70%). 
) Preparation of ethanol (70 %): 
— Add 30 mL of distilled water to 70.0 mL of ethanol 


Fig. 24.6 Wash buffer [Reprinted with permission, Cleveland Clinic (>99 % vol./vol.). 
Center for Medical Art & Photography © 2015. All Rights Reserved] Note: Store at 4 °C. 
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Fig. 24.9 Flow cytometer instrumentation [Reprinted with permis- 
sion, Cleveland Clinic Center for Medical Art & Photography © 2015. 
AII Rights Reserved] 


8-Peak 
| Validation 


Fig.24.10 8-peak Validation Beads bottle [Reprinted with permission, 
Cleveland Clinic Center for Medical Art & Photography © 2015. АП 
Rights Reserved] 


L. Flow cytometer (fluorescence-activated cell sorting cali- 
ber, Becton and Dickinson, San Jose, CA) (Fig. 24.9). 
M. 8-peak validation beads —one bottle (Fig. 24.10). 


5 Basic Instrument Instructions/Setup 
Caution: A tube of 0.22 um filtered deionized (DI) water 
must placed on the sheath injection port (SIP) at all times to 
keep the SIP from drying out— before use, during use, and 
even after the machine is shut down. 


5.1 First-Time Setup 


A. Make sure the sheath bottle (blue bottle) is filled with 
sheath fluid. 
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. Dilute cleaning concentrate as well as the decontamina- 


tion concentrate per the above instructions (B1 and C1) 
and then fill the green bottle with the cleaning solution 
and yellow bottle with the decontamination solution. 


. Make sure all bottles are closed securely. 
. Add 100 mL of 0.5% NaOCI to the waste bottle (red 


bottle). 


. Place the bottles in the fluidic bottle tray. 
. Slide the red tab on the black end of the fluidic harness to 


the unlock position and attach the black end of the fluidic 
harness to the back of the cytometer. 


. Slide the red tab to the lock position. 
. Attach the other end of the fluidic harness to the appro- 


priate bottles: 

1. Red line— waste bottle. 

2. Blue line — sheath bottle. 

3. Yellow line — decontamination bottle. 
4. Green line— cleaner bottle. 


5.2 General Setup 


Note: Deselect all boxes in the Collect Tab. 


. Open the software by double-clicking the *BD Accuri 


C6 software" icon on desktop. 


. Bottles in steps 2-4 above should always be filled as 


indicated and seated in the fluidic bottle tray. 


. Check the fluid levels in all bottles. The waste bottle 


must be empty and the sheath, cleaner, and decontami- 
nation bottles full. 


. Pull the sample stage forward underneath the SIP. 


Note: The sample stage accommodates any brand of 
12x75 mm tube and most microcentrifuge tubes. Be 
careful not to bend or catch the SIP when inserting tubes. 


. If no tube is currently on stage, place a tube with 0.22 um 


filtered DI water (Fig. 24.11). 


. Firmly press the power button on the front of the cytom- 


eter unit. 


. While starting up, the BD Accuri software "traffic light" 


should turn yellow, and the pumps should start to run. 


. Wait 5 min for the machine to flush the fluidic line with 


sheath fluid. 
Warning: Do not open the lid of the cytometer during 
this time. This will disrupt the laser warm-up process. 


. The BD Accuri software "traffic light" will turn green and 


display “Сб is connected and ready" when complete. 


. To remove bubbles from the system, place a tube of 


0.22 um filtered DI water on the SIP. 


. Select “гип with limits" and set to 15 min. 
. Select "fluidic" speed to "fast." 
. Click the *RUN" button. 
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Fig.24.11 Tube filled with 0.22 ит DI water placed on SIP [Reprinted 
with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


14. Save file as “flush.” 
Note: Save location is not important. This file can be 
deleted at any time. 

15. Leave tube on SIP. 
Note: Validate the performance of the cytometer using 
the QC beads designed for the instrument, provided by 
BD before processing any samples. 


5.3 Machine Shutdown 


A. Place a tube with 2 mL of bleach (diluted decontamina- 
tion solution) on the SIP. 
B. Select an empty “data well" in the collect tab of the BD 
Accuri software. 
C. Seta time limit of “2 min" and set fluidic speed to “fast.” 
D. Click the “RUN” button. 
E. Once the run is finished, remove the tube from the SIP. 
Е. Place a tube with 0.22 шп filtered DI water on the SIP 
and select another empty “data well” in the BD Accuri 
software. 
. Repeat steps C and D, above. 
. When the run is finished, leave the tube on the SIP. 
. Press the power button to start the shutdown cycle. 
. The cycle will take 15 minutes to complete and then the 
cytometer should automatically shut down. 


ae 20 


Extra startup time needed due to 


cleaning or improper shutdown 


Fig. 24.12 Improper shutdown sign on flow cytometer [Reprinted 
with permission, Cleveland Clinic Center for Medical Art & 
Photography © 2015. All Rights Reserved] 


Note: The automatic shutdown cycle can be bypassed by 
pressing down the power button for 5 s. However, the 
cytometer will take additional time to recover and return 
to the steady state if it is shut down in this manner. The 
BD Accuri software will display the following message if 
the machine is shut down using this method: (see 
Fig. 24.12). 

Note: It is unnecessary to shut down the software or com- 
puter during the shutdown process. 


6 Quality Control 


The performance validation process consists of measuring 
the coefficient of variation (CVs) on a daily basis and track- 
ing CVs using a Levey-Jennings chart. Validation is done by 
using 8-peak beads provided by the company. The 8-peak 
validation beads are used for monitoring the FL1, FL2, and 
FL3 channels and are excited by a blue laser. The beads are 
3.2 рт particles that emit light at eight different 
wavelengths. 


6.1 Preparing the QC Beads 

A. Label one 12x75 mm tube as “8-РеаК QC Beads" with 
date of preparation. 

. Add 1 mL of HPLC or deionized water. 

. Vortex the vial. 

. Add four drops of 8-peak beads to the tube. 

. Vortex the tube. 
Note: After preparing, store the beads in the dark until 
use. 
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6.2 Preparing the Run of the QC Beads 


A. Double-click the “8 Peak Template.c6t” as a QC file 
folder on the computer. 
Note: A new folder and template should be created 
semiannually, i.e., 2016-51 QC, 2016-S2 QC, etc. 

B. If the cytometer is off, press the power button on the 
front of the instrument to start. 
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C. Under the collect tab, the cytometer software will display 
a “green traffic light" when the machine is ready to pro- 
cess samples. 

D. Click an empty data well (ex. A1). 

E. Place a tube with 2 mL of 0.22 шп filtered DI water on 

the SIP. 

. Check “run with limits” and set the time field to “15 min.” 

. Set “fluidics” speed to “fast.” 

. “Click the “RUN” button. 

. If asked to save, save the file in the directory listed above 

in step A. 

J. Once the run is finished, click the “delete events" tab at 

the bottom-left of the BD Accuri software window. 


6.3 8-Peak Bead Run 

Note: Use the file *8 Peak Template.c6" for this run located 
in a file under the BD Accuri QC folder. The 8-peak QC 
beads measures the following channels: FL1-H, FL2-H, and 
FL3-H; this corresponds to the following plot locations and 
X- уз. y-axes on the bead template: 


FSC-H vs. SSC-H 
FL3-H vs. Count 


FLI-H vs. Count FL2-H vs. Count 


A. Select an empty field from A1-H12. 

Note: Start by selecting wells from left to right at A1. The 
next QC performed will be A2, A3, A4, and so on until 
each of the wells is filled. This allows for 96 QC runs. 

B. In the empty field above the wells, name the sample 
“8-Peak Bead-DATE-TECH INITIALS,” for example, 
“8-Peak Bead-4-16-14-RKS.” 

C. Under the collect tab, deselect the “time” check box next 
to “min” and “sec.” 

D. Select the “events” check box and enter “50000” in the 
“events” field. 

E. Select “ungated sample” from the drop-down menu, if it 
is not already selected. 

Е. Set “fluidics” speed to “slow.” 

G. Vortex the sample containing the already prepared 
“8-Peak QC Bead” mixture. 

H. Remove tube of DI water from the SIP. 

I. Place the “8-Peak QC Bead” tube under the SIP. 

J. Click the “RUN” button to start the acquisition. 

K. Save the file on the computer in the QC folder as indi- 
cated above. The file should be saved as “8-Peak 
QC-DATE-TECH INITIALS". 

L. Acquisition will stop after 50,000 events. 

M. When the run is finished, remove “8-Peak QC Bead" 
tube from SIP and clean the SIP using a lint-free wipe. 

N. Place the tube containing 2 mL of DI water on the SIP. 


6.4 Ending the Run 


A. With the 2 mL tube of DI water on the SIP, select an 
empty well in the BD Accuri software. 

B. Select the "time" check box and set the time to 
*2 min." 

C. Set "fluidics" speed to "fast." 

D. Click the “RUN” button. 

E. When the run is finished, keep the tube with 2 mL of DI 
water on the SIP. 

F. Before running any other samples, click “delete events” 
to erase the data collection from the water run. 

С. If shutting down instrument, proceed to “Machine 
Shutdown" section above and follow all the steps. 
Otherwise, skip this step. 


6.5 Analyzing the Data 


Note: This analysis should be performed under the "collect" 
tab. 
6.5.1  8-Peak Beads 

A. Select the well position (e.g., A1) where the data were 

collected for the 8-peak run. 

B. Adjust the КІ gate so it contains 7596-85 % of all 
events. 

C. In the first FSC-H VS SSC-H plot (top-left), click the 
border of the R1 gate. The border becomes bold and han- 
dles appear for adjustment. 

D. Adjust R1 to encompass the main bead population 
(singlets). 

Note: Do not include bead doublets in the R1 gate. These 
appear as light-gray dots outside of the dark black (sin- 
glet) population. 

E. Verify that the FL1-H, FL2-H, and FL3-H histograms are 
gated on R1. 

F. Measure the CV of the brightest peak (right-most peak) of 
the FL1-H, FL2-H, and FL3-H histograms (Fig. 24.13). 

G. If necessary: 

1. Click on the zoom tool in the FL1-H histogram. 

2. Click and drag inside the histogram to zoom on the 
brightest peak. 

3. Adjust the M1 marker tightly around the brightest 
peak by clicking on the marker and dragging its edges. 

H. Repeat step D to measure the brightest peak CV in the 

FL2-H and FL3-H histograms. 
Note: The above steps are necessary for the first time setup 
only. Minor adjustments may be necessary to ensure that 
the singlets are within the R1 gate. The CV's for each peak 
must be less than 596 to meet validation specification. 
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to make a new plot. | to make a new plot. 


Fig.24.13 8-peak quality control beads as seen after analysis in software; measure the CV of the brightest peak (M3, M6, M9) [Reprinted with 
permission, Cleveland Clinic Center for Medical Art & Photography © 2015. АП Rights Reserved] 


6.5.2 Tracking 8-Peak Bead Cytometer D. Verify that the 8-Peak tab is displayed. 
Performance E. In the BD Accuri C6 software, highlight all the statistics 
in the Master Statistics Table. 
Creating the Statistics F. Select Edit» Copy. 
A. Click the statistics tab. G. In Excel, paste the statistics for the 8-peak bead. 
В. In the “sample selector,” check all the boxes next to the Н. The Levey-Jennings plots will be populated with your 
8-peak bead runs (see Fig. 24.14). data. 


C. In the “statistics column selector,’ check the boxes forthe І. View the data that is populated. 
mean and CV of the brightest peak (МЗ, M6 and М9 )for J. Save the spreadsheet. 
the following parameters: FL1-H, FL2-H, and FL3-H. 


Note: The data will populate in the order in which the Table 24.1 Fluorescence intensity in the FSC-H/SSC-H, FL1, FL2 


boxes are selected. and FL3 plots. 
Plot Fluorescence intensity CV 
Displaying Data in Levey-Jennings Plot КІ (FSC/SSC plot) 521,276 1.87 
A. Open Excel. ЕПЛ (M3) 384,290 1.78 
B. Select file» open and navigate to QC file folder FL2 (M6) 310,837 1.24 


C. Click “Bead Tracking.xlsx" and then “Open.” ЕМО ЛБ» Е 
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Sample Selector 
Add rows to your master statistics 
table by selecting samples. 
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Table 
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Fig. 24.14 Sample selector [Reprinted with permission, Cleveland 
Clinic Center for Medical Art & Photography © 2015. АП Rights 
Reserved] 
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7 Semen Sample Preparation for Tunel 
Assay 


A. Following liquefaction, evaluate semen specimens for 
volume, round cell concentration, sperm concentration, 
total cell count, motility, and morphology. 

Unless using a reference lab sample, skip to step D. 


For Reference Lab Samples 

B. Samples from the reference labs are received frozen. 
These are not fixed in paraformaldehyde (unless other- 
wise indicated). 

C. Thaw the sample by incubating at 37 °C for 20 min. 

D. Aliquot and load 5 uL of the sample on a sperm counting 
chamber for manual evaluation of concentration and 
motility. Check the concentration of sperm in the sample. 
Adjust it to 2.5 x 10%/mL. 

This can be done using the following calculation: 


се — x1000 = XuL 

Sperm Conc.(10 / mL) 

Example: Sperm concentration is 25 x 10°/mL, and this has 
to be resuspended in 1.0 mL of paraformaldehyde: 


2.5x1000 - 100 uL 


E. Using a cryomarker, label 4—6 (5 mL) tubes. Label each 
tube with the following: 
TUNEL. 
Patient name. 
MRN #. 
Date. 
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F. Add the required amount of seminal ejaculate into the 
tube. Spin the sample at 1600 rpm for 7 min. and remove 
seminal plasma. Add 1 mL of PBS. 

G. Centrifuge for 7 min at 1600 rpm, remove supernatant 
and replace with 1 mL of PBS. 


Preparation of the Spermatozoa Positive Control 

A. Prepare a hydrogen peroxide diluted solution (1:15 dilu- 
tion) from the stock of the Andrology Laboratory 
(Hydrogen Peroxide 30%) by adding, for example, 
100 pl of the stock to 1400 Ш of PBS 1X. 

. Resuspend the spermatozoa of the tube “Surname, Name, 
positive control” in | ml of the diluted H,O, solution. 

. Place the tube in the heater at 50 °C for one hour 

. Centrifuge for 7 min at 1600 rpm. 

. Remove the supernatant and replace with 1 ml of PBS. 

. Centrifuge for 7 min at 1600 rpm. 

. Remove the supernatant and replace with 1 ml of PBS. 

. Together with the test and the negative samples, centri- 
fuge for 7 min at 1600 rpm. Remove the supernatant and 
proceed to Fixation and Permeabilization step and 
PERMEABILIZATION. 
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Fixation and Permeabilization 

A. Prepare a paraformaldehyde 3.7% solution by diluting 
the 10 mL stock formaldehyde 37% solution in 90 ml 
PBS 1X. 

B. After removing the supernatant from the samples and 
spermatozoa controls, add 1 ml of the 3.7 % paraformalde- 
hyde solution. Incubate at room temperature for 15 min. 

. Centrifuge for 4 min at 600 g. 

. Remove the paraformaldehyde and add 1 ml of PBS 1X. 

. Centrifuge for 4 min at 600 g. Remove the supernatant 
and replace with 1 mL of ice cold ethanol (70 %). 

Е. Perform a second wash with PBS ( Repeat steps D and E) 


mon 


8 Staining Protocol 
81 Preparation of Kit Controls and Internal 
Test Samples 


A. Vortex the negative (Cat# 6553LZ; White cap) and posi- 
tive (Cat# 6552LZ; Brown cap) samples provided in the 
kit. 

Note: Verify the catalog numbers and the cap color to 
match each vial. 

B. Mix the contents of each vial by vortex. Remove 2 mL 
aliquots of the control cell suspensions (approximately 
1x10° cells/mL) and place in 12x75 mm centrifuge 
tubes. 


24 


Measurement of DNA Fragmentation in Spermatozoa by TUNEL Assay Using Bench Top Flow Cytometer 


. Return the vials to —20 °C. 
. Include 3—4 samples with known DNA damage along 


with the kit controls. 


. Centrifuge at 1600 rpm for 7 min and discard the 


supernatant. 


. Centrifuge the control cell suspensions for 5 min at 1600 


RPM and remove the 70% (v/v) ethanol by aspiration, 
being careful to not disturb the cell pellet. 


. To the control and test samples, add 1.0 mL of “Wash 


Buffer" (6548AZ) (blue cap) and vortex. Centrifuge as 
before and discard the supernatant. 


. Repeat the “Wash Buffer” treatment. Centrifuge and dis- 


card the supernatant. 


. Number the tubes consecutively beginning with negative 


and positive kit controls, test samples, and internal 
controls. 


Staining for TUNEL Assay 


. Check the number of tubes that will be required for the 


TUNEL assay. It is helpful to prepare the stain for addi- 
tional 5—7 tubes. 


. Remove the reaction buffer (green cap) from 4 °C and 


the TdT (yellow cap) and FITC-dUTP (orange cap) from 
—20 °C and place them at room temperature for 20 min to 
thaw. 

Note: Give a quick spin to the TdT vial to bring the 
reagent to the bottom of the vial. 


. Prepare the stain as shown in Table 24.2 for a single 


assay and calculate the required volumes. Always pre- 
pare additional 4—5 tubes to ensure that adequate stain is 
available for all the tubes. 


. Add the stain in the same sequence as shown in Table 24.2. 


Note: The preparation of the stain and all subsequent 
steps must be carried out in the dark. 
(See Table 24.2). 


. Return the stains to appropriate storage temperature. 


Note: The appropriate volume of Staining solution to 
prepare for a variable number of assays is based upon 
multiples of the component volumes needed for one 
assay. Mix only enough Staining solution to complete the 
number of assays prepared per session. The Staining 
solution is active for approximately 24 h at 4 °C. 


Table 24.2 Preparation of the Staining solution 


Staining solution 1 assay 
Reaction buffer (green cap) 10.00 pL 
TdT enzyme (yellow cap) 0.75 uL 
FITC-dUTP (orange cap) 8.00 uL 
Distilled ЊО 3225 pL 


Total volume 


51.00 uL 


F. 


189 


Resuspend the pellet in each tube in 50 uL of the staining 
solution. 

Note: The same tip can be used to add the stain as long as 
the stain is added on the side of the tube and the tip does 
not come in contact with the solution. 


. Incubate the sperm in the staining solution for 60 min at 


37 °C. Cover the tubes with aluminum foil. 
Note: Record the incubation time on the aluminum foil. 


. At the end of the incubation time, add 1.0 mL of “Rinse 


Buffer” (Cat# 6550AZ) (red cap) to each tube and centri- 
fuge at 1600 rpm for 7 min. Discard the supernatant. 


. Repeat the cell rinsing with 1.0 mL of the “Rinse Buffer", 


repeat centrifugation, and discard the supernatant. 


. Resuspend the cell pellet in 0.5 mL of the PI/RNase 


staining buffer (Cat# 6551AZ). 


. Incubate the cells in the dark for 30 min at room 


temperature. 


. Number the tubes according to the sample list. Cap the 


tubes and carefully cover the tubes with aluminum foil. 
The tubes are now ready to be taken to analyzed with flow 
cytometry. 

Note: The cells must be analyzed within 3 h of staining. Cells 
may begin to deteriorate if left overnight before analysis. 


10 Running Kit Controls 


Note: Kit controls are run under the “Collect” tab. 


All data will be saved in Kit Control Template folder with 


the following format: 


Уо р 


"Kit Controls-DATE-TECH INITIALS” 


. Double-click “Кїї Control Template". 

. Select well "A1" (move to adjacent cell if occupied). 
. In field "A01," type “kit negative-date-tech initials.” 
. Set the run parameters as follows: 


1. “Кип with limits": 10,000 events in ungated samples. 
2. "Fluidics" speed: slow. 
3. Threshold: 80,000 on FSC-H. 


. Remove tube of DI water from the SIP. 

. Vortex and place negative control on the SIP. 

. Click “КОМ” button. 

. Run will finish after collecting 10,000 events. 
. Data will populate in plots 1 to 4 (Fig. 24.15). 


6 assays 
60.00 pL 
4.50 uL 
48.00 uL 
193.5 uL 
306.00 pL 


12 assays 
120.00 uL 
9.00 pL 
96.00 uL 
387.00 uL 
612.00 pL 
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Plot 1: FSC-A/SSC-A 
Plot 2: FSC-A/FL3-A 
Plot 3: FL2-A/ FL2-H 
Plot 4: FL1-A/FL2-A 
. Select well “А2” and repeat steps C-I. 
. Remove negative kit control from SIP/stage. 
. Clean the SIP with a lint-free paper. 
. Place a positive control tube on the SIP. 
. Click well “АЗ” 
. Name “А03” as “kit positive-date-tech initials.” 
. Repeat steps D-L. 
. Select well *A4" and repeat steps for positive control run 
(steps O and P) (Fig. 24.15). 
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11 Running Patient Samples 


Note: Patient samples are run under the “Collect” tab, utiliz- 
ing patient template created on the computer. 

All data should be saved in this folder with the following 
format: 

“TUNEL-DATE-TECH INITIALS.” 


A. Double-click on the “Assay Template.” 
B. Wait for the software to load. 
C. Check each well to ensure no data already exists inside. 
D. If necessary, click “delete events” for any wells which 
contain data. 
E. Select well *A5." 
Е. Begin with tube #5 (first test sample). 
С. Remove DI water from the SIP. 
H. Vortex the tube (test sample) and place on the SIP. 
I. Inthe name field, name the field as “TUNEL-SAMPLE#- 
DATE-TECH INITIALS.” 
J. Set the run parameters as follows: 
1. “Run with limits”: 10,000 events. 
2. “Fluidics” speed: slow. 
3. Threshold: 80,000 on FSC-H. 
K. Click the “RUN” button to start the collection. 
L. After 10,000 events, the run will finish. 
M. Remove tube from SIP and clean the SIP with a lint-free 
paper. 
. Vortex and place the subsequent tube on the SIP. 
. Select the next well (A6 and so on) for the new sample. 
. Repeat steps I-O until all samples have been processed. 
. Remove final tube and place the “bleach tube" on the SIP. 
. Set the parameters as follows: 
1. “Run with limits": 2 min. 
2. "Fluidics" speed: fast. 
3. Threshold: 80,000 on FSC-H. 
S. Click the “RUN” tab. 
T. When the run is finished, wipe SIP. 
U. Remove tube and replace with DI water tube. 
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V. Repeat steps Q-S with DI water. 
W. Proceed to shutdown step. 


12 Data Acquisition 


12.1 Kit Controls (Kit Control Template) 


Note: Maintain a written record of all results. 


A. Under the collect tab, click on well A1 for the first nega- 
tive kit control. 

B. Observe the graph for the negative control. 

C. The kit control template automatically separates the neg- 
ative (left side of the graph) and positive (right side of the 
graph) regions of the graph with a vertical marker. 
Observe only the positive (FITC+) value. 

D. Record the result in the following template: Kit Control 
Result folder. 

E. Click on well A2 and follow steps B-D for the second 

negative kit control (Fig. 24.15). 

Click on well A3 for the first positive kit control. 

Observe the graph for the positive kit control. 

Follow steps C-D for the positive kit control. 

Click on well A4 for the second positive kit control and 

repeat steps C—D (Figs. 24.16). 


- пол 


12.2 Data Analysis 
The following strategies will be used for data analysis: 


1. Alignment strategy and Data analysis in the Collect tab: 
Use a standard file and sample to align all the samples. 
This strategy is done in the Collect tab. 

2. Data analysis in the analyze tab: Align each sample to its 
respective negative. This strategy is used in the analyze tab. 


12.3 Alignment Strategy and Data Analysis 
in the Collect Tab 


A. Click on File, open Workspace or template (TUNEL 
template modified quadrant 2016) 

B. Click on the well where the standard is to be imported. It 
is important to have an internal standard with a known 
amount of DNA damage. In the Analyze tab, the Quadrant 
will be adjusted to coincide with this DNA damage. 

C. Go to the standard template and select it and click on the 
file import 

D. Click on the open workspace 

E. Go to the New Protocol 2016 Patient Results, click on 
TUNEL results (ex:050516SGResult) 
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Plot 5: A02 kit control 4-19-16 rks2 Plot 6: A02 kit control 4-19-16 rks2 n Plot 8: А02 kit control 4-19-16 rks2 
GATE [No Gating] > БАТЕ (P4in all) 


САТЕ (PSin (P4in all)) 
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Select plot type Select plot type 
to make a new plot. | to make a new plot. 


Fig.24.15 Representative plot showing the plots for the Assay kit - Negative sample 
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. Select the negative peak of the standard sample as the 


standard to be applied to all samples. 


. Click on F1 well. 

. Click on the histogram. 

. Change the X-axis parameter from FSC-A to FL1-A. 

. Change the gate to P3 in P1 for plot 5. This gate is the 


same as plot 4, which is a quadrant gate. 


. Select the vertical line icon at the bottom left of the his- 


togram plot. 

Align the selected red line to the center of the histo- 
gram to obtain 50% cell population on either side 
(Fig. 24.18) 

Note: Zoom on the histogram for easy alignment of the 
red bar in the middle of the peak. 

Right click on the X-axis and click on virtual gain. 
Align the blue line to the center of the peak of the histo- 
gram plot (Figs. 24.19, 24.20, and 24.21). 


N. Next, pick the sample to be aligned--for example, A5. 


O. 


Align the blue line to the center of the peak of the sample. 


P. Click on the “Preview”, “Apply” 


Q. Chose option "Apply" to this sample only and close. 
NOTE: DO NOT CHANGE ANY OF THE 
SETTINGS IN THE FOUR PLOTS (Figs. 24.22, 24.23, 
24.24, 24.25, and 24.26). If these are changed, all the 
values in these plots will also change affecting the result 
of DNA fragmentation in the final plot 4. 
R. Go to file and save the changes (SAVE WORKSPACE 
AS A RESULT AND ANALYSIS FILE) 


12.4 Data Analysis in Analyze Tab 


This strategy is utilized if there is a need to change some- 
thing only for one patient and it is necessary to create a new 
set of 3 plots for that patient. 


A. The analysis of the data acquired is done using the 
Accuri C6 Software in the ANALYZE tab. 

B. When the Analyze tab is opened for the first time, the 
workspace is empty. 
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Fig.24.16 Representative figure showing the plots for the Assay kit - Positive sample 
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Fig.24.17 Patient sample analysis template showing the gating strategy 


Batch Analysis 


14000400 — 2,000000 2,096,399 
РСА 


Select plot type 
to make a new plot. 


"E 


Fig.24.18 Depiction of Standard Sample alignment 


Plot 5: F01 STANDARD SAMPLE 


Plot 5: F01 STANDARD SAMPLE SAM... 
Gate: (РЗ in P1) 


Plot 5: No Sample 
Gate: (РЗ in P1) 


Fig. 24.20 Steps in the insertion of virtual gain in the standard 
sample 


Fig.24.19 Steps in the virtual gain selection of the standard sample 
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Standard Sample 


Plot 5: F01 STANDARD SAMPLE SAM... 
Gate: (P3 in P1) 


V3- 
50.0% 


Piot 5: No Sample 
Gate: (P3 in P1) 


Fig.24.21 Insertion of virtual gain in the standard sample 


Note: 
1. The plots are automatically selected from the original 
template. 
2. Make sure the original gates are used (Fig. 24.17). 
3. To close the plot, do not click on the x at the corner 
but click in the box with a horizontal line. 

C. Plots need to be copied from the Collect tab: 

D. Gating strategies that were set up in the Collect tab are 
applied in the Analyze tab as well. 

E. Select the samples acquired and create a three plot group 
for each sample: 
1. FSC-A/SSC-A 
2. FSC-A/FL2-A 
3. FLI-A/FL2-A (Fig. 24.27) 

F. The first plot has no gating and the cell population is P9 
(Fig. 24.28). 

С. The gate in the second plot will be P9 in all events. The 
population is P8 (Fig. 24.29). 

H. The gate in the 3rd plot will be P8 in P9 (in all events) 
(Fig. 24.30). 
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Fig.24.22 Selecting a sample to align 


I. The adjustment is recorded only in the BD Accuri C6 
Software file. 

J. The plots in which Virtual Gain is applied will appear 
with an asterisk in the FL1 axis (Fig. 24.25, Fig. 24.26 
and Fig. 24.31). 

K. The percentage damage is recorded from the FL1-A/ 
FL2-A PLOT 

L. For more information about how to apply Virtual Gain, 
consult the BD Accuri C6 Software User Guide pages 
69-74 (located adjacent to the Accuri cytometer). 

M. Write the preliminary results of the analysis in the 
TUNEL Laboratory Report Form. 

N. Go to File and save changes (Save workspace as a Result 
and Analysis file) 


12.5 Final Sperm DNA Fragmentation Result 
Calculation 


A. Calculate the average negative sample value for each patient. 

B. The average value of the negative samples of each patient 
must be subtracted from the average value obtained from 
the data analysis. This is done to subtract the autofluo- 
rescence in the sample. 
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Standard Sample Standard Sample 
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Fig.24.23 Aligning a test sample to the standard sample. 


Fig.24.24 Aligning the test sample to match the standard sample 


13 Validation of the TUNEL Test Performed 


To confirm that the TUNEL test was correctly performed and 2. Do one of the following: 
that the DNA fragmentation was accurately detected, two * Click on the Backflush button in the Collect tab. 
conditions must be fulfilled: * Select Instrument? Run Backflush Cycle. 
B. Decontaminating fluidic line: Daily. 
A. The percentage of spermatozoa positive for TUNEL in the 1. Place a tube with 2 mL of 0.22 um filtered DI water on 
spermatozoa positive control sample must be higher than the the SIP. 
percentage for the non-control spermatozoa samples. 2. Select Instrument » Run decontamination fluid cycle. 
B. The percentage of cells positive for TUNEL in the kit С. Replace the fluidic bottle filters: 2 months. 
positive control cells has to be higher than 40 46. 1. Disconnect quick connect lines from each bottle. 
2. Carefully remove the lid from each bottle. 
If both these conditions were verified the assay is consid- 3. Disconnect the filter Luer lock at the end of the fluidic 
ered correct. tubing. Discard the filter according to standard lab 


protocols and regulations. 
4. Replace the filter with: 


14 Cleaning/Maintenance * Sheath bottle: large disk filter. 
* Cleaner and decontamination bottles: small disk 
A. Cleaning SIP: Daily. filter. 
1. Place a blotter or empty sample tube under the SIP to 5. Reassemble the bottles and reconnect the quick con- 


catch dripping fluid. nect lines. 
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D. Replace the in-line sheath filter: 2 months. 

1. Gently lift the cytometer cover. 

2. Remove the plastic storage compartment. 

3. Twist the Luer locks on the in-line sheath filter to dis- 
connect the locks. 

4. Discard the filter according to standard laboratory 
protocols and regulations. 

5. Install a new in-line sheath filter. This filter has a male 
and female end to ensure that it can only be installed 
in the correct orientation. 

E. Replace peristaltic tubing: 2 months. 

Note: There are two peristaltic pumps: a sheath pump 

and waste pump. Tubing should be considered hazard- 

ous; please take proper precautions when handling the 
tubing. 

1. Disconnect Luer locks from the peristaltic pumps by 
unscrewing them. Blue tubing is connected to the sheath 
pump and red tubing to the waste pump. 

2. Squeeze the grip marks on the pump element retainer clip 
to remove the clip. 

3. Lift and pull the Luer lock connectors outward and slide 
the Luer lock fittings off the pump head. 

4. Remove the peristaltic pump tubing and discard accord- 
ing to standard lab protocols and regulations. 

5. Replace with new peristaltic pump tubing by sliding the 
Luer lock fittings on the pump head. 

6. Snap the pump element retainer clip into place. 

Note: Make sure that the blue and red tubes are not 

twisted, crimped, or over-tightened. 

7. Reconnect the Luer lock fitting on the outside of the 
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Fig. 24.26 Step showing the alignment of the test sample with a star saved under the histogram plot 
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Fig. 24.27 Selection of plots from the collect tab in the Analyze tab. 


Analyze 
No Sample | 


12-9 47976773 7879 10311:12 


Select a plot and 
sample to analyze. 


Select a plot and 
sample to analyze. 


1,542,762 


=хот"лтово»> 


500000 1000000 
FSC.A 


сав жеш 


С! 


Plot 4С-5 (FLI-A/FL2-A) 


Select a plot and Select a plot and 


Se ы ы = CEOS 


Select a plot and 


Se ы — 


Fig.24.28 Showing first plot with no gating in the Analyze tab. 
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Fig.24.29 Inserting the Gate in the second plot with P9 in all events. 
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Fig.24.30 Third plot showing gate P8 in P9 in all events. 
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Fig.24.31 Plot in the Analyze mode showing the percentage of DNA damage in the Upper Right Quadrant (Q6-UR) 


15 Reference Values 


A cutoff of 12% with >95 % specificity can differentiate 
infertile men with DNA damage from healthy men. The high 
sensitivity and specificity make this an ideal test. 


16 Factors Affecting the Assay Results 


Several factors are important to consider when performing 
this test: 


Accessibility of the DNA. 

Sperm preparation 

Presence of dead cells 

. Number of cells examined 

. Interobserver and intraobserver as well as inter-assay and 
intra-assay variations 


moaw> 


17 Troubleshooting 


A. Cleaning the fluid lines of the BD Accuri flow cytometer. 


1. 


With the C6 on, remove the fluidic lines from the 
sheath, decontamination, and cleaning fluid bottles. 
Leave the fluid line connected to the waste bottle. 


. Place the fluidic lines in a 500 mL beaker containing 


approximately 300 mL of hot, but not boiling, DI 
water. Make sure that the ends of the fluid lines are 
submerged (Fig. 24.32). 


3. From the software, run the Decontamination Cycle 
(Instrument > Decontamination Cycle) at least two times. 
Replenish hot water, if necessary. 


4. 


UA 


Return the fluidic lines to their respective bottles and 
run the Decontamination Cycle again. 


. Replace the in-line sheath filter. 
. Run validation beads or samples to check the consis- 


tency of the fluidics. 
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3. Insert the wire into the hole in the bottom (sample 
end) of the SIP and slide it all the way through. If you 
feel resistance, repeat the procedure until it slides 
freely. 

C. Rinse and Reinstall the SIP 

1. Locate the inlet port on the side of the black portion of 
the SIP. Press the nozzle of a squirt bottle containing 
DI water against the port and flush the SIP—a stream 
of water will shoot from the top of the SIP. 

2. Using the squirt bottle, squirt some water into the flow 
nozzle (hole where the SIP was removed). 

3. Replace the SIP. Note that there is a guide pin that 
allows the SIP to be installed in only one orientation. 

4. Replace the black knurled retaining ring and ensure 
that it is secured firmly (hand tight). 

5. Perform backflush and unclog a few times each. 

6. With a tube of water on the SIP, run water for 5 min on 
"fast." 

7. Remove the tube from the SIP and perform backflush 
and unclog a few times each. 

8. Rerun the 6-peak and 8-peak beads on "slow" (50,000 


events). 
Fig. 24.32 Fluidic lines placed in 500 mL beaker of hot water before Note: If the clog is aggressive and rinsing does not help, the 
running decontamination cycle to clean the lines SIP can be placed in a sonicator for a minute. Flush SIP 


with water with pressure using a syringe or transfer pipette 
with a fine end pipette tip. If necessary, repeat this step a 
B. Using the SIP wire to clear the SIP couple of times until water flows freely through the SIP. 
1. Locate the black knurled retaining ring at the top of 
the SIP and remove it by turning counterclockwise. 
Slide the ring off the SIP. 18 Unscheduled Maintenance 
2. Grasp the upper black portion of the SIP and pull it 
straight down to remove (it may be difficult as itis a Note: This may be performed to troubleshoot common 
friction fit). Inspect the top of the SIP to ensure that problems. 
the small O-ring is still in place. (See Table 24.3). 


Table 24.3 Troubleshooting options for common problems 


Procedure When to do What it does 
Backflush Clog in the SIP Purges fluid from the below the flow cell out of the 
SIP 
Unclog Clog in the flow cell Purges fluid from above the flow cell out of the SIP 
Extended clean of flow cell Large amounts of debris after a cleaning Allows the cell to soak in the extended flow cleaning 
cycle solution 
Purging air from the cytometer Setting up the cytometer for the first time Removes air from the system after long periods of 


Cytometer not used for more than 2 months nonuse 
Air may have been introduced in the system Runs sheath through the system 


Hot water flush If clog and backflush do not eliminate the Runs hot water through the system 
clog 
Fluidic cleaning routine Large amount of background present Runs decontaminating fluid, cleaning fluid, and sheath 
fluid through the sheath lines 
SIP rinse Unclog and backflush do not eliminate the Flushes sheath through the SIP 
clog 


tion of male infertility. Urology. 2010;2010(76):1380-6. 


References 2. Sharma RK, Agarwal A. Laboratory evaluation of sperm chromatin: 
TUNEL assay. In: Zini A, Agarwal A, editors. Sperm chromatin: 

1. Sharma RK, Sabanegh E, Mahfouz R, Gupta S, Thiyagarajan A, biological and clinical applications in male infertility and assisted 
Agarwal A. TUNEL as a test for sperm DNA damage in the evalua- reproduction. New York, NY: Springer Science + Business Media; 


2011. p. 201-15. Chapter 14. 


дејешомо мој do} цоиәд Əy} JO мал *Z ANIJ 


A. Agarwal et al. 


(4 әлп814) (Y9 'esor иес ‘иоѕшуога pue џојзед чәдіјео 
SUILOS |ја2 рәелцое e»ueoseJon|4) лајешомо моју '5 


јел dLMP-OLI4 pue awAzua јр] '"iejjnq иодовом '9 andy 


auo 101 
Janna uonseay 


d1nP-2113 


(deo e3ue10) d] np-91I4 pue 
(део мојјад) әш/ғиә |р] ‘(deo ueeJ8) лаџпа иоцоеом `T 
(9 әлп814) зјем € JO JSISUOD 51иә8еәл З8и!ше15 


“Dot 18 91015 :ƏJON 

"CIOM IOA %66<) 

јоиецдә jo 7ш 0`0/ о} лејем рәјіц5!р Jo TW OE рру 
(%02) Puea 


(9604) loueu3. 4 
"Оор 18 91045 :ƏJON 


'(964€) грацерјешој 
Jo qw Q'OT 01 (7'2 Ud) 588 JO TW 0'06 PPY 


:әрАчәрјешиојелеа јо uorejedajd 


200 


Jeyng Зишеј5 
ƏSeNY/Id Jo әгрдоя "с ANZA 


әдпд asuly 
pue yseM "p епа 


syra лы 
pg ч 
$|одиоэ әлце8әи 
рие әлціѕоа "є NSI сео юл E on 
3ALIV93N JALISCO 
Sad и! epÁuepjeuuoje1ed 
MLE Jo ордов '2 ein8i4 
ы 
әрдәрешо, «e, 


(с ә/1314) 1әдпд Sulule}s ƏSeNY/Id 'G 
(p aanB14) (deg pay) sayng esuly "t 
(y елпа!4) (de) enig) jeyng ysem ‘Є 
(Е e1n314) 
зјодиоо (ded ƏPyM) HA әлцеЗәрү pue (deg имоя) eAnisod '2 
(Z e1n314) (%/`Є) epAuepjeuuojeregd `T 


Aesse jaun} əy} ип1 0} f4esseoeu әле szuəgeəı SuIMO|[OJ 941 
(189885 3ojeje) 'ueSuruueud 08) ИХ y, 103MIQ-OdV “A 


"suonnios әдедиәоиоо 
onejsouejoeq pue иеәјә |је2 моју pepuejxe 'ejejueouoo 
В8ширәүә ‘әједиәоиоо uoneuruejuooeq 'T eJn814 


(T әлп814) әзедиәәиоэз Зиулом ш рерглола uonnjos 
Зшиғәјә |29 мој рәриәјхә ues ||99 моң рәриәјх “а 
JayeM peziuoiep 
“рәлә јо 1ш 081 0} (T әлп814) әрцод einue ppy 


грезпир 'uonnjos әдедиәоиоо иопешшејиозер 
(әрцод мојјед) uonnjos иодешшејиозад `2 
ѕуәәм Z шім pesn eq ріпоцѕ uonnios 
одем peziuotap рәләцу Jo 


лш 761 01 (T an314) әједиәоиоо Suluesj Jo 1ш € ppy 


:peinjip *uonnjos әједиәоиоо 
Вширвә(э (epyoq чәәло) uonnios 8шивә|2 ‘Я 
лодем JO 7 T 13d әод т ppe '(jeuondo) pesn 
SI (T әлп814) uonnjos әдедиәоиоо onjejsoue)oeq JI 
:uonnjos әједиәоиоо 
2018011929 “упоцим JO "UM дајем peziuorep 
"разауу шп 22'0 – (ај од гпја) pini ureeus "v 


sjuaseay 1uauinajsu| 


мојед pequosep pue papoo 10/09 

әле лејешомо мој BY} 0} роцоеце әле zey} зе од 1ueseej 
зпоџел 99] (т әлпйїд) 1әлпуәе}пиеш ay} Ла papiAoid 

pue рәриәшшозә әле zey} “\шәшпд$и! 3y} jo Зшиеәј 10 
иоцеләдо əy} ui pesn aq pjnous ѕріпу рәлолаае Аүио :930N 


"мојед paquosap әле |одиоз Ayljenb Aesse pue }иәшпд$и! 

10} pesn sjuageas әц "11 Aesse uonoojep siso}dode ay} pue 
лајешомо мој do} uoueq e 8uisn Aesse jauny ay} Aq рәлпѕеәш 
әд ued pepueujs ejqnop pue ajsuls uyoq ‘иоцејиәш8е1) ума 


едпразода 


дајешом о моја 99 уунпооу Gg 


GINAL) eozojeuuedg 
и! uonejueulgeJ4 ума 


ош) рчејәләјо FF 


201 


24 Measurement of DNA Fragmentation in Spermatozoa by TUNEL Assay Using Bench Top Flow Cytometer 


*sishjeue әлојәд 1у81шәло 
Yd] JI ејелоџајар 0} ш8әд Аеш s[[o2 "Sulurejs Jo 
SINOY є шим pezAjeue eq }sNW 582 au | :e3oN 


'pezÁAjeue eq о} Apeai Mou әле seqni әц 10у шпишпје 
чим seqni eui ләлоо Ajjnjaseo рие seqn au} 


dey "3511 ajdues ay} ој 8шрлооое saqn} eui JeqUINN 


“aunyeJsad ua} шоол 
je ѕәјпшш OE 104 эмер əy} ш 51|82 әц} eyeqnou| 


ләдпд Зијо 
eseNM/Id әш JO 1ш S'O и! Joljad (29 əy} puedsnsey 


"juejeujedns au} 
pieosip pue иоцеёпддиәэз jeadey sayng asuly 
әш JO 1ш O'T чим Sursut [[82 eui 3eedey 


"juejeujedns əy} pjeosiq ‘шш / 40) ша 0091 1e e3nj 
-1диәэ pue aqn} yoee о} (deo pal ZvOGG9 1e2) лацпа әѕшу Jo 
лш 0'1 ppe ‘awg иоцедпош ay} Jo pue eui 1v 


"ној шпшшије 
əy} UO әшц uoneqnoui ay} рлозем :83oN 


"ној шпшшпүе ui seqni әщ лелод "деде 12 шш 09 
10} uonnjos 8шше}5 eui ш wads eu ejeqnou| 


"uonnios eui 

YUM зоедиоо и! әшоо зои seop di] əy} pue eqni 
BY} JO epis Əy} uo peppe si шедѕ əy} se Buoj se 
ше]$ ay} ppe о} pesn eq ued ду әшеѕ əy) :eyoN 


"uonnjos 8шшеје 
әш Jo 1"! OG ш eqni uoee ui je||ed əy} puedsnsay 


‘Dov 18 Ч vc 

Кјејештхоладе лој poos 5! uonnjos Bulus 991 
"џ015595 Jed pajedeud sAesse jo Jaquinu əy} ејајашоз 
0} uonnjos Suiuiejs usnoue Ájuo XIN :930N 


'eanjejeduue] e8e401s ejeudo4dde ој surejs əy} шпјом 


T! 00'TS 
IN сё`сє 


1100`90Є 
T! а'261 


T 00°219 


11 00`/8Є ОЁН pel 


=| 


ешпјол |ејој 


Ig 


(deo e8ueJ0) 


q7 00:96 1 o0'8t 171 00'8 


di NP-OLl4 


(део мојјал) 


qn 0076 qn 09% 


17520 әјӣшеѕ әлце8әи 


(deo игала) 


17 00701 
Кез5у T 


17 0009 
sKessy 9 


T! 00 021 
sKessy 21 


uonnios Buiureis eui jo иоцеледә;а ^L ајде] 


Jejnq иоповом 
uonnios 8шшедс 


‘yep əy} ш 1по pales eq 1snui sdejs juenbesqns 
це pue шедѕ eui јо иоцеедәла 99] :e3oN 


`ә|де} eui 
ш имоц5 se әоиәпрәѕ әшеѕ əy} ui uiejs eui ppy 


'seqn eui 
11е 40) 9|qe|IeAe sı urejs ayenbape zey} әлпѕиә 
о} seqni G 0} y jeuonippe ue sedard злемуу 

"зошпјол paJinbaJ əy} e1ejn5jeo pue Aesse т 
10} T ојде] Əy} ui uMous se utejs әц} әледәла 


"меці оз шш Oz 10} 
2/6 12 Way} e»ejd pue 302- шо (deo ә8ир1о) 


dL AP-OLI4 pue (ded мођал) Ірі ay} pue Dov 
шоу) (део иәәл8) 1ejjnq uonoeeJ eui әлошәм 


`бвәдп} Z 0} с |јеџогирре ue JO} шеа 
au} әледәла oj |njdjeu si 3| esse 13МПЈ 941 404 
pauinbai әд ||IM yey} səqn} jo jequinu əy} Y29949 


Aessy jauny 10) 3uiuie1s 


*S|OJJUOD јешејш pue 
зојаше5 159) '5јодиоо 1» емизод pue eAneseu 
чим 8шиш8әд A[oArjnoesuoo Saqn} eui JequunwN 


"juejeujedns əy} pueosip pue 
e8njujue? лизшјеол лацпа YSeAA eu Jeaday 


"juejeujedns əy} рле21р pue asojaq se e8njujue? 


"хаџол pue (deo ənd) (Zv87S9) Jayng esu 
Jo лш QT ppe ‘sajdwes 159] pue |одџоо ay} OL 


"je|[ed әз 
əy} qunijsip JOU 0} |пјәлео Bulaq ‘иоцеліаѕе Aq 
joueuje (мл) 9507 34} әлошә pue шау 0091 ЈЕ 


шш с 10} Suoisuedsns ||ә? |одиоэ Əy} e8njqua? 


"uejeujedns eui 
p1eosip pue шш / 10} uidi 0091 1e ә8пудиәо 


"Oe0Z- о} 5је ƏY} UNY 


"seqni e8njuqueo шш G/ X ZT 

ш әоеја рие (1ш/5]ә2 gOT X T Ajeyeuuxoudde) 
suoisuedsns ||92 |одиоз оу јо sjonbije 1ш 2 
алошем `Хәмнол Aq [BIA Yes JO sjuejuoo eui XIN 


v 


Al 


"ем цовә цодеш о} 10/09 
deo əy} pue suaquunu Војејео eui ÁJJ9A :910N 


з] əy} ш рәріло;а sejduues (део имоя) 
eAnisod pue (ded опцм) eAneseu eui хаџод 


V 


:зај шес 159] 
jeusa}U] pue ѕјодиод ну Jo џоцеледала 


10204024 Зиштеј5 "IIl 


"Buiulejs TINN 40) Аргәл [UN 90- 1e 1099 
pue рацојед eq osje ueo sajdwies 'запшш оғ 
jse9| 3e 10) (“|OA/"|OA %OZ) Joueuje pjoo-89! 

jo лш т чим puedsnsai pue zuezeusadns aui 
реза ‘шш / 10} uidi 0091 1e sejduues əy} 
Suiuuids Aq epAuepjeuuoje1ed ay} әлошәм 


SUIUIE}S jaun, 104 иоцеледәла 


"Dot 40 1e лојелевије, Əy} ШІ 3I 21015 pue у Xe340^ 'eqni 
əy} од орлцерјешојелед %/°Є JO TW O'T рру 


мош а тамаинаа pue NOILVXI4 0} peeooid 
pue jueyeujedns əy} әлошән "uidi 0091 ye зајпшш / 104 


әбпудиәо ‘ѕәјашеѕ әлдебәи au} pue 159] Əy} цим лешебо | "IA 


'"саа 40 Іші Чим eoejdeJ pue juejyeujedns оу) олошен “A 
"ша 0091 је ѕәјпшш л лој әбпудиәо "Ar 


noU 9UO JO} 05 1e Jojeeu Əy} и! eqni әш еовја 


"'uonnjos 
epixojed иәболр/ц рејпир eui Jo |W | ш одиоә eAnisod 
'euIeN 'ошешпс, eqni eui jo eozojeuueds əy} риәйѕпѕән 


"XL Sdd Jo IN OOP! 01 12018 eu jo IN 001 *ejdurexe 10) 
"бшрре Aq (950€ грхолеа џеболрлн) faorejoqe1 
ABojoupuy eui jo оо] Əy} шоу; (uonniip 91:1) 

uonnjos рә}пүр epixojed џеболрлц e әледәла "I 

"uonnjos Buiurejs ay} шод 

1р1 әш биишо Ла peredeud sı |одџоо әлцебәи eu | "uni yoyeq 

uoto цим pepnjul eq jsnw ejdures әлдіѕоа e pue әлцебәи y 


"JW / g0TX S-Z 0} поцедиәоиоо шледв əy} 1snípy "Я 


‘ABojoydiow pue 
ош ‘UNOS ||92 |едоз ‘иоцедиәоиоо wads 
‘шоцедиәоиоо [әз рипоу 'ешпјол JO} sueuiloeds 


‘Ky 


иәшә$ әјепјелә 'uonoejenbi| 8шмоо- "V 


Aessy Jeun| 10] иоцеледәла ә|йшес иәшәс̧ *| 


эш рчејәләјә 


а % О 58915) ит |одџиоз 

9Anjsod 10} 58915 гәдә; pue „һү, IPM 129|9S 
"Ра 5де15 yeaday 

“ѕүеціш Q2e)-ejep-eAnisod үу, se „ЕМ, OWEN 
4 ЕМ, ПӘМ YON 

415 uo əqn} јодиоз eAnisod 1nd 

"ediM зада ЧИМ 415 uee[) 

'e8e1s/d|S шоу; 043002 им әлцебәи злошем 
"1-9 5де15 јеодел pue „ZY, ӘМ Palas 


оса 


и 


A. Agarwal et al. 
“== 


— 


V-c lH/V-L 14 v 101а "v 
Н-275 v-214 :Є 101а '€ 
V-€ H/V-OSH : ld 'c 
V-OSSN-OSH:L130ld `1 
rade 51018 p 99] 
"у 0} Т 504 ш ayejndod ім ејеа "| 
'sjue^e 000'01 Зипоајјо2 Jaye usiuy IM uns * 
"иодпа „МП, A110 * 
JIS 991 uo |одиоо әлце8әи зовја pue хеџол 
dIS 991 шоу; лајем |а 40 eqni әлошәҹ 
Н-254 Чо 000'08 :ріочѕәлці "€ 
мој5 :peeds ,SOIPIN|4, '2 
Sjuene 000'01 SHUI YIM UNY, "T 
:змо|јој Se ѕләдәше/еа uni eui PS "а 
«SIEU! цоә}-әуер-әлце8әц 1», ә/ „Ту, Play Ul `2 
"(peidnooo у 
||92 1ueoe[pe ој әлош) „Тү, Шәм 129]9S "Я 
'eAup әлец$ 
əy} UO „ајејашај |одиод иу, У212-ајапод "v 


4S IVILINI HO3L-31VQF^SI0400) ИМ, 


ui i: ox 


дешалој SuIMOJ[O) 


ƏY} YPM ларјој eu; ur panes aq PINOYS едер [Iv 
«964 199]|09,, eui Jepun ит әле ѕјодиоә ну :ƏJON 


S[013u0?) ну Suiuuny 


"'sejduues Aue 8иѕѕәоола алојед да Aq рәрілола 
‘JUBLUNAJSU! BY} 10у pausIsap speeq DH әщ 8uisn 
ләјәшо}Ао BU} JO e»ueuuojied eui ејерцел :e3oN 


415 uo aqny әлвә “pT 


'euil] Aue је peje[ep eq 
ue әу siu | "1ue0duil JOU 5! иоцеоо| әлес :910М 


„Чеп, Se әј олеб “ET 

‘чота „МПУ, eu HNO "zT 

„1521, 0 peeds „SIPIN, 12995 "TT 

"шш GT о} Jas pue „5ш чим uni, 3299s "OT 


202 


dIS әш uo лајем |а paray- zz'o 40 
eqn; e eoe|d 'uiejsÁs əy} шол sejqqng әлошәл ор '6 
'ejejduioo ueuw 
„Аргәл pue pajoeuuoo sı 95, sÁe|dsip pue uae18 
шп} ИМ „4481 ошед, елемуов ипооу ая 941 `8 


'5592010 dn-uueM 1958] əy} 
idnusip [ИМ siy} "euin SIU} Suunp лејешојо 
əy} JO pi| Əy} uedo jou oq :Зшшел\ 


ріпу ueeus чим әш зо рту 
ӘЧ} ysn]; 0} әшцэеш Əy} 10} запшш G џем `L 
"Uni о} 42045 рупоц5 ѕашпа 
әш pue MO||ƏÁ UIN} PINOYS ца 2шед, 
alemyos un2oy Gg eui dn Bures alu "9 
"jun лајошомо Əy} 
JO 1u0JJ 99] uo uojnq ламод əy} ssaid Áu "S 


415 uo рәоеја лајем |] wnzz'o | emm 
Чим pally eqni '6 әл 


`(6 aun) зојем (а) peziuorep рәләцу-ш! zz: o 
Чим eqn e eoejd 'eSejs uo Agueuno si eqni ou J|. "p 


'seqn) Sunjesul 

иәцм dIS eui pueq о} JOU |njeJe5 eg 

"seqni e8njuque2oJ31uJ 

JSOW pue aqn} шш сихат Jo рие 

Aue зајерошшозое e8ejs ојаше5 99] :әўом 


dIS 991 uyeeujepun рлемлој з8е15 ојашез au} па "Є 
"Iin; semoq uoneuruejuoo2ep 
pue чәирәјә 'ujeeus eui pue шә eq ріпоцѕ 

әјѕем әці `ѕәдод |је ш! зјалој ріпу 9u1x29u) '2 
'dopisep uo uoo! „аземуов 92 HNIDY 

ая, 941 Зиуэцо-әјапор Aq әлем}оѕ ay} uedo "T 


4 D9X29U5,, 10 pejoejes әле sexoq Аир eJoJeq 
,pexoeuoun, 10 pejoe[esep eq Pinoys sexoq [у :a3oN 


:dnjes јелоџе ) 


(әрдод pex) 
9[oq едем ay} о} [2OEN 956870 JO 1ш COT PPY ‘a 
"Ájeunoes pesojo әле ѕәрдод [je ens JLN '2 
"uonnjos uoneuluiejuooep 
əy} uy epoq мојјад pue uonnjos Зишеајо əy} 
чим әрдод Uae eu) Il} џецу suononajsul 
әлоде əy} Jed әједиәоиоо иоцешшејиооәр 
ay} se әм se ejenueouoo 8ширә(үэ әда "Я 
"ріп ujeeus ім 
рә S! (әрдод enig) emoq YEAS әш eins aye "v 


:dmjes ош 1514 
"UMOp 1nUS SI ешузеш əy} Jayje џале pue asn 
Suunp ‘asn әлојәд —jno BulAup шод dIS 24} 94997 


о} зешц ||e је d|S 24} uo peoejd eq pjnous salem 
(IQ) peziuorep резецу-шт 22'0 Jo eqm y :иоцпед 


dnjes / suononujsu| 1ueuingjsu| 25528 


jueuunujsur Əy} jo јодиод 
Куепо Јој speeg иоцерүед Jead 8 Jo әщоя `8 analy 


99 UNEP YEA 


Needs 


(8 en84) зојцод Z – speeg uonepileA xeed-8 `Y 
dN 196 1ueuunuisu| 21529 


эшэ риејелој) FF 


203 


24 Measurement of DNA Fragmentation in Spermatozoa by TUNEL Assay Using Bench Top Flow Cytometer 


"имор inus Апеоцешодпе pinoys 1әзәшо}/ә әц} 
иәц} ә}ә|йшоз о} sejnuiu GT aye} [IM ој2ло 991 "f 
"ајоћо uwopinus 
əy} 1215 0} uognq ломод eu SSƏld “I 
dIS әш 
uo eqni əy} әлгә| ‘рәцѕіиу si uni Əy} изум ^H 
'e^oqe 'p4 pue ex sdejs jeaday “4 
"алемујов ипозу Gg eui 
Jam ејер, маше sayjoue 129Jes pue dIS eui 
uo ләзем |Q релеуу-шт 22'0 ЧИМ әдп e Əd 4 
415 әш 
шоу) eqni əy} әлошәл 'peusiuy sı uni əy} әоио "3 
шопо ,Nf18, 24} 99. ‘а 
4 188), 01 
peeds soipiny 195 pue „шш 2, JO иш eun e 195 "2 
"алемујов unooy Gg eui 
Jo qe} 129||02 Əy} ui „әм еер, Ajdwa ue IES Я 
dIS 991 uo (uonnjos uoneuiuejuooep 
peiniip) узеаја jo TW с Чим әдт e e»elg. "v 


uMopinus aulu2elN 


"sseood uwopinus eui Suunp лајпашоо 10 олемујов 
ay} umop }пцѕ oj fuesseoeuun 51 3|. :930N 


:роцуәш siu Зшѕп umop 1nus $1 әшцәрш əy} JI 
aBeSSALU SUIMO]|O} eu Ke|dsip |м e4e «jos HNIDY 
ая 941 ләииеш siy} ur UMOP 1nus SI 3I JI 9јеј5 
Ápeeis əy} 0} илпјал pue 4940281 о} BWI} jeuonippe 
OYE} [JIM 49191012 BY} Јәләмоң 'Spuo2es G JO} 
џодпа ламод ay} umop 8иѕѕәла Aq pessedÁq 

әд џез әјоқә uwopinus oneulojne 99]  :93oN 


']204109 peJepisuoo 
sı Áesse oui рәциәл әләм suonipuoo әѕәц Що JI 


"фор uey} JeuBiu eq oj seu sioo јодиоо eAnisod 
из әчү Ul Там 40} eAnisod sjeo jo eBeyueojed eu "Я 
'војашез eozojeuueds 
041u02-uou əy} 104 eBejueoJed eui uey; зәцбіц 
әд 0} sey әјашеѕ јодиоо eAnisod eozojeuueds əy} 
ul JINN 401 омизод eozoyeuueds јо әбеиәоләа eu "v 


рәшџоџәд 1521 TINNL 94! Jo иоперцел 


"uonejueuufejj 
ума әбејиәэәа eui Aejdsip [iM 3ue1penb зуби 1eddf "р 
"јем eui uo xo 'ejdures uoee 104 бирео urejqO. “I 
'eso[o pue Ajdde “мәләла ay} ио 2110 "Н 
“Gy ejdurexe 104 реџбуе eq ој ajdwes eui yold јхем "5 
оа шелбој5!ц 
ay} Jo xeed әці jo 49}US9 eui о} әш әпја eui ибуу "У 
‘ureB гепшл uo моцо pue ѕіхе-ҳ 3y} uo хопо 14618 '3 
V-L7H 01 V-OS4 1ајешелеа sixe-x әщ әбиецо ‘а 
"ure16ojsiu әщ uo Y91190 ‘Э 
зоа Mau е uo хопо 'а 
“sojdwes |e ој рәцаде eq о} 
puepuejs әці se ојашез 159) шәцеа јо уеәа әлцебәи 
eui 12ejeg 'зојашез лешо |e 01 әјеб au} бимјаде 104 
pesn әд о} ејашез 1581 ay} јо enjeA ебелеле əy} }әәјәѕ "V 


(ојејашој Aessy) sajduues 159] 


'dejs имор}пц ој pee2oJd "M 
чәем |q ЧИМ $-0 sdejs Jeoday "A 
"eqni лајем а ЧИМ e2ejdeJ pue eqni әлошәм "П 
415 edi 'peusiuiy si uni Əy} изум 'L 
7983 UNA» 991 A0119 "S 
Н-554 чо 000'08 :Piouselu] ‘Є 
15е} :рәәйѕ ,solpiIn|, `@ 
шш Z ‘SHUI ЧИМ und, "T 
:S$MOJ[O) Se s1ejeujeJed 3y} 195 
415 ӘЧ} uo ,eqnj uoee|q, 91 еоеја pue eqn; јеџу әлошәҹ * 
"pezÁA|eue иәәд әлец sejduues [je |ђип Q-| sdajs јеодем 
"ајаше5 Meu Əy} 10} (uo os pue '9y) ||әм 1xeu eui 1o9[es ' 
415 991 uo eqni juenbesqns əy} e»ejd pue хаџол * 
"Jeded ЕЛ 
-jui| e UUM dIS 34} иеәј pue diS шоу eqni eAoUJ8H * 
‘ystu ПЛА uni әцу sjue^e 000°0Т JY 
"uonpoejoo eui HEJS 0} попа „МПЧ, 941 HINO 
га Ul Id 399 "y 
Н-254 чо 000'08 :ріоцѕәлці ‘Є 
мој5 :peeds ,solpin|4, '2 
Sjue^e 000'01 +SP ЧИМ UNY, "T 
:SMOJ|O} Se 5лајешелед uni aU} jes "г 
«a SIWILIN] HO31731VQ- 73 1d NYS 
“TANNLL, S? Play 34} eujeu ‘pjay әшеи ayy ц "| 
415 991 uo eoe|d pue (ajdwes 1591) eqni eui хаџол ‘Н 


Zoacge 


~ = 


415 941 шо eqni 1942M |а злошем "5 
"(ејаше5 1591 154) G# eqni Чим ш8әя У 
« SV, ПӘМ PƏS "3 
"езер шејџоз 
YSIUM 5ем Aue 10} „5јџала әјәјәр, YOI|9 ‘AeSsaoeu J| ‘а 
әріѕш sjsixe Ареәдүе езер ou әлпѕиә о} ||ем узез М2990 `2 
"реој о} алемујов BU} 101 мем "Я 
, ојејашеј Aessy,, əy} ио моп2-ајапод "v 


«5|ЕГНи| узај-зјеу 9ип] „ 


дешлој зшмојјој 
Əy} чим ларјој e ui pares за Pinoys едер [Iv 


1.981 10905, 94} 
Jepun uni әле sajdwes зизпеа ‘ѕәјашеѕ }иәцеа 
SU} 10) pejeaJo si ојејашеј әделедәѕ у :e3oN 


sajdwies јизцед suiuuny 


'Q-2 sdeis јрәдәл pue 
|одиоэ 314 әлціѕоа puooes Əy} 10) yY һәм UO YD "I 
*[041u09 34 әлціѕоа eui 10} 0-2 58215 MOJ|04 "Н 
"одиоз 314 eAnjisod əy} 10} udeij8 əy} JeA4/9sqQ "5 
"подиоз ум әлдіѕоа јелу AY} 10] EY ||eM UO уоцо 4 
"одиоз их әлце8әи 
puovəs əy} 10} q-g sdejs мојој pue ZY ||ем UO уоцо "Э 


XS|X'S}NSBY[OAUODHY\SHNSSY HA TANNL 


:eyejduie) 8urMoj[oJ eu) ш }|п$әл au} рлооен ‘а 


`(нп-©) зиелрепр јуби зәадп əy} ш әпүел (+914) ел5од jueojed 


эц Лио әмәздо `(нп-©) bry леда pue (10-0) еј 4eddy 
(uo) 1uBu 1607 :(11-0) YO] 1607] 3uejpeng е s! 1014 jse| әці '2 


“одиоо әлцеЗәи əy} 10} удел8 əy} BAJASGO '8 


'[041u09 их әлце8әи 
1814 BY} JO} TY ем UO уоцо ‘qe} 393/109 әш зәрип "v 


"пәл [Je Jo p4028J uejuM e шејшеуј :930N 
хејејашој јодио5 иу) 510009 ну 


inboy ејед 


dN 39S 1ueuinuisu| 21529 


эш риејелај 


Licensing and Accreditation 
of the Andrology Laboratory 


Grace M. Centola 


1 Introduction 


All laboratories that perform clinically reportable diagnostic 
tests, regardless of location (i.e., hospital, university, indepen- 
dent and physician private practice), must be licensed at the fed- 
eral or state level as required by law. The Centers for Medicare 
and Medicaid Services (CMS) regulates all clinical laboratory 
testing performed on human specimens in the United States 
through the Clinical Laboratory Improvement Amendments [1, 
2]. The US Food and Drug Administration (FDA) and states 
with separate additional licensing requirements such as 
New York, California, Florida, and Maryland also regulate tis- 
sue banks and clinical laboratories that perform tests on state 
residents or are located in the state requiring licensing (see 
below). States that do not require an individual state license will 
require federal licensing and registration under CLIA. The 
licensing requirements can be confusing since a clinical labora- 
tory license is in addition to a tissue bank license or FDA regis- 
tration of a tissue bank. Andrology laboratories may require a 
CLIA or state license, as well as a state tissue bank license and 
FDA registration if sperm banking and/or sperm processing for 
insemination are offered by the laboratory. 

Accreditation or certification, on the other hand, is volun- 
tary under guidelines and standards of national accrediting 
organizations, such as the College of American Pathologists 
(CAP) [3], Committee on Laboratory Accreditation (COLA) 
[4], and Joint Commission on Accreditation of Hospital 
Organizations (JCAHO) [5]. Similarly, practice guidelines, 
such as those published by the American Society for 
Reproductive Medicine (ASRM), are also voluntary but are 
generally accepted as standard of care in the industry [6]. To 
become a privately accredited laboratory, a facility must 
document compliance with the standards of that accrediting 
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organization. Regardless of accreditation or certification, 
federal and state regulations take precedence over private 
accrediting organization. However, federal and state regula- 
tory agencies may accept private accreditation, termed 
deemed status, as a surrogate for agency compliance and 
inspection. This will be discussed below. 

Compliance with federal, state, and private accrediting 
organizations is documented by on-site inspection by repre- 
sentatives of the federal or state health department or inspec- 
tors employed by the private organization. State clinical 
laboratory regulations, particularly New York [7—9] and 
Florida [10, 11], require completion of successful on-site 
survey and successful performance on a proficiency testing 
event before a clinical laboratory license is issued. Labs must 
hold a valid license in the specialties before testing may 
begin. The laboratory director is responsible for managing 
the laboratory and for ensuring documentation and compli- 
ance with all regulatory requirements [12]. 

The andrology laboratory is responsible for testing of the 
male to assist the physician in the diagnosis of any possible 
male factor infertility and for sperm preparation for assisted 
reproduction. For qualitative analyses, that is, reporting only 
the presence or absence of sperm, the laboratory is not con- 
sidered high complexity, and thus CLIA requirements are 
not mandatory. This may be categorized as waived testing or 
physician-performed microscopy [13, 14] (Table 25.1). The 
andrology laboratory that provides quantitative analyses 
including sperm concentration, sperm motility, and mor- 
phology, as well as specialized advanced sperm function 
testing, is considered high complexity and must comply with 
all aspects of the CLIA’88 regulation [1, 2, 12-14]. The 
andrology laboratory also may perform sperm preparation 
for intrauterine insemination, sperm preparation for in vitro 
fertilization, as well as sperm cryopreservation (sperm bank- 
ing). These laboratory procedures are covered under CLIA 
for the assessment of sperm concentration and motility and 
are also considered a tissue bank facility by FDA [15], 
New York [16], California [17], and Maryland [18]. 
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Table 25.1 Categorization of clinical laboratories based on CLIA 


Type of CLIA certificate 
Certificate of waiver 


Requirement 


performed incorrectly 


Employs methodologies that are so simple and accurate as to 
render the likelihood of erroneous results negligible 
Pose no reasonable risk of harm to the patient if the test is 
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Example of testing 
Dipstick urinalysis 
Fecal occult blood 
Urine pregnancy tests 


Are cleared by the FDA for home use 
Conduct testing that is considered nontechnical requiring little 


or no difficulty 


Certificate of provider-performed microscopy 
procedures (PPMP) 


Certificate of compliance 


Physician, midlevel practitioner, or dentist performs no tests 
other than the microscopy procedures 


Urine microscopy 

Fern tests of cervical mucus 
Qualitative semen analysis (the 
presence or absence of sperm) 


Issued to a laboratory after on-site inspection that finds the 


laboratory in compliance with CLIA regulations 


Certificate of accreditation 


Laboratories that are accredited by an organization approved 


by the Centers for Medicare and Medicaid (such as CAP, 


COLA, JCAHO) 


2 Federaland State Regulations: CLIA 


The CLIA regulations establish quality standards for laboratory 
testing performed on specimens from humans, such as blood, 
bodily fluids, and tissue, for the diagnosis, prevention, treat- 
ment of disease, or assessment of health. The final CLIA'88 
regulations were first published in 1992, phased in through 
1994, and amended in 1993, 1995, and 2003 [1, 2]. CLIA 
defines a laboratory as “а facility for the biological, microbio- 
logical, serological, chemical, immuno-hematological, hema- 
tological, biophysical, cytological, pathological, or other 
examination of materials derived from the human body for the 
purpose of providing information for the diagnosis, prevention, 
or treatment of any disease or impairment of, or the assessment 
of the health of, human beings" [19]. 

An andrology laboratory is considered a ^high-complexity" 
laboratory based on CLIA categorization [13, 14]. According 
to the CLIA regulations, laboratory tests are categorized as 
waived tests, tests of moderate complexity which includes 
physician-performed microscopy (PPM) procedures and 
high-complexity tests (Table 25.1). The CLIA criteria include 
the knowledge to perform the test; training and experience; 
reagent and material preparation; characteristics of opera- 
tional steps; calibration, quality control, and proficiency test- 
ing materials; test system troubleshooting and equipment 
maintenance; and interpretation and judgment required to 
perform preanalytic, analytic, and postanalytic processes. For 
commercially available FDA-cleared or FDA-approved tests, 
the test complexity is determined by the FDA during the 
premarket approval process. For tests developed by the labo- 
ratory or that have been modified from the approved manu- 
facturer's instructions, the complexity category defaults to 
high complexity per the CLIA regulations [20]. 


For moderate and high-complexity tests, the FDA evalu- 
ates each new commercial test system during the premarket 
approval process by scoring seven criteria as described in the 
CLIA regulations. The final score is used to determine 
whether the test system is classified as moderate or high 
complexity [20]. 

Clinical laboratories or other testing sites need to know 
whether a test system is waived, moderate, or high complex- 
ity for each test on their menu as it determines the applicable 
CLIA requirements. The more complicated the test, the more 
stringent are the requirements under CLIA. Non-waived test- 
ing is subject to inspection and must meet the CLIA quality 
system standards, such as those for proficiency testing, qual- 
ity control, and personnel requirements. The standards for 
moderate- and high-complexity testing differ only in the per- 
sonnel requirements. The categories of tests offered by a 
laboratory determine the appropriate CLIA certificate for the 
laboratory [13]. 

A laboratory must be either CLIA exempt or possess one 
of the following CLIA certificates: certificate of registra- 
tion, certificate of waiver, certificate for PPM procedures, 
certificate of compliance, or certificate of accreditation. 
The certificate of registration is required for all labs per- 
forming tests of moderate complexity (other than PPM) or 
high complexity or both. A certificate of waiver is required 
for labs performing only waived tests, and certificate of 
PPM procedures is for those labs performing only PPM 
procedures. A certificate of compliance is required for any 
combination of tests categorized as high or moderate com- 
plexity or waived testing. A certificate of accreditation is 
issued in lieu of the above certificates when a laboratory 
meets the standards of a private, nonprofit accreditation 
program approved by the federal government (such as CAP, 
COLA, and JCAHO). 
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Laboratories located in states requiring licensing, such as 
New York, Florida, California, and Maryland, require a 
CLIA certificate in addition to the separate state license [7— 
11, 21, 22]. Federal regulations for clinical laboratories and 
state regulations are not the same. In some instances, state 
requirements exceed federal regulations. АП clinical labora- 
tories performing non-waived testing in New York [7—9], 
Florida [10, 11], California [21], Maryland [22], and others 
must hold both a valid state license and federal CLIA certifi- 
cate. These states require compliance with both the federal 
and state regulations. All laboratories performing moderate- 
or high-complexity testing must obtain a separate certificate 
for each location except in the instance of mobile units pro- 
viding lab testing, not for profit, or federal, state, or local 
government public health testing laboratories or laboratories 
within a hospital located on the same campus and under 
common direction. Laboratories performing waived testing 
in Florida do not require a Florida state license [10, 11]. 

АП CLIA licensed laboratories must document an ongo- 
ing quality control (QC) program for each test and all labora- 
tory instruments and equipment. All equipment requires 
daily and periodic (i.e., monthly) quality control, as well as 
scheduled yearly preventive maintenance and calibration. 
The laboratory must also demonstrate a quality assurance 
and quality improvement program and participation in a pro- 
ficiency testing program [6]. Proficiency testing programs 
are available from several federally approved private or state 
health department programs. Written policy and procedure 
manuals, including, but not limited to, a laboratory safety 
manual, infection control and exposure control plan, disaster 
plan, and chemical hygiene plan, are required by licensing 
and accreditation bodies. Laboratories must also maintain a 
documented system of patient preparation for testing, speci- 
men identification and labeling, and accurate reporting of 
test results [6]. 

Personnel requirements for the high-complexity labora- 
tory are also mandated under CLIA [12]. Similar state require- 
ments exist for laboratory personnel. For example, New York 
State requires the laboratory director to have a certificate of 
qualification issued by the NYS Department of Health [7, 23]. 
Testing personnel must have a NYS laboratory technician or 
technologist license issue by the state Department of 
Education. California also requires state licensing of the lab 
director and testing personnel [24]. Florida requires separate 
licensing for the lab director, lab supervisor, and testing per- 
sonnel and requires a designated financial officer, and the 
financial officer and lab director must have a level 2 back- 
ground screening every 5 years [10, 11]. 

Laboratory responsibilities for the lab director, technical 
supervisor, general supervisor, clinical consultant, and test- 
ing personnel are outlined by CLIA and state licensing regu- 
lations [12]. The laboratory director must be an M.D. or 
Ph.D. An M.D. laboratory director must be board certified in 
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anatomic or clinical pathology or have laboratory training of 
atleast 1 year during medical residency or at least 2 years 
directing or supervising a high-complexity clinical labora- 
tory. If a Ph.D., the laboratory director must have had their 
Ph.D. training in a chemical, physical, biological, or clinical 
laboratory science and have board certification by a board 
approved by the US Department of Health and Human 
Services (HHS). Examples of certifying boards include the 
American Board of Bioanalysis (ABB), American Board of 
Medical Microbiology, American Board of Clinical 
Chemistry, American Board of Medical Laboratory 
Immunology, or a comparable board approved by HHS. Other 
persons may have “grandfathered” in as a laboratory director 
with a different degree if they were qualified under state law 
to be a laboratory director or if they served as a laboratory 
director on or before February 28, 1992. Incidentally, the 
ABB board certification is the only certifying board specifi- 
cally approved by CLIA in the subspecialty of andrology 
[25]. Those with this board certification have the high- 
complexity clinical laboratory director “HCLD (ABB)” in 
their title. 

It is important to clarify the categorization between a ref- 
erence lab and a physician office laboratory, which may be 
separately licensed in certain states (e.g., New York State). A 
physician office lab, or POL, performs testing only on speci- 
mens from patients that are being seen by the physician or 
physicians that are part of a group practice. An example of a 
POL is an andrology lab that is part of a urology group prac- 
tice. This lab would perform diagnostic semen analyses only 
for patients registered with that group. A POL requires a 
CLIA certificate but generally does not require a separate 
state license. A reference laboratory analyzes specimens 
from multiple physician practices. If the above referenced 
andrology laboratory accepts specimens from patients who 
are seen by multiple physician practices, then that laboratory 
would be considered a reference laboratory. A reference lab- 
oratory must obtain a CLIA certificate and obtain a separate 
state clinical laboratory license (NY, FL, CA, MD). 


3 Laboratory Accreditation: CAP, COLA, 
and JCAHO 


The College of American Pathologist (CAP) Reproductive 
Laboratory Accreditation Program (RLAP) in conjunction 
with the American Society for Reproductive Medicine has 
developed standards of accreditation for reproductive labora- 
tories [3]. The purpose of these standards is to ensure that 
accredited reproductive laboratories satisfy the needs of 
patients and their physicians [3]. The CAP accredits repro- 
ductive laboratories that conform to these standards. 

The CAP standards, adopted in 1998, include director 
and personnel qualifications, physical space requirements, 
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a quality management program, and administrative require- 
ments, CAP SITE. The CAP uses a peer-based inspection 
model that uses reproductive professionals who are quali- 
fied to inspect such laboratories following completion of a 
CAP inspector training program. On-site inspections occur 
every 2 years to assess compliance with CAP laboratory 
standards. The CAP accredits andrology laboratories, gam- 
ete cryopreservation, and storage facilities as well as 
embryology (IVF) laboratories [3]. 

COLA, the Committee on Laboratory Accreditation, is a 
clinical laboratory education and accreditation organization 
[4]. It is an independent, physician-directed accrediting orga- 
nization whose standards assist laboratories and staff to meet 
CLIA and other regulatory requirements. Founded in 1988, 
COLA was granted deemed status under CLIA and the Joint 
Commission on Accreditation of Healthcare Organizations 
(JCAHO) [4]. This means that a laboratory with COLA 
accreditation may demonstrate compliance with CLIA regu- 
lations and may replace an on-site inspection by federal 
inspectors under CLIA'88. COLA accreditation, however, 
does not replace the requirement for a CLIA certificate or 
state licensing where required. 

The Joint Commission or JCAHO is an additional private 
accrediting organization that accredits health-care organiza- 
tions and clinical laboratories [5]. The Joint Commission 
recently revised its Laboratory Accreditation Program 
requirements to ensure that they support clinical laboratory 
best practice guidelines and contemporary issues in labora- 
tory medicine. The revisions, effective July 1, 2015, include 
new and revised standards and elements of performances 
(EPs). The JCAHO accredits laboratories in hospitals, clin- 
ics, ambulatory sites, and physician offices, as well as refer- 
ence laboratories and freestanding laboratories such as 
assisted reproductive technology laboratories. In compliance 
with CLIA regulations, the JCAHO standards address the 
entire laboratory processes from specimen collection to 
reporting of results and not the method of compliance. The 
JCAHO inspection process concentrates on operational sys- 
tems critical to the safety and quality of patient care and pro- 
vides education and good practice guidance on quality 
improvement [5]. The JCAHO has also been granted deemed 
status under CLIA, indicating that JCAHO meets the regula- 
tory requirements of CLIA-certified laboratories. JCAHO 
accredited laboratories, however, are not exempt from 
obtaining a CLIA certificate or a state license where required. 


4 Federal and State Regulations: 
Tissue Bank 


Andrology laboratories routinely provide sperm banking ser- 
vices, donor sperm specimens, and sperm preparation for 
artificial insemination and assisted reproduction. These labo- 
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ratory procedures qualify such a laboratory as a tissue bank 
and thus regulation under the FDA human cells, tissues, and 
cellular and tissue-based products (HCT/Ps), 21 CFR 1271 
[26]. Andrology laboratories providing reproductive tissue 
bank services are required to register with the FDA and com- 
ply with current good tissue practices (CGTP) under 21 CFR 
1271. The FDA issued a guidance to assist facilities in mak- 
ing donor eligibility determinations and compliance with the 
requirements in Title 21 Code of Federal Regulations, part 
1271 Subpart C [26, 27]. 

The FDA regulations require tissue establishments to 
screen and test tissue (i.e., sperm) donors, to prepare and fol- 
low written procedures, and to maintain accurate and detailed 
records. The FDA also mandates appropriate labeling of 
cells/tissue specimens and specifies records that must accom- 
pany any specimens distributed for clinical use. 

The FDA has published three final rules to include com- 
prehensive requirements to prevent the introduction, trans- 
mission, and spread of communicable disease. The first final 
rule requires yearly registration of the tissue bank and a list- 
ing of their HCT/Ps as part of the registration. The second 
rule requires tissue establishments to evaluate donors, 
through screening and testing, to reduce the transmission of 
infectious diseases. The third final rule establishes current 
good tissue practices for HCT/Ps. FDA's revised regulations 
are contained in Part 1271 and apply to cells/tissues recov- 
ered after May 25, 2005 [15, 26, 27]. 

The FDA requires that donor testing be performed by a 
CLIA-certified laboratory using FDA-approved donor test- 
ing. These requirements are mandated for anonymous and 
directed sperm donors but not for sexually intimate partner 
specimens for assisted reproduction. The FDA performs 
periodic, generally every 2 years, inspection of tissue bank 
facilities to ensure compliance [27]. 

The FDA requires screening of reproductive tissue donors 
(known directed donors and anonymous donors) by review 
of relevant medical history for communicable diseases. 
Donors must be tested using FDA-licensed, approved, or 
cleared tests for tissue donors for HIV types 1 and 2, hepati- 
tis B surface antigen and core antibody, hepatitis C, and 
Treponema pallidum (FDA-cleared screening test or cleared 
diagnostic test for syphilis) [28]. Reproductive tissue donors 
must also be tested for Chlamydia trachomatis and Neisseria 
gonorrhoeae. Semen is considered a bodily fluid that con- 
tains viable, leukocyte-rich cells and thus must also be tested 
for human T-lymphotropic virus types I and II (HTLV) and 
for total antibodies to cytomegalovirus (IgG and IgM) [28]. 

The FDA requires 6-month quarantine and retesting of 
anonymous semen donors. Following rescreening and retest- 
ing, if the donor is determined eligible by negative results, 
the specimens can be released for clinical use. The FDA does 
not require a quarantine and retesting of directed or known 
sperm donors as long as the donor is screened and tested for 
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communicable diseases within 7 days of each specimen 
collection (FDA 1271.80, 85) [15, 26—28]. Alternately, the 
directed donor semen can be quarantined as for anonymous 
sperm donors. It is important to note that the FDA allows the 
use of known donor semen from donors deemed ineligible 
by screening and/or testing as long as there is proper speci- 
men labeling and notification to the recipient and physician. 
FDA donor eligibility determination including testing for 
communicable diseases is not required for sperm donated by 
a sexually intimate partner of the recipient (FDA 1271.90). It 
should be noted that although the FDA allows the use of 
ineligible directed donors, states such as New York and 
California prohibit the use of donor specimens where the 
donor is ineligible due to positive test results, particularly 
HIV and hepatitis. 

As with clinical testing laboratories, there are additional 
state licensing requirements for tissue banks. All states 
require FDA registration. New York [16], California [17], 
and Maryland [18] require a separate state tissue bank license 
if specimens are to be shipped into that state. Each involves 
a lengthy application process. Standard operating procedures 
must comply with the individual state regulations. Both 
New York and California require copies of all documents, 
laboratory licenses, and FDA registration before granting a 
license [16, 17]. Each state differs in certain ways with the 
required testing for directed donors and client depositors 
(those who bank sperm for use by their sexually intimate 
partner). New York does not require testing of the client 
depositor and will only allow the use of the specimen for a 
sexually intimate partner recipient [16]. Directed or known 
donors must be screened and treated the same as anonymous 
sperm donors, but the recipient can waive the quarantine 
period following counseling and consenting. California 
requires client depositors to be tested for communicable dis- 
eases before transfer of specimens into California [17]. 

New York will grant a provisional license until an on-site 
inspection by the department is in place. Both Illinois and 
Oregon similarly require registration with the respective 
state to include documentation of FDA registration, if the 
tissue bank will be shipping samples into that state. For spe- 
cific state tissue bank regulations and licensing requirements, 
see reference list at the end of the chapter. 


5 Summary 


The clinical andrology laboratory is a high-complexity labo- 
ratory as defined by the Clinical Laboratory Improvement 
Amendments (CLIA). As such, the andrology laboratory 
must comply with all federal- and state-mandated regula- 
tions pertaining to clinical laboratories. These include CLIA 
licensing and state licensing where required. Regulations 
specify personnel requirements, quality control, quality 
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assurance, and quality improvement programs. Private 
accrediting organizations such as the CAP, COLA, and 
JCAHO have been granted deemed status by CMS and thus 
may replace the required federal or state on-site inspections. 
This will depend on the type of laboratory, andrology refer- 
ence laboratory, or physician office laboratory. Laboratories 
should consult with their state department of health and/or 
the CLIA/CMS office for additional information. As with all 
clinical laboratories, the andrology laboratory director is 
responsible for regulatory compliance. 

This chapter should not be considered all inclusive of the 
federal and state regulations for the andrology laboratory and 
sperm bank. The reader is encouraged to read the references 
and websites at the end of this chapter and to solicit assis- 
tance from specific states as appropriate. 
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